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Introduction  There  is  strong  evidence  to  support  the  hypothesis  that  increasing  radiation  dose  to  the  prostate 
will  increase  the  probability  of  cure.  A  major  difficulty  in  pursuing  dose  escalation  is  the  toxicity  induced  in  the 
surrounding  normal  tissues.  These  normal  tissues  are  irradiated  as  a  consequence  of  planning  margins  used  to 
guarantee  the  delivery  of  the  prescribed  dose  to  the  entire  clinical  target  volume  (prostate  and  seminal  vesicles). 
The  margins  are  constructed  from  clinical  knowledge  of  uncertainties  in  daily  patient  positioning  and  organ 
motion.  In  these  investigations,  it  was  proposed  that  a  new  imaging  technology,  cone-beam  computed 
tomography  (CT),  can  be  used  to  localize  the  prostate  and  surrounding  tissues  on  a  daily  basis,  allowing  the 
radiation  field  to  be  applied  with  great  precision.  By  increasing  precision,  more  conformal  treatment  fields  can 
be  applied,  reducing  the  dose  to  surrounding  normal  tissues  and  allowing  the  safe  pursuit  of  dose  escalation. 
Preliminary  investigations  have  demonstrated  the  potential  of  cone-beam  CT  in  guiding  therapy.  To  bring  this 
exciting  technology  to  the  clinic,  cone-beam  CT  must  be  evaluated  specifically  for  radiotherapy  of  the  prostate, 
and  the  dosimetric  benefits  of  the  image-guidance  method  need  to  be  quantified.  This  has  been  achieved  in 
these  investigations  through  three  tasks:  1)  evaluation  of  a  new  detector  technology  (flat-panel  imager  (FPI))  for 
cone-beam  CT,  2)  prediction  of  the  clinical  advantages  of  high-precision  image-guidance,  and,  3)  demonstration 
of  cone-beam  CT  imaging  performance  on  a  small  group  (15)  of  patients  receiving  radiotherapy  of  the  prostate. 
Tasks  #1  and  #2  have  been  completed  in  their  entirety  and  Task  #3  has  not  been  completed  due  to  significant 
and  frustrating  delays  in  the  delivery  of  a  hardware  assembly  necessary  for  imaging  tests  on  human  subjects. 
Despite  these  delays,  significant  progress  has  been  made  in  the  testing,  integration,  and  evaluation  of  a 
prototype  hardware  assembly  that  was  constructed  in-house.  In  the  following  report,  the  results  of  the  extensive 
investigations  will  be  presented  with  references  to  the  over  1 1  peer-reviewed  publications  that  have  resulted 
from  these  investigations,  as  well  as  the  four  grants  (3  peer- 
reviewed  extramural,  1  industrial)  for  which  this  work  has 
provided  preliminary  results.  The  presentation  of  results  will 
adhere  to  structure  defined  by  the  three  tasks  set  out  in  the 
original  proposal,  identifying  areas  of  great  success  as  well  as 
those  frought  with  challenges. 


Body 

Task  1.  Determine  relationship  between  delivery  precision  and 
allowable  target  dose  for  intensity  modulated  radiation  therapy 
of  the  prostate,  Months  1-8 

The  evaluation  of  the  potential  therapeutic  gain  required  the 
collection  of  a  large  database  of  clinical  CT  images  for 
patient’s  currently  undergoing  radiotherapy  of  the  prostate. 
Fortunately,  the  accelerated  recruitment  of  patients  in  the  study 
protocol,  allowed  these  images  to  be  collected  before  the  onset 
of  these  investigations.  However,  there  has  been  a  significant 


-Day  5 
-Day  4 
-Day  3 
-Day  2 
-Day  1 


Figure  1:  Minimum  dose  to  the  planning 
target  volume  vs  margin  for  a  single  patient. 
Each  curve  corresponds  to  a  different 
anatomical  configuration  of  the  same  patient 
(i.e.  different  days). 
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effort  in  re-formatting  and  contouring  these  clinical  CT  scans  for  use  in  the  dose  escalation  simulations.  An 
initial  study  based  on  a  small  subset  of  the  clinical  database  demonstrated  the  potential  advantages  assuming  a 
fixed  relationship  between  the  prostate  gland  and  rectum  was  accepted  for  publication  (Appendix  A).  The 
relationship  between  minimum  delivered  dose  in  the  prostate  and  margin  was  studied.  This  study  demonstrated 
that  the  increase  in  precision  that  would  be  expected  with  our  image-guided  approach  would  allow  the 
minimum  prostate  dose  to  exceed  90  Gy,  a  substantial  increase  over  conventional  approaches  (70-75  Gy). 
Figure  1  demonstrates  the  dramatic  effect  of  reducing  margin  on  dose  escalation.  It  also  illustrates  the  day-to- 
day  variation  in  the  allowable  dose  that  can  be  delivered  for  a  fixed  dose  to  the  rectal  wall.  The  use  of  larger 
margins  results  in  more  variability  in  the  allowable  daily  dose.  This  is  a  reasonable  result  considering  the  fact 
that  the  spacing  between  the  rectal  wall  and  prostate  is  on  the  order  of  the  margins  proposed  here  (1-8  mm).  In 
some  cases,  margins  less  that  4  mm  may  result  in  no  overlap  between  the  planning  target  volume  and  the  rectal 
wall,  avoiding  the  constraints  on  the  escalation  imposed  by  the  rectal  wall.  The  study  has  been  completed  for  5 
patients  with  5  scans  each  from  different  days.  These  are  evaluated  for  3  different  margins  (1,2,4mm).  These 
results  are  consistent  with  that  found  in  our  original  study,  allowing  dose  escalation  by  15%  for  equivalent  dose- 
volume  relationship  in  the  rectal  wall.  The  results  of  these  more  detailed  investigations  are  being  prepared  for 
publication. 

Task  2.  Characterize  the  image  quality  and  targeting  precision  of  the  on-line  cone-beam  CT  guidance  system, 
Months  9-24 

A  major  focus  of  our  investigations  has  been  on  the  demonstration  of  this  technology  for  visualization  of 
soft-tissue  structures  in  the  radiation  therapy  setting.  These  developments  proceeded  with  the  construction  of  a 
precision  test  bed  to  allow  computer-controlled  acquisition  of  CBCT  data  at  a  geometry  that  exactly  replicates 
the  geometry  to  be  employed  on  the  accelerator  (Appendix  B,  Fig.  1).  Several  aspects  of  the  prototype  imaging 
system  were  investigated.  The  results  of  our  investigations  into  detector  lag  demonstrate  the  magnitude  of 
signal  lag  for  a  variety  of  exposure  conditions  and  operating  modes  of  the  flat  panel  detector  (Appendix  B). 
The  impact  of  detector  lag  on  cone-beam  CT  performance  was  studied  using  both  the  bench-top  prototype  and  a 
simulation  model  (Appendix  C).  The  results  of  these  investigations  have  been  accepted  for  publication  in  the 
journal  of 


Figure  2.  Images  acquired  with  the  FPI-CBCT prototype  in  comparison  to  a  conventional  CT  scanner  at  equivalent 
kVp  and  exposure,  (a  and  b)  Images  of  a  low-contrast  phantom  containing  six  inserts  (clockwise  from  top):  CT  solid 
water,  BR-SR1  breast,  BRN-SR2  brain,  CB-3  resin,  LV1  liver,  and  polyethylene,  (c  and  d)  Axial  images  of  a 
euthanized  rat  (e)  Image  of  head  phantom  demonstrating  isotropic  resolution  of  cone-beam  approach. 

Medical  Physics.  The  magnitude  of  the  lag  artifacts  depend  on  the  magnitude  and  lifetime  of  the  lag  signal. 
Our  initial  measurements  of  lag  suggest  that  this  should  not  be  a  significant  problem  for  the  detector  studied 
here.  Cone-beam  images  acquired  on  the  prototype  demonstrated  that  the  lag  is  not  playing  a  dramatic  role  (Fig. 
2).  The  magnitude  and  effects  of  x-ray  scatter  are  of  significant  concern  in  the  cone-beam  geometry.  While 
scatter  cannot  be  easily  eliminated,  our  studies  suggest  that  image  quality  can  be  restored  with  an  increase  in 
slice  thickness  (to  0.5  mm)  and  a  2-3  times  increase  in  dose  (Appendix  F).  Both  of  these  requirements  are  well 
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Figure  3.  Images  acquired  with  the  FPI-CBCT prototype  mounted  on  the  medical  linear  accelerator.  These  images 
were  acquired  in  180s  and  demonstrate  the  high  spatial  resolution  that  can  be  achieved  with  this  exciting  new 
technology.  The  system  permits  a  large  (25.6  cm)3  FOV  while  maintaining  0.5  mm  resolution.  This  is  illustrated  in 
(f)  All  data  shown  comes  from  a  single  rotation  of  the  gantry  (see  Figure  4). 

within  the  constraints  for  image-guided  radiotherapy.  The  overall  configuration  of  the  cone-beam  CT  geometry 
was  also  analyzed  using  a  unique  model  to  include  the  effects  of  x-ray  scatter  on  the  detective  quantum 
efficiency  of  the  system  (Appendix  E).  This  method  demonstrated  that  the  configuration  employed  in  the 
accelerator  mimicking  geometry  is  near  the  optimal  for  the  focal  spot,  scatter,  and  noise  performance  of  the 
detector  employed  in  our  investigations.  It  also  indicates  that  the  use  of  a  high  magnification  (1.6)  is  an 
effective  approach  to  reduce  the  deleterious  effects  of  scattered  x-rays. 

The  overall  performance  of  the  prototype  cone-beam  CT  system  was  studied  using  a  variety  of  methods. 
The  results  of  these  investigations  have  been  published  in  the  journal  of  Medical  Physics  (paper  received  Sylvia 
Sorkin  Greenfield  award  for  best  paper  in  Medical  Physics,  2000).  A  major  component  of  these  investigations 
was  to  measure  the  noise  performance  of  the  cone-beam  CT  prototype  and  compare  it’s  performance  to  that  of  a 
conventional  diagnostic  scanner.  These  investigations  were  performed  using  a  simple  cylindrical  water  bath. 
Images  of  the  water  bath  were  acquired  at  a  range  of  clinical  exposure  levels  (0.13  -  6.53  R)  on  both  systems 
and  their  voxel  noise  was  compared  for  equivalent  exposure,  reconstruction  filter,  and  slice  thickness.  Both 
systems  demonstrate  comparable  signal-to-noise  performance  and  the  expected  inverse-root-exposure 
dependence.  Other  measures  of  performance  including  noise-power  studies,  modulation  transfer  measurements, 
and  contrast  resolution  support  the  hypothesis  that  these  flat  panel  detectors  can  be  used  to  generate  high-quality 
CT  images  sufficient  for  use  in  guiding  radiation  therapy  of  the  prostate.  The  images  presented  in  Figs.  2&3 
demonstrate  the  current  performance  of  this  system.  Given  the  success  of  these  investigations,  it  is  clear  that 
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the  original  hypotheses  are  still  valid.  In  addition  to  evaluating  the  performance  of  the  imaging  system  that  has 
been  constructed,  a  method  for  predicting  the  performance  of  cone-beam  CT  systems  has  also  been  developed 
(Appendix  G).  In  this  approach,  the  performance  can  be  set  to  match  the  imaging  task  at  hand.  This  concept 
has  been  explored  further  and  a  proposal  to  evaluate  cone-beam  CT  for  image-guidance  in  radiation  therapy 
(external  beam  and  brachytherapy)  was  submitted  to  the  National  Institute  of  Health  for  funding.  This  has  been 
funded  as  an  R01  for  a  4  year  period  (D .Jaffray,  Principal  Investigator).  Additional  applications  for  cone-beam 
CT  based  upon  FPI  technology  are  appearing  on  a  daily  basis.  The  understanding  of  the  cone-beam  CT  method 
and  our  ability  to  predict  the  performance  has  allowed  consideration  of  these  applications  (Appendix  J). 
Industrial  funding  for  the  application  of  cone-beam  CT  on  a  C-arm  platform  has  been  secured  from  Siemens 
Medical  Systems  over  the  next  two  years.  This  new  funding  is  a  direct  by-product  of  the  work  performed  under 
this  Phase  I  award. 

Additional  investigations  were  also  performed  to  evaluate  the  relative  performance  of  megavoltage 
(MV)  and  kilovoltage  (kV)  cone-beam  CT  for  patient  positioning  in  radiation  therapy  (Appendix  H).  The 
ability  to  predict  imaging  performance  at  both  the  kV  and  MV  x-ray  range  was  demonstrated  in  these 
investigations.  The  clear  advantage  of  the  kV  energy  range  over  MV  is  demonstrated  in  Appendix  H,  Fig.  9. 
The  dose  penalty  for  use  of  the  MV  beam  is  significant  for  equivalent  image  quality. 

Task  3.  Demonstrate  the  clinical  feasibility  of  performing  on-line  treatment  guidance  on  a  group  of  men 

(15)  receiving  radiation  therapy  for  cancer  of  the  prostate,  Months  25-30 

The  imaging  performance  of  the  FPI-based  cone-beam  CT  system  for  detection  of  the  prostate  was 
investigated  using  a  prostate  phantom  that  was  constructed  based  upon  our  in-house  library  of  prostate  CT 
scans.  The  phantom  was  imaged  at  a  0.38  cGy  dose  level  and  is  shown  in  Appendix  J-Fig.  6c.  The  prostate 
bounding  fat  capsule  is  clearly  visible  even  for  a  very  thin  reconstructed  slice  thickness  (1mm).  Similar 
investigations  were  performed  with  brachytherapy  sources  (Pd-103)  implanted  in  the  phantom.  The  application 
in  image-guided  brachytherapy  is  very  promising.  Given  these  results,  a  prototype  system  based  upon  the  large 
area  detector  was  constructed  (see  Figure  4).  This  system  suffers  from  flex  induced  by  gravity  during  rotation 
and  requires  corrections  to  maintain  image  quality.  Figure  4  shows  a  graph  of  such  corrections.  Fortunately, 
these  corrections  can  be  applied  during  the  back-projection  process  without  significant  delay.  The  importance 
of  these  corrections  is  illustrated  in  the  publication  located  in  Appendix  I  (see  Fig.  6).  Overall,  an  integrated 
system  for  cone-beam  CT  on  the  accelerator  has  been  constructed.  However,  the  prototype  is  too  burdensome 
to  employ  in  the  clinical  setting,  preventing  its  use  in  the  proposed  clinical  investigations  for  Task  3.  For  this 
reason,  our  industrial  collaborator  (Elekta  Oncology  Systems)  was  contacted  to  construct  such  an  arm. 
Unfortunately,  the  proposed  time  line  has  slipped  by  nearly  12  months,  preventing  collection  of  the  images  of 
patients  as  originally  proposed.  In  recent  discussion  with  Elekta  Oncology  Systems,  the  support  arm  is  now 
scheduled  for  delivery  at  the  end  of  September  2001 .  It  is  in  the  interest  of  this  program  of  research  to  complete 
these  investigations  by  whatever  means  possible.  All  other  components  are  in  place  (software,  reconstruction, 
calibration,  etc.).  The  completion  of  Task  #3  is  critical  to  the  pursuit  of  high-precision  radiation  therapy  of  the 
prostate  and  will  be  completed  by  the  end  of  2001 . 

An  investigation  of  the  clinical  process  for  image-guided  RT  of  the  prostate  was  examined  The  study 
tested  the  overall  feasibility  of  cone-beam  CT  guided  radiotherapy  on  the  linear  accelerator  using  a  prostate 
phantom  that  simulates  the  CT  characteristics  of  the  human  prostate.  The  phantom  was  formed  of  polystyrene 
and  contained  a  machined  cavity  in  the  shape  of  a  human  prostate.  The  cavity  was  filled  with  a  contrasting 
agent  with  contrast  comparable  to  the  prostate-fat  boundary  in  a  human  (~50  HU  elevation).  Using  this  phantom 
the  complete  process  of  cone-beam  imaging  (based  on  the  earlier  CCD  detector  system),  target  localization  and 
contouring,  treatment  planning,  and  radiation  delivery  was  tested  in  a  single  setting.  The  blinded  delivery  of  the 
radiation  dose  was  measured  using  radiographic  film  contained  within  the  prostate  phantom.  The  delivered 
dose  distribution  was  located  to  within  1.5  mm  of  the  desired  location  using  cone-beam  CT  guidance.  No 
external  fiducials  were  used  in  placing  the  phantom  and  the  location  of  the  prostate  within  the  phantom  was  not 
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known  prior  to  setup.  This  study  demonstrated  that  the  tools  and  technology  necessary  for  on-line  tomographic 
guidance  are  available.  It  was  also  a  conclusion  of  this  investigation  that  additional  effort  must  be  made  in 
accelerating  reconstruction  times  and  developing  a  system  for  rapid  planning  and  image  interpretation..  From 
these  investigations  it  was  concluded  that  it  is  feasible  to  pursue  the  construction  of  an  on-line  tomographic 
imaging  system  for  image-guided  radiotherapy  of  the  prostate.  The  construction  of  such  a  system  requires 
substantial  funding.  A  proposal  was  submitted  to  the  NIH  in  the  form  of  a  combined  R21/R33  grant  entitled 
“High-precision  radiotherapy  of  the  prostate”  and  funding  was  approved.  This  grant  focuses  on  the 
development  of  the  clinical  tools  necessary  for  the  rapid  imaging,  planning  and  delivery  process  required  for 
high-precision  radiation  therapy  of  the  prostate.  The  investigations  begin  with  the  characterization  of  high¬ 
speed  motion  of  the  prostate  in  the  intra-fraction  time  interval. 
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Figure  4.  Current  configuration  of  the  accelerator-based  FPI  cone-beam  CT  system  (left).  In  this  configuration,  the 
full-size  41x41  cm2  detector  is  employed  to  produce  a  25.6  cm  FOV.  Large  FOV  is  to  be  achieved  with  a  detector 
offset.  By  employing  this  detector  in  an  offset  geometry,  the  cone-beam  CT  system  will  achieve  a  50  cm  aperture. 
The  graph  on  the  right  contains  a  plot  of  the  corrections  that  must  be  applied  to  the  back-projection  geometry  to 
accommodate  the  presence  of  flex  in  the  assembly.  The  influence  of  these  corrections  on  image  quality  is 
demonstrated  in  Appendix  I. 


Key  Research  Accomplishments: 

1 .  Benchmark  evaluation  of  flat  panel  technology  for  cone-beam  CT. 

2.  Demonstration  of  the  importance  of  x-ray  scatter  in  cone-beam  CT. 

3.  Construction  of  a  model  for  high-precision  radiation  therapy  of  the  prostate. 

4.  Development  of  a  model  for  the  prediction  of  noise  performance  in  cone-beam  CT. 

5.  Determination  of  the  potential  gains  in  dose  escalation  given  high-precision  RT  of  the  prostate. 
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III  Eds.,  Proceedings  of  SPIE  Vol.  3659,  204-214  (1999). 

13.  J.H.  Siewerdsen,  D.A.  Jaffray,  G.K.  Edmundson,  W.P.  Sanders,  J.  Wong,  A.A.  Martinez,  “Flat-Panel  Cone- 
Beam  CT:  A  Novel  Imaging  Technology  for  Image-Guided  Procedures,  “Proceedings  of  SPIE  Medical 
Imaging:  Image  Display  Visualization  and  Image-Guided  Procedures,  (2001). 

14.  D.A.  Jaffray,  J.H.  Siewerdsen,  “A  Volumetic  Cone-Beam  Computed  Tomography  System  Based  on  a 
41x41  cm2  Flat-Panel  Imager, “  Proceedings  of  SPIE  Medical  Imaging:  Physics  of  Medical  Imaging  Vol. 
4320  pg.  800(2001) 

Patents  (Pending) 

1)  Flat-panel  Cone-beam  CT  for  Image-guided  External  Beam  Radiotherpy,  Inventors:  D.A.  Jaffray,  J.H. 
Siewerdsen,  J.  Wong,  Applicant:  William  Beaumont  Hospital,  Representation:  Harness,  Dickey  and  Pierce, 
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Grants  (applied  for  and  funded) 

1)  Principal  Investigator,  National  Cancer  Institute  (NCI),  NIH,  “Flat-Panel  Cone-Beam  CT  for  Image-Guided 
Radiotherapy,”  2001,  R01-CA89081,  ($1,079,708  -  4  years)  - 
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2)  Principal  Investigator,  Siemens  Medical  Systems  -  SP  Group,  “Flat-Panel  Cone-Beam  CT  on  a  Mobile  C-arm,”  2001, 
($3 10,000  -  2  years) 

3)  Co-investigator,  William  Beaumont  Hospital,  Internal  Grant,  “A  new  3D  optical  gel-dosimetry  system  for  clinical 
verification  of  highly  conformal  radiation-therapy  techniques,”  (Oldham)  2001  ($78,071  -  1  year) 

4)  Principal  Investigator,  National  Cancer  Institute/National  Institute  of  Aging,  NIH,  “High-Precision  Image-Guided 
Radiotherapy  of  the  Prostate,”  2001,  R21/R33-AG19381  ($2,021,038  -4  years) 

5)  Principal  Investigator,  DOD  Prostate  Cancer  Research  Program,  Phase  2  -  New  Investigator  Award,  “On-line 
Tomographic  Guidance  for  Radiotherapy  of  the  Prostate,”  2000,  -  ($392,000  -  2  years) 

Bibliography  of  All  Publications 

(see  Manuscripts,  above) 

Personnel  paid  from  this  support 

1) .  Dr.  David  A.  Jaffray,  Ph.D.  -  Principal  Investigator 

2) .  Dr.  Jeffrey  Siewerdsen,  Ph.S.  -  Research  Scientist 

3)  Ayush  Batra,  Summer  Student 

4)  B.  Groh,  Visiting  Graduate  Student 


Conclusions:  The  results  of  these  investigations  have  strengthened  our  initial  hypothesis  that  a  significant 
increase  in  dose  could  be  pursued  with  the  use  of  image-guided  radiotherapy.  Furthermore,  the  investigations 
of  imager  performance  have  demonstrated  that  the  new  flat  panel  detector  technology  offers  the  performance 
necessary  for  high-quality  tomographic  images  to  be  acquired  in  the  therapy  setting.  Concerns  of  detector  lag, 
additive  noise,  and  x-ray  scatter  have  been  addressed  and  are  not  prohibitive  factors  in  the  development  of  a 
cone-beam  computed  tomography  system  for  image-guided  radiotherapy  of  the  prostate  or  other  sites.  With  this 
new  technology,  we  have  embarked  in  the  construction  of  a  new  type  of  radiation  therapy  system  that  allows  the 
radiation  oncologist  to  guide  the  placement  of  radiation  dose  with  a  precision  that  has  never  before  been 
possible.  These  developments  will  not  only  impact  therapy  of  the  prostate,  but  will  also  have  significant 
implications  for  the  entire  field  of  radiation  therapy. 

In  addition  to  the  development  of  a  new  imaging  technology  for  radiation  therapy,  it  has  become  clear 
that  this  technology  is  well-suited  to  a  variety  of  image-guidance  applications  ranging  from  brachytherapy  to 
vertebroplasty  (see  Appendix  J).  Furthermore,  the  development  of  imaging  information  in  the  therapeutic 
setting  challenges  the  existing  model  and  tools  employed  in  these  procedures.  It  is  becoming  clear  that 
performing  therapy  in  an  image-guided  environment  is  a  great  deal  different  from  conventional  procedures, 
requiring  a  tight  integration  between  the  imaging  procedure,  the  imaging  data,  and  the  therapeutic  agent. 

As  outlined  in  this  report,  the  pursuit  of  a  high-precision  system  for  radiation  therapy  of  the  prostate  is 
underway,  promising  to  bring  a  dramatic  increase  in  dose  conformity  and  therefore  dose  escalation  for  early  and 
mid-stage  prostate  cancer  without  a  corresponding  increase  in  the  occurrence  of  rectal  complications. 
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Appendix  A:  Cone-Beam  Tomographic  Guidance  of  Radiation 
Field  Placement  for  Radiotherapy  of  the  Prostate 
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Introduction:  Involuntary  movement  of  the  prostate  gland  and  rectal  wall  constrains  the 
radiation  dose  that  can  be  confidently  delivered  to  the  entire  gland  by  external  beam 
irradiation.  Conventionally,  a  prescribed  coverage  dose  is  achieved  in  the  presence  of 
these  targeting  uncertainties  by  irradiating  a  planning  target  volume  (PTV)  determined 
from  the  clinical  target  volume  (CTV)  plus  a  margin  (typically  >  8mm).  This  coverage 
dose  is  limited  by  the  inclusion  of  the  rectum  and  bladder  in  the  PTV.  In  this  study,  we 
(i)  examine  the  relationship  between  achievable  coverage  dose  and  targeting  precision 
for  intensity  modulated  external  beam  irradiation  of  the  prostate,  and  (ii)  report  the 
targeting  precision  of  an  on-line  tomographic  guidance  system,  indicating  the  coverage 
dose  that  can  be  delivered  safely  with  such  a  system. 

Materials  and  Methods:  A  cone-beam  tomographic  imaging  system  is  installed  on  an 
Elekta  SL-20  to  explore  on-line  tomographic  guidance  of  field  placement.  Multiple  (180) 
kV  exposures  (120  kVp)  are  produced  over  360°  of  continuous  gantry  rotation.  The 
images  are  collected  using  a  CCD-based  fluoroscopic  imaging  system  that  is  mounted 
on  the  accelerator  opposite  an  x-ray  tube.  The  images  are  corrected  for  flex  in  the 
detector  assembly  and  a  filtered  back-projection  technique  is  used  to  reconstruct  1 00 
slices  (each  2mm  thick).  The  resulting  volumetric  dataset  is  imported  into  a  3D 
treatment  planning  system  for  contouring  the  target  and  for  automated  field-shaping. 
The  resulting  fields  are  exported  to  the  multi-leaf  collimator  (MLC)  field  shaping  system 
and  transferred  to  the  linear  accelerator  for  delivery.  The  fields  are  then  delivered  to 
the  targeted  volume.  The  process  is  demonstrated  on  a  prostate  phantom  constructed 
to  simulate  the  computed  tomography  imaging  characteristics  of  a  prostate. 
Radiographic  film  is  located  at  the  central  transverse  slice  within  the  phantom  to  verify 
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the  geometric  placement  of  the  planned  dose  distribution.  A  simple  four-field  beam 
arrangement  is  delivered  and  the  relative  position  of  the  dose  distribution  and  the  target 
boundary  are  compared. 

Results  and  Discussion:  The  relationship  between  targeting  precision  and  minimum 
dose  for  a  fixed  rectal  wall  dose  and  volume  (<72  Gy  rectal  wall)  indicates  that  a 
covering  dose  of  85  Gy  could  be  achieved  with  a  margin  of  0.4  cm.  The  entire  on-line 
guidance  process  has  been  demonstrated  on  the  prostate  phantom.  The  total  time  was 
111  min.,  due  largely  to  the  reconstruction;  the  scanning  procedure  required  1 1  min. 
The  targeting  accuracy  of  the  system  is  demonstrated  by  comparing  the  location  of  the 
measured  dose  distribution  to  the  desired  coverage  volume  at  the  central  slice. 
Measurements  indicate  that  the  dose  distribution  can  be  placed  within  0.2  cm  of  the 
specified  location  soft-tissue  structure. 

Conclusions:  The  relationship  between  targeting  precision  and  coverage  dose 
(minimum)  has  been  determined  for  a  specific  beam  configuration  as  applied  to  the 
prostate.  On-line  tomographic  guidance  has  been  demonstrated  on  a  medical  linear 
accelerator  equipped  with  a  kV  imaging  system.  These  feasibility  studies  suggest  that 
significant  dose  escalation  could  be  safely  pursued  with  an  on-line  tomographic 
guidance  approach  for  radiotherapy  of  the  prostate  and  that  technology  exists  to  make 
such  an  approach  feasible. 

Keywords:  conebeam  tomography,  guidance,  on-line,  prostate,  radiotherapy 
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I.  Introduction 


Dose  escalation  in  radiotherapy  of  the  prostate  is  constrained  by  the  presence  of 
adjacent  structures,  most  strongly  by  the  rectal  wall,  and  by  the  targeting  imprecision 
due  to  setup  error  and  organ  motion.  Because  adjacency  is  a  key  factor,  field 
generation  techniques  that  can  increase  dose  gradients  and  create  conforming  shapes, 
such  as  intensity-modulated  radiation  therapy  (IMRT),  can  play  an  important  role  in 
attempting  to  escalate  dose.5  The  gains  in  using  IMRT  depend  on  the  targeting 
precision  that  can  be  achieved  for  treatment,  and  likewise,  the  converse  is  true; 
increasing  targeting  precision  will  not  necessarily  prove  advantageous  unless  highly 
conformal  distributions,  like  that  generated  through  IMRT,  can  be  employed. 

An  example  that  demonstrates  this  inter-relationship  is  occasionally  found  in 
radiotherapy  of  the  prostate,  in  which,  the  prostate  has  a  concave  posterior  surface  and 
the  rectal  wall  forms  the  corresponding  convex  surface.  The  use  of  a  complex  IMRT 
scheme  to  produce  a  concave  dose  distribution  is  only  of  value  if  the  margins  used  for 
setup  uncertainty  and  organ  motion  are  not  so  large  that  the  concavity  has  been 
eroded.  This  inter-relationship  requires  that  planning  studies  of  treatment  techniques 
must  consider  both  the  conformity  of  the  three-dimensional  (3D)  dose  distribution  that 
can  be  generated  and  the  targeting  precision  that  can  be  achieved  in  placing  the 
distribution. 

In  this  article,  we  (1 )  report  on  a  planning  study  that  explores  the  dosimetric 
advantage  of  improved  targeting  precision  on  radiotherapy  of  the  prostate,  (2)  illustrate 
the  capability  of  an  on-line  tomographic  imaging  system  for  localization  of  the  prostate, 
and,  (3)  demonstrates  the  feasibility  of  achieving  high  targeting  precision  for  soft-tissue 
targets  based  on  a  conebeam  tomographic  guidance  system  installed  on  our 
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accelerator.  This  device,  combined  with  an  IMRT  capable  micro-multileaf  collimator 
(micro-MLC)7,  is  to  ultimately  form  the  basis  of  a  system  for  on-line  tomographic 
guidance  of  radiation  field  placement  in  treatment  of  the  prostate. 

II.  Materials  and  Methods 

A.  Minimum  Coverage  Dose  vs  CTV-PTV  Margin:  A  Treatment  Planning  Study 

Treatment  planning  computed  tomography  (CT)  datasets  from  4  patients 
receiving  radiotherapy  of  the  prostate  were  used  in  the  study.  The  prostate,  rectal  wall, 
bladder,  seminal  vesicles,  and  external  contour  were  defined  using  the  Pinnacle3 
treatment  planning  system.  The  Konrad  inverse  planning  system  (MRC  Systems 
Gmbh,  Heidelberg)  was  used  to  perform  inverse  planning6.  The  parameters  used  in  the 
inverse  planning  are  listed  in  Table  I 

For  each  of  the  four  cases  studied,  an  inverse  plan  was  generated  for  0,  2,  4,  6, 
8,  and  10  mm  margins.  These  margins  were  applied  as  a  full  3D  expansion  of  the  CTV 
(taken  to  be  the  GTV,  i.e.  the  prostate  gland  as  defined  on  CT)  using  the  Pinnacle3 
planning  system.  The  inverse  solution  was  constrained  by  the  DVH  for  the  rectal  wall 
as  produced  by  a  conventional  4-field  plan  for  a  PTV  constructed  from  the  CTV 
(prostate  bound)  and  a  1 0  mm  uniform  margin  to  accommodate  setup  uncertainty  and 
organ  motion.  The  coverage  dose  in  the  4-field  plan  was  72  Gy.  The  minimum  dose  in 
the  PTV  was  recorded  for  each  combination  of  margin  and  case.  The  average  of  these 
minimum  doses  was  calculated  for  each  margin  to  demonstrate  the  relationship 
between  coverage  dose  and  margin. 

B.  On-line  Tomographic  Guidance:  A  Feasibility  Study 
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i)  Tomographic  Guidance  System 

In  a  previous  study,  the  components  of  a  system  with  radiographic  and 
tomographic  guidance  were  described  in  detail.2  Briefly,  an  Elekta  SL-20  medical  linear 
accelerator  (Elekta  Inc.,  Atlanta,  GA  30329)  has  been  modified  to  perform  kilovoltage 
(kV)  radiographic  exposures.  This  is  achieved  through  the  installation  of  a  conventional 
x-ray  tube  at  90  degrees  with  respect  to  the  treatment  beam.  Opposite  the  x-ray  tube  is 
a  CCD-based  fluoroscopic  detector  that  is  used  to  capture  the  transmitted  x-rays. 

Figure  1  shows  a  photo  of  the  system.  The  radiographic  system  has  been  employed  to 
generate  multiple  exposures  through  a  360  degree  rotation  of  the  gantry.  These 
multiple  images  are  used  to  generate  a  conebeam  tomographic  image  of  any  object  in 
the  detector’s  field-of-view  (cylinder  20cm  long  x  25cm  in  diameter). 

The  tomographic  acquisition  produces  1 80  radiographs  through  360  degrees  of 
gantry  rotation  in  an  1 1  minute  period.  Sufficient  information  is  acquired  in  a  single 
revolution  of  the  gantry  to  allow  reconstruction  of  a  volumetric  image  series.  The 
projection  images  are  filtered  and  back-projected  into  the  reconstruction  volume  using 
Feldkamp’s  algorithm.1  A  modification  to  the  algorithm  has  been  made  to  compensate 
for  detector  and  source  flex.  The  algorithm  adjusts  the  sampling  of  the  back-projection 
ray  in  the  reference  frame  of  each  projection  image. 

In  a  separate  calibration  session,  the  detector  and  source  flex  are  characterized 
by  measuring  the  centroid  of  a  shadow  cast  by  a  large  steel  ball  (~0.8  cm  in  diameter) 
in  images  acquired  through  360  degrees.  The  ball  is  located  at  a  known  position  with 
respect  to  the  treatment  isocenter  of  the  linear  accelerator.  The  method  used  for  the 
correction  assumes  that  the  source  travels  in  a  circular  orbit  and  all  the  variations  in 
shadow  position  are  due  to  displacements  in  the  sampling  grid  of  the  detector  system. 
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Repeat  measurements  of  these  flex  corrections  indicate  that  the  corrections  are  stable 
over  very  long  periods  (months)  with  sub-millimeter  precision.  This  calibration  data  is 
also  used  to  reference  the  reconstructed  dataset  to  the  treatment  isocenter  of  the 
accelerator.  This  is  achieved  by  placing  the  steel  ball  at  a  known  location  with  respect 
to  the  treatment  isocenter.  With  this  calibration  performed,  the  multiple  CT  slices 
reconstructed  by  the  conebeam  algorithm  can  be  drawn  into  the  planning  system 
(Pinnacle3,  ADAC  Laboratories,  Milpitas,  CA  95035)  without  the  need  for  isocenter 
identifying  fiducial  marks.  The  rotation  of  the  image  set  is  controlled  by  setting  the 
gantry  starting  angle  to  -180  degrees  (+/-  0.05  degrees)  with  a  digital  level. 

The  treatment  planning  system  is  used  to  define  the  contours  of  the  target  and  to 
automatically  shape  the  treatment  fields.  The  beam’s-eye-view  for  each  image  is 
transferred  to  the  MLC  field  shaping  workstation  for  transfer  to  the  MLC  of  the  linear 
accelerator. 

ii)  Soft-tissue  Contrast  Sensitivity  of  the  Conebeam  System 

On-line  tomographic  guidance  of  radiation  field  placement  will  only  prove  useful  if 
the  prostate  bound  can  be  clearly  delineated  in  the  reference  frame  of  the  accelerator. 
The  ability  to  detect  the  prostate  gland  is  demonstrated  in  a  conebeam  CT  scan  of  an 
anesthesized  dog.  In  this  study,  the  dog  was  placed  on  a  wooden  couch  extension.  A 
total  of  181  projections  were  acquired  over  360  degrees.  Upon  completion  of 
reconstruction,  it  was  evident  that  the  dog  moved  after  approximately  180  degrees  of 
rotation.  A  final  CT  dataset  was  reconstructed  using  only  the  first  90  projections.  The 
reconstruction  was  performed  on  0.1  cm  slices.  After  reconstruction  the  dataset  was 
compressed  to  0.6  cm  slices  by  simple  averaging.  The  structures  of  interest  in  this 
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dataset  are  the  dog’s  prostate  and  rectum.  It  should  be  noted  that  the  dog  scanned  in 
the  study  was  neutered.  This  results  in  a  significant  reduction  in  the  size  of  the  dog’s 
prostate  gland. 

iii).  Demonstration  of  Tomographic  Guidance  on  a  Prostate  Phantom 

The  use  of  the  system  for  tomographic  guidance  was  demonstrated  using  a 
phantom  that  simulates  the  shape  and  CT  contrast  of  the  prostate  gland  (Figure  2). 

The  phantom  is  constructed  of  1 3  polyethylene  sheets  (5"  x  5.5“  x  3/16"  thick),  in  which, 
the  negative  of  an  actual  prostate  has  been  milled  to  a  depth  of  5/32”.  For  each  sheet, 
the  negative  is  filled  with  a  lard  and  barium  mixture  that  produced  a  50  Hounsfield  Unit 
elevation  in  CT  number  with  respect  to  the  polyethylene  sheets;  the  50  HU  elevation  is 
verified  on  a  conventional  scanner  at  120  kVp.  These  sheets  are  constructed  to  fit 
within  the  Nomos  “battery”  phantom  (NOMOS  Corporation,  Sewickley,  PA  15143  ).  The 
sheets  can  be  used  with  or  without  the  light-tight  container.  In  the  experiments  reported 
here,  the  container  was  not  used,  but  rather,  the  sheets  were  fixed  in  rigid  relation  with 
respect  to  each  other.  A  small  gap  (~1cm)  was  left  in  the  middle  of  the  phantom’s 
layers  to  allow  reproducible  insertion  of  a  light-tight  polyethylene  cassette  which 
contained  Kodak  XV-2  radiographic  film  (Eastman-Kodak  Corporation,  Rochester,  NY 
14650). 

The  phantom  was  scanned  on  a  wooden  couch  extension  with  the  conebeam 
scanning  technique  described  in  the  previous  section  (181  projections,  360  degrees, 
3.75  mAs/projection,  120  kVp).  For  this  scan,  a  dummy  film  cassette  was  positioned  in 
the  phantom.  After  the  scan  was  complete,  a  one-hundred  slice  CT  dataset  was 
reconstructed  with  0.2  cm  thick  slices  and  a  0.084  cm  resolution  (281  x  281  matrix). 
The  CT  dataset  was  drawn  into  the  planning  system  and  the  prostate  contour  was 
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outlined.  For  the  slices  corresponding  to  the  film  cassette,  the  planning  system  was 
used  to  interpolate  contours  in  this  region.  This  volume  was  used  as  the  target  volume 
with  no  additional  margin.  A  four-field  beam  arrangement  (6  MV  x-rays,  Elekta  SL-20) 
was  applied  to  the  3D  volume  with  automatic  MLC  field  shaping.  The  monitor  units  for 
the  delivery  were  calculated.  A  density  over-ride  of  the  CT  numbers  is  necessary  for 
the  conebeam  dataset,  as  accurate  CT  numbers  are  not  reported  by  the  system. 

These  MLC  field  shapes  were  transferred  to  the  accelerator  for  treatment.  Before 
delivery,  the  dummy  cassette  was  carefully  exchanged  with  a  cassette  containing 
unexposed  film.  A  cassette  is  constructed  of  two  polyethylene  sheets  sandwiching  a 
sheet  of  XV-2  film  (Figure  2).  The  cassette  was  inserted  into  the  phantom  such  that  the 
edges  of  the  film,  edges  of  the  two  sheets  and  the  edges  of  the  phantom  are  aligned  to 
within  0.05  cm.  The  four  treatment  fields  were  delivered  using  6  MV  x-rays.  Care  was 
taken  not  to  disturb  the  position  of  the  phantom  between  the  start  of  scanning  and  the 
completion  of  delivery. 

Following  delivery,  the  XV-2  film  was  removed  from  the  phantom  and  inserted 
into  a  larger  film  for  scanning  in  a  12-bit  film  digitizer  (Vidar  VXR-12,  Herndon,  VA 
20170).  The  resulting  matrix  of  values  was  converted  to  a  dose  map  using  a  previously 
measured  dose  response  curve.  This  measured  dose  matrix  was  converted  to  a  format 
compatible  with  the  Pinnacle  planning  system  and  imported  as  a  secondary  dataset. 
Within  the  planning  system,  the  matrix  was  registered  to  the  outer  bounds  of  the 
phantom  using  the  3D  registration  tools  of  the  planning  system.  The  accuracy  of 
registration  is  estimated  to  be  0.05  cm.  The  dose  levels  contained  in  the  measured 
dose  matrix  were  contoured  using  the  auto-contouring  tool  of  the  planning  system. 
These  levels  were  compared  directly  with  the  prostate  contours  used  in  the  planning 
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step.  The  location  of  these  dose  lines  with  respect  to  the  target  is  measured  in  the  AP 
(anterio-posterior)  and  LAT  (lateral)  dimensions.  The  time  required  for  each  step  in  the 
procedure  was  recorded  (see  Table  II). 

III.  Results  and  Discussion 

A.  Minimum  Coverage  Dose  vs  CTV-PTV  Margin 

The  DVHs  and  distributions  for  one  of  the  cases  planned  is  shown  in  Figure  3. 

The  DVHs  for  the  PTVs  and  rectal  wall  volumes  illustrate  the  constraints  on  rectal  wall 
dose  and  volume.  A  large  increase  in  minimum  dose  to  the  PTV  is  made  possible  by 
the  reduction  in  proximity  of  the  PTV  bound  to  the  rectal  wall,  the  DVH  for  the  rectal  wall 
stays  within  the  constraint.  The  averaged  results  from  the  four  cases  at  each  margin  is 
shown  in  Figure  4.  An  expected  trend  is  revealed,  the  achievable  minimum  dose  in  the 
PTV  increases  with  decreasing  margins.  The  magnitude  of  dose  escalation  is  dramatic, 
a  1 5%  increase  is  possible  if  targeting  precision  could  be  reduced  to  a  level  where  0.4 
cm  margins  could  be  applied  with  confidence.  Achieving  a  targeting  precision  which 
would  permit  a  0.4  cm  margin  requires  a  method  to  control  internal  organ  motion.  This 
is  very  difficult  in  a  treatment  site  like  the  prostate.  An  alternative  to  controlling  organ 
motion  is  to  re-locate  the  prostate  on  a  daily  basis  using  an  on-line  tomographic 
guidance  system. 

When  interpreting  these  results,  one  must  keep  in  mind  the  parameters  used  in 
the  planning  exercise  will  strongly  affect  the  results.  Furthermore,  the  limited  number  of 
patients  included  in  the  study  inevitably  introduces  some  small-sample  bias  in  the 
results. 
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B.  On-line  Tomographic  Guidance 

The  ability  of  the  conebeam  system  to  detect  structures  of  interest  in 
radiotherapy  is  illustrated  in  Figure  5.  The  figure  shows  three  tomographic  slices 
through  the  conebeam  CT  dataset  of  a  anesthetized  dog,  reconstructed  with  only  90 
projections  over  1 80  degrees  (voxel  size:  0.05  cm  x  0.05  cm  x  0.6  cm).  In  each  image, 
the  dog’s  rectum  is  clearly  visible.  The  dog’s  prostate  is  clearly  visible  in  the  central 
slice.  As  this  dog  has  been  neutered,  the  size  of  the  prostate  is  quite  small  (~  0.6  cm  in 
diameter). 

The  results  of  the  tomographic  guidance  procedure  are  shown  in  the  images  of 
Figure  6a.  The  mock  prostate  is  clearly  visible  in  the  reconstructed  slices  of  the 
conebeam  dataset.  Figure  6b  shows  the  contour  of  the  prostate  and  the  75%  line  of 
the  measured  dose  distribution.  The  plan  was  not  designed  to  provide  100%  coverage, 
rather  the  MLC  leaves  were  set  to  contact  the  contoured  volume.  A  slight  discrepancy 
between  the  two  curves  is  visible.  The  displacement  is  measured  to  be  0.1  cm  in  the 
LAT  dimension  and  0.15  cm  in  the  AP  dimension.  This  discrepancy  includes  all 
sources  of  error  in  the  entire  image  guidance  and  delivery  process. 

Sources  of  error  that  could  lead  to  this  magnitude  of  discrepancy  include: 
systematic  errors  from  the  calibration  procedure  of  the  guidance  system,  errors  in 
transferring  MLC  leaf  positions  from  the  planning  system,  errors  in  the  calibration  of  the 
MLC  leaf  banks,  and  errors  in  the  experiment  itself;  these  would  include  uncertainty  in 
positioning  the  film  in  the  phantom  and  errors  in  registering  the  measured  dose 
distribution  to  the  bounds  of  the  phantom  within  the  planning  system.  Given  the 
discrepancy,  the  results  are  overall  very  encouraging.  It  would  appear  that  even  this 
experimental  system  would  be  capable  of  achieving  a  targeting  and  delivery  precision 
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that  would  allow  a  margin  of  4  mm  to  be  delivered  with  a  sufficient  level  of  confidence. 

The  entrance  exposure  delivered  to  the  phantom  during  the  scanning  procedure 
was  estimated  to  be  3.1  R.  The  total  elapsed  time  for  the  imaging  and  delivery  was 
nearly  5  hours.  This  time  included  the  time  to  assemble  the  film  cassette  and  transfer 
data  between  the  various  computer  systems.  A  breakdown  of  the  time  required  for  the 
critical  steps  is  shown  in  Table  II;  also  included  is  an  estimate  of  the  times  that  will  be 
achieved  in  the  near  future. 

The  implementation  of  this  system  for  treatment  of  the  prostate  is  not  yet 
feasible,  as  the  field-of-view  of  the  scanner  is  only  20  cm.  We  are  currently  developing 
a  second  generation  detector  system  which  employs  a  large  area  flat-panel  detector 
based  on  amorphous  silicon  technology.  A  41  cm  x  41  cm  detector  that  is  mounted 
with  an  offset  would  provide  sufficient  field  of  view  to  scan  patients  with  up  to  a  45  cm 
diameter.  The  imaging  performance  of  the  flat  panel  detector  will  also  be  superior  to 
the  CCD-based  system  used  in  this  study.  The  efficiency  (quantum  detective)  of  the 
new  detector  is  estimated  to  be  -4  times  (45%  vs  1 1  %)  than  the  CCD;  this  is  largely 
due  to  the  increased  optical  collection  efficiency  of  the  panel.  Other  advantages 
include  reduced  optical  glare  and  better  mechanical  stability. 

There  are  additional  factors  that  have  not  been  discussed  that  may  limit  the 
precision  of  this  or  any  other  tomographic  guidance  system 4'9.  These  are  1 )  the 
importance  of  respiratory  motion  in  sites  like  the  prostate 8,  2)  the  tolerance  of  the 
patient  for  a  prolonged  treatment  for  which  even  the  smallest  of  voluntary  movements 
may  possibly  require  beginning  the  procedure  over,  3)  the  potential  for  prostate  motion 
due  to  changes  in  bowel  gas  between  scanning  and  delivery,  and,  4)  the  magnitude  of 
inter-observer  variability  in  the  definition  of  the  prostate  bound  and  in  the  definition  of 
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the  adjacent  rectal  wall. 

Respiratory  motion  can  be  a  significant  factor,  in  a  conventional  CT  scanner, 
respiratory  motion  results  in  adjacent  slices  that  have  inconsistent  anatomy. 

Fortunately,  the  scan  times  are  fast  enough  in  a  single  slice  to  provide  a  reasonably 
consistent  dataset  for  reconstruction.  Depending  on  the  speed  of  acquisition, 
conebeam  CT  scans  may  have  large  inconsistencies  which  prevent  accurate 
reconstruction  of  any  slices.  Ideally  scan  times  could  be  reduced  to  a  short  enough 
time  interval  that  a  breath-hold  maneuver,  or  a  breath-hold  device10  could  be  employed. 
Such  devices  have  been  employed  to  hold  a  patient’s  breath  for  periods  beyond  30 
seconds. 

Involuntary  motion  or  motion  due  to  discomfort  is  a  very  difficult  factor  to 
manage.  Immobilization  devices  can  be  applied  to  reduce  the  magnitude  and 
frequency  of  this  type  of  motion.  An  attempt  to  immobilize  the  patient  completely  may 
be  met  with  considerable  resistance.  One  of  the  best  approaches  to  this  problem  is  to 
perform  the  guidance  and  treatment  procedure  as  fast  as  possible.  Considering  that 
involuntary  motion  may  be  an  issue,  a  secondary  check  of  patient  position  should  be 
made  on  a  continuous  basis  to  alert  the  staff.  Internal  motion  is  particularly  difficult  to 
detect.  For  motion  due  to  bowel  gas,  it  may  be  possible  to  provide  a  prescription  of 
simethicone  or  equivalent  to  reduce  the  amount  of  gas  present  in  the  bowel  over  the 
course  of  treatment.  Fortunately,  gas  has  a  very  high  radiographic  contrast,  and  could 
be  monitored  by  frequent  low-dose  radiographs. 

Inter-observer  variability  in  the  definition  of  the  prostate  and  rectum  is  expected. 

It  may  be  difficult  to  reduce  this  uncertainty  as  the  prostate  and  rectum  are  relatively  low 
contrast  structures  with  occasionally  unclear  boundaries.  The  magnitude  of  the 
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uncertainty  will  depend  on  many  factors  such  as  the  contrast  of  the  object  being 
contoured,  the  noise  present  in  the  image,  and  the  time  taken  in  the  contouring 
process.  It  can  be  expected  that  this  uncertainty  will  be  managed  through  the  use  of 
margins.  It  is  interesting  to  note  that  conebeam  CT  may  assist  in  reducing  inter¬ 
observer  uncertainty  is  regions  of  the  prostate  where  slice  thickness  plays  a  role  (base 
and  apex).  The  flexibility  of  the  conebeam  CT  algorithm  allows  reconstruction  of 
virtually  any  slice  within  the  volume  with  equivalent  image  quality. 

We  have  illustrated  that  through  tomographic  guidance,  it  is  technologically 
feasible  to  attempt  high  precision  radiotherapy  of  the  prostate.  This  raises  the  question 
of:  “How  should  one  employ  such  an  approach  in  the  context  of  current  radiation 
therapy?”.3  There  are  several  strategies  that  could  be  pursued.  These  range  from  1) 
daily  on-line  tomographic  guidance  with  daily  inverse  planning  and  delivery,  to,  2)  daily 
tomographic  localization  and  automated  re-positioning,  and,  finally,  to  3)  passive  off-line 
review  of  the  tomographic  information  to  assist  the  oncologist  in  re-designing  or  re¬ 
optimizing  the  treatment  plan  to  accommodate  the  detected  variations  in  target  and 
normal  tissue  location. 11,12  Regardless  of  the  exact  mechanism,  it  could  be  expected 
that  the  increased  amount  and  quality  of  information  available  to  the  physician  and 
technical  staff  would  result  in  dramatic  changes  in  the  roles  of  the  radiation  therapy 
team. 

Another  question  that  can  be  raised  is:  “How  will  this  potential  increase  in 
precision  affect  the  future  of  radiation  therapy?”,  or  posed  a  different  way,  “What  new 
directions  could  be  pursued  because  of  the  added  precision.”  Due  to  the  interventional 
nature  of  an  on-line  approach,  it  may  be  prohibitively  costly  to  strive  for  such  high 
precision  for  the  length  of  a  conventional  treatment  course.  For  it  to  become  cost 
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effective,  it  may  be  necessary  to  explore  alternative  fractionation  schemes  comparable 
to  the  achievements  that  have  been  made  in  fractionated  high-dose-rate  brachytherapy 
boost  treatments  for  the  prostate;  very  large  dose  fractions  (2  X  10.5  Gy)  are  being 
delivered  in  our  facility  as  a  boost  to  conventional  external.  This  is  made  possible  by 
on-line  ultrasound  guidance  and  the  conformal  dose  distributions  formed  by  the  Iridium- 
1 92  implants.  It  is  exciting  to  consider  the  pursuit  of  large  fraction  treatments  with  an 
on-line  tomographic  guidance  procedure  and  intensity-modulated  beam  delivery. 

IV.  Summary  and  Conclusions 

This  report  examines  the  relationship  between  margins  and  minimum  coverage  dose  for 
radiotherapy  of  disease  confined  to  the  prostate.  The  results  demonstrate  that 
significant  dose  escalation  is  possible  with  reduced  margins  on  the  order  of  0.4  mm, 
while  maintaining  a  dose-volume  performance  for  the  rectal  wall  equal  to  a  4-field  box 
with  a  prescription  dose  of  72  Gy.  Based  on  current  approaches  to  treatment  setup  and 
organ  motion,  it  is  not  possible  to  achieve  a  precision  in  target  location  that  corresponds 
to  a  0.4  cm  margin;  a  new  treatment  approach  is  necessary. 

We  have  proposed  an  on-line  tomographic  guidance  approach  to  deliver  highly 
conformal  fields  with  a  precision  sufficient  to  employ  PTVs  that  are  generated  from  with 
a  0.4  cm  margin.  Such  an  approach  has  been  demonstrated  using  a  conebeam 
tomographic  guidance  system  constructed  on  an  Elekta  SL-20  linear  accelerator. 
Investigations  indicate  that  a  planned  dose  distribution  can  be  placed  to  within  0.2  cm 
of  a  tomographically  localized  target.  The  margin  that  should  be  employed  with  this 
level  of  precision  depends  on  the  dose  gradients  that  can  be  achieved  and  our  ability  to 
control  other  uncertain  factors.  The  results  of  this  study  suggest  that  a  0.4  cm  margin 
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maybe  pursuable.  The  construction  of  an  improved  tomographic  imaging  chain  and  the 
integration  of  the  acquisition,  planning  and  delivery  steps  is  the  area  of  on-going 
investigation. 
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Figure  Captions 


Figure  1 :  Photograph  of  the  tomographic  guidance  system  on  an  Elekta  SL-20 
accelerator.  The  system  consists  of  a  600,000  HU  x-ray  tube  mounted  at  90  degrees  to 
the  treatment  head  and  a  CCD-based  fluoroscopic  imaging  system.  The  field-of-view  of 
the  system  is  restricted  by  the  small  area  of  the  detector. 

Figure  2:  The  soft-tissue  contrast  phantom  used  to  test  tomographic  guidance  of  field 
placement.  Photograph  of  the  prostate  phantom  and  removable  film  cassette. 

Figure  3:  Potential  for  increase  in  minimum  target  dose  as  a  function  of  decreasing 
margins  used  in  the  generation  of  the  PTV  (1mm  bixel  IMRT,  5  equispaced  beams  over 
360  degrees).  The  dose  increase  is  illustrated  in  the  dose-volume  histograms  (DVHs) 
for  the  PTV.  The  DVHs  for  the  rectal  wall  are  constrained  to  that  delivered  by  a  four- 
field  arrangement  (1  cm  margin,  non-IMRT,  72  Gy).  The  relationship  between  dose 
and  margin  depend  on  the  relative  position  of  rectal  wall  and  prostate;  this  will  vary 
between  patients  and  from  day-to-day  for  a  given  patient. 

Figure  4:  The  relationship  between  uniform  3D  margin  and  minimum  dose  in  the  PTV. 
These  data  are  the  average  of  the  results  from  four  patients.  Points  on  the  curve  that 
correspond  to  current  conformal  practice  and  the  margins  that  would  be  possible  in  an 
on-line  tomographic  guidance  approach  (0.4  cm)  are  indicated.  Relating  a  0.4  cm 
margin  to  a  targeting  precision  requires  knowledge  of  the  penumbra  and  a  specification 
of  the  amount  of  dose  variation  that  would  be  tolerated  in  the  CTV. 
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Figure  5:  The  ability  of  the  system  to  detect  soft-tissue  structures  relevant  to 
radiotherapy  of  the  prostate  is  illustrated  in  these  CT  images  of  an  anesthetized  dog. 
The  dog’s  rectum  and  prostate  are  clearly  visible.  The  entrance  exposure  was 
estimated  to  be  3.1  R  for  the  full  scan.  Unfortunately,  the  dog  began  to  move  midway 
through  the  scanning  procedure  allowing  only  90  images  over  180  degrees  to  be  used 
for  the  reconstruction  (slice  thickness  =  0.6  cm,  pixel  size  =  0.05  cm  x  0.05  cm). 

Figure  6:  Results  of  tomographic  guidance,  (a)  Conebeam  CT  images  of  the  phantom 
acquired  on  the  modified  Elekta  SL-20.  Unfortunately,  air  pockets  around  the  prostate 
model  increases  visibility  in  some  slices,  (b)  Comparison  of  target  position  and 
measured  dose  distribution  in  the  phantom.  The  desired  and  measured  dose 
distributions  are  within  2  mm  in  the  anterior-posterior  (AP)  and  lateral  (LAT) 
dimensions.  No  verification  of  the  positioning  accuracy  was  performed  in  the  (superior- 
inferior)  SI  dimension. 
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Table  Captions 


Table  I:  Parameters  used  in  the  MRC  inverse  planning  system  for  the  simulations 
reported  in  this  article. 

Table  II:  Time  required  for  critical  components  of  the  on-line  tomographic  guidance 
procedure  as  executed  on  a  mock  prostate  phantom.  The  elapsed  time  was  larger  than 
the  total  time  in  the  table  due  to  the  dosimetry  component  of  the  test.  Improvements 
are  being  made  to  achieve  the  times  reported  in  the  second  column. 
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Table  II 


D  KA^nrl  i  ir/~\ 

Time  Required  (mins.) 

r  roueoure 

Current 

Possible 

Acquisition  (181  images,  512x512,  every  2  degrees) 

11 

2 

Reconstruction  (filter  and  back-projection) 

250  MHz  UltraSparc 

281  x  281,  100  slices 

48 

10 

Contouring  (prostate  only  on  30  slices) 

15 

10 

Planning/MLC  Field  Shaping 

30 

<30? 

Delivery 

2 

2 

Total 

■BBI 
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Figure  2 
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A  ghost  story:  Spatio-temporal  response  characteristics 
of  an  indirect-detection  flat-panel  imager 

J.  H.  Siewerdsena)  and  D.  A.  Jaffray 

Department  of  Radiation  Oncology,  William  Beaumont  Hospital,  Royal  Oak,  Michigan  48073-6769 
(Received  20  January  1999;  accepted  for  publication  27  April  1999) 

Spatial  and  temporal  imaging  characteristics  of  an  amorphous  silicon  flat-panel  imager  (FPI)  were 
investigated  in  terms  relevant  to  the  application  of  such  devices  in  cone-beam  computed  tomogra¬ 
phy  (CBCT)  and  other  x-ray  imaging  modalities,  including  general  radiography,  fluoroscopy,  mam¬ 
mography,  radiotherapy  portal  imaging,  and  nondestructive  testing.  Specifically,  issues  of  image  lag 
(including  the  magnitude,  spatial  uniformity,  temporal-frequency  characteristics,  and  dependence 
upon  exposure  and  frame  time)  and  long-term  image  persistence  (“ghosts”)  were  investigated.  As 
part  of  the  basic  characterization  of  the  FPI,  pixel  dark  signal  and  noise  (magnitude,  temporal 
stability,  and  spatial  uniformity)  as  well  as  radiation  response  (signal  size,  linearity,  gain,  and 
reciprocity)  were  also  measured.  Image  lag  was  analyzed  as  a  function  of  frame  time  and  incident 
exposure.  First-frame  lag  (i.e.,  the  relative  residual  signal  in  the  first  frame  following  readout  of  an 
exposure)  was  —2-10%,  depending  upon  incident  exposure  and  was  spatially  nonuniform  to  a 
slight  degree  across  the  FPI;  second-,  third-,  and  fourth-frame  lag  were  —0.7%,  0.4%,  and  0.3%, 
respectively  (at  25%  sensor  saturation).  Image  lag  was  also  analyzed  in  terms  of  the  temporal- 
frequency-dependent  transfer  function  derived  from  the  radiation  response,  allowing  a  quantitative 
description  of  system  components  contributing  to  lag.  Finally,  the  contrast  of  objects  as  a  function 
of  time  following  an  exposure  was  measured  in  order  to  examine  long-term  image  persistence 
(“ghosts”).  Ghosts  were  found  to  persist  up  to  30  min  or  longer,  depending  upon  the  exposure  and 
frame  time.  Two  means  of  reducing  the  apparent  contrast  of  ghost  images  were  tested:  (i)  rapid 
scanning  of  the  FPI  at  maximum  frame  rate,  and  (ii)  flood-field  exposure  of  the  FPI;  neither  was 
entirely  satisfactory.  These  results  pose  important  considerations  for  application  of  FPIs  in  CBCT 
as  well  as  other  x-ray  imaging  modalities.  For  example  in  CBCT,  the  magnitude  of  image  lag  is 
such  that  significant  artifacts  in  tomographic  reconstructions  may  result  if  strategies  are  not  adopted 
either  to  reduce  or  correct  the  lag  between  successive  projections  (e.g.,  rapid  scanning  between 
projections  or  iterative  correction  algorithms,  respectively).  Similarly,  long-term  image  persistence 
may  necessitate  frequent  recalibration  of  offset  corrections.  ©  1999  American  Association  of 
Physicists  in  Medicine.  [S0094-2405 (99)00608-2] 

Key  words:  digital  x-ray  imaging,  flat-panel  imager,  amorphous  silicon,  image  lag,  image 
persistence,  cone-beam  computed  tomography 


I.  INTRODUCTION 

Flat-panel  imagers  (FPIs)  based  upon  arrays  of  hydrogenated 
amorphous  silicon  (a-Si:H)  thin-film  transistors  (TFTs)  in 
combination  with  either  a-Si:H  photodiodes  and  an  overly¬ 
ing  phosphor  (to  provide  “indirect”  detection  of  x  rays)  or 
with  a  continuous  photoconductive  layer  (e.g.,  a-Se  or  Pbl2, 
to  provide  “direct”  detection  of  x  rays)  are  being  developed 
for  application  in  medical  x-ray  imaging  (e.g.,  Refs.  1  and  2) 
and  industrial  nondestructive  testing  and  evaluation  (NDTE). 
Such  devices  are  available  in  large  area  format  (e.g.,  30 
X40cm2),  may  be  packaged  compactly  (e.g.,  —3  cm  thick), 
and  provide  digital,  real-time  images.  FPIs  may  operate  in  a 
single-shot,  radiographic  mode  (e.g.,  in  chest  radiography  or 
mammography),  can  be  read  continuously  (e.g.,  at  30  fps  in 
fluoroscopy),  or  can  switch  between  these  modes  dynami¬ 
cally  (e.g.,  momentarily  interrupting  fluoroscopic  acquisition 
to  obtain  a  radiograph).  Furthermore,  since  such  devices 
demonstrate  relatively  high  resistance  to  radiation  damage,3 
they  are  an  attractive  technology  for  the  field  of  radiotherapy 


portal  imaging.4,5  In  this  paper,  an  experimental  setup  devel¬ 
oped  specifically  to  investigate  the  performance  of  (indirect- 
detection)  FPIs  in  cone-beam  computed  tomography 
(CBCT)6'8  is  described,  and  a  number  of  imager  perfor¬ 
mance  parameters  relevant  to  CBCT  (and  other  applications) 
are  examined. 

The  imaging  performance  of  a  FPI  is  affected  by  a  mul¬ 
titude  of  characteristics,  including:  the  behavior  of  pixel  dark 
signal;9  the  linearity  and  gain  of  pixel  signal  response;9  the 
effects  of  charge  trapping,  release,  and  image  lag;4,9-27  the 
spatial-frequency-dependent  modulation  transfer  function 
(MTF),5,15,28'31  noise  power  spectrum  (NPS),32  and  detective 
quantum  efficiency  (DQE),15,32'35  as  well  as  contrast- detail 
performance  4  This  paper  focuses  specifically  upon  the  sub¬ 
ject  of  image  lag,  i.e.,  signal  present  in  frames  subsequent  to 
the  frame  in  which  it  was  generated. 

Image  lag  is  a  concern  in  CBCT,  since  image  information 
carried  over  between  successive  x-ray  projections  causes  ar¬ 
tifacts  in  reconstructed  tomographic  images.  In  fact,  the  issue 
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Table  I.  Summary  of  several  studies  reporting  upon  the  topic  of  image  lag  in  FPIs.  The  top  portion  shows  results  reported  for  n-Si:H  photodiodes  in 
combination  with  either  an  n-Si:H  TFT  (denoted  PD+TFT),  dual  switching  diodes  (denoted  PD+2D),  or  a  single  switching  diode  (denoted  PD+1D).  The 
bottom  contains  results  reported  for  FPIs  based  upon  the  direct-detection  technology  of  a  continuous  a -Sc  photoconductor  in  combination  with  an  a-Si:H  TFT 
(denoted  a-Se+TFT).  The  “Source”  column  identifies  whether  measurements  were  performed  using  an  optical  (denoted  LED)  or  x-ray  (denoted  x  ray) 
source  of  irradiation.  The  “Method”  column  identifies  whether  the  measurement  involved  the  step  response  to  irradiation  (denoted  SRF),  the  impulse 
response  (denoted  IRF),  or  the  response  in  the  presence  of  moving  objects  (denoted  Objects).  The  notation  Lag|„  refers  to  the  nth-frame  lag,  as  defined  in 
Eq.  (1). 


Reference 

Year 

Detector 

Source 

Method 

Image  lag  and  long-term  persistence 

Street  et  al  (10) 

1992 

PD+TFT 

LED 

SRF 

Estimated  Lag|  , <  1  %  achievable 

Powell  et  al  (11) 

1992 

PD+TFT 

LED 

SRF 

Lag| i — 2%;  Lag|2~l% 

Antonuk  et  al  (12) 

1992 

PD+TFT 

LED 

SRF 

Lagj  | — 2  % — 5  % 

Fujieda  et  al  (13) 

1993 

PD+TFT 

LED 

IRF 

Showed  dependence  of  lag  on  input  light  level 

Antonuk  et  al  (14) 

1993 

PD+TFT 

LED 

SRF 

Lag||<— 5% 

Schiebel  et  al  (15) 

1994 

PD+TFT 

x  ray 

Objects 

Lag]  ,  —  5%;  Observe  persistence  at  t~~  10  s 

Graeve  et  al  (16) 

1995 

PD+2D 

LED 

IRF 

Lag) ] — 5 % ;  Lag|2~l%;  Lag|3~0.4% 

Graeve  et  al  (17) 

1996 

PD+2D 

LED 

IRF 

Lag|,~5%-8% 

Chabbal  et  al  (18) 

1996 

PD+1D 

LED 

Lag|,<  — “afew”% 

Weisfield  et  al  (19) 

1997 

PD 

LED 

SRF 

Photodiode  current  decay  —0.5%  after  30  ms 

Antonuk  et  al.  (9) 

1997 

PD+TFT 

LED 

SRF 

Lag|,-5% 

Antonuk  et  al  (4) 

1998 

PD+TFT 

LED 

SRF 

Lagj, -10% 

Bruijns  et  al  (20) 

1998 

PD+TFT 

x  ray 

... 

Observe  long-term  “memory  effect” 

Jung  et  al  (21) 

1998 

PD+TFT 

x  ray 

IRF 

Lag|,  — 10%;  long-term  residual  signal  — 0. 1  %—  1  % 

Weisfield  et  al  (25) 

1999 

PD+TFT 

x  ray 

SRF 

Lag|,~  2%;  Observe  persistence  at  r  —  10  s 

Granfors  et  al  (26) 

1999 

PD+TFT 

x  ray 

SRF 

Lagj , —2%;  Lag|2~0.7%;  Lag|3-0.5% 

Polischuk  et  al  (22) 

1998 

a-Se+TFT 

x  ray 

IRF 

Lag|,~0.4%;  persistence —electronics  noise 

Tsukamoto  et  al  (23) 

1998 

a-Se+TFT 

x  ray 

IRF 

Lagj |  —  1 .5% ;  Lag|2~0.8%;  Lag|3-0.5% 

Lee  et  al  (24) 

1998 

a-Se+TFT 

x  ray 

... 

Persistent  images  eliminated  by  imager  reset 

of  image  lag  is  a  consideration  for  all  of  the  imaging  appli¬ 
cations  mentioned  above.  In  “single  shot”  radiographic  mo¬ 
dalities  (e.g.,  chest  radiography,  mammography,  and  radio¬ 
therapy  portal  localization),  the  image  lag  represents  an 
inefficiency  in  signal  collection  due  to  charge  lost  to  traps 
(although  trapped  charge  is  released  in  subsequent  frames). 
Depending  upon  the  magnitude  of  charge  trapping  and  the 
noise  of  the  acquisition  electronics,  it  might  even  prove  ben¬ 
eficial  to  utilize  the  trapped  charge  through  addition  of  the 
initial  image  with  subsequent  dark  images.  In  fluoroscopy,  of 
course,  image  lag  causes  spatial  blurring  of  objects  that  are 
moving  in  the  radiation  field;36  however,  it  has  been  shown37 
that  a  certain  amount  of  image  lag  actually  improves  the 
signal-to-noise  ratio  by  correlating  information  between 
frames.  In  fact,  Wright  et  al  and  Colbeth  et  a/.27,38,39  pur¬ 
posely  implement  a  recursive  filter  to  introduce  lag  during 
fluoroscopic  acquisition.  In  dual-mode  imaging,  where  the 
FPI  is  switched  momentarily  from  fluoroscopic  acquisition  to 
obtain  a  high-quality  radiograph,  image  lag  causes  the  radio- 
graphic  signal  to  persist  in  the  first  few  frames  of  subsequent 
fluoroscopic  acquisition.  Thus,  in  applications  involving 
single-shot  radiography,  continuous  fluoroscopy,  dual-mode 
imaging,  and/or  multiple  successive  projections  of  a  chang¬ 
ing  scene  (e.g.,  CBCT),  knowledge  of  and/or  minimization 
of  image  lag  is  important. 

The  results  reported  in  this  paper  were  obtained  using  a 
commercially  available  prototype  FPI  (RID  512-400  AO 
from  EG&G  Heimann40)  and  are  reported  in  three  sections: 
fundamental  properties,  image  lag,  and  image  ghosting.  First, 
a  number  of  properties  considered  prerequisite  to  a  thorough 
investigation  of  image  lag  are  presented,  including  the  dark 


signal  characteristics  and  radiation  response  of  individual 
pixels. 

Second,  the  magnitude,  exposure  and  frame  time  depen¬ 
dence,  temporal-frequency  behavior,  and  spatial  uniformity 
of  the  image  lag  is  characterized  through  measurements  un¬ 
der  x-ray  exposure.  As  shown  in  Table  I,  a  number  of  studies 
have  reported  on  image  lag  for  FPIs,  but  only  recently  has 
the  effect  been  characterized  under  x-ray  irradiation.  More¬ 
over,  the  experimental  methods  employed  in  the  studies  vary 
considerably.  Often,  measurements  are  made  of  either  the 
rising  or  falling  edge  of  the  signal  response  to  a  step  function 
of  incident  radiation  (called  the  step  response  function, 
SRF).  Often,  the  response  to  an  impulse  of  radiation  (i.e.,  a 
radiographic  exposure  between  frames)  is  considered  (called 
the  impulse  response  function,  IRF).  Still  other  studies  have 
examined  the  signal  response  under  constant  irradiation  in 
the  presence  of  high-contrast,  rapidly  moving  objects.  Fi¬ 
nally,  the  manner  in  which  lag  is  defined  and  the  terminology 
employed  vary  among  the  studies.  The  chronological  listing 
in  Table  I  suggests  that  (for  indirect-detection  FPIs)  despite 
the  low  image  lag  demonstrated  in  early  results  (e.g.,  1992— 
1993),  later  results  (e.g.,  1996-1998)  showed  higher  levels 
of  lag  ( — 5%— 10%).  Most  recently,  improvements  in  array 
technology  have  demonstrated  reduced  image  lag  (~2%  or 
less),  comparable  to  that  reported  for  direct-detection  FPIs. 

Herein  and  as  described  in  Sec.  II,  image  lag  is  investi¬ 
gated  through  measurement  of  the  IRF  under  x-ray  irradia¬ 
tion  as  a  function  of  exposure  and  imager  frame  time  (i.e., 
the  period,  Tframe,  between  successive  readout  of  a  given 
row  of  pixels).  Image  lag  is  described  in  terms  of  the 
nth-frame  lag,  Lag|w,  given  by  the  ratio  of  the  (offset- 
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subtracted)  pixel  signal  in  frame  n,  Sig|„ ,  to  that  in  the  frame 
immediately  following  a  radiographic  exposure  (frame  zero): 


Lag|  „= 


Sigln 

Siglo’ 


0) 


where  n  is  a  non-negative  integer.  Thus,  Lag|0,  the  zeroth- 
frame  lag,  is  unity,  and  Lag|  \ ,  the  first-frame  lag,  is  that 
which  is  typically  reported,  although  a  number  of  studies 
(Table  I)  have  reported  lag  for  frames  beyond  n- 1.  Direct 
comparison  between  results  summarized  in  Table  I  should  be 
done  with  a  degree  of  caution,  since  the  lag  measured  using 
different  experimental  methods  (e.g.,  falling  or  rising  edge 
SRF  versus  IRF  measurements)  can  (and  should)  give  differ¬ 
ent  results. 

Three  sources  of  image  lag  in  indirect-detection  FPIs  are 
generally  regarded:  (1)  incomplete  charge  transfer  between 
the  capacitance  of  the  sensor  elements  and  that  of  the  readout 
electronics;  (2)  finite  decay  time  in  optical  emission  from  the 
x-ray  converter;  and  (3)  trapping  and  release  of  charge  in  the 
sensor  elements.  The  first  source  depends  upon  the  design  of 
the  array  and  amplifier  electronics,  but  is  typically  small 
given  that  the  time  which  the  TFT  is  conducting  during  each 
readout  cycle  is  much  greater  than  the  RC  time  constant  of 
the  pixel,  and  that  charge-integrating  amplifiers  (and  not 
voltage-sensitive  amplifiers)  are  used  in  readout.11,13 

A  second  source  of  image  lag  is  the  decay  and  afterglow 
in  optical  emission  from  the  phosphor.  For  the  case  of 
Gd202S:Tb,  Shepherd  et  a/.41  report  that  the  phosphor  de¬ 
cays  to  1/e  intensity  in  —0.7  ms  and  to  10-4  intensity  in  less 
than  10  ms.  Similarly,  Rudin  et  al42  reported  Gd202S:Tb 
decay  to  10-2  intensity  in  2.4  ms,  consistent  with  the  results 
of  Mainprize  and  Yaffe,43,44  who  showed  decay  to  10“  *, 
10-2,  and  10“3,  intensity  in  —1.2,  —2.5,  and  —3.7  ms,  re¬ 
spectively.  Faster  decay  times  may  be  achieved  through  use 
of  different  activators  (e.g.,  Gd202S:Pr),  possibly  at  the  cost 
of  increased  long-term  afterglow  41  For  the  case  of  CsI:Tl, 
Blasse45  reported  a  1  /as  decay  time,  and  Mainprize  and 
Yaffe43,44  showed  that  the  decay  is  dominated  by  an  expo¬ 
nential  component  with  lifetime  —3  /as.  Since  typical  values 
of  Tframe  for  FPIs  in  medical  imaging  range  from  —30  ms 
(e.g.,  in  fluoroscopy)  to  —  1  s  (e.g.,  in  radiographic  applica¬ 
tions),  the  contribution  of  phosphor  decay  to  the  total  image 
lag  is  fairly  small.  For  the  measurements  reported  herein,  the 
frame  time  was  varied  from  T frame =  200  ms  up  to  25.6  s,  time 
scales  at  which  phosphor  decay  contributes  negligibly  to  im¬ 
age  lag. 

The  third  effect  (trapping  and  release  of  charge  in  the 
sensor  elements)  is  typically  recognized  as  the  dominant 
source  of  image  lag  for  indirect-detection  FPIs.  Trapping 
may  occur  as  a  result  of  bulk  effects46  (in  the  i  layer  of  the 
photodiode)  or  surface  effects  (at  interfaces  between  materi¬ 
als  in  the  sensor  elements)  46-48  Bulk  effects  include  direct 
capture  of  charge  at  defect  energy  levels  in  the  gap,  followed 
by  slow  release  over  a  broad  range  of  time  constants.  Con¬ 
sidering  the  density  of  defect  states  in  high-quality  a-Si:H 
(  —  3X  1015cm-3),46  the  capacity  for  trapped  charge  is  enor¬ 
mous  (e.g.,  —100  pC  in  a  400  /Am  photodiode,  which  is 


about  twice  its  parallel  plate  capacitance).  Surface  effects  too 
could  contribute  to  image  lag,  since  the  high  density  of  dan¬ 
gling  bonds  at  layer  interfaces  may  be  satisfied  by  constitu¬ 
ents  other  than  Si,  such  as  oxides,  resulting  in  a  high  density 
of  defect  states  at  surfaces.  Trapping  at  layer  interfaces  is 
more  significant  for  thin,  multilayer  structures,  such  as  the 
TFT.  Thus,  both  the  photodiode  (through  bulk  effects)  and 
the  TFT  (through  surface  effects)  are  potential  sources  of 
charge  trapping;  however,  the  former  is  typically  identified 
as  the  dominant  source.25,46  As  reported  elsewhere,10,11,14  im¬ 
age  lag  is  reduced  by:  (1)  illuminating  the  photodiode 
through  the  p  layer;  (2)  operating  the  photodiode  at  a  high 
bias  voltage  (e.g.,  Fbias—  -  5  V);  and  (3)  operating  at  signal 
levels  far  below  sensor  saturation. 

Finally,  in  Sec.  Ill,  long-term  persistence  (up  to  1  h  fol¬ 
lowing  an  exposure)  of  images  of  high-contrast  objects  is 
reported.  Sometimes  referred  to  as  “ghosting,”  this  long¬ 
term  persistence  has  been  observed  by  several 
investigators,15,20  but  the  effect  and  its  clinical  implications 
have  yet  to  be  quantified.  Ghosts  of  high-contrast  objects 
(e.g.,  collimator  edges,  skin  line,  metal  prosthetics,  surgical 
instruments,  etc.)  could  have  detrimental  effects  in  any  of  the 
x-ray  imaging  applications  mentioned  above  if  present  at  a 
perceptible  level  of  contrast.  Similar  to  the  sources  govern¬ 
ing  image  lag,  the  source  of  long-term  ghosting  could  in¬ 
clude  (1)  slow  release  of  charge  from  deep  trapping  states  in 
the  a-Si:H  and/or  (2)  afterglow  from  the  phosphor. 

II.  METHODS  AND  MATERIALS 
A.  Experimental  setup 

A  laboratory  bench  consisting  of  an  x-ray  tube,  object 
stage,  and  imager  stage  was  constructed  to  investigate  the 
performance  of  FPIs  in  CBCT.  The  x-ray  tube  was  a  General 
Electric  Maxiray  75  powered  by  a  100  kW  General  Electric 
MSI-850  generator  at  a  measured  potential  of  120  kVp.  The 
x-ray  tube  was  operated  under  computer  control  and  had  the 
following  characteristics:  a  target  angle  of  11°;  a  focal  spot 
size  of  0.6  mm;  inherent  filtration  of  1.0  mm  Al  (specified 
equivalent  at  150  kVp);  added  filtration  of  1.5  mm  Al  plus 
0.129  mm  Cu;  and  first  and  second  HVLs  of  6.1  mm  Al 
(measured)  and  15.6  mm  Al  (calculated),  respectively,  at  120 
kVp.  As  shown  in  Fig.  1,  the  tube  was  mounted  on  a  rigid 
frame  attached  to  the  laboratory  bench,  with  the  x-ray  beam 
directed  horizontally.  An  object  stage  consisting  of  Daedal 
translation  and  rotation  tables  was  positioned  at  a  distance  of 
100  cm  from  the  x-ray  source  and  was  computer  controlled 
by  means  of  a  National  Instruments  PC-LPM-16  I/O  board. 
All  values  of  exposure  (±3%),  and  kVp  (±2  kVp)  were 
measured  using  an  RTI  Electronics  PMX-III  x-ray  multim¬ 
eter  with  an  R25  diode  placed  at  the  surface  of  the  FPI. 

The  flat-panel  imager  (RJD  512-400  A0)  was  constructed 
by  EG  &  G  Heimann  Optoelectronics  and  consists  of  an 
0-Si:H  imaging  array  in  combination  with  a  luminescent 
phosphor  (Lanex  Fast-B;  133  mg/cm2  Gd202S:Tb)  along 
with  a  system  of  acquisition  electronics.40  The  FPI  was  de¬ 
signed  as  a  prototype  for  investigation  of  the  imaging  perfor¬ 
mance  of  such  devices  at  diagnostic  energies,  with  a  sum- 
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Fig.  1.  Photograph  of  the  experimental  setup.  The  x-ray  tube,  object  and  imager  stages,  FPI,  exposure  meter,  and  relevant  distances  are  labeled.  A  computer 
(not  shown)  provides  synchrony  of  the  x-ray  tube,  translation  and  rotation  stages,  and  the  FPI.  This  system  was  designed  to  provide  a  well-known,  highly 
reproducible  geometry  for  investigation  of  the  performance  of  FPIs  in  cone-beam  tomography. 


mary  of  specifications  given  in  Table  II.  The  imaging  array 
comprises  a  512X512  matrix  of  a-Si:H  TFTs  coupled  to 
n-i-p  a-Si:H  photodiodes  at  400  pm  pixel-to-pixel  pitch, 
giving  an  active  area  of  —20.5  X  20.5  cm2.  Directed  by  a  PC, 
the  FPI  operates  asynchronously  of  the  host  computer  and 
could  be  addressed  at  frame  rates  of  0.04-5  fps;  i.e.,  at  frame 
times  ranging  from  200  ms  to  25.6  s.  The  frame  time  is 

Table  II.  Summary  of  the  design  specifications  for  the  FPI  employed  in  the 
measurements.  Designed  as  a  prototype  for  investigation  of  FPI  perfor¬ 
mance  in  diagnostic  x-ray  imaging,  the  RID  512-400  A0  is  among  a  number 
of  FPIs  to  be  made  commercially  available  for  academic  research  and  test¬ 
ing. 


FPI  design  parameter 

Value8 

Array  format 

512X512 

Pixel  pitch 

400  fim 

Area 

-20.5X20.5  cm2 

Pixel  fill  factor 

0.80 

Photodiode  bias  voltage 

-6  V 

TFT  off/on  voltage 

-10/+5  V 

Photodiode  charge  capacity 

-62  pC 

ASIC  amplifier  charge  capacity 

~23  pC 

ADC  bit  depth 

16  bit 

Dark  current 

<3  pA/mm2 

TFT  thermal  noise  (on) 

-1800  e 

Photodiode  shot  noise  (1  fps) 

—  1200  e 

Digitization  noise 

-630  e 

ASIC  amplifier  noise 

-12700  e 

Maximum  frame  rate 

5  fps 

X-ray  converter 

133  mg/cm2  Gd202S:Tb 

Reference  40. 


varied  by  means  of  a  variable-length  pause  imposed  after 
scanning  all  rows  in  a  given  frame,  i.e.,  the  time  that  the 
TFTs  are  held  conducting  and  the  time  interval  between 
switching  successive  rows  is  held  constant.  The  photodiode 
bias  voltage  (—6  V),  TFT  switching  voltages  (—10  and  4-5 
V  for  TFT  “off’  and  “on,”  respectively),  and  ASIC  ampli¬ 
fier  integration  time  (—80  ps)  were  held  fixed  at  the  default 
values  set  by  the  manufacturer.  The  FPI  was  mounted  on  a 
vertical  frame  at  a  source-to-imager  distance  of  160  cm.  The 
Fluke  52  K/J  thermocouple  placed  inside  the  FPI  enclosure 
monitored  the  temperature  during  operation. 

This  experimental  setup  was  constructed  specifically  to 
provide  a  system  for  investigation  of  the  performance  of  the 
FPI  in  CBCT.  Measurements  reported  herein  are  part  of  the 
fundamental,  empirical  characterization  of  the  FPI  requisite 
to  understanding  and  optimizing  its  performance  in  CBCT 
and  other  x-ray  imaging  applications. 

B.  Fundamental  pixel  performance  properties:  Dark 
signal,  noise,  and  signal  response 

1.  Temporal  characteristics  of  pixel  dark  signal 

The  temporal  stability  (“drift”)  of  the  pixel  dark  signal 
was  evaluated  by  operating  the  FPI  in  the  absence  of  x  rays 
(i.e.,  in  the  dark)  and  reading  the  pixel  values  as  a  function  of 
elapsed  time.  Prior  to  each  measurement,  the  FPI  was  left 
unpowered  overnight,  and  measurements  commenced  from  a 
time,  /  =  0  (corresponding  to  the  time  at  which  power  was 
supplied  to  the  FPI)  and  extending  over  6  h.  The  FPI  was 
operated  at  frame  times  from  0.2  to  25.6  s,  and  the  tempera- 
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ture  inside  the  FPI  enclosure  was  monitored  continuously. 
The  average  dark  signal  value  (for  an  ensemble  of  10  pixels) 
was  plotted  as  a  function  of  time.  Furthermore,  in  order  to 
examine  the  spatial  uniformity  of  the  dark  signal  drift,  an 
image  obtained  immediately  following  imager  startup,  I(t 
=  0),  was  subtracted  from  images  obtained  at  later  times, 
/(*>0),  to  yield  a  drift  image,  7drift(/)  =  /(/)“/(0).  Inspec¬ 
tion  of  the  resulting  drift  images  and  image  histograms  al¬ 
lowed  identification  of  regions  exhibiting  anomalous  dark 
signal  drift.  As  shown  in  Sec.  Ill,  the  FPI  generally  exhibited 
significant  drift  over  the  first  ^2  h  of  operation.  Thus,  all 
measurements  below  were  performed  following  a  warm-up 
period  of  at  least  2  h. 


2.  Pixel  dark  noise 


Fluctuations  in  pixel  dark  signal  (the  “pixel  dark  noise”) 
were  measured  for  values  of  rframe  ranging  from  0.2  to  25.6 
s  by  acquiring  realizations  of  200  consecutive  samples  from 
48  pixels.  The  analysis  was  equivalent  to  that  reported 
previously,33  with  slight  modifications  to  identify  various 
components  of  the  pixel  dark  noise.  From  the  ensemble  of 
measurements,  three  values  of  pixel  dark  noise  were  deter¬ 
mined:  (1)  the  noise  from  a  single  pixel  sampled  repeatedly, 
<Tlpix;  (2)  the  noise  calculated  from  the  difference  between 
two  pixels  lying  along  the  same  row,  o-2pix_roW;  and  (3)  the 
noise  calculated  from  the  difference  between  two  pixels  in 
the  same  frame  (but  not  lying  along  the  same  row  or  col¬ 
umn),  O’ 2pix-frame  •  The  noise  analysis  divides  each  realization 
into  N  groups  in  order  to  reduce  possible  effects  arising  from 
dark  signal  drift  during  the  course  of  the  measurement;  how¬ 
ever,  comparison  of  results  with  an  without  such  grouping 
were  identical,  suggesting  that  drift  during  the  measurements 
was  negligible. 

As  reported  in  a  number  of  publications,2-4,33  the  total 
pixel  dark  noise  is  modeled  as  the  sum  in  quadrature  of  vari¬ 
ous  independent  noise  components,  including  the  TFT  ther¬ 
mal  noise  (in  the  conducting  state),  (Tx^therm,  the  photodi¬ 
ode  shot  noise,  o>Dshot,  the  noise  of  the  readout  and 
amplifier  electronics,  <ramp ,  and  the  digitization  noise  of  the 
analog-to-digital  conversion  process,  c.  Other  sources  of 
additive  noise  include  row-correlated  noise  arising  from  fluc¬ 
tuations  in  the  TFT  gate  voltage,  <rrow,  and  frame  flicker 
noise,  tr^^,  arising  from  fluctuations  in  the  photodiode 
bias  voltage  applied  across  the  entire  array.  Thus,  the  total 
pixel  dark  noise  can  be  represented  as: 


2  2  2  2  2  2  2 
crlpix=  °TFT  therm T  ^PD  shot4"  ^amp4”  ^ADC4”  ^row4”  Rframe* 

(2) 


Reduction  of  the  row-correlated  component,  crrow,  can  be 
achieved  by  subtracting  the  values  of  pixels  lying  along  the 
same  gate  line,33  as  in  the  row-subtracted  noise  realizations 
discussed  above: 


^pix-row"”  °T¥1  therm4”  ^PD  shot4”  ^amp4”  ^ADC’  (3) 

which  also  reduces  the  frame-correlated  component,  <rframe . 
The  frame-correlated  component  alone  can  be  reduced  (with¬ 


out  affecting  the  row-correlated  noise)  by  subtracting  the  val¬ 
ues  of  pixels  from  the  same  frame  (but  lying  along  different 
rows  and  columns): 


2  2  2  2  2  2 
CTtPT  therm  T  shnt4”  ^"amn4”  OrAr)f'"F  CTrm 


f  2pix-frame  u  TFT  therm  r  u  PD  shot"7"  u  amp”1”  u  ADC"1”  u  row*  (^) 

Thus,  from  the  measurements  described  above,  the  magni¬ 
tude  of  the  row  noise,  frame  flicker  noise,  and  amplifier 
noise  can  be  estimated: 


2  _  2 
°Vow-  a 


Rframe 


2pix-frame  °"2pix-row’ 

r2  . 

ripix 


2  _  2 
^amp  °r2pix-row 


2 

tr2pix-frameJ 

2  _  2  _  2 
^TFT  therm  °PD  shot  °ADC* 


(5) 

(6) 
(7) 


In  order  to  examine  the  spatial  uniformity  of  the  pixel 
dark  noise,  24  consecutive  images  at  various  settings  of 
Tftame  were  acquired,  and  the  standard  deviation  for  each 
pixel  was  computed.  The  resulting  data  provided  a  map  of 
c rlpix  across  the  FPI. 


3.  Pixel  signal  response ,  linearity ,  gain, 
and  reciprocity 

The  mean  signal  size  for  FPI  pixels  under  x-ray  irradia¬ 
tion  was  measured  in  a  manner  reported  previously,9  where 
the  signal  from  an  ensemble  of  20  pixels  was  recorded  fol¬ 
lowing  exposure  to  the  radiographic  x-ray  beam.  Three  basic 
measurements  of  signal  response  were  performed:  (1)  mea¬ 
surement  of  the  mean  pixel  signal  as  a  function  of  exposure; 
(2)  measurement  of  the  slope  of  the  signal  response  (termed 
the  system  gain,  T,  with  units  of  e/mR/pixel);  and  (3)  mea¬ 
surement  of  the  system  gain  as  a  function  of  incident  expo¬ 
sure  rate,  varied  through  adjustment  of  the  radiographic  mA 
setting.  The  first  measurement  indicates  the  degree  of  linear¬ 
ity  of  system  response  and  shows  the  exposure  that  results  in 
saturation  of  the  FPL  Note  from  Table  II  that  for  the  FPI 
under  investigation,  it  is  the  charge  capacity  of  the  ASIC 
amplifier  (and  not  the  photodiode)  that  determines  the  satu¬ 
ration  signal.  The  second  measurement  characterizes  the  sys¬ 
tem  gain  (i.e.,  the  amount  of  signal  collected  per  unit  expo¬ 
sure  to  the  FPI).  The  third  measurement  demonstrates  the 
degree  to  which  the  signal  response  satisfies  reciprocity,  i.e., 
the  degree  to  which  the  signal  resulting  from  a  given  expo¬ 
sure  is  independent  of  the  exposure  rate.  Operated  in  radio- 
graphic  mode,  the  lowest  and  highest  exposure  rates  allowed 
by  the  MSI-800  were  ( 15.3  ±  0.6)  mR/s  and  (916.6 
±10.1)mR/s,  thereby  allowing  investigation  of  reciprocity 
over  a  factor  of  ~60  in  exposure  rate  and  building  upon 
earlier  results49  which  demonstrated  reciprocity  over  a  factor 
of  ~5  in  exposure  rate  (4.8-22.4  mR/s). 


C.  Impulse  response  characteristics:  Image  lag 

Image  lag  was  characterized  through  measurement  of  the 
temporal  response  of  the  FPI  to  a  radiographic  exposure, 
called  the  IRF.  The  synchronization  between  the  radio- 
graphic  x-ray  source  and  readout  of  the  FPI  is  the  same  as 
described  elsewhere,9  in  which  radiographic  x-ray  pulses 
were  delivered  between  image  frames.  The  frame  immedi- 
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ately  following  the  x-ray  pulse  (frame  0)  contains  the  radio- 
graphic  image,  and  subsequent  frames  (frames  1,  2,  and  so 
on)  contain  signal  attributable  to  lag. 

In  order  to  examine  the  magnitude,  exposure  dependence, 
and  frame-time  dependence  of  the  image  lag,  IRFs  were 
measured  for  an  ensemble  of  20  pixels.  Each  IRF  was  100 
samples  in  length:  The  first  49  samples  were  used  to  estimate 
the  pixel  dark  signal  (to  be  subtracted);  a  radiographic  expo¬ 
sure  was  made  just  prior  to  the  50th  frame  (called  frame 
zero);  and  the  nth  frame  lag  was  computed  using  Eq.  (1) 
from  the  remaining  50  samples.  Each  measurement  was  re¬ 
peated  five  times,  and  the  results  were  averaged  (over  the 
five  repeat  IRFs  and  over  the  20  pixels)  to  yield  the  reported 
values  of  Lag|„ . 

A  relevant  concern  is  whether  it  is  primarily  the  number 
of  reads  or  the  amount  of  elapsed  time  following  the  initial 
exposure  that  determines  the  amount  of  residual  signal 
present  in  subsequent  frames .  To  address  this  issue,  mea¬ 
surements  were  performed  at  values  of  rframe  of  0.2,  0.4,  0.8, 
1.6,  3.2,  and  6.4  s,  and  the  resulting  IRFs  and  Lag|„  were 
plotted  as  a  function  of  both  frame  number  and  elapsed  time. 
To  examine  the  dependence  of  image  lag  on  signal  size, 
measurements  were  performed  at  exposures  spanning  the 
sensitive  range  of  the  detector. 

The  temporal-frequency  characteristics  of  the  image  lag 
were  analyzed  by  Fourier  transform  of  the  IRF,  yielding  the 
temporal-frequency-dependent  transfer  function,  T^cd) 
(similar  to  the  transfer  function  common  to  digital  signal 
processing,  e.g.,  as  in  Ref.  50): 

W")  =  l^IRFnonn«;»)]|.  |  (8) 

where  a)  is  the  temporal-frequency  (units  s_1  or  frame'1) 
Fourier  pair  coordinate  to  time,  t,  or  frame  number,  n. 
lRFnOTm(t;n)  is  the  area-normalized  impulse  response  func¬ 
tion,  and  T  represents  the  Fourier  transform  operation,  com¬ 
puted  using  a  fast-Fourier  algorithm  in  MATLAB.51  Clearly,  a 
detector  with  Lag|w>0  =  0  has  T^g(a))=  1  up  to  the  Nyquist 
frequency  (wNyq=  1/2/r^e).  Analysis  of  the  image  lag  in 
this  manner  is  insightful  for  a  number  of  reasons.  First,  it 
provides  a  straightforward  temporal  analog  to  the  spatial 
concepts  widely  employed  in  image  science;  that  is,  in  the 
same  sense  that  the  MTF  describes  the  transfer  of  signal  at 
various  spatial  frequencies  and  provides  a  quantitative  de¬ 
scription  of  spatial  blur,  Tlag(<tf)  describes  the  transfer  of 
information  at  various  temporal  frequencies  and  provides  a 
quantitative  description  of  “temporal  blurring”  that  results 
from  image  lag.  In  a  similar  manner  to  MTF  reducing  the 
individual  pixel  noise33  and  noise-power  spectrum  through 
correlation  of  signal  in  space,  Tiag(co)  reduces  the  noise  in 
successive  samplings  of  a  given  pixel  through  correlation  of 
signal  between  frames  33,34  Furthermore,  analysis  of  Tlag(a)) 
provides  a  “systems”  description  of  the  processes  resulting 
in  image  lag.  Hence,  just  as  the  MTF  for  an  imaging  system 
is  given  by  the  product  of  the  MTFs  of  its  various  compo¬ 
nents  (e.g.,  focal  spot,  phosphor  blur,  and  sampling  aper¬ 
ture),  Tlag(co)  is  the  product  of  the  temporal  transfer  func¬ 
tions  of  components  responsible  for  image  lag  (e.g.,  radiation 


wave  form,  phosphor  decay  and  afterglow,  and  trapping  and 
release  of  charge  in  a-Si:H).  Thus,  T{Ag((o)  allows  identifi¬ 
cation  of  the  system  component  that  dominates  the  temporal 
response.  Finally,  analysis  of  Tiag(ccj)  allows  identification  of 
various  temporal-frequency  characteristics  of  the  image  lag. 
For  example,  degradation  of  T^co)  at  frequencies  close  to 
the  Nyquist  frequency  corresponds  to  image  lag  between 
successive  frames  (e.g.,  between  frame  0  and  frame  1), 
whereas  degradation  near  a)  =  0  corresponds  to  longer  term 
signal  retention. 

To  investigate  the  spatial  uniformity  of  the  image  lag, 
IRFs  for  the  512X512  pixels  were  examined,  and  the  result¬ 
ing  Lag|w  were  plotted  as  a  function  of  spatial  position.  An 
exposure  level  of  ~2  mR  (~20%  saturation)  and  a  frame 
time  of  3.2  s  were  used.  For  these  measurements,  each  IRF 
consisted  of  30  samples:  the  first  10  samples  were  used  to 
estimate  the  pixel  dark  signal;  and  the  radiographic  exposure 
was  delivered  just  prior  to  the  11th  frame.  The  measurement 
was  repeated  ten  times,  and  the  results  were  averaged. 

Finally,  the  visual  impression  of  image  lag  in  successive 
radiographs  was  examined  by  acquiring  images  of  moving 
objects  placed  at  100  cm  from  the  source.  Two  types  of 
objects  were  considered:  a  linear  array  of  Pb  BBs  and  a 
strongly  attenuating  edge  (a  Bi-Pb  slab),  each  translated  lat¬ 
erally  across  the  field  of  view  (FOV)  while  successive  radio¬ 
graphs  were  acquired.  For  the  moving  edge,  two  sets  of  mea¬ 
surements  were  performed:  one  with  the  slab  moving  out  of 
the  FOV  and  one  with  the  slab  moving  into  the  FOV.  Such 
measurements  illustrate  the  effect  of  image  lag  under  condi¬ 
tions  where  subsequent  frames  experience  a  high  exposure 
compared  to  conditions  where  such  frames  are  in  the  shadow 
of  the  slab. 


D.  Long-term  image  persistence:  Ghosts 

The  persistence  of  images  up  to  1  h  following  an  exposure 
was  examined  at  various  settings  of  T^me  and  at  exposures 
up  to  and  exceeding  sensor  saturation.  A  Pb  slab  with  a  ~ 2 
cm  hole  was  placed  in  a  rigid  mount  at  100  cm  from  the 
source.  With  the  imager  operating  at  a  given  value  of 
an  initial  image  of  the  object  was  obtained  (at  time  /  =  0), 
and  the  local  contrast  of  the  hole  was  analyzed  as  a  function 
of  elapsed  time  for  up  to  1  h.  Local  contrast  was  analyzed 
from  the  (ensemble  average)  pixel  signal  in  the  region  of  the 
hole,  Sig|hoje,  relative  to  the  (ensemble  average)  pixel  signal 
behind  the  Pb  slab,  Sig|Pb: 

„  SigLie— Sig|Pb 

C|“*'  •  (9) 

Measurements  were  performed  at  Tf^mo  settings  of  0.2,  1.6, 
6.4,  and  25.6  s  and  at  exposures  of  —20%,  50%,  100%,  and 
300%  saturation.  These  measurements  illustrate  the  magni¬ 
tude  of  ghosting  for  the  simple  case  of  a  single  high-contrast 
object  following  a  single  exposure.  The  effect  was  observed 
to  be  smaller  for  objects  of  low  contrast;  furthermore,  the 
effect  is  expected  to  depend  on  the  history  of  FPI  exposure 
and  operation,  e.g.,  upon  the  number  of  exposures  delivered. 
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the  cumulative  exposure,  the  intensity  of  irradiation,  etc. 
Such  issues  are  beyond  the  scope  of  this  study. 

Finally,  two  methods  of  reducing  the  contrast  of  ghosts 
were  examined.  The  first  method  involved  rapid  scanning  of 
the  FPI  at  maximum  frame  rate  in  an  attempt  to  “flush”  the 
ghost  signal  out  of  the  imager.  In  this  case,  a  relatively 
strong  ghost  was  induced  by  forming  an  image  of  the  hole  (at 
an  exposure  —300%  saturation)  with  the  FPI  operated  at 
7frame=6.4s.  Then,  at  /—30s,  the  FPI  was  switched  to  its 
highest  frame  rate  setting  (7fame=  200 ms)  and  cycled  for 
600  frames  before  being  switched  back  to  Tframe=  6.4  s.  The 
local  contrast  of  the  hole  was  measured,  and  at  time  / 

—  3  min,  the  FPI  was  switched  again  to  Tfeme=200ms  this 
time  for  1500  frames.  Finally,  the  FPI  was  switched  back  to 
77rame=  6.4  s,  and  the  local  contrast  of  the  hole  was  measured 
for  1  h.  The  plot  of  Ciocai  versus  time  for  the  rapid-scanning 
method  was  compared  to  the  case  where  the  FPI  was  oper¬ 
ated  at  constant  frame  time. 

The  second  strategy  for  reduction  of  ghost  images  in¬ 
volved  flood-field  exposures  delivered  following  the  initial 
exposure.  An  image  of  the  hole  was  obtained  (with  exposure 
—300%  saturation  and  7frame=6.4 s),  and  C7locai  was  mea¬ 
sured  as  a  function  of  elapsed  time.  Immediately  following 
the  initial  exposure,  the  Pb  slab  was  removed  from  the  FOV, 
and  at  times  /—30  s  and  /— 3  min,  a  flood-field  exposure 
(exposure  —100%  saturation)  was  delivered.  The  local  con¬ 
trast  for  the  case  of  the  flood-fielding  method  was  compared 
to  the  case  in  which  the  imager  was  operated  continuously  in 
the  dark. 

III.  RESULTS  AND  DISCUSSION 

A.  Fundamental  pixel  performance  properties 

1.  Temporal  stability  and  spatial  uniformity  of  pixel 
dark  signal 

Figure  2  plots  the  pixel  dark  signal  as  a  function  of 
elapsed  time  for  the  FPI  operated  at  Tframe  settings  from  0.2 
to  25.6  s.  The  magnitude  and  trend  in  the  dark  signal  drift  is 
seen  to  depend  strongly  on  the  selected  frame  time.  For 
Tframe  less  than  ~6.4  s,  the  dark  signal  exhibits  an  initial 
decrease,  which  stabilizes  asymptotically  within  1-2  h.  At 
larger  frame  times,  the  dark  signal  initially  decreases,  then 
increases  sharply  before  stabilizing.  In  each  case,  however, 
the  pixel  dark  signal  is  seen  to  be  fairly  stable  after  a  “warm¬ 
up”  period  of  —2  h.  Superimposed  in  Fig.  2  is  a  plot  of  the 
temperature  measured  inside  the  FPI  enclosure  during  the 
measurements.  Starting  from  an  ambient  temperature  of 

—  18°C,  the  temperature  increases  rapidly  after  the  FPI  is 
switched  on,  rising  to  a  stable  temperature  of  —  33  °C  within 

—  1.5  h.  The  change  in  temperature  is  strongly  correlated 
with  the  observed  drift  in  pixel  dark  signal,  and  it  is  likely 
that  the  dark  signal  drift  is  at  least  partly  the  result  of 
temperature-induced  changes  in  the  leakage  currents  of  the 
TFT  and  photodiode.  Furthermore,  it  should  be  noted  that  the 
pixel  dark  signal  does  not  “reset”  simply  by  changing  the 
frame  time.  Rather,  pixel  dark  signal  appears  strictly  corre¬ 


U 

o 


Fig.  2.  Temporal  stability  of  pixel  dark  signal.  The  dark  signal  drift  was 
characterized  by  measuring  the  pixel  dark  signal  over  a  period  of  6  h  at 
various  settings  of  imager  frame  time.  An  arbitrary  offset  has  been  applied 
to  each  curve  for  purposes  of  presentation;  thus,  each  curve  indicates  the 
change  in  pixel  dark  signal  relative  to  an  initial,  arbitrary  value  at  the  time 
which  power  was  supplied  to  the  FPI.  Superimposed  is  a  plot  of  the  tem¬ 
perature  measured  inside  the  FPI  enclosure. 


lated  with  the  temperature  of  the  FPI  and,  even  during  the 
“warm-up”  period,  switching  between  settings  of  T^mQ 
simply  switches  between  the  drift  curves. 

The  spatial  uniformity  of  dark  signal  drift  was  analyzed 
by  computing  difference  images  relative  to  an  image  ob¬ 
tained  at  time  /  =  0.  Shown  in  Fig.  3  are  difference  images  at 
t=  1,  2,  and  6  h  for  frame  times  of  0.2,  0.8,  3.2,  and  25.6  s. 
For  the  lowest  setting  of  T^me,  the  drift  is  fairly  uniform 
across  the  array,  and  the  histograms  of  pixel  dark  signal  shift 
downward  as  implied  by  Fig.  2,  but  do  not  broaden  signifi¬ 
cantly.  Close  examination  (e.g.,  in  the  circular,  histogram- 
equalized  areas  of  each  image)  reveals  a  number  of  regions 
that  exhibit  higher  drift.  At  larger  values  of  Tfamc,  these 
irregularly  shaped  regions  become  quite  apparent,  exhibiting 
dark  signal  drift  —2-3  times  greater  than  surrounding  re¬ 
gions.  Furthermore,  pixels  about  the  perimeter  of  such  re¬ 
gions  exhibit  dark  signal  that  did  not  stabilize  even  within  6 
h  but  increased  in  a  monotonic  fashion  over  the  course  of  the 
measurements.  Thus,  the  spatial  uniformity  of  the  pixel  dark 
signal  is  poor;  however,  such  nonuniformities  can  be  effi¬ 
ciently  eliminated  from  x-ray  images  by  means  of  a  simple 
offset  correction,  provided  that  the  dark  signal  is  spatially 
stationary.  The  fact  that  certain  regions  exhibit  dark  signal 
drift  that  does  not  perfectly  stabilize,  however,  suggests  that 
the  offset  image  used  in  gain-offset  corrections  should  be 
obtained  as  close  as  possible  (e.g.,  immediately  prior)  to  the 
image  to  be  corrected. 

2.  Pixel  dark  noise 

Pixel  dark  noise  measured  as  a  function  of  frame  time  is 
plotted  in  Fig.  4.  The  pixel  noise  is  nearly  the  same  (—13  100 
e)  for  the  cases  of  row-subtracted  and  frame-subtracted  sam¬ 
pling,  suggesting  that  the  row-correlated  noise  is  small.  This 
is  likely  due  to  the  implementation  of  correlated  double  sam¬ 
pling  (CDS)  circuitry  in  the  readout  electronics,  which  forms 
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Fig.  3.  Spatial  uniformity  of  dark  signal  drift.  Each  image  represents  the  difference  between  dark-field  images  acquired  at  a  given  time  and  time  zero.  The 
grayscale  chosen  for  each  plot  was  separated  into  two  regions:  (1)  a  common  grayscale  applied  across  each  image,  with  lighter  shades  corresponding  to 
positive  drift;  and  (2)  a  circular  region  in  the  upper-right  quadrant  of  each  image  that  has  been  independently  histogram  equalized.  The  former  choice  of 
grayscale  allows  quantitative  comparison  of  the  dark  signal  drift  between  all  conditions;  the  latter  illustrates  nonuniformities  that  are  too  subtle  to  be  visualized 
through  a  single  choice  of  grayscale. 


an  efficient  high-pass  filter  of  correlated  noise.  The  single¬ 
pixel  noise  exhibits  significant  frame  time  dependence,  in¬ 
creasing  from  —13  300  e  at  fframe=200rns  to  —22  500  e  at 
Tframc=  25.6  s.  From  Eqs.  (5)  to  (7),  it  is  concluded  that  the 
row-correlated  noise  is  negligible,  and  that  two  components 
dominate  the  total  pixel  noise:  the  amplifier  noise,  ,  and 
the  frame  flicker  noise,  .  The  amplifier  noise  is  esti¬ 
mated  at  —12  700  e  and  is  the  dominant  component  at  low 
frame  times.  The  frame  flicker  noise  is  apparently  dependent 
upon  the  frame  time,  becoming  the  dominant  noise  source 
for  Tfiame  greater  than  -3  s. 

The  spatial  uniformity  of  the  pixel  dark  noise  is  shown  in 
Fig.  5,  where  trlpix  is  plotted  as  a  function  of  position  for 
four  settings  of  me .  At  the  lowest  frame  time,  the  pixel 
noise  is  fairly  uniform  across  the  FPI,  with  slight  differences 
between  eight  rectangular  sections  that  are  addressed  by 
separate  banks  of  readout  electronics.  At  higher  values  of 
T frame  >  a  number  of  irregularly  shaped  regions  (coinciding 
with  the  regions  of  anomalous  drift)  are  evident,  with 
anomalous  pixels  exhibiting  dark  noise  approximately  2-5 
times  larger  than  “normal”  pixels.  Two  comers  of  the  FPI 
demonstrate  similarly  increased  pixel  dark  noise.  The  cause 
for  the  anomalous  behavior  in  these  regions  is  unclear,  al¬ 


though  it  may  be  related  to  increased  leakage  current,  possi¬ 
bly  due  to  nonuniform  quality  of  processing  and/or  passiva¬ 
tion.  The  variation  in  pixel  dark  noise  across  the  FPI 
[standard  deviation  —  (2-5)X  103  e  is  small  relative  to  the 
mean  pixel  dark  noise  (— 13  X  103  e)  and  is  negligible  com¬ 
pared  to  the  x-ray  quantum  noise  (e.g.,  —  100X  103  e/pixel  at 
1  mR)  for  this  FPI  system  configuration.34 

3.  Signal  response,  linearity,  gain,  and  reciprocity 

Figure  6  shows  the  signal  response  characteristics  under 
x-ray  irradiation.  The  FPI  exhibits  a  linear  response  at  expo¬ 
sures  up  to  —5  mR,  beyond  which  the  linearity  degrades  and 
the  system  (i.e.,  the  amplifier)  reaches  saturation  at  -10  mR. 
The  system  gain,  T  (calculated  from  the  slope  of  the  signal 
response  curve  below  —2  mR)  is  —  18X106e/mR.  Figure 
6(b)  plots  the  slope  of  the  signal  response  as  a  function  of 
exposure  and  shows  that  the  FPI  maintains  a  linear  response 
to  within  5%  across  —50%  of  its  sensitive  range.  The  system 
T  measured  as  a  function  of  kVp  exhibits  a  spectral  energy 
dependence  similar  to  that  reported  previously  for  a  different 
design  of  FPI:9  r(8oicvp)  =  (14-5±0*8)x  1q6  e/mR;  T^oicVp) 
=  (16.5 ±0.9) X106e/mR;  r(jOOkVp)==(17.8±0.7)Xl06  e/mR; 
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Fig.  4.  Pixel  dark  noise  vs  frame  time.  Data  labeled  crlpix ,  o^pix-fhune  >  a°d 
°2pix-row  are  from  measurements  of  the  pixel  noise  from  a  single  pixel 
sampled  repeatedly,  from  a  pixel  pair  within  the  same  frame  (but  not  along 
the  same  row  or  column),  and  from  a  pixel  pair  along  the  same  row,  respec¬ 
tively.  (See  the  text  for  details).  Lines  connecting  the  data  points  (in  this  and 
subsequent  figures)  are  provided  merely  for  clarity.  Superimposed  are  cal¬ 
culations  of  the  TFT  thermal  noise,  the  photodiode  shot  noise,  and  the 
digitization  noise,  all  of  which  are  found  to  be  small  in  comparison  to  the 
total  measured  noise. 


r(iiokVp)=(18-3±1.0)Xl06e/mR;  r(120kVg)  =  (18-3±0.7) 
X  106 e/mR;  snd T ^ [ 3 q ^vp) ~(18.4i0.6)X  10  c/mR.  The  in- 
crease  in  T  with  kVp  is  well  explained  by  a  cascaded  linear 
systems  model  that  describes  the  tradeoffs  in  phosphor  quan¬ 
tum  detection  efficiency  and  optical  gain  as  a  function  of 

32-34 

x-ray  energy.  J 

The  dependence  of  signal  size  upon  the  intensity  of  inci¬ 
dent  radiation  (the  so-called  “reciprocity”  of  the  signal)  was 
investigated  by  measuring  T  as  a  function  of  exposure  rate.  It 
is  a  well-known  effect  with  screen-film  systems  that  the  op¬ 
tical  density  can  depend  upon  the  particular  combination  of 
exposure  rate  and  exposure  time;  however,  such  a  phenom¬ 
enon  has  been  investigated  little  for  FPIs.49  As  shown  in  Fig. 
6(c),  over  the  range  of  exposure  rates  examined,  no  depen¬ 
dence  of  T  on  exposure  rate  was  observed;  therefore,  for  a 
given  exposure,  the  FPI  signal  is  independent  of  the  expo¬ 
sure  rate. 

B.  Impulse  response  characteristics:  Image  lag 

Image  lag  was  investigated  in  terms  of:  (1)  its  dependence 
upon  frame  time  and  signal  size;  (2)  its  temporal-frequency 
transfer  function;  (3)  its  spatial  uniformity  across  the  FPI; 
and  (4)  the  visual  impression  of  image  lag  in  successive  ra¬ 
diographs  of  moving  objects. 

f .  Image  lag:  Impulse  response  functions 

It  is  reasonable  to  consider  whether  the  amount  of  re¬ 
sidual  signal  (in  frame  n)  following  an  exposure  depends 
primarily  upon  n  or  upon  elapsed  time.  That  is,  is  it  the 


Fig.  5.  Spatial  uniformity  of  the  pixel  dark  noise.  Each  image  shows  the 
individual  pixel  noise,  o-lpix ,  as  a  function  of  spatial  position  across  the  FPL 
The  grayscale  was  independently  adjusted  in  each  plot  to  maximize  contrast. 
Histograms  for  each  plot  give  some  quantification  of  the  spatial  uniformity 
of  pixel  dark  noise:  at  ^Vrame  0.2  s,  the  mean  (mode)  value  of  the  noise  is 
12  900  (13  000  e)  with  a  standard  deviation  of  2160  e,  at  Tfom<i=  L6  s,  the 
mean  (mode)  value  of  the  noise  is  16  500  e  (16  100  e)  with  a  standard 
deviation  of  3240  e,  for  Tframe= 6.4  s,  the  mean  (mode)  value  of  the  noise  is 
22  100  e  (21  800  e)  with  a  standard  deviation  of  3960  e,  finally,  for  Tfame 
=  25.6  s,  the  mean  (mode)  value  of  the  noise  is  22  300  e  (21  500  e)  with  a 
standard  deviation  of  5340  e.  These  results  are  consistent  with  the  measure¬ 
ments  plotted  in  Fig.  4. 
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Fig.  6.  Radiation  response  characteristics  of  the  FPI.  (a)  Mean  signal  size  as 
a  function  of  exposure  to  the  detector  across  the  sensitive  range  of  the  FPL 
(b)  Slope  of  the  signal  response  curve,  i.e.,  gain,  across  the  sensitive  range 
of  the  detector,  (c)  The  dependence  of  the  system  gain,  T,  upon  exposure 
rate,  measured  from  —15  to  —900  mR/s  (a  factor  of  60  in  intensity).  All 
values  of  exposure  and  exposure  rate  reported  herein  were  measured  at  the 
surface  of  the  FPL 


number  of  reads,  n,  or  the  amount  of  time,  t,  that  primarily 
determines  the  magnitude  of  residual  signal  in  subsequent 
frames'!  To  answer  this  question,  IRFs  were  analyzed  both  as 
a  function  of  n  and  elapsed  time.  Figure  7(a)  shows  six  IRFs 
plotted  as  a  function  of  the  number  of  reads,  and  it  is  seen 


that  the  IRFs  are  nearly  identical  for  all  settings  of  Tf^c. 
This  strongly  suggests  that  the  nth  frame  lag  (at  least  for  1 
^n^20  and  across  a  factor  of  32  in  frame  time)  is  depen¬ 
dent  primarily  upon  the  number  of  reads,  rather  than  the  time 
since  the  exposure.  The  results  plotted  in  the  time  domain 
[Fig.  7(b)]  suggest  the  same  conclusion,  where  each  IRF  is 
seen  to  separate,  with  Lag|„=  |  — (2.8±0.7)%,  Lag|w=2 
—  (0.74±0.06)%,  and  so  on  across  all  settings  of  frame 
time.  The  degree  of  dependence  upon  frame  time  is  small  in 
comparison  to  that  upon  frame  number,  but  is  evident  none¬ 
theless,  as  seen  in  the  dashed  lines  connecting  the  data  points 
in  Fig.  7(b)  and  in  the  plot  of  Fig.  7(c).  Still,  the  fractional 
signal  level  is  determined  primarily  by  the  number  of  reads. 
This  point  is  reiterated  in  the  plot  of  Fig.  7(c),  which  shows 
the  nth-frame  lag  as  a  function  of  ffame.  For  Lag|rt==1  there  is 
a  measurable  increase  in  image  lag  with  increasing  frame 
time,  ranging  from  (2.01  ±0.67)%  at  rfrarae=200ms  to 
(3.78±0.28)%  at  Tfnme=i6A s.  This  is  consistent  with  the 
common  notion  that,  for  an  amorphous  semiconductor  with  a 
high  density  of  deep  trapping  states,  the  longer  one  waits,  the 
more  charge  is  released  from  traps.  The  effect  is  clearly 
dominated  by  the  number  of  reads,  however  (i.e.,  by  the 
number  of  times  that  the  pixel  is  reinitialized),  and  within 
experimental  error  the  Lag|„  curves  for  n>  1  are  flat. 

A  valid  interpretation  of  these  results  (e.g.,  in  the  context 
of  CBCT)  is  that  for  a  given  time  interval  between  succes¬ 
sive  projections  (e.g.,  1-10  s),  it  may  be  advantageous  to 
scan  the  FPI  at  maximum  frame  rate  in  order  to  “flush”  the 
lag  signal  between  projections.  For  example,  if  the  nominal 
T fame  f°r  image  acquisition  is  1.6  s,  and  the  interval  between 
successive  projections  is  3.2  s,  then  the  amount  of  residual 
signal  could  be  reduced  from  Lag|„=2  ( — 0-7%)  to  Lag|M==16 
(negligible)  by  switching  temporarily  to  rftame=200ms  be¬ 
tween  projections.  Alternatively,  the  FPI  could  be  operated 
continuously  at  high  frame  rate,  allowing  residual  signal  to 
be  “flushed”  between  projections.  Exploration  of  such  lag 
suppression  procedures  and  determination  of  their  effects 
upon  CBCT  reconstructions  are  the  subject  of  ongoing  inves¬ 
tigation. 

The  dependence  of  image  lag  on  signal  size  was  exam¬ 
ined  by  measuring  IRFs  as  a  function  of  exposure  to  the 
detector  across  the  latitude  of  the  FPI  (at  7Tframe=3.2  s).  As 
shown  in  Fig.  8,  Lag|„  increases  significantly  as  a  function  of 
signal  size.  For  example,  the  first-frame  lag  at  exposures  of 
10%,  25%,  50%,  and  75%  saturation  is  -3%,  3.6%,  5.2%, 
and  9%,  respectively,  and  Lag|n  for  higher  n  exhibit  a  similar 
trend.  Figure  8(b)  plots  the  nth-frame  lag  versus  exposure. 
Lag|n=j  is  as  low  as  —2.5%  (at  5%  saturation)  and  as  high 
as  —13.5%  (at  90%  saturation),  a  factor  of  5.4  across  the 
latitude  of  the  detector. 

One  implication  of  the  exposure  dependence  of  the  lag 
concerns  implementation  of  image  lag  correction  algorithms 
that  have  been  proposed  for  CBCT  to  reduce  the  effect  of  lag 
on  tomographic  reconstructions.  One  possible  means  by 
which  such  algorithms  could  reduce  the  effect  of  lag  in  suc¬ 
cessive  projections  is  to  correct  the  ith  projection  by  sub¬ 
tracting  the  (i—  l)th  projection  weighted  by  Lag|w=1  [and 
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Frame  Number  (n) 


Frame  Time  (s) 

Fig.  7.  Dependence  of  image  lag  upon  frame  time  and  number  of  readout 
cycles,  (a)  IRFs  plotted  as  a  function  of  readout  cycle  for  six  settings  of 
77ramc .  (b)  The  same  IRFs  plotted  as  a  function  of  time.  The  dashed  lines 
join  values  measured  at  various  settings  of  .  (c)  Plot  of  the  nth-frame 
lag  vs  frame  time.  These  illustrate  that  the  residual  signal  level  depends 
primarily  upon  frame  number,  although  there  is  a  measurable  dependence 
upon  time  for  Lag|n=1  (increasing  from  2.0%  to  3.7%  across  a  factor  of  32 
in  frame  time).  Within  experimental  error,  the  curves  for  higher-order  lag 
are  nearly  flat,  with  values  of  Lag| „=2~ 0.74% ,  Lag| „ * 3 — 0.42% ,  Lag| „ = 4 
~0.29%,  and  Lag|n=i0~0.09%,  for  example. 


Frame  Number  (n) 


0  20  40  60  80  100 
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Fig.  8.  Dependence  of  image  lag  upon  exposure  to  the  detector,  (a)  IRFs 
measured  at  exposures  corresponding  to  10%,  25%,  50%,  and  75%  of  the 
saturation  signal.  In  all  cases,  the  saturation  exposure  was  taken  to  be  10 
mR.  (b)  Plot  of  the  nth  frame  lag  vs  exposure  to  the  detector,  expressed  as 
a  percent  of  the  saturation  exposure.  For  all  /j(l  10),  the  image  lag 
increases  by  a  factor  of  ~5  over  the  latitude  of  the  detector  (from  5%  to 
90%  saturation). 

the  (i  -  2)th  projection  by  Lag|n=2  and  so  on]-  The  results  of 
Fig.  8(b),  however,  suggest  that  a  single  value  of  Lag|w  =  1 , 
Lag| etc.,  may  be  insufficient  for  such  corrections; 
rather,  an  algorithm  may  provide  better  results  if  the  ith  pro¬ 
jection  is  corrected  by  subtracting  the  (i— l)th  projection 
weighted  by  the  values  of  Lag|n==l  appropriate  to  the  expo¬ 
sure  to  each  pixel  in  the  ( /  —  1 )  th  exposure  [which  may  be 
obtained  from  the  pixel  value  in  the  (/—  l)th  exposure].  The 
performance  of  such  correction  algorithms,  the  benefits  of 
including  exposure  dependence  in  corrections,  and  investiga¬ 
tion  of  the  optimal  number  of  recursive  subtractions  is  the 
subject  of  future  work. 

2.  Image  lag:  Temporal-frequency-dependent 
transfer  functions,  T\ag(o)) 

The  temporal-frequency-dependent  transfer  function  was 
determined  by  Fourier  transform  of  the  IRFs  measured  as  a 
function  of  exposure.  From  the  IRFs  plotted  in  Fig.  9(a) 
(obtained  at  s),  the  temporal  transfer  functions, 
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Fig.  9.  Temporal -frequency  characteristics  of  the  image  lag.  (a)  IRFs  ac¬ 
quired  at  exposures  corresponding  to  5%-100%  of  signal  saturation.  Each 
IRF  consists  of  50  samples  following  the  radiographic  exposure  and  exhibits 
exposure-dependence  consistent  with  the  results  of  Fig.  8.  (b)  Temporal 
transfer  functions,  T|ag(o>),  derived  from  the  normalized  IRFs  by  Fourier 
transform,  (c)  Temporal  transfer  functions  (at  50%  saturation)  of  the  various 
system  components  contributing  to  image  lag.  The  solid  curves  correspond 
to  the  transfer  functions  of  the  x-ray  source  (rxray),  the  x-ray  converter 
( T gos) >  and  charge  transfer  between  the  sensor  and  the  amplifier  (Tamp);  the 
dashed  curve  corresponds  to  the  effect  of  trapping  and  release  in  the  sensor 
(Ta. Sj),  derived  from  the  other  transfer  functions. 


Flag O),  were  derived  and  plotted  in  Fig.  9(b).  The  temporal- 
frequency  domain  can  be  expressed  either  in  terms  of  cycles 
per  frame  (with  units  of  frame”1  and  Nyquist  frequency, 
o>Nyq= 0.5  frame""1)  or  cycles  per  second  (with  units  of  s”1 
and  wNyq=  l/2rframe).  However,  since  the  image  lag  depends 
primarily  upon  frame  number  rather  than  time  (Fig.  7),  the 
former  choice  for  the  frequency  domain  is  employed.  For 
exposures  less  than  —50%  of  saturation,  T^co)  is  greater 
than  —85%  out  to  the  Nyquist  frequency.  At  higher  expo¬ 
sures  the  transfer  function  degrades  (e.g.,  as  low  as  —55% 
near  the  Nyquist  frequency  for  signal  near  saturation).  As 
exposure  increases,  the  degradation  in  rlag(u>)  at  all  temporal 
frequencies  suggests  that  the  exposure  dependence  of  Lag] „ 
is  similar  for  all  n  (at  least  for  l^w^SO),  consistent  with 
Fig.  8(b).  Even  at  the  lowest  frequency  measured  (to 
=  0.02  frame” 1 ,  corresponding  to  n  =  50),  there  is  slight  deg¬ 
radation  in  rlag(co),  suggesting  slight  signal  retention  out  to 
the  50th  frame  (160  s).  Accurate  IRF  measurements  over 
longer  time  scales  are  complicated  by  drift  in  the  pixel  dark 
signal;  therefore,  signal  retention  over  extended  time  scales 
[corresponding  to  a  low-frequency  drop  in  rlag(fc>)]  is  inves¬ 
tigated  in  terms  of  “ghosts”  (discussed  below). 

Analysis  of  the  temporal  transfer  function,  rlag(o>),  al¬ 
lows  a  “systems”  view  of  the  FPI  components  contributing 
to  image  lag.  In  the  temporal  domain  [or  the  frame  number 
domain-Fig.  9(a)]  the  total,  measured  IRF  is  given  by  con¬ 
volution  of  the  IRFs  of  the  individual  components;  in  the 
temporal-frequency  domain  [Fig.  9(b)]  7]ag(a))  is  given  by 
multiplication  of  the  transfer  functions  of  each  component. 
At  least  four  temporal  components  can  be  identified:  (1)  tem¬ 
poral  decay  in  the  incident  x-ray  fluence;  (2)  decay  and  af¬ 
terglow  in  the  converting  medium;  (3)  charge  trapping  and 
release  in  the  sensor  elements;  and  (4)  signal  transfer  be¬ 
tween  the  sensor  elements  and  the  readout  electronics.  This 
is  illustrated  in  Fig.  9(c),  which  plots  Tiag(^)  in  comparison 
to  the  transfer  functions  of  these  four  components:  Tx  ray , 
?gos>  r..8i>  and  7^,  respectively.  rxray  was  derived  from 
the  measured  x-ray  radiation  wave  form  (obtained  using  the 
PMX-III  multimeter  and  an  oscilloscope).  Given  the  syn¬ 
chronization  between  the  radiographic  x-ray  pulse  and  im¬ 
ager  readout,  the  integrated  intensity  of  the  x-ray  source  was 
essentially  a  delta  function  in  the  frame  number  domain; 
hence,  Fxray  is  unity.  TG0S  was  estimated  based  upon  the 
phosphor  decay  measurements  of  Shepherd  et  alAX  and 
Mainprize  and  Yaffe  43,44  Two  components  of  phosphor  af¬ 
terglow  were  assumed  in  the  estimation:  decay  (at  a  level  of 
0.01%  for  «  =  1)  and  afterglow  (at  a  level  of  0.0001%  for 
2).  Again,  for  the  integration  times  achievable  with  the 
FPI,  the  IRF  was  nearly  a  delta  function  in  the  frame  number 
domain;  hence  TG0S  is  near  unity.  Signal  retention  due  to 
incomplete  charge  transfer  between  the  sensor  and  the  exter¬ 
nal  electronics  was  conservatively  estimated  at  a  level  of  1% 
for  all  n;  hence,  7\mp  is  greater  than  98%  out  to  o>Nyq.  Fi¬ 
nally,  the  component  corresponding  to  trapping  and  release 
of  charge,  Ta.si,  was  obtained  by  dividing  the  measured 
^iag(w)  by  the  product  of  rxray,  TqoS,  and  Tamp.  The  result 
is  that  the  total  image  lag  for  the  FPI  is  strongly  dominated 
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Fig.  10.  Spatial  uniformity  of  the  (first-frame)  image  lag.  The  image  shows 
Lag|n=i  for  all  512X512 pixels  plotted  as  a  function  of  spatial  position 
across  the  FPI  (for  an  exposure  of  ~2  mR  and  a  Tfnme  setting  of  3.2  s).  The 
grayscale  was  adjusted  to  maximize  the  displayed  contrast,  and  a  histogram 
of  lag  values  is  superimposed. 

by  the  effect  of  charge  trapping  and  release  in  the  a-Si:H 
sensor  elements. 

3 .  Image  lag:  Spatial  uniformity 

The  spatial  uniformity  of  the  image  lag  was  measured  by 
acquiring  IRFs  for  all  pixels  on  the  array.  As  shown  in  Fig. 
10,  the  image  lag  is  uniform  to  within  —  1%  (ranging  from 
—2.5%  to  3.5%)  across  most  of  the  FPI,  although  there  is 
evidence  of  increased  lag  (by  a  factor  of  2-3)  in  several 
regions  (corresponding  to  the  regions  of  anomalous  pixel 
dark  noise  in  Fig.  5).  The  cause  for  this  variation  in  Lag|w=  { 
is  likely  the  result  of  nonuniform  processing/quality  of 
a-Si:H  in  the  array.  Its  presence  suggests,  among  other 
things,  that  lag  correction  algorithms  for  CBCT  (mentioned 
above)  should  consider  not  only  the  magnitude  of  Lag|„  and 
its  dependence  upon  exposure,  but  also  the  (stationary)  spa¬ 
tial  dependence  of  Lag|„  across  the  FPI.  That  is,  Lag|„  de¬ 
pends  upon  n  [Fig.  7(a)],  exposure  [Fig.  8(b)],  and  to  some 
extent  upon  position  (Fig.  10). 

4.  Image  lag:  Visual  impression  in  successive 
projections 

Finally,  the  visual  impression  resulting  from  image  lag 
between  successive  radiographs  was  examined  by  acquiring 
images  of  moving  objects,  including  a  linear  array  of  Pb  BBs 
and  an  angled  Bi-Pb  edge.  The  image  in  Fig.  11(a)  clearly 
shows  the  position  of  the  BBs  at  the  time  of  the  exposure 
(labeled  “0”);  however,  image  lag  (at  a  level  of  Lag|„=1 
—  3.3%)  results  in  the  presence  of  a  clearly  visible  artifact 
from  the  previous  exposure  (labeled  “1”).  Artifacts  from  the 
image  obtained  two  frames  prior  (at  a  level  of  L&g\n^2 


Fig.  11.  Visual  impression  of  image  lag  in  successive  radiographs,  (a)  A 
portion  of  a  single  image  from  a  series  of  radiographs  acquired  (with  an 
exposure  of  ~2  mR/frame  and  a  frame  time  of  6.4  s)  as  a  line  of  BBs  was 
translated  across  the  FOV,  from  left  to  right  as  indicated  by  the  arrow,  (b) 
and  (c)  Images  from  a  series  of  successive  radiographs  during  which  the 
edge  of  a  Bi-Pb  alloy  slab  was  translated  into  [to  the  left  (b)]  and  out  of  [to 
the  right  (c)]  the  detector  FOV.  The  relative  signal  along  a  row  in  the  center 
of  the  image  is  illustrated  in  the  signal  profiles  superimposed  in  (b)  and  (c). 


—  0.74%)  are  barely  visible  (labeled  “2”),  and  artifacts  from 
previous  frames  are  imperceptible.  Presumably,  the  visibility 
of  such  artifacts  increases  for  higher  exposures  and  for  larger 
objects. 

Figures  11(b)  and  11(c)  show  images  of  a  Bi-Pb  alloy 
slab  moving  into  (b)  and  out  of  (c)  the  FOV.  The  image  in 
Fig.  11(b)  exhibits  step  artifacts  from  not  only  the  previous 
frame  (labeled  “1”)  but  from  the  previous  three  or  four 
frames  as  well  (or  more,  depending  upon  the  choice  of  gray¬ 
scale  window).  In  Fig.  1 1(c),  step  artifacts  from  the  previous 
two  or  three  images  are  discernible.  The  fact  that  fewer  step 
artifacts  are  discernible  in  the  case  of  Fig.  11(c)  than  in  Fig. 
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Fig.  12.  A  ghost  in  the  machine.  Images  (of  a  2  cm  hole  in  a  Pb  slab)  acquired  at  times  0,  1,  5,  10,  30,  and  60  min  following  an  exposure  (at  —10  mR)  are 
shown  for  continuous  FPI  operation  at  frame  times  of  0.2,  1.6,  6.4,  and  25.6  s.  Each  image  represents  a  small  region  (120X  120  pixels)  in  the  lower  left  of 
the  FPI.  All  images  at  />0  were  obtained  without  x-ray  irradiation  (i.e.,  in  the  dark).  In  the  upper  left  of  each  image,  the  number  of  frames  read  following 
the  exposure  is  indicated.  In  the  lower-left  of  each  image,  the  contrast  of  the  hole  is  expressed  in  terms  of  the  exposure  that  would  produce  an  equivalent 
difference  in  signal  level  (expressed  in  units  of  jjlR  and  denoted  MR*qujv)- 


1 1  (b)  points  out  an  interesting  consideration  concerning  the 
effect  of  image  lag  on  clinical  images:  The  visibility  of  lag 
artifacts  is  greater  in  regions  of  lower  signal;  and,  the  appear¬ 
ance  of  such  artifacts  is  reduced  in  regions  of  high  signal. 
This  is  due  to  at  least  two  effects:  (1)  the  contribution  of  lag 
signal  relative  to  the  signal  generated  on  the  current  frame  is 
large  (small)  in  regions  of  low  (high)  exposure;  and  (2)  the 
electric  field  across  the  photodiode  is  higher  for  regions  of 
low  signal,  resulting  in  greater  extraction  of  trapped  charge 
from  previous  frames.  This  difference  also  points  out  an  im¬ 
portant  caveat  in  interpreting  lag  results  measured  using  vari¬ 
ous  IRF,  SRF,  and  moving  object  techniques  (as  in  Table  I): 
The  case  of  Fig.  11(b)  is  analogous  to  a  falling-edge  SRF 
measurement,  whereas  that  of  Fig.  1 1  (c)  is  analogous  to  a 
rising-edge  SRF  measurement;  a  moving  slit  would  be  analo¬ 
gous  to  an  IRF  measurement.  The  implications  of  these  re¬ 
sults  for  applications  involving  high-contrast  moving  edges 
are  obvious.  For  example,  on-line  verification  imaging  in 
radiotherapy  regimens  employing  dynamic  collimation  (e.g., 
dynamic  multileaf  collimation)  may  exhibit  such  artifacts  at 
field  edges,  which  are  often  the  regions  of  interest  for  portal 
localization. 

C.  Ghosts 

The  long-term  persistence  of  “ghost”  images  was  inves¬ 
tigated  by  acquiring  images  of  a  hole  drilled  in  a  Pb  slab  as 


a  function  of  time  following  exposure.  At  time  *=0,  an  ex¬ 
posure  was  made,  and  images  were  acquired  continuously 
for  up  to  1  h  at  various  settings  of  Figure  12  shows 

example  images  that  demonstrate  the  “ghosting”  effect 
(120X  120  pixel  region  in  the  lower  left-hand  side  of  the 
FPI).  For  rframe=200ms,  the  ghost  image  is  barely  percep¬ 
tible  at  t  =  1  min,  and  it  is  imperceptible  at  t  =  5  min.  At 
higher  settings  of  the  ghost  image  persists  longer.  For 

example,  at  7’frame=:25.6  s,  the  ghost  image  is  clearly  visible 
at  *=30  min  and  barely  visible  at  *  =  60  min.  Typically,  the 
ghost  image  becomes  imperceptible  at  a  contrast  equivalent 
to  ~2  jjR  (within  the  hole),  corresponding  to  a  signal  differ¬ 
ence  of  —  (18Xl06e/mR)X(0.002mR)~36000e  (which  is 
~2-3  times  the  pixel  dark  noise). 

At  first  glance,  one  might  conclude  that  the  contrast  of  the 
ghost  is  simply  a  function  of  the  number  of  frames  [such  as 
demonstrated  for  image  lag  in  Fig.  7(a)]  and  that  by  reading 
out  many  frames,  the  ghost  is  made  imperceptible;  however, 
that  is  not  entirely  the  case.  For  example,  considering  the 
image  at  (*  =  30  min,  7frame=25.6  s),  the  contrast  corre¬ 
sponds  to  4.5  /^Requiv  after  —71  readout  cycles;  on  the  other 
hand,  the  image  at  (*=10 min;  Tftame=6.4s)  exhibits 
6.6/iRequiv  following  —94  about  readout  cycles.  Therefore, 
the  contrast  is  greater  in  the  latter  case  despite  a  greater 
number  of  reads.  This  implies  a  mechanism  for  ghosting  that 
depends  not  upon  the  number  of  readout  cycles,  but  upon 
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Fig.  13.  Long-term  persistence  (“ghosting”)  of  the  image  of  a  hole  in  a  Pb 
slab.  The  local  contrast  of  the  hole  is  plotted  vs  time  for  Tframe  settings  of 
0.2,  1.6,  6.4,  and  25.6  s  for  exposures  of  —2,  5,  10,  and  30  mR  [(a),  (b),  (c), 
and  (d),  respectively].  Typically,  the  ghost  image  of  the  hole  is  impercep¬ 
tible  at  local  contrast  values  of  —0.01-0.02. 


time.  To  illustrate  this  point  further,  consider  the  three  im¬ 
ages  at  [(f  =  60  min;  7^=25.6  8),  (f=30min; 

=  6.4s),  and  ( t=  10 min;  7^^-  1.6  s)].  For  these  three  im¬ 
ages,  the  number  of  readouts  is  141,  282,  and  375,  respec¬ 
tively;  however,  the  contrast  corresponds  to  1.2,  2.2,  and 
2.7  fi Requiv,  respectively,  which  follows  a  trend  contradictory 
to  a  frame-dependent  ghosting  mechanism.  Rather,  it 
strongly  suggests  a  long-term  mechanism  that  depends  not 
upon  the  number  of  reads,  but  upon  the  amount  of  time  fol¬ 


lowing  the  initial  x-ray  exposure.  This  mechanism  is  quite 
distinct  from  that  governing  image  lag  (which  was  shown  to 
depend  primarily  on  the  number  of  reads  over  the  first 
—  10-20  frames  following  exposure). 

Figure  1 3  shows  plots  of  the  local  contrast  computed  from 
ghost  images  of  the  hole  at  various  exposures  and  7’frame 
versus  time  following  the  x-ray  exposure.  At  the  lowest  ex¬ 
posure  [2  mR,  as  in  Fig.  13(a)],  ghosting  appears  negligible, 
and  the  level  of  contrast  exhibited  in  the  first  minute  follow¬ 
ing  the  exposure  is  consistent  simply  with  the  image  lag.  At 
higher  exposures,  however,  and  especially  beyond  sensor 
saturation,  the  contrast  of  ghost  images  at  t>  1  min  is  large 
for  high  settings  of  Furthermore,  it  should  be  noted 

that  at  a  given  time  following  the  exposure  (say,  t-  10  min), 
the  ghost  image  may  be  imperceptible  at  low  Jframe »  but  if 
the  imager  is  switched  to  large  7^^,  the  ghost  is  readily 
apparent.  For  example,  an  experiment  was  performed  in 
which  an  image  of  the  hole  was  formed  at  10  mR  and  with 
7’frame=200ms.  Following  the  exposure,  the  FPI  was  cycled 
continuously  in  the  dark  at  this  same  frame  rate,  and  the 
ghost  was  imperceptible  following  —1  min,  as  suggested  by 
the  lowest  curve  in  Fig.  13(c).  At  r=30min,  however,  the 
FPI  was  switched  to  7^^=  25.6  s,  and  the  ghost  image  was 
readily  apparent.  Switching  back  to  Tframe=200ms  caused 
the  ghost  to  vanish,  and  switching  back  to  7Tframe- 25.6  s 
caused  it  to  reappear  in  the  image.  Obviously,  this  behavior 
suggests  a  low  intensity  source  of  the  ghost  signal,  i.e.,  one 
that  produces  a  small  amount  of  signal  electrons  per  unit 
time  (compared  to  the  pixel  dark  noise,  and  independent  of 
TftameX  so  that  the  integrated  ghost  signal  is  only  appreciable 
at  long  integration  times.  Specifically,  from  the  levels  of  con¬ 
trast  exhibited  in  Fig.  12,  a  signal  source  the  intensity  of 
which  decays  over  time  is  suggested,  with  equivalent  expo¬ 
sures  rates  of  ~14,  ~2.5,  1.0,  and  0.3  ^R^v/s  (i.e.,  252, 
45,  18,  and  5.4 X  103  e/s)  at  f=  1,  5,  10,  and  30  min,  respec¬ 
tively.  At  least  two  such  sources  of  ghosting  may  be  hypoth¬ 
esized:  (1)  low  intensity  afterglow  from  the  Gd202S:Tb 
phosphor;  and  (2)  very  slow  release  of  charge  from  deep 
trapping  states  in  the  a-Si:H  sensor.  In  light  of  the  phosphor 
persistence  data  of  Shepherd  et  al.4]  and  Mainprize  et  alA3,AA 
it  is  difficult  to  justify  the  former  explanation.  Considering 
the  capacitance  and  broad  spectrum  of  time  constants46  cor¬ 
responding  to  trapping  states  in  a-Si:H,  the  latter  explana¬ 
tion  may  be  more  likely. 

Finally,  two  methods  of  reducing  the  apparent  contrast  of 
ghost  images  were  examined.  The  first  involved  rapid  scan¬ 
ning  of  the  FPI  at  maximum  frame  rate  following  the  expo¬ 
sure  (in  an  attempt  to  “flush  out”  the  ghost  image,  a  tech¬ 
nique  which  might  seem  viable  in  the  context  of  the  image 
lag  data,  described  in  Sec.  HID).  As  shown  in  Fig.  14(a), 
however,  this  approach  proved  ineffective  at  reducing  the 
local  contrast  of  the  ghost  image  below  that  measured  with¬ 
out  rapid  scanning.  These  results  are  consistent  with  the  find¬ 
ings  above — namely,  that  the  long-term  ghosting  effect  de¬ 
pends  primarily  upon  elapsed  time  and  not  upon  the  number 
of  readout  cycles. 

A  second  method  was  examined  in  which  flood-field  ex¬ 
posures  were  made  at  times  following  the  original  exposure 
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Fig.  14.  Ghost-busters?  Local  contrast  of  the  image  of  a  hole  (as  in  Figs.  12 
and  13)  is  plotted  vs  time  following  the  exposure  [solid  curves  in  both  (a) 
and  (b)].  In  each  case  a  fairly  strong  ghost  image  was  induced  by  delivering 
a  high  exposure  (~30  mR;  nominal  Tfamc=  6.4  s),  and  the  local  contrast  was 
monitored  for  1  h.  In  (a),  the  measurement  was  repeated,  except  that  at  time 
f=30  s,  the  FPI  was  switched  to  its  fastest  frame  rate  for  600  frames  (—2 
min),  indicated  by  the  bracketed  region  of  the  graph  labeled  “Rapid  Scan.” 
The  imager  was  then  switched  back  to  the  nominal  frame  time,  and  the  local 
contrast  was  recorded,  as  shown  by  the  open  circles  plotted  at  f~3  min.  The 
FPI  was  switched  again  to  its  highest  frame  rate  (for  1500  frames,  or  5  min), 
shown  by  the  second  “Rapid-Scan”  region  of  the  graph.  In  (b)  flood-field 
exposures  (10  mR  each)  were  delivered  at  *=30s  and  t= 3  min,  and  the 
local  contrast  of  the  ghost  image  was  recorded  continuously  (with  7frdme 
held  constant  at  6.4  s).  Neither  technique  represents  an  ideal  means  of  elimi¬ 
nating  ghost  images:  method  (a)  is  ineffective,  and  method  (b)  is  impracti¬ 
cal. 


(in  an  attempt  to  “wash  out”  the  ghost  image).  The  results 
are  shown  in  Fig.  14(b).  Delivery  of  the  first  flood  field  was 
found  to  significantly  reduce  the  local  contrast  of  the  ghost, 
from  —0.6  to  —0.2.  The  subsequent  flood  field  at  t—  3  min 
had  a  similar  effect.  These  results  suggest  that  flood-field 
exposures  succeed  to  some  extent  in  “washing  out”  the 
ghost  image;  however,  this  is  likely  accomplished  by  induc¬ 
ing  a  source  of  low  intensity  signal  (i.e.,  a  ghost)  uniformly 
across  the  FPI.  Thus,  reduction  of  the  ghost  image  might 
come  at  the  cost  of  increased  “dark”  signal.  The  effect  of 
this  procedure  upon  image  quality  in  subsequent  images  is 
beyond  the  scope  of  this  investigation.  Furthermore,  the 
practice  of  delivering  a  flood-field  exposure  between  radio¬ 
graphs  may  not  be  clinically  practical.  The  same  effect  might 
be  achieved,  however,  through  incorporation  of  an  optical 
reset  mechanism  (such  as  that  employed  in  FPIs  utilizing  a 
single-diode  switch18)  to  provide  an  optical  flood  field.  Such 
a  mechanism  might  not  only  aid  in  the  reduction  of  ghost 


artifacts,  but  might  also  reduce  image  lag  in  general  by  keep¬ 
ing  deep  and  shallow  trapping  states  full,  so  that  charge  gen¬ 
erated  from  the  x-ray  exposure  has  a  lower  probability  of 
being  trapped. 


IV.  SUMMARY  AND  CONCLUSIONS 

The  prototype  flat-panel  imager  under  investigation  for 
CBCT  was  characterized  in  terms  of  its  pixel  dark  signal  and 
noise,  radiation  response,  image  lag,  and  ghosting  effects. 
For  most  pixels  on  the  array,  pixel  dark  signal  is  stable 
within  —  5-10  fC  following  a  2  h  warm-up  period.  A  number 
of  regions,  however,  exhibit  increased  dark  signal  drift 
which  does  not  stabilize  even  after  —2  h.  The  pixel  dark 
noise  is  typically  —13  100  e  and  is  dominated  by  the  noise  of 
the  amplifier  and  readout  electronics.  The  radiation  response 
of  the  FPI  provides  a  system  gain  of  — 18  X  106  e/mR/pixel 
(at  120  kVp),  saturates  at  an  exposure  of  —10  mR  (limited 
by  the  charge  capacity  of  the  amplifier  electronics),  is  linear 
within  —5%  across  50%  of  the  FPI  latitude,  and  is  indepen¬ 
dent  of  exposure  rate.  The  reproducibility  of  the  results  was 
tested  by  repeating  measurements  of  dark  pixel  noise  (versus 
frame  time)  and  image  lag  (versus  frame  time  and  exposure 
level)  approximately  four  months  after  the  measurements  re¬ 
ported  herein,  and  excellent  agreement  (well  within  statisti¬ 
cal  error)  was  achieved  in  all  cases. 

The  image  lag  characteristics  were  quantified  through 
measurements  of  pixel  IRFs.  First,  second,  and  third-frame 
lag  is  —2.8%,  —0.7%,  and  —0.4%  (at  exposures  correspond¬ 
ing  to  —20%  saturation),  and  tenth-frame  lag  is  —0.1%.  Im¬ 
age  lag  was  found  to  increase  significantly  with  exposure  and 
to  depend  primarily  upon  the  number  of  reads,  rather  than 
the  amount  of  time  between  successive  frames.  Lag  is  largely 
uniform  across  the  FPI;  however,  a  number  of  anomalous 
regions  exhibit  first-frame  lag  —2-5  times  higher  than  “nor¬ 
mal”  pixels.  The  visual  impact  of  image  lag  is  such  that 
artifacts  of  high-contrast,  moving  objects  are  clearly  visible 
in  successive  frames,  depending  upon  exposure.  This  sug¬ 
gests  that,  in  the  context  of  the  CBCT  application,  strategies 
to  minimize  or  account  for  such  artifacts  should  be  adopted. 
Such  strategies  include:  (1)  “flushing”  the  lag  signal  by 
reading  several  (e.g.,  —1-10)  frames  between  successive 
projections;  and  (2)  implementation  of  a  correction  algorithm 
to  subtract  the  lag  signal  from  each  projection.  The  first  strat¬ 
egy  is  likely  the  easier  to  implement  and  possibly  the  more 
effective,  although  it  may  slow  CBCT  acquisition.  By 
switching  to  the  highest  frame  rate  between  projections,  for 
example,  10  frames  could  be  “flushed”  within  2  s.  Alterna¬ 
tively,  a  special  readout  mode  (not  currently  implemented) 
could  be  utilized  in  which  all  rows  of  the  FPI  are  activated 
simultaneously.  Of  course,  such  a  mode  provides  no  imaging 
information,  but  it  could  allow  very  fast  “flushing”  between 
CBCT  projections.  The  latter  strategy  (a  correction  algo¬ 
rithm)  necessarily  introduces  noise  in  corrected  images  and 
should  account  for  the  magnitude,  exposure  dependence,  and 
spatial  nonuniformity  of  the  image  lag.  Each  strategy  in  flat- 
panel  CBCT  is  the  subject  of  future  work. 
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Measurements  of  the  spatial  uniformity  of  pixel  dark  sig¬ 
nal,  dark  signal  drift,  pixel  dark  noise,  and  image  lag  not 
only  demonstrate  the  degree  of  uniformity  attained  by  a  state 
of  the  art,  commercially  available  FPI,  but  also  provide  in¬ 
sight  into  the  physical  mechanisms  responsible  for  such  phe¬ 
nomena.  Nonuniformity  in  these  phenomena  exhibited  strong 
spatial  correlation,  and  typically  occurred  about  numerous, 
irregularly  shaped  regions  and/or  in  two  comers  of  the  FPI. 
The  periphery  of  the  irregularly  shaped  regions  exhibited 
elevated  dark  signal  and  dark  signal  drift  (Fig.  3),  whereas 
the  interior  of  such  regions,  in  addition  to  the  comer  regions, 
exhibited  elevated  pixel  dark  noise  (at  extended  frame  time; 
Fig.  5)  and  image  lag  (Fig.  10).  The  degraded  performance 
of  pixels  in  such  regions  may  be  the  result  of  nonuniform 
quality  of  the  a-Si:H52  and/or  the  passivation  layer.9  The  fact 
that  regions  of  elevated  pixel  dark  noise  are  strongly  corre¬ 
lated  with  regions  exhibiting  increased  image  lag  suggests 
that  these  effects  share  a  common  physical  mechanism 
(which  is  distinct  from  the  mechanism  governing  drift),  e.g., 
increased  density  of  trapping  states  and/or  increased  device 
resistance.  The  fact  that  these  regions  seem  “bounded”  by 
regions  of  high  drift  is  intriguing. 

Long-term  persistence  (“ghosting”)  was  observed  for  im¬ 
ages  of  high-contrast  objects  obtained  at  high  exposures. 
Ghosts  were  found  to  persist  for  30  min  or  longer  and  were 
more  apparent  at  higher  settings  of  Tf suggesting  a  low- 
intensity  source  of  the  ghost  signal  (e.g.,  increased  leakage 
current  in  regions  of  high  exposure,  slow  release  of  charge 
from  deep  trapping  states,  or  phosphor  afterglow).  The  inten¬ 
sity  of  the  ghost  signal  source  was  small  but  easily  detected, 
equivalent  to  ~2-3  /zR/s  at  an  elapsed  time  of  5  min  fol¬ 
lowing  the  exposure.  Rapid  scanning  was  ineffective  in  re¬ 
moving  persistent  ghosts;  flood-field  exposures  succeeded  to 
some  degree  in  reducing  the  visibility  of  ghosts,  but  it  is 
doubtful  that  this  represents  a  practical  solution.  These  re¬ 
sults  are  most  relevant  to  imaging  applications  in  which 
high-contrast  edges  (e.g.,  collimators,  skin  line,  prosthetics, 
or  any  number  of  objects  in  industrial  NDTE)  are  routinely 
imaged.  In  order  to  inhibit  strong  ghosting  effects,  it  is 
clearly  advantageous  to  avoid  delivering  a  saturating  expo¬ 
sure  to  the  FPI;  similarly,  it  is  beneficial  to  avoid  repeated 
imaging  of  high-contrast  objects  placed  in  the  same  region  of 
the  FOV.  Frequent  recalibration  of  the  dark  signal  offset  im¬ 
age  required  for  gain-offset  correction  (e.g.,  acquisition  of 
offset  images  immediately  prior  to  imaging)  may  be  the  most 
efficient  means  of  reducing  the  visibility  of  ghosts.  Such  a 
procedure  is  prudent  also  in  that  it  allows  better  correction  of 
pixels  exhibiting  anomalous  dark  signal  drift. 

ACKNOWLEDGMENTS 

The  authors  extend  their  gratitude  to  D.  G.  Drake  (Oak¬ 
land  University)  for  assistance  with  the  measurements,  W. 
Jendhoff  (Beaumont  Services  Corp.)  for  instrumentation  of 
numerous  components  employed  on  the  laboratory  bench, 
Elekta  Oncology  Systems,  Inc.  for  supplying  the  flat-panel 
imaging  system,  and  M.  K.  Gauer  (EG&G  Heimann)  for 
technical  information  concerning  the  imaging  array.  This  re¬ 


search  was  funded  in  part  by  the  Prostate  Cancer  Research 
Program  Grant  No.  DAMD- 17-98- 1-8497  from  the  U.  S. 
Army  Medical  Research  and  Materiel  Command. 

b) Author  to  whom  all  correspondence  should  be  addressed;  electronic  mail: 
j  siewerd@beaumont.edu 

lL.  E.  Antonuk,  J.  Boudry,  W.  Huang,  D.  L.  McShan,  E.  J.  Morton,  J. 
Yorkston,  M.  J.  Longo,  and  R.  A.  Street,  “Demonstration  of  megavoltage 
and  diagnostic  x-ray  imaging  with  hydrogenated  amorphous  silicon  ar¬ 
rays,”  Med.  Phys.  19,  1455-1466  (1992). 

2W.  Zhao  and  J.  A.  Rowlands,  “X-ray  imaging  using  amorphous  sele¬ 
nium:  Feasibility  of  a  flat  panel  self-scanned  detector  for  digital  radiol¬ 
ogy,”  Med.  Phys.  22,  1595-1604  (1995). 

3J.  M.  Boudry,  Evaluation  of  Hydrogenated  Amorphous  Silicon  Photo¬ 
diodes  and  Field-Effect  Transistors  for  Use  as  Elements  of  Two- 
Dimensional  X-ray  Imaging  Arrays  (UMI  Dissertation  Services,  Ann  Ar¬ 
bor,  MI,  1996). 

4L.  E.  Antonuk  et  al ,  “Initial  performance  evaluation  of  an  indirect- 
detection,  active  matrix  flat-panel  imager  (AMFPI)  prototype  for  mega¬ 
voltage  imaging,”  Int.  J.  Radiat.  Oncol.,  Biol.,  Phys.  42, 437-452  (1998). 
5P.  Munro  and  D.  C.  Bouius,  “X-ray  quantum  limited  portal  imaging 
using  amorphous  silicon  flat-panel  arrays,”  Med.  Phys.  25,  689-702 
(1998). 

6D.  A.  Jaffray,  J.  H.  Siewerdsen,  and  D.  G.  Drake,  “Performance  of  a 
volumetric  CT  scanner  based  upon  a  flat-panel  imaging  array,”  Proc. 
SPIE  3659,  204-214  (1999). 

7R  Ning,  D.  Lee,  X.  Wang,  Y.  Zhang,  D.  Conover,  D.  Zhang,  and  C. 
Williams,  “Selenium  flat  panel  detector-based  volume  tomographic  an¬ 
giography  imaging:  Phantom  studies,”  Proc.  SPIE  3336,  316-324 
(1998). 

8R  Ning,  X.  Tang,  R.  Yu,  D.  Zhang,  and  D.  Conover,  “Flat  panel 
detector-based  cone  beam  volume  CT  imaging:  Detector  evaluation,” 
Proc.  SPIE  3659,  192-203  (1999). 

9L.  E.  Antonuk,  Y.  El-Mohri,  J.  H.  Siewerdsen,  J.  Yorkston,  W.  Huang,  V. 
E.  Scarpine,  and  R.  A.  Street,  “Empirical  investigation  of  the  signal 
performance  of  a  high-resolution,  indirect  detection,  active  matrix  flat- 
panel  imager  (AMFPI)  for  fluoroscopic  and  radiographic  operation,” 
Med.  Phys.  24,  51-70  (1997). 

l0R.  A.  Street,  I.  Fujieda,  R.  Weisfield,  S.  Nelson,  and  P.  Nylen,  “Large 
area  2-dimensional  n-Si:H  imaging  arrays,”  Mater.  Res.  Soc.  Symp. 
Proc.  258,  1145-1150  (1992). 

1  'M.  J.  Powell,  I.  D.  French,  J.  R.  Hughes,  N.  C.  Bird,  O.  S.  Davies,  C. 
Glasse,  and  J.  E.  Curran,  “Amorphous  silicon  image  sensor  arrays,” 
Mater.  Res.  Soc.  Symp.  Proc.  258,  1127-1137  (1992). 

,2L.  E.  Antonuk,  J.  Yorkston,  W.  Huang,  J.  Boudry,  E.  J.  Morton,  M.  J. 
Longo,  and  R  A.  Street,  “Factors  affecting  image  quality  for  megavolt¬ 
age  and  diagnostic  x-ray  a-Si:H  imaging  arrays,”  Mater.  Res.  Soc. 
Symp.  Proc.  258,  1069-1074  (1992). 
l3I.  Fujieda,  R.  A.  Street,  R.  L.  Weisfield,  S.  Nelson,  P.  Nylen,  V.  Perez- 
Mendez,  and  G.  Cho,  “High  sensitivity  readout  of  2D  a -Si  image  sen¬ 
sors,”  Jpn.  J.  Appl.  Phys.,  Part  1  32,  198-204  (1993). 

UL,  E.  Antonuk,  J.  Yorkston,  W.  Huang,  J.  Siewerdsen,  and  R.  A.  Street, 
“Considerations  for  high  frame  rate  operation  of  two-dimensional  o-Si:H 
imaging  arrays,”  Mater.  Res.  Soc.  Symp.  Proc.  297,  945-950  (1993). 
l5U.  Schiebel  et  al. ,  “Fluoroscopic  x-ray  imaging  with  amorphous  silicon 
thing-film  arrays,”  Proc.  SPIE  2163,  129-140  (1994). 
l6T.  Graeve,  W.  Huang,  S.  M.  Alexander,  and  Y.  Li,  “Amorphous  silicon 
image  sensor  for  x-ray  applications,”  Proc.  SPIE  2415  (1995). 
l7T.  Graeve,  Y.  Li,  A.  Fabans,  and  W.  Huang,  “High-resolution  amorphous 
silicon  image  sensor,”  Proc.  SPIE  2708,  494-498  (1996). 

18J.  Chabbal  et  a/.,  “Amorphous  silicon  x-ray  image  sensor,”  Proc.  SPIE 
2708,499-510  (1996). 

19R.  L.  Weisfield,  R  A.  Street,  R.  Apte,  and  A.  Moore,  “An  improved 
page-size  127  pm  pixel  amorphous-silicon  image  sensor  for  x-ray  diag¬ 
nostic  medical  imaging  applications,”  Proc.  SPIE  3032,  14-21  (1997). 
20T.  J.  C.  Bruijns  et  a/.,  “Technical  and  clinical  results  of  an  experimental 
flat  dynamic  (digital)  x-ray  image  detector  (FDXD)  system  with  real-time 
corrections,”  Proc.  SPIE  3336,  33-44  (1998). 

21N.  Jung  et  al ,  “Dynamic  x-ray  imaging  system  based  on  an  amorphous 
silicon  thin-film  array,”  Proc.  SPIE  3336,  396-407  (1998). 

22B.  Polischuk,  Z.  Shukri,  A.  Legros,  and  H.  Rougeot,  “Selenium  direct 


Medical  Physics,  Vol.  26,  No.  8,  August  1999 


1641 


J.  H.  Siewerdsen  and  D.  A.  Jaffray:  A  ghost  story:  Image  lag  in  flat-panel  imagers 


1641 


converter  structure  for  static  and  dynamic  x-ray  detection  in  medical  im¬ 
aging  applications,”  Proc.  SPIE  3336,  494-504  (1998). 

23 A.  Tsukamoto,  S.  Yamada,  T.  Tomisaki,  M.  Tanaka,  and  T.  Sakaguchi, 
“Development  of  a  selenium-based  flat-panel  detector  for  real-time  radi¬ 
ography  and  fluoroscopy,”  Proc.  SPIE  3336,  388-395  (1998). 

24D.  L.  Lee,  L.  K.  Cheung,  B.  Rodricks,  and  G.  F.  Powell,  “Improved 
imaging  performance  of  a  14X  17-inch  direct  radiography  system  using 
Se/TFT  detector,”  Proc.  SPIE  3336,  14-23  (1998). 

25R.  L.  Weisfield,  M.  Hartney,  R.  Schneider,  K.  Aflatooni,  and  R.  Lujan, 
“High  performance  amorphous  silicon  image  sensor  for  x-ray  diagnostic 
medical  imaging  applications,”  Proc.  SPIE  3659,  307-317  (1999). 

26P.  R.  Granfors,  “Performance  characteristics  of  an  amorphous  silicon  flat 
panel  x-ray  imaging  detector,”  Proc.  SPIE  3659,  480-490  (1999). 

27R.  E.  Colbeth  et  al. ,  “Characterization  of  a  third  generation,  multi-mode 
sensor  panel,”  Proc.  SPIE  3659,  491-500  (1999). 

28J.  Yorkston,  L.  E.  Antonuk,  Y.  El-Mohri,  K.  W.  Jee,  W.  Huang,  M. 
Maolinbay,  X.  Rong,  and  J.  H.  Siewerdsen,  “Improved  spatial  resolution 
in  flat-panel  imaging  systems,”  Proc.  SPIE  3336,  556-563  (1998). 

29 J.  Yorkston,  L.  E.  Antonuk,  N.  Seraji,  W.  Huang,  J.  Siewerdsen,  and  Y. 
El-Mohri,  “Evaluation  of  the  MTF  for  a-Si:H  imaging  arrays,”  Proc. 
SPIE  2163,  141-148  (1994). 

30J.  Yorkston,  L.  E.  Antonuk,  N.  Seraji,  W.  Huang,  J.  Siewerdsen,  and  Y. 
El-Mohri,  “MTF  measurements  with  high  resolution  a-Si:H  imaging  ar¬ 
rays,”  Proc.  SPIE  2432,  260-269  (1995). 

31J.  Eamhart  and  E.  Chaney,  “Modulation  transfer  function  for  a  large  area 
amorphous  silicon  image  receptor,”  Phys.  Med.  Biol.  42,  2531-2540 
(1997). 

32J.  H.  Siewerdsen,  L.  E.  Antonuk,  Y.  El-Mohri,  J.  Yorkston,  W.  Huang, 
and  I.  A.  Cunningham,  “Signal,  noise  power  spectrum,  and  detective 
quantum  efficiency  of  indirect-detection  flat-panel  imagers  for  diagnostic 
radiology,”  Med.  Phys.  25,  614-628  (1998). 

33 J.  H.  Siewerdsen,  L.  E.  Antonuk,  Y.  El-Mohri,  J.  Yorkston,  W.  Huang,  J. 
M.  Boudry,  and  I.  A.  Cunningham,  “Empirical  and  theoretical  investiga¬ 
tion  of  the  noise  performance  of  indirect  detection,  active  matrix  flat- 
panel  imagers  (AMFPIs)  for  diagnostic  radiology,”  Med.  Phys.  24, 
71-89  (1997). 

34 J.  H.  Siewerdsen,  Signal,  Noise,  and  Detective  Quantum  Efficiency  of 
a-Si:H  Flat-Panel  Imagers  (UMI  Dissertation  Services,  Ann  Arbor,  MI, 
1998). 

35D.  G.  Drake,  D.  A.  Jaffray,  and  J.  W.  Wong,  “A  prototype  amorphous 
silicon  array  based  radiotherapy  portal  imager,”  Proc.  SPIE  3032,  32-41 
(3032) 


36P.  Xue  and  D.  L.  Wilson,  “Effects  of  motion  blurring  in  x-ray  fluoros¬ 
copy,”  Med.  Phys.  25,  587-599  (1998). 

37 Y.  Matsunaga,  F.  Hatori,  T.  Hiroyuki,  and  O.  Yoshida,  “Analysis  of 
signal  to  noise  ratio  of  photoconductive  layered  solid-state  imaging  de¬ 
vice,”  IEEE  Trans.  Electron  Devices  42,  38-42  (1995). 

38M.  D.  Wright  et  al .,  “Amorphous  silicon  dual  mode  medical  imaging 
system,”  Proc.  SPIE  3336,  505-514  (1998). 

39R.  E.  Colbeth  et  a/.,  “Flat  panel  imaging  system  for  fluoroscopy  appli¬ 
cations,”  Proc.  SPIE  3336,  376-387  (1998). 

40EG&G  Heimann  Optoelectronics  GmbH,  Germany,  Weher  Koppel  3, 
D-65199  Wiesbaden  (product  information). 

4lJ.  A.  Shepherd,  S.  M.  Gruner,  M.  W.  Tate,  and  M.  Tecotzky, 
“Study  of  afterglow  in  x-ray  phosphors  for  use  on  fast-framing  charge- 
coupled  device  detectors,”  Opt.  Eng.  (Bellingham)  36,  3212-3222 
(1997). 

42S.  Rudin,  J.  J.  Patel,  and  D.  R.  Bednarek,  “Decay  time  measurements  of 
imaging  phosphor  materials,”  Med.  Phys.  (submitted). 

43J.  G.  Mainprize  and  M.  J.  Yaffe,  “The  effect  of  phosphor  persistence  on 
image  quality  in  digital  x-ray  scanning  systems,”  Proc.  SPIE  2708, 
85-94  (1996). 

^J.  G.  Mainprize  and  M.  J.  Yaffe,  “The  effect  of  phosphor  persistence  on 
image  quality  in  digital  x-ray  scanning  systems,”  Med.  Phys.  25,  2440- 
2454  (1998). 

45G.  Blasse,  “Scintillator  materials,”  Chem.  Mater.  6,  1465-1475  (1994). 

46R.  A.  Street,  Hydrogenated  Amorphous  Silicon  (Cambridge  University 
Press,  New  York,  1991). 

47S.  M.  Sze,  Physics  of  Semiconductor  Devices  (Wiley,  New  York,  1990). 

48P.  Bhattacharya,  Semiconductor  Optoelectronic  Devices  (Prentice-Hall, 
Englewood  Cliffs,  NJ,  1994). 

49L.  E.  Antonuk,  J.  H.  Siewerdsen,  J.  Yorkston,  and  W.  Huang,  “Radiation 
response  of  amorphous  silicon  imaging  arrays  at  diagnostic  energies,” 
IEEE  Trans.  Nucl.  Sci.  41,  1500-1505  (1994). 

50J.  G.  Proakis  and  D.  G.  Manolakis,  Digital  Signal  Processing;  Principles, 
Algorithms,  and  Applications ,  2nd  ed.  (Macmillan,  New  York,  1992). 

5lSignal  Processing  Toolbox  for  Use  with  Matlab  (The  MathWorks  Inc., 
Natick,  MA,  1988). 

52E.  A.  Schiff,  R.  A.  Street,  and  R.  L.  Weisfield,  “Reverse  bias  currents  in 
amorphous  silicon  nip  sensors,”  J.  Non-Cryst.  Solids  198-200,  1155- 
1158  (1996). 


Medical  Physics,  Vol.  26,  No.  8,  August  1999 


Appendix  C:  Cone-beam  Computed  Tomography  with  a  Flat-panel 
Imager:  Effects  of  Image  Lag 


Cone-beam  computed  tomography  with  a  flat-panel  imager:  Effects 
of  image  lag 

J.  H.  Siewerdsena)  and  D.  A.  Jaffray 

Department  of  Radiation  Oncology,  William  Beaumont  Hospital,  Royal  Oak,  Michigan  48073 
(Received  12  May  1999;  accepted  for  publication  29  September  1999) 

A  system  for  cone-beam  computed  tomography  (CBCT)  has  been  developed  based  upon  the  tech¬ 
nology  of  active  matrix  flat-panel  imagers  (FPIs),  and  the  system  has  demonstrated  the  potential  for 
fully  three-dimensional  volumetric  imaging  with  high  spatial  and  contrast  resolution.  This  paper 
investigates  the  effects  of  image  lag  (arising  from  charge  trapping  and  release  in  the  FPI  pixels) 
upon  CBCT  reconstructions.  Hypotheses  were  derived  based  upon  a  simple,  geometrical/physical 
model,  suggesting  that  image  lag  in  the  projection  data  results  primarily  in  two  artifacts:  a  spatial 
blurring  artifact  in  the  direction  opposite  to  the  direction  of  rotation  (called  a  “comet”)  and  a  line 
artifact  along  the  direction  of  the  first  few  projections  (called  a  “streak”).  The  hypotheses  were 
tested  by  means  of  computer  simulations  and  experimental  measurements  that  yielded  CBCT  im¬ 
ages  of  a  simple  cylindrical  water  phantom  containing  an  attenuating  rod  of  varying  size  and 
composition.  The  computer  simulations  generated  projection  images  based  upon  analysis  of  the 
system  geometry  and  a  simple  model  of  the  FPI  that  allowed  free  adjustment  of  the  image  lag. 
Experimental  measurements  involved  CBCT  scans  of  the  phantom  under  various  conditions  and 
modes  of  acquisition  followed  by  examination  of  the  resulting  CBCT  axial  slices  for  lag  artifacts. 
Measurements  were  performed  as  a  function  of  exposure  level,  position  and  contrast  of  the  rod,  and 
for  three  modes  of  acquisition  designed  to  isolate  and/or  minimize  the  two  hypothesized  artifacts. 
The  results  clearly  illustrate  the  comet  and  streak  artifacts,  particularly  in  relation  to  high-contrast 
objects  imaged  at  high  exposure  levels.  The  significance  of  such  artifacts  under  clinical  conditions 
is  expected  to  be  small,  considering  the  magnitude  of  the  effect  relative  to  the  morphology  and 
composition  of  typical  anatomy.  The  artifacts  may  become  appreciable,  however,  in  the  presence  of 
high-contrast  objects,  such  as  marker  BBs,  dental  fillings,  and  metal  prosthetics.  A  procedural 
method  of  reducing  lag  artifacts  is  demonstrated.  ©  1999  American  Association  of  Physicists  in 
Medicine .  [S0094-2405  (99)020 12-X] 

Key  words:  flat-panel  imager,  amorphous  silicon,  cone-beam  computed  tomography,  image  lag, 
artifacts 


I.  INTRODUCTION 

Active  matrix  flat-panel  imagers  (FPIs)  have  become  sub¬ 
jects  of  widespread  research  and  development  in  every  major 
field  of  medical  x-ray  imaging.  Based  upon  the  technology 
of  large  area,  active  matrix  arrays  of  thin-film  hydrogenated 
amorphous  silicon  (a-Si:H)  thin-film  transistors  (TFTs),  such 
devices  offer  a  number  of  potential  advantages  over  existing 
clinical  technologies.  Originally  developed  for  electronic 
portal  imaging  (e.g.,  Refs.  1  and  2),  the  large  area,  compact 
design,  real-time  readout,  and  inherent  radiation  damage  re¬ 
sistance  of  FPIs  made  them  an  attractive  technology  for  ra¬ 
diotherapy  localization  and  verification  imaging.  Soon  there¬ 
after,  the  potential  of  FPIs  in  diagnostic  imaging  was 
recognized  as  well.3  For  example,  in  chest  radiography,  FPIs 
offer  the  potential  of  improved  detective  quantum  efficiency 
(DQE)  compared  to  screen-film  and  storage  phosphor  sys¬ 
tems  (e.g.,  Ref.  4).  In  fluoroscopy,  FPIs  offer  a  compact  tech¬ 
nology  free  from  the  effects  of  image  distortion  and  veiling 
glare  (e.g.,  Ref.  5),  and  can  be  operated  in  a  dual 
radiographic/fluoroscopic  mode  (e.g.,  Refs.  6  and  7).  FPIs 
are  also  under  development  for  full-field  digital  mammogra¬ 


phy  (e.g.,  Ref.  8).  Most  recently,  application  of  FPIs  in  cone- 
beam  computed  tomography  (CBCT)  has  been  reported.9"*12 

The  device  performance  requirements  posed  by  the  vari¬ 
ous  fields  of  projection  radiography  have  motivated  a  con¬ 
tinuing  evolution  in  the  design  of  FPIs.  For  example,  in  chest 
radiography  the  desire  for  improved  DQE  has  resulted  in  the 
use  of  enhanced  x-ray  converters  (e.g.,  Ref.  13).  Similarly  in 
fluoroscopy,  the  additional  requirement  of  high-speed,  real¬ 
time  readout  has  necessitated  the  development  of  high- 
performance  electronics  (e.g.,  Ref.  14).  In  mammography, 
the  requirements  of  high  DQE  and  spatial  resolution  pose  a 
challenge  to  develop  arrays  offering  fine  pixel  pitch  while 
maintaining  high  fill  factor  (e.g.,  Ref.  15).  These  are  but  a 
few  of  the  considerations  that  motivate  the  continuing  evo¬ 
lution  in  FPI  technology.  Application  of  FPIs  in  CBCT  is 
comparatively  new,  and  as  yet  no  FPIs  have  been  designed 
specifically  for  the  demands  of  tomography.  However,  the 
performance  of  FPIs  in  CBCT  clearly  benefits  from  the  sig¬ 
nificant  advances  accomplished  in  the  context  of  projection 
imaging,  particularly  in  terms  of  high  DQE,  rapid  readout, 
and  low-noise  electronics. 

In  CBCT,  the  imager  acquires  numerous,  successive  pro- 
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jections  of  an  object  from  multiple  views  (e.g.,  300  projec¬ 
tions  obtained  at  equiangular  rotations  of  1.2°  across  360°). 
The  trajectory  of  the  x-ray  source  and  imager  with  respect  to 
the  object  may  be  circular,  but  a  number  of  innovative  tra¬ 
jectories  have  been  proposed  in  order  to  improve  the  accu¬ 
racy  of  cone-beam  reconstructions  and  reduce  artifacts  asso¬ 
ciated  with  violation  of  Tuy’s  condition.16'18  Also,  the 
source  and  imager  may  be  operated  in  a  step-and-shoot 
mode,  wherein  a  radiographic  x-ray  pulse  is  delivered  at  each 
angular  increment,  or  in  a  continuous  fluoroscopic  mode.  In 
either  case,  the  imager  acquires  a  series  of  projection  images 
that  form  the  basis  for  reconstructing  a  three-dimensional 
volume  image  of  the  object.  An  important  consideration, 
therefore,  is  the  degree  to  which  image  lag  (i.e.,  signal  car¬ 
ried  over  between  projections)  affects  imager  performance 
and  the  quality  of  the  volume  reconstructions. 

Temporal  correlation  in  the  projection  data  is  known  to 
give  rise  to  reconstruction  artifacts  for  conventional  CT 
scanners,  since  even  slight  inconsistency  in  detector  response 
can  result  in  a  multitude  of  distinct  and  significant 
artifacts.19,20  Specifically,  for  CT  systems  in  which  the  rate 
of  change  in  the  projection  scene  is  comparable  to  the  re¬ 
sponse  time  of  the  detector  (e.g.,  in  CT  fluoroscopy  or  for 
systems  employing  multiple  or  wobbling  x-ray  sources),21'24 
temporal  correlation  causes  artifacts  that  have  been  the  sub¬ 
ject  of  considerable  investigation.25'30  For  example,  after¬ 
glow  in  the  detector  can  cause  ring  artifacts  near  objects  of 
high  contrast,  where  the  intensity  impinging  on  the  detector 
varies  rapidly  between  projections.25  These  results  are  par¬ 
ticularly  relevant  to  consideration  of  image  lag  effects  for 
FPIs  in  CBCT,  since  the  temporal  response  of  these  detectors 
is  known  to  suffer  from  the  effects  of  charge  trapping  and 
release  in  the  a-Si:H  detector  elements.31 

Image  lag  is  defined  broadly  as  signal  present  in  image 
frames  subsequent  to  the  frame  in  which  it  was  generated. 
Since  FPIs  are  known  to  exhibit  image  lag  (e.g.,  at  levels  of 
a  few  percent;  see  the  Table  in  Ref.  32),  it  is  worthwhile  to 
consider  to  what  extent  image  lag  affects  CBCT  perfor¬ 
mance,  and  to  investigate  how  image  lag  is  manifest  in  vol¬ 
ume  reconstructions.  A  previous  paper32  presented  a  detailed 
examination  of  the  image  lag  properties  of  the  FPI  under 
consideration,  including  the  dependence  upon  signal  size  and 
readout  rate,  spatial  uniformity,  temporal-frequency  transfer 
function,  and  visual  impression  in  successive  projections. 
For  example,  Fig.  1  shows  the  measured  temporal  and 
signal-size  dependence  of  the  residual  signal  following  a  ra¬ 
diographic  exposure  (i.e.,  the  impulse  response  function, 
IRF).  The  IRFs  are  described  well  by  a  double-exponential 
fit  in  the  time  domain  [Fig.  1(a)],  and  the  residual  signal  is 
found  to  increase  exponentially  with  exposure  level  [Fig. 
1(b)].  Another  study10  involved  FPI-CBCT  imaging  of  a 
small  animal,  and  preliminary  examination  of  the  resulting 
images  [e.g.,  Fig.  1(c)]  revealed  no  obvious  artifacts  attrib¬ 
utable  to  image  lag.  Hence,  the  effects  of  image  lag  are  ex¬ 
pected  to  be  fairly  subtle. 

This  paper  examines  the  effects  of  image  lag  in  FPI- 
CBCT  reconstructions  by  means  of  tests  specifically  de- 


Fraction  of  Saturation  (X) 


Fig.  1.  Summary  of  image  lag  results  for  the  FPI  under  consideration  for 
CBCT.  (See  Refs.  10  and  32  for  experimental  details.)  (a)  Impulse  response 
functions  (IRFs)  measured  for  the  FPI  under  investigation.  Results  show  the 
decay  in  detector  signal  following  a  radiographic  exposure  for  signal  sizes 
of  5%,  25%,  50%,  and  75%  of  sensor  saturation.  The  time  interval  between 
successive  frames  was  3.2  s.  The  solid  curves  are  least-square  fits  to  the 
double-exponential  form  shown,  characterized  in  part  by  the  two  decay  pa¬ 
rameters,  na  and  nb .  For  the  four  curves  shown,  in  order  of  increasing 
exposure  level,  na  is  2.06,  2.08,  2.26,  and  2.97,  respectively;  nb  is  0.262, 
0.270,  0.306,  and  0.394,  respectively.  Thus,  the  time  constant  for  signal 
decay  increases  significantly  with  exposure,  (b)  Residual  signal  in  the  1st, 
2nd,  3rd,  4th,  and  10th  frames  following  a  radiographic  exposure  measured 
as  a  function  of  exposure  level.  The  solid  curves  are  fits  to  the  exponential 
form  shown,  characterized  in  part  by  the  parameter  f  which  decreases  from 
a  value  of  3.06  to  2.29  from  the  1st  to  the  10th  frame,  respectively.  Thus,  the 
exposure  dependence  of  residual  signal  is  greatest  for  the  1st  frame  follow¬ 
ing  the  exposure,  and  decreases  significantly  for  higher-order  frame  num¬ 
bers.  (c)  Axial  image  slice  through  the  abdomen  of  a  rat  obtained  with  the 
FPI-CBCT  system.  Preliminary  results  exhibited  no  obvious  artifacts  result¬ 
ing  from  image  lag. 


signed  to  accentuate  possible  image  lag  artifacts.  First,  the 
experimental  setup10,12  is  described,  and  two  hypotheses  are 
derived  concerning  the  effects  of  image  lag  upon  x-ray  pro¬ 
jections  and  CBCT  reconstructions.  Second,  the  hypotheses 
are  tested  by  means  of  computer  simulations  and  experimen¬ 
tal  CBCT  measurements.  The  computer  simulations  model 
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the  FPI-CBCT  system  and  calculate  projection  images  that 
are  then  volume  reconstructed.  The  experimental  measure¬ 
ments  involved  numerous  CBCT  scans  under  conditions  se¬ 
lected  to  illustrate  artifacts  that  are  the  result  of  image  lag 
and  that  are  conspicuous  in  volume  reconstructions.  These 
studies  illustrate  the  qualitative  nature  of  image  lag  artifacts 
in  FPI-CBCT,  based  quantitatively  on  previous  investigation 
of  the  image  lag  characteristics  and  processes  of  image  for¬ 
mation  in  the  FPI.  Finally,  procedural  and  algorithmic  meth¬ 
ods  of  managing  effects  of  image  lag  are  discussed. 

II.  METHODS  AND  MATERIALS 

A.  General  experimental  design  and  geometry 

1 .  Experimental  setup 

As  described  previously,10,12,32  a  laboratory  bench  was 
constructed  to  test  the  performance  of  FPIs  in  CBCT  under  a 
precise,  reproducible  geometry  that  mimics  the  implementa¬ 
tion  of  the  system  on  a  radiotherapy  treatment  gantry  for 
image-guidance  and  soft-tissue  localization.10,12  Mounted  on 
an  optical  bench,  the  setup  consists  of  three  primary  compo¬ 
nents:  an  x-ray  tube  (General  Electric  Maxiray  75  powered 
by  a  100  kW  MSI-800  generator),  an  object  stage  (Daedal 
20000  Series  rotary  table  mounted  on  a  Daedal  30000  Series 
open  frame  linear  table),  and  the  FPI  (RID  5 12-400- A0  from 
EG&G  Heimann  Optoelectronics).  Each  component  is  com¬ 
puter  controlled,  providing  synchrony  between  x-ray  expo¬ 
sure,  object  rotation,  and  imager  readout.  CBCT  acquisition 
generally  consisted  of  rotating  a  phantom  at  angular  incre¬ 
ments  of  1.2  across  360°,  delivering  a  radiographic  exposure 
(100  kVp,  0.25-2.5  mAs)  at  each  increment,  and  reading  the 
projection  image  at  each  increment.  The  resulting  300  pro¬ 
jection  images  were  flat-field  corrected  for  stationary  gain 
and  offset  variations,33  and  a  small  number  of  defective  pix¬ 
els  were  3X3  median-filtered.  Each  projection  was  normal¬ 
ized  relative  to  the  signal  in  the  bare  beam  to  account  for 
variations  in  tube  output.  Finally,  the  volumetric  data  set  was 
reconstructed  using  the  Feldkamp  algorithm34  for  cone -beam 
filtered  backprojection. 

The  design,  operation,  and  basic  performance  of  the  FPI 
employed  in  these  studies  have  been  detailed  previously.32 
The  imaging  array  incorporates  a  512X512  matrix  of  pixels 
at  400  jmm  pitch,  giving  a  total  area  of  —20.5X20.5  cm2. 
Each  pixel  is  composed  of  an  optically  sensitive  a-Si:H  n-i-p 
photodiode  in  combination  with  an  a-Si:H  TFT,  and  the 
x-ray  converter  is  composed  of  133  mg/cm2  Gd202S:Tb.  Im¬ 
ages  may  be  read  at  frame  rates  up  to  five  frames  per  second 
(i.e.,  frame  times  down  to  200  ms),  but  for  all  results  re¬ 
ported  herein,  a  frame  time  of  3.2  s  was  employed.  There¬ 
fore,  a  typical  CBCT  acquisition  took  1 6  min.  All  measure¬ 
ments  were  performed  following  a  “warm-up”  period  of  at 
least  two  hours,32  beyond  which  the  effects  of  dark  signal 
drift  are  minimized.  Immediately  prior  to  each  CBCT  acqui¬ 
sition,  a  set  of  20  dark-fields  (i.e.,  images  acquired  in  the 
absence  of  x-rays)  and  20  flood-fields  (i.e.,  images  acquired 
under  uniform  irradiation  at  the  same  exposure  level  as  the 
ensuing  acquisition)  were  obtained  for  flat-field  corrections. 
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Fig.  2.  Illustration  of  the  imaging  geometry  used  in  both  the  experimental 
measurements  and  the  computer  simulations.  Cone-beam  filtered  back- 
projection  reconstruction  (Ref.  34)  of  projection  images  of  the  rod  phantom 
allowed  investigation  of  tag  artifacts  in  the  axial  plane.  The  lower  portion  of 
the  figure  represents  normalized  signal  profiles  of  the  rod  at  various  projec¬ 
tion  angles. 


The  imaging  geometry  is  illustrated  in  Fig.  2,  which 
shows  the  x-ray  source,  rotating  object,  and  image  plane  as 
viewed  from  above.  The  cone  angle  was  fixed  at  —7.1°,  the 
distance  from  the  source  to  the  axis  of  rotation  was 
^aor~  10^.3  cm,  and  the  distance  from  the  source  to  the  im¬ 
age  plane  was  dimg=  165.0  cm.  A  simple  phantom  was  con- 
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Table  I.  Summary  of  system  parameters  used  in  the  studies  of  image  lag  in 
flat-panel  cone-beam  CT.  The  first  column  represents  the  various  system 
parameters  discussed  in  the  text  and  shown  in  Figs.  2  and  3.  The  second  and 
third  columns  show  the  values  of  the  parameters  used  in  the  computer  simu¬ 
lations  and  in  the  CBCT  measurements,  respectively.  Items  denoted 
“(nom)”  are  the  nominal  settings. 


System  parameter 

Computer 

simulations 

CBCT 

measurements 

^AOR 

103.3  cm 

^img 

165.0  cm 

R 

5.5  cm 

A0 

1.2° 

#  projections 

300 

Rod  material 

Stainless  steel  (nom) 

Aluminum 

Radius  of  rod 

0.25  mm 

frrod) 

1.25  mm 

1.25  mm  (nom) 

5.0  mm 

Rod  displacement 

0.5  cm 

(*rod) 

2.0  cm 

4.0  cm  (nom) 

X-ray  spectrum 

50  keV 

100  kVp 

Exposure 

0.25,  0.75,  1.5,  and 

(per  projection) 

2.5  mAs  (nom) 

“No  Lag” 

Image  lag 

“Nominal” 

See  Ref.  32 

“High” 

Pixel  pitch 

400  ^m 

X-ray  converter 

133  mg/cm2  Gd202S:Tb 

Frame  time 

3.2  s 

Acquisition  time 

~1  min 

~16  min 

Reconstruction  time 

1  min 

structed  in  order  to  examine  the  effects  of  image  lag  in 
CBCT,  consisting  of  an  1 1  cm  diameter,  water-filled  cylinder 
in  which  a  rod  was  placed  vertically.  The  rod  had  a  diameter 
of  2.5  mm  (rrod=  1.25  mm),  was  placed  at  varying  radii 
within  the  cylinder  (i.e.,  at  /?rod=0.5,  2.0,  or  4.0  cm),  and 
was  made  of  stainless  steel  (high  contrast)  or  aluminum 
(lower  contrast).  The  phantom  was  placed  in  a  rigid,  repro¬ 
ducible  mount  on  the  rotation  stage  and  was  centered  on  the 
axis  of  rotation  to  within  ~  1  mm  using  a  dial  calipers.  Im¬ 
ages  of  this  cylindrical  phantom  formed  the  basis  for  char¬ 
acterizing  the  effects  of  image  lag  in  CBCT.  Parameters  re¬ 
lated  to  the  phantom,  the  system  geometry,  and  image 
acquisition/reconstruction  are  summarized  in  Table  I. 

2.  Hypotheses 

Previous  investigations25-30  in  conventional  (slice-based) 
CT  have  demonstrated  the  existence  of  ring,  radial  blur,  and 
streak  artifacts  resulting  from  temporal  correlation  in  the  pro¬ 
jection  data.  In  considering  how  these  effects  might  be  mani¬ 
fest  in  CBCT  using  an  FPI,  the  following  simple  gedanken 
was  entertained  and  led  to  the  formation  of  two  hypotheses. 
Herein,  we  are  concerned  with  “step-and-shoot”  projections 
of  an  object  where  the  effects  of  motion  blur35-37  are  negli¬ 
gible.  Consider  an  object  traveling  in  a  plane  orthogonal  to 
the  detector;  for  example,  a  mass  following  the  path  of  the 
rod  as  shown  in  Fig.  2.  Now  consider  the  z'th  projection  im¬ 
age  of  the  object,  or  simply  the  one-dimensional  signal  pro¬ 


file,  7t(x),  where  the  position  of  the  object  in  the  image 
plane  is  x,  at  the  ith  exposure.  For  a  detector  without  lag,  the 
signal  profile  is  given  simply  by 

/,(*)  =  [O't  (x)  *  S(x-Xi)]  *PSF(x) 

=  Oi(x)*£(x“x,),  (la) 

where  <9,-(x)  is  the  physical  object  function  (in  the  z'th  pro¬ 
jection),  PSF(x)  is  the  point-spread  function  of  the  detector 
(due  to  spatial  spreading  processes  such  as  optical  blur),  and 
0,(x)  is  the  (blurred)  image  object  function.  Convolution 
with  the  delta  function  simply  locates  the  object  at  its  posi¬ 
tion  in  the  image  plane  for  the  ith  projection.  If  one  now 
considers  a  case  in  which  a  fraction,  Lag|  { ,  of  the  signal 
from  the  previous  projection  contributes  to  the  current  pro¬ 
jection,  we  have 

(lb) 

Extending  this  argument  indefinitely  to  consider  signal  con¬ 
tribution  from  all  previous  frames,  and  taking  Lag|y  as  the 
fraction  contributed  from  the  (i-y)th  projection,  we  have 

00 

/<(*)=  2  [Lag|y  Oi_j(x)*8(x-xi_j)],  (lc) 

where  Lag|0  is  taken  as  unity.  For  a  circularly  symmetric 
object,  such  as  the  cylindrical  rod,  the  object  function  is  the 
same  in  each  projection  [i.e.,  G,(x)  =  0(x)Vz],  so  that  the 
relation  simplifies  to 

00 

Jf(x)  =  0(x)*5)  Lag| y  Six-Xi-j).  (Id) 

Thus,  the  z'th  projection  is  given  by  the  object  function  for 
the  current  projection  convolved  with  a  weighted  sum  of  all 
previous  projections.  The  contribution  of  signal  from  previ¬ 
ous  projections  (i.e.,  image  lag)  causes  the  image  of  the  ob¬ 
ject  to  be  “blurred”  in  the  direction  opposite  to  the  direction 
of  motion.  This  is  consistent  with  the  common  experience  of 
how  moving  objects  appear  blurred,  e.g.,  in  x-ray  fluoros¬ 
copy,  under  conditions  of  appreciable  image  lag.  Further¬ 
more,  it  is  consistent  with  results25  for  conventional  CT. 

This  argument  is  illustrated  in  Fig.  2,  where  signal  pro¬ 
files  from  normalized  projections  of  the  rod  are  shown  for 
various  projection  angles.  For  the  first  exposure  (0=0°),  the 
signal  profile  is  simply  the  image  object  function  [as  in  Eq. 
(la)],  since  there  are  no  previous  projections  from  which 
image  lag  may  contribute.  As  the  object  rotates,  however  (as 
shown  for  0>O°),  the  object  is  blurred  in  the  direction  oppo¬ 
site  to  its  motion,  and  the  signal  profile  forms  a  tail  attribut¬ 
able  to  image  lag.  At  0=90  and  0=270°,  of  course,  no  tail  is 
evident  because  the  object  is  moving  toward  or  away  from 
the  detector.  Thus,  in  terms  of  the  axial  tomographic  recon¬ 
struction,  the  projections  would  suggest  that  the  object — 
rather  than  having  a  circular  shape — possesses  a  diffusely 
attenuating  tail.  This  leads  to  the  first  hypothesis,  associated 
with  the  equilibrium  of  charge  trapping  and  release  through¬ 
out  the  majority  of  the  projections:  image  lag  results  in  a 
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diffuse  tomographic  artifact,  called  a  '  'comet,  ’  ’  extending  in 
the  direction  opposite  to  the  direction  of  rotation. 

A  clue  to  another  possible  artifact  is  evident  in  Fig.  2, 
however.  Considering  the  first  projection  (0=0°)  in  compari¬ 
son  to  the  fifth  and  final  projections  (0=180  and  360°),  one 
finds  that  image  lag  results  in  an  inconsistency  in  the  projec¬ 
tion  data.  Since  each  projection  is  normalized,  the  first  signal 
profile  suggests  a  strongly  attenuating  object  without  a  dif¬ 
fuse  tail,  whereas  the  fifth  suggests  a  less  strongly  attenuat¬ 
ing  object  with  a  tail.  Thus,  views  along  the  direction  of  the 
first  projection  are  inconsistent  in  both  shape  and  magnitude. 
This  leads  to  a  second  hypothesis,  associated  with  the  non¬ 
equilibrium  of  charge  trapping  and  release  in  the  first  few 
frames  relative  to  subsequent  frames:  image  lag  results  in  a 
“streak”  artifact  along  the  direction  of  the  first  few  projec¬ 
tions . 

The  artifacts,  therefore,  are  related  to  the  notion  of  signal 
equilibrium,  i.e.,  equilibrium  in  the  amount  of  charge  that  is 
captured  and  released  from  trapping  states  during  a  given 
frame.  With  regard  to  CBCT  acquisition,  the  mean  signal 
(e.g.,  in  the  unattenuated  beam)  “builds  up”  over  the  first 
several  projections  in  accordance  with  the  detector  step- 
response  function.  During  these  first  few  frames  (typically 
—2-10  frames),  the  system  is  in  nonequilibrium  in  that  more 
signal  is  lost  to  traps  than  is  released.  Gradually  (e.g.,  by  the 
—  10th  frame),  the  amount  of  charge  released  from  traps  dur¬ 
ing  a  given  frame  equals  the  amount  that  is  captured,  and  the 
mean  signal  approaches  a  constant,  equilibrium  value.  Of 
course,  equilibrium  is  not  maintained  locally  under  condi¬ 
tions  of  a  changing  radiographic  scene,  as  in  the  case  of 
CBCT.  Objects  (e.g.,  the  off-axis  rod  in  Fig.  2)  perturb  local 
signal  equilibrium  in  successive  projections;  hence,  pixels 
about  the  region  of  the  object  are  not  in  signal  equilibrium. 
Therefore,  “equilibrium”  herein  refers  to  the  global  state  of 
the  system  (e.g.,  in  the  unattenuated  beam  or  in  regions  dis¬ 
tant  from  the  rod)  rather  than  local  states  (e.g.,  for  pixels 
proximal  to  the  rod).  It  describes  the  mean  signal  in  frames 
following  the  “build-up”  over  the  first  several  projections. 

B.  Computer  simulations 

Computer  simulations  were  performed  to  calculate  projec¬ 
tion  images  of  the  phantom  as  a  function  of  the  rotation 
angle,  0.  Then,  the  same  cone-beam  reconstruction  algorithm 
as  used  with  the  CBCT  measurements  was  used  to  recon¬ 
struct  tomographic  data  from  these  simulated  images.  The 
purpose  of  the  computer  simulations  was  not  to  model  or 
replicate  the  image  quality  of  the  physical  system.  Rather, 
the  simulations  simply  allow  investigation  of  the  effects  of 
image  lag  upon  CBCT  reconstructions  in  a  manner  that  per¬ 
mitted  free  variation  of  all  system  parameters. 

Figure  3  illustrates  the  computational  processes  involved 
in  the  simulations.  First,  the  system  geometry  (as  in  Fig.  2)  is 
defined.  Second,  the  exposure  conditions  are  specified  (i.e., 
x-ray  energy  and  magnitude  of  exposure  for  each  projection). 
Finally,  the  imager  configuration  is  defined,  including  the 
pixel  pitch,  system  gain,  screen  thickness,  etc.,  as  well  as  the 
magnitude  of  the  image  lag.  Given  these  input  parameters, 


Fig.  3.  Flow  diagram  for  computer  simulations  of  the  FPI-CBCT  system. 
The  system  geometry,  exposure  conditions,  and  imager  configuration  are 
specified,  and  the  simulation  computes  projection  images  of  the  cylindrical 
phantom.  These  projection  images  are  then  operated  upon  by  the  same 
CBCT  reconstruction  algorithm  as  used  with  the  CBCT  measurements.  For 
purposes  of  studying  the  effects  of  image  lag  on  the  reconstructions,  the 
noise  parameters  of  the  simulation  were  set  to  zero.  (See  text  for  details.) 
This  allowed  examination  of  the  image  lag  artifacts  free  from  the  confound¬ 
ing  effects  of  quantum  noise,  x-ray  conversion  (Swank)  noise,  and  additive 
electronics  noise.  The  values  of  Lag|({|.10)  were  freely  varied  in  the  simula¬ 
tions,  from  zero  up  through  arbitrarily  large  settings. 

the  simulation  computes  projection  images  of  the  rod  phan¬ 
tom  as  a  function  of  the  rotation  angle,  0. 

All  parameters  of  the  system  geometry  were  set  nominally 
to  the  values  in  Table  I.  The  x-ray  fluence  was  monoener- 
getic  (£=50keV),  and  effects  of  x-ray  scatter  and  attenua¬ 
tion  in  air  were  neglected.  Only  the  central  slice  was  consid¬ 
ered  in  the  simulations  (i.e.,  the  plane  containing  the  central 
axis  and  perpendicular  to  the  axis  of  rotation).  For  each 
simulation,  300  images  were  computed  at  increments  of  1.2°. 
The  imager  gain,  blur,  and  noise  properties  were  based  upon 
a  cascaded  systems  model  that  has  demonstrated  excellent 
agreement  with  measured  signal,  noise-power  spectrum,  and 
DQE.38”40  All  parameters  could  be  freely  varied,  e.g.,  to  ex¬ 
amine  the  effects  upon  image  quality  due  to  the  number  of 
views,  system  gain,  blur,  and  additive  noise.  For  purposes  of 
investigating  the  effects  of  image  lag,  however,  all  noise 
sources  (including  Poisson  variations  in  the  x-ray  quanta, 
conversion  noise  in  the  phosphor,  and  additive  electronics 
noise)  were  set  to  zero.  The  system  modulation  transfer  func¬ 
tion  (MTF)  was  approximated  by  that  of  the  phosphor 
(Lanex  Fast-B)41  in  combination  with  the  400  pm  pitch 
(80%  fill  factor)  pixels  [described  by  a  two-dimensional  (2D) 
sine  function].  The  fluence  distribution  at  each  projection 
angle  was  convolved  with  the  point-spread  function  (PSF)  of 
the  converting  screen  as  shown  in  the  diagram.  Then,  the 
fluence  was  integrated  over  the  pixel  area  and  sampled  at 
locations  corresponding  to  the  pixel  centers.  Therefore,  the 
simulated  projections  are  noiseless  idealizations  of  the  em¬ 
pirical  data  and  are  intended  to  illustrate  only  those  effects 
arising  from  image  lag. 

Each  projection,  /,  ,  is  the  sum  of  the  x-ray  generated 
signal  and  a  weighted  sum  from  previous  projections  attrib¬ 
utable  to  image  lag.  The  image  lag  was  modeled  as  a  freely 
adjustable,  ten-element  vector,  Lag|l(1;10),  where  the  value 
Lag|z=1  represents  the  fraction  of  projection  /f_,  that  is 
added  into  the  current  projection,  the  value  Lag|I  =  2  is  the 
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fraction  from  projection  /l_2 ,  and  so  on,  accounting  for  con¬ 
tributions  from  up  to  ten  previous  projections.  The  image  lag 
could  be  set  to  values  approximating  that  measured  for  the 
device,32  or  it  could  be  freely  varied  from  zero  to  arbitrarily 
large  values.  Furthermore,  the  effect  of  object  size  and  aver¬ 
age  object  velocity  could  be  varied  by  adjustment  of  rmd  and 
Rwd,  respectively.  For  a  given  simulation,  the  values  in 
Lag||(i:10)  were  held  constant;  therefore,  the  simulations  do 
not  account  for  the  fact  that  the  image  lag  is  dependent  upon 
the  exposure  to  the  detector.  Thus,  the  simulations  are  an 
oversimplification  of  the  physical  system,  which  is  known  to 
exhibit  image  lag  with  significant  exposure-dependence,32 
and  are  intended  merely  to  illustrate  artifacts  that  arise  from 
(constant)  charge  trapping  and  release. 


C.  Cone-beam  CT  lag  measurements 

The  FPI-CBCT  system  has  previously  demonstrated10,12 
volumetric  images  with  contrast  performance  comparable  to 
a  commercial  CT  scanner  [objects  visible  at  0.2%  contrast; 
see  also  Fig.  1  (c)]  and  high  spatial  resolution  (50%  MTF  at 
—0.75  mm"1  in  the  axial  plane).  Since  preliminary  analysis 
of  those  results  revealed  no  obvious  evidence  of  image  lag 
artifacts,  the  effects  of  image  lag  on  CBCT  reconstructions 
are  expected  to  be  subtle.  The  experiments  described  below 
were  designed  specifically  to  examine  and  aggressively  ac¬ 
centuate  the  effects  of  image  lag  in  CBCT,  and  they  are  not 
necessarily  representative  of  conditions  under  which  FPI- 
CBCT  might  be  implemented  clinically.  Specifically,  the 
tests  involved  imaging  small,  high-contrast  objects  obtained 
at  high  exposure. 

Four  sets  of  experiments  were  designed  to  test  the  above 
hypotheses,  all  involving  CBCT  imaging  of  the  cylindrical 
phantom  shown  in  Fig.  2.  First,  the  dependence  of  artifacts 
upon  FPI  signal  size  was  tested  by  acquiring  volume  images 
at  four  exposure  levels.  Second,  the  dependence  of  artifacts 
upon  the  average  rotational  velocity  of  the  object  was  tested 
by  placing  the  rod  at  various  positions  within  the  cylinder. 
Third,  the  dependence  of  artifacts  upon  object  contrast  was 
tested  by  acquiring  scans  in  which  the  cylinder  contained  a 
stainless  steel  or  aluminum  rod.  Finally,  a  set  of  experiments 
was  designed  that  involved  three  different  modes  of  CBCT 
acquisition  in  order  to  separately  investigate  and/or  minimize 
the  comet  and  streak  artifacts. 

1 .  Exposure  dependence 

The  dependence  of  artifacts  upon  the  magnitude  of  the 
x-ray  exposure  was  tested  by  acquiring  volume  images  at 
0.25,  0.75,  1.5,  and  2.5  mAs  per  projection.  These  exposures 
correspond  to  FPI  signal  levels  spanning  the  sensitive  lati¬ 
tude  of  the  detector,  from  —8%  to  —75%  of  system  satura¬ 
tion  (in  the  bare,  unattenuated  beam;  i.e.,  —0.8-7. 5  mR  mea¬ 
sured  at  the  surface  of  the  FPI).  In  each  case,  the  stainless 
steel  rod  was  used,  placed  at  Rrod=4.0cm  within  the  cylin¬ 
der.  The  mode  of  acquisition  was  as  described  above,  where 
a  radiographic  exposure  was  delivered  between  each  image 
frame.  Referred  to  as  the  “fast”  mode  for  CBCT  acquisition, 
this  readout  scheme  is  illustrated  in  the  timing  diagram  of 
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Fig.  4.  Timing  diagram  showing  three  step-and-shoot  acquisition  modes. 
The  arrow  symbolizes  delivery  of  an  x-ray  exposure,  the  A0  symbol  repre¬ 
sents  an  incremental  rotation,  and  the  /,  symbol  represents  readout  of  the  ith 
frame.  For  each  timing  sequence,  the  pulses  drawn  in  solid  lines  indicate 
recorded  frames  (i.e.,  projection  data  that  are  written  to  file  and  used  in  the 
CBCT  reconstruction),  whereas  dashed  lines  indicate  frames  that  are  dis¬ 
carded.  Furthermore,  the  height  of  each  pulse  is  intended  to  illustrate  the 
pixel  signal  magnitude  (e.g.,  in  the  unattenuated  beam).  The  nominal  acqui¬ 
sition  mode  is  the  “fast**  mode  (a),  in  which  an  exposure  is  delivered 
between  each  image  frame.  In  “lag-suppression”  mode  (b),  n  frames  are 
flushed  between  projections.  In  “priming”  mode,  the  system  is  brought 
closer  to  signal  equilibrium  before  the  actual  scan  by  means  of  m  exposures, 
rotations,  and  readouts  carried  out  prior  to  the  first  recorded  projection.  The 
hypotheses  suggest  that  reconstructed  images  from  “fast”  mode  should 
exhibit  both  the  comet  and  streak  artifacts,  those  from  “lag-suppression” 
mode  should  exhibit  reduced  comet  and  streak,  and  those  from  “priming** 
mode  should  exhibit  reduced  streak. 


Fig.  4(a).  The  hypotheses  suggest  that  artifacts  resulting 
from  image  lag  will  increase  with  exposure  in  a  manner  con¬ 
comitant  with  that  of  the  image  lag.32 

2.  Speed/position  dependence 

Equation  (Id)  suggests  that  the  comet  artifact  depends  not 
only  upon  the  magnitude  of  the  image  lag,  but  also  upon  the 
size  of  the  object  and  its  position  in  each  projection  relative 
to  previous  projections.  That  is,  the  artifact  depends  upon  the 
average  rotational  velocity  of  the  object  during  the  CBCT 
scan.  This  parameter  was  varied  experimentally  (without  af¬ 
fecting  the  total  number  of  projections)  by  locating  the  rod  at 
various  positions  of  Rrod.  In  these  studies,  the  stainless  steel 
rod  was  used,  the  exposure  per  projection  was  2.5  mAs  (pur¬ 
posely  large  in  order  to  accentuate  artifacts),  and  the  rod  was 
placed  at  positions  of  Rrod-0.5,  2.0,  and  4.0  cm  within  the 
cylinder.  All  other  parameters  were  as  described  above  and 
shown  in  Table  I,  and  the  “fast”  acquisition  mode  was  used. 
The  hypotheses  suggest  that  the  artifacts  will  increase  for 
increasing  values  of  Rwd  (i.e.,  for  higher  average  velocity). 

3.  Contrast  dependence 

Related  to  the  dependence  upon  exposure  level  and  signal 
size,  the  dependence  of  artifacts  upon  object  contrast  was 
investigated  by  obtaining  images  of  both  a  stainless  steel  and 
aluminum  rod  of  equal  size  (rrod=1.25mm).  In  each  case, 
the  rod  was  placed  at  Rrod-4.0cm,  the  highest  exposure 
level  (2.5  mAs  per  projection)  was  delivered,  and  the  “fast” 
acquisition  mode  was  used.  The  hypotheses  suggest  that  the 
artifacts  will  be  stronger  for  the  higher  contrast  object. 
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4.  Acquisition  modes 

Finally,  a  set  of  CBCT  scans  was  performed  using  alter¬ 
native  acquisition  modes  that  varied  the  orchestration  of  the 
x-ray  exposure,  object  rotation,  and  FPI  readout.  Timing  dia¬ 
grams  for  each  mode  are  illustrated  in  Fig.  4.  In  the  “fast” 
mode  [Fig.  4(a)]  explained  above,  an  exposure  is  made  be¬ 
tween  each  image  frame.  The  hypotheses  suggest  that  both 
the  comet  and  streak  artifacts  will  be  present. 

The  second  mode  is  referred  to  as  the  “lag-suppression” 
mode  [Fig.  4(b)],  because  it  was  specifically  designed  to 
flush  the  image  lag  signal  from  the  FPI  pixels  between  each 
exposure.  In  this  mode,  n  frames  are  read  from  the  FPI  be¬ 
tween  each  exposure  in  order  to  flush  out  the  image  lag,  and 
only  the  frame  that  immediately  follows  an  exposure  is  re¬ 
corded  among  the  projection  data.  Since  the  frame  rate  was 
held  constant  throughout,  the  total  acquisition  time  corre¬ 
spondingly  increased  by  a  factor  of  (n+1).  The  “lag- 
suppression”  mode  hypothetically  reduces  or  eliminates 
both  artifacts.  The  comet  is  reduced,  since  the  image  lag 
signal  is  flushed  during  the  n  frames  between  each  projec¬ 
tion;  the  streak  is  reduced,  since  there  is  reduced  inconsis¬ 
tency  in  the  projections. 

The  “priming”  mode  [Fig.  4(c)]  brings  the  imager  closer 
to  signal  equilibrium  prior  to  recording  the  projection  data  by 
priming  for  m  frames  prior  to  the  actual  scan.  The  acquisition 
mode  begins  with  the  object  rotated  backward  m  times  the 
rotational  increment  so  that  the  first  projection  image,  /0, 
corresponds  to  the  same  nominal  starting  position  as  the 
other  modes.  During  the  m  “priming”  frames,  an  exposure 
is  made,  the  object  is  rotated,  and  the  image  is  read  from  the 
FPI  (but  not  recorded),  thus  bringing  the  system  closer  to 
signal  equilibrium  at  the  first  recorded  projection  [called  /0 
in  Fig.  4(c)].  From  there,  acquisition  proceeds  in  a  manner 
identical  to  “fast”  mode.  The  “priming”  mode  hypotheti¬ 
cally  diminishes  the  streak  artifact  by  reducing  inconsisten¬ 
cies  from  the  projection  data  that  arise  from  nonequilibrium 
during  the  first  few  frames.  The  comet,  however,  is  pre¬ 
served. 

Measurements  were  performed  in  each  of  the  three 
modes,  using  the  nominal  system  parameters  in  each  case 
(stainless  steel  rod;  rrod=1.25mm;  7?rod~4.0cm;  2.5  mAs 
per  projection).  The  “fast”  mode  was  performed  as  de¬ 
scribed  above,  with  the  resulting  tomographic  data  denoted 
/fast  •  For  the  “lag-suppression”  mode,  scans  were  per¬ 
formed  using  several  values  of  n  flushed  frames.  Taking  n 
=  1,2,  and  9  (i.e.,  flushing  one,  two,  and  nine  frames  be¬ 
tween  projections,  respectively)  yielded  tomographic  images 
denoted  /flush!,  /flush2,  and  /flush9,  respectively.  For  the 
“priming”  mode,  a  value  of  m  =  30  frames  was  used,  result¬ 
ing  in  data  denoted  /prime3o- 

Computing  the  difference  between  tomographic  images 
obtained  in  various  modes  allowed  further  investigation  of 
image  lag  artifacts.  Such  difference  images  reduce  effects 
that  are  common  between  modes,  such  as  cupping  (resulting 
from  x-ray  scatter)42,43  and  beam-hardening  (resulting  from 
the  polyenergetic  x-ray  spectrum  and  energy-dependent  de¬ 
tector  response).44-46  Hypothetically,  7fast  contains  both  the 


Pixel# 

Fig.  5.  Normalized  signal  profiles  resulting  from  the  computer  simulations 
for  various  settings  of  object  size  (rrod),  object  speed  (i.e.,  displacement  per 
angular  increment,  determined  by  Rrod),  and  image  lag  (three  settings— “No 
Lag,’*  “Nominal,”  and  “High  Lag” — corresponding  to  the  three  curves  in 
each  plot).  In  each  case,  the  signal  profile  in  a  small  region  (±40  pixels) 
about  the  position  of  the  rod  is  shown,  taken  from  the  300th  simulated 
projection  image  where  the  rod  was  in  the  center  of  the  field  and  moving 
toward  the  right.  (See  text  for  details.) 


comet  and  streak  artifacts,  /flush9  contains  neither,  and  /pr ime3o 
contains  only  the  comet.  Therefore,  an  image  of  the  comet 
and  streak  alone  is  obtained  from  the  difference  tomogram, 


^(comet-f  streak)  /fast  /flush9  ■ 

(2a) 

The  reduction  of  the  comet  and  streak  in  “lag-suppression” 
mode  should  be  evident  in  the  images, 

comet+ streak) '  /flush  1  /flush9 

(2b) 

and 

/( comet -f  streak)"  —  /flush2”  /flush9  > 

(2c) 

where  the  apostrophes  designate  reduction 
The  comet  alone  should  be  exhibited  in 

in  the  artifact. 

^(cornet) —  /prime30~~  /flush9  > 

(2d) 

and  the  streak  alone  should  be  manifest  in 

I ( streak)  “  /fast —  /prime30  •  (2e) 

Finally,  the  reproducibility  of  the  measurements  is  evident  in 
the  difference  tomograms  (along  the  perimeter  of  the  plastic 
cylinder)  and  was  tested  further  by  repeating  the  scan  in 
“fast”  mode  and  computing  the  difference  between  the 
original  and  repeated  results. 

III.  RESULTS 

A.  Computer  simulations 

1.  Signai  profiles  from  simulated  images 

Figure  5  shows  normalized  signal  profiles  of  the  rotating 
rod  from  computer  simulations  performed  for  various  set¬ 
tings  of  object  size  (rrod),  object  speed  (determined  by  tfrod), 
and  image  lag  (Lag|/(1;10)).  Object  size  is  constant  for  each 
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Fig.  6.  Tomographic  reconstructions 
of  projections  generated  by  the  com¬ 
puter  simulation.  Reconstructions  of 
the  simulated  phantom  are  shown  for 
the  cases  of  the  (a)  “No  Lag,”  (b) 
“Nominal,”  and  (c)  “High  Lag”  set¬ 
tings,  demonstrating  increase  in  the 
comet  and  streak  artifacts  for  increas¬ 
ing  levels  of  image  lag.  In  (d),  the  rod 
is  located  near  the  center  of  the  cylin¬ 
der,  showing  that  the  lag  artifact  de¬ 
pends  upon  the  object  path  of  motion, 
as  expected.  In  (e)  and  (f),  reconstruc¬ 
tions  of  a  small  (rrod~0.25  mm)  and 
large  (rrod=5.0  mm)  rod  are  shown,  il¬ 
lustrating  the  comet  and  streak  in  ad¬ 
dition  to  an  artifact  along  the  direction 
of  motion  and  within  the  object  (a 
“ramp,”  particularly  evident  for  the 
large  object).  The  plastic  wall  of  the 
cylinder  was  not  modeled  in  the  com¬ 
puter  simulations. 


column  of  figures:  a  small  rod  (rrod=0.25  mm)  is  simulated 
in  the  first  column  [Figs.  5(a),(d),(g)];  a  rod  equal  to  that 
used  in  the  CBCT  measurements  (rrod=1.25mm)  is  simu¬ 
lated  in  the  middle  column  [Figs.  5(b),(e),(h)];  and  a  large 
rod  (rrod=5.0mm)  is  simulated  in  the  third  column  [Figs. 
5(c),(f),(i)].  Object  speed  (i.e.,  position  in  the  cylinder)  is- 
constant  for  each  row  of  figures:  the  rod  is  near  the  center  of 
the  cylinder  (i?rod=0.5  cm)  in  the  first  row  [Figs. 
5(a),(b),(c)];  the  rod  is  displaced  a  bit  more  (/?n>d=2.0  cm)  in 
the  second  row  [Figs.  5(d),(e),(f)];  and  the  rod  is  in  the  same 
position  as  in  the  CBCT  measurements  (i?rod=4.0cm)  in  the 
last  row  [Figs.  5(g),(h),(i)].  In  each  plot,  signal  profiles  are 
shown  for  three  settings  of  Lagl^.^ ,  referred  to  as  “No 
Lag,”  “Nominal,”  and  “High  Lag.”  For  the  “No  Lag” 
setting,  the  image  lag  vector  was  set  to  zero  (i.e., 
Lag|/(1;lo)  =  0  V/).  For  the  “Nominal”  setting,  the  image  lag 
vector  was  set  to  values  comparable  to  the  image  lag  of  the 
CBCT  system  (i.e.,  Lag|y(1 :10)=  [0.1 5  0.05  0.035  0. 
025  0.015  0.01  0.0075  0.004  0.003  0.0025]).  For  the  “High 
Lag”  setting,  the  image  lag  vector  was  set  to  arbitrarily  large 
values  in  order  to  accentuate  the  effect;  specifically,  the  im¬ 
age  lag  vector  for  the  “High  Lag”  setting  was  double  that  of 
the  “Nominal”  setting. 

These  results  clearly  illustrate  the  effect  of  image  lag  in 
producing  a  tail  in  the  signal  profiles  opposite  to  the  direc¬ 
tion  of  rotation.  (Note  that  the  tail  is  not  due  to  motion  blur 
during  the  exposure,  since  the  object  is  at  rest  when  each 
exposure  is  made;  rather,  the  tail  is  purely  the  result  of  image 
lag.  All  results  herein — both  simulations  and  experiments — 
were  performed  using  “step-and-shoot”  acquisition.)  As 
seen  in  Fig.  5,  the  signal  profile  for  the  “No  Lag”  case  is 
simply  the  blurred  image  of  the  object,  with  no  distortion 
associated  with  image  lag.  For  the  “Nominal”  and  “High 
Lag”  cases,  the  profiles  are  progressively  distorted.  In  addi¬ 
tion  to  the  formation  of  a  tail  “behind”  the  object,  the 


“front”  edge  of  the  object  is  distorted  as  well,  due  to  the 
gradual  buildup  of  signal  associated  with  image  lag.  This 
suggests  that  in  addition  to  the  hypothesized  comet,  the  re¬ 
sulting  tomographic  image  will  exhibit  nonuniformity  within 
the  object  due  to  signal  buildup.  This  is  especially  evident 
for  the  large  object  (rrod=  5.0  mm)  moving  with  high  average 
velocity  (^^=4.0  cm),  as  in  Fig.  5(i). 

The  signal  profiles  of  Fig.  5  support  the  argument  regard¬ 
ing  the  comet  artifact,  and  they  suggest  another  effect  (non¬ 
uniformity  within  the  object  due  to  signal  build-up).  How¬ 
ever,  they  do  not  illustrate  the  mechanism  for  the  streak, 
since  they  only  show  a  single  frame.  The  streak  effect  (which 
arises  from  inconsistency  between  the  1  st  and  latter  frames) 
is  suggested  by  way  of  illustration,  however,  in  Fig.  5(e). 
There,  a  tail  associated  with  the  “High  Lag”  condition  is 
evident  and  is  labeled  in  the  plot  by  the  term  “comet.”  The 
undistorted  profile  corresponding  to  the  “No  Lag”  case  is, 
in  fact,  equivalent  to  the  1st  frame  profile  computed  for  the 
“High  Lag”  case.  Therefore,  the  discrepancy  between  the 
“No  Lag”  and  “High  Lag”  profiles  is  similar  to  the  incon¬ 
sistency  associated  with  the  streak  artifact.  Thus,  the  discrep¬ 
ancy  between  the  two  is  labeled  by  the  term  “streak”  for 
purposes  of  illustration. 

2.  Tomographic  reconstructions  from  simulated 
images 

The  simulated  projection  images  were  operated  upon  by 
the  same  CBCT  reconstruction  algorithm  used  for  the  real 
projection  data,  and  example  results  are  shown  in  Fig.  6. 
Each  image  in  Fig.  6  represents  a  single  axial  slice  in  the 
central  plane,  computed  from  the  simulations  described 
above.  In  Figs.  6(a)-6(c),  reconstructions  are  shown  for  the 
“No  Lag,”  “Nominal,”  and  “High  Lag”  settings,  respec¬ 
tively,  using  the  nominal  size  and  displacement  of  the  rod. 
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For  the  “No  Lag”  case  [Fig.  6(a)]  there  are  faint  streaks 
extending  radially  from  the  rod,  but  there  are  no  artifacts 
associated  with  image  lag.  These  radial  streaks  were  due  to 
rounding  errors  in  the  computer  simulation  in  placing  the 
central  position  of  the  rod,  jc^d8  (at  each  rotational  incre¬ 
ment),  at  the  position  corresponding  to  the  center  of  the  near¬ 
est  pixel.  For  the  “Nominal”  case  [Fig.  6(b)],  two  artifacts 
become  immediately  apparent — a  diffuse  region  of  high  at¬ 
tenuation  behind  the  rod,  and  a  stripe  along  the  direction  of 
the  first  projection — consistent  with  the  hypothesized  comet 
and  streak,  respectively.  As  expected,  the  two  artifacts  be¬ 
come  stronger  for  the  “High  Lag”  case  of  Fig.  6(c).  The 
simulations  were  repeated  for  various  settings  of  initial  rod 
position  [i.e.,  0  (as  shown  in  Fig.  6),  45,  and  90°],  and  in 
each  case  the  streak  corresponded  precisely  with  the  direc¬ 
tion  of  the  first  few  projections. 

Besides  the  comet  extending  behind  the  rod  along  the 
path  of  its  orbit,  there  also  appears  to  be  anomalously  high 
attenuation  extending  vertically  “in  front  of’  and  “behind” 
the  rod  as  well.  This  may  be  attributed  to  another  inconsis¬ 
tency  in  the  projections  arising  from  image  lag,  explained  as 
follows.  Consider  the  system  near  signal  equilibrium,  with 
the  rod  object  moving  across  the  field  of  view  (FOV)  and 
exhibiting  a  tail  in  its  wake.  When  the  object  rotates  about  so 
that  it  is  moving  toward  or  away  from  the  image  plane  (i.e., 
0=90  or  270°,  respectively),  the  projection  signal  is  not  nec¬ 
essarily  consistent  with  that  for  the  object  when  near  the 
center  of  the  FOV  (i.e.,  around  0  or  180°).  That  is,  the  trans¬ 
mission  of  the  object  (e.g.,  at  90°)  is  inconsistent  with  that  of 
a  real  3D  object  suggested  by  other  projections  (e.g.,  at  0°). 


As  a  result,  when  the  object  moves  toward  or  away  from  the 
detector,  image  lag  may  cause  the  attenuation  to  be  overes¬ 
timated  along  the  direction  of  motion.  The  magnitude  of  this 
effect  was  found  to  be  highly  sensitive  to  the  selection  of  the 
lag  values  in  Lag|l(1;10). 

Figures  6(d)— 6(f)  show  reconstructions  of  simulated  pro¬ 
jections  for  objects  at  various  positions  within  the  cylinder 
and  for  objects  of  various  size  for  the  “Nominal”  lag  set¬ 
ting.  Figure  6(d)  shows  the  nominal-size  rod  [as  in  Fig.  6(b)] 
placed  near  the  center  of  the  cylinder  ORrod=0.5  cm).  As 
suggested  by  the  signal  profiles  in  Fig.  5(b),  the  object  shows 
little  or  no  distortion.  Figures  6(e)  and  6(f)  show  reconstruc¬ 
tions  for  the  small  (rrod=0.25mm)  and  large  (rrod=5.0mm) 
rods,  respectively,  at  nominal  displacement.  In  each  case, 
both  a  comet  and  streak  are  clearly  evident,  with  the  size  of 
the  artifact  related  to  the  size  of  the  object.  For  the  case  of 
the  large  object  [Fig.  6(f)],  the  above-mentioned  artifact  re¬ 
lated  to  signal  build-up  along  the  direction  of  motion  is  par¬ 
ticularly  evident,  as  is  the  nonuniformity  within  the  object 
suggested  by  the  signal  profile  of  Fig.  5(f). 

B.  CBCT  lag  measurements 

Volume  images  of  the  rod  phantom  were  acquired  with 
the  FPI-CBCT  system  as  described  above.  First,  measure¬ 
ments  were  performed  in  order  to  examine  the  dependence  of 
image  lag  artifacts  on  exposure  level,  object  speed,  and  ob¬ 
ject  contrast.  Second,  three  acquisition  modes  (“fast,”  “lag- 
suppression,”  and  “priming”)  were  employed  to  further  ex¬ 
amine  the  nature  of  such  artifacts.  Unless  otherwise  stated, 


Fig.  7.  Cone-beam  CT  reconstructions  of  the  cylindrical  phantom  obtained  with  the  flat-panel-imager-based  CBCT  system.  Each  figure  shows  a  single 
quadrant  of  an  axial  slice  from  the  volume  data  (281X281  voxels  averaged  over  seven  slices  about  the  central  plane),  (a)  Image  of  the  stainless  steel  rod 
acquired  in  “fast”  mode  at  high  exposure,  (b)  Image  of  the  same,  obtained  at  lower  exposure,  (c)  Image  of  the  rod  located  near  the  center  of  the  phantom, 
where  the  displayed  “quadrant”  was  cropped  from  the  center  of  the  axial  slice  to  allow  comparison  with  other  figures,  (d)  Image  of  a  lower-contrast 
aluminum  rod,  exhibiting  reduced  lag  artifacts,  (e)-(g)  Images  acquired  in  “lag-suppression”  mode,  with  (e)  one  frame,  (f)  two  frames,  and  (g)  nine  frames 
flushed  between  projections,  (h)  Image  of  the  rod  acquired  in  “priming”  mode,  showing  the  full  comet  artifact  but  somewhat  reduced  streak.  The  gray  scale 
for  all  images  was  consistently  windowed  and  leveled  to  allow  intercomparison.  The  results  are  consistent  with  the  hypotheses  developed  in  relation  to 
Fig.  2. 
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the  stainless  steel  rod  was  used  (rrod=1.25mm),  placed  at 
^rod=4-0cm>  and  scanned  at  an  exposure  level  of  2.5  mAs 
per  projection  in  “fast”  mode.  Results  are  summarized  in 
Fig.  7. 

1 -  Artifacts:  dependence  upon  exposure,  speed, 
and  contrast 

Figures  7(a)  and  7(b)  show  the  effect  of  exposure  level 
upon  the  image  lag  artifacts.  The  hypotheses  suggest  that 
such  artifacts  will  be  reduced  at  lower  exposures.  The  image 
in  Fig.  7(a)  was  acquired  at  the  high  exposure  setting  of  2.5 
mAs  per  projection  and  exhibits  a  significant  comet  and 
streak.  The  image  in  Fig.  7(b)  was  acquired  at  the  lowest 
exposure  level  (0.25  mAs  per  projection).  Careful  examina¬ 
tion  suggests  that  the  streak  is  significantly  reduced  in  the 
latter  image  but  that  the  comet  is  only  marginally  reduced. 
This  suggests  that  the  streak  (associated  with  reduced  signal 
in  the  first  few  projections  relative  to  subsequent  projections) 
is  dominated  by  the  first-order  lag  characteristics  of  the  sys¬ 
tem  (i.e.,  the  “first-frame”  lag,  Lag^),  which  has  been 
shown32  to  have  a  stronger  dependence  upon  exposure  than 
the  higher-order  lag  terms  (i.e.,  Lag|2 ,  Lag|3,...,Lag|  10  and  so 
on).  On  the  other  hand,  the  extent  of  the  comet  depends  more 
upon  the  higher-order  lag  terms  (e.g.,  out  to  ^Lag|l0  and  so 
forth),  which  have  a  smaller  dependence  upon  exposure.32 
Therefore,  reducing  the  exposure  reduces  the  streak  but  has  a 
smaller  effect  upon  the  comet.  Images  acquired  at  interme¬ 
diate  exposure  levels  (see  Table  I)  exhibited  levels  of  artifact 
between  those  of  Figs.  7(a)  and  7(b).  Furthermore,  images 
acquired  with  the  phantom  rotated  to  a  different  starting 
angle  confirmed  that  the  streak  artifact  lies  along  the  direc¬ 
tion  of  the  first  few  projections.  The  artifact  along  the  direc¬ 
tion  of  motion,  which  was  demonstrated  in  the  simulations 
but  found  to  depend  strongly  upon  the  lag  characteristics,  is 
less  pronounced  in  the  empirical  results.  The  origins  of  the 
black  “bow-tie”  artifact  along  the  radial  direction  and  the 
reduced  attenuation  on  one  side  of  the  streak  artifact  are 
unclear.  Since  such  effects  were  not  evident  in  the  simula¬ 
tions,  they  may  be  the  result  of  beam-hardening,  x-ray  scat¬ 
ter,  and/or  slight  misalignment  of  the  axis  of  rotation  (AOR) 
with  the  reconstruction  matrix. 

Figure  7(c)  shows  the  effect  of  object  speed  upon  artifacts 
in  the  reconstruction,  where  the  rod  was  placed  near  the  cen¬ 
ter  of  the  cylinder  (i?rod=0.5  cm).  As  expected,  reducing  the 
average  object  rotational  speed  (i.e.,  displacement  per  pro¬ 
jection)  reduces  the  effects  of  image  lag.  Rather  than  a  spa¬ 
tially  extended  comet  and  streak,  the  object  is  blurred  out 
over  the  region  of  its  smaller  orbit.  Of  course,  this  effect  is 
fundamentally  the  same  as  that  of  the  comet,  simply  con¬ 
volved  over  a  smaller  region.  Images  obtained  with  the  in¬ 
termediate  value  of  Rrod=2.0cm  exhibited  comet  and  streak 
artifacts  somewhat  reduced  from  the  case  with  Rrod=4.0cm. 

The  effect  of  object  contrast  is  illustrated  in  Fig.  7(d), 
where  the  aluminum  rod  was  used  in  place  of  the  stainless 
steel.  As  expected,  the  artifacts  associated  with  image  lag  are 
greatly  reduced.  This  result  explains  why  previous 
studies10,12  involving  the  visibility  of  low-contrast  objects 


and  anatomical  soft  tissue  in  FPI-CBCT  images  exhibited  no 
obvious  lag  artifacts.  Furthermore,  it  suggests  that  lag  arti¬ 
facts  may  only  be  clinically  significant  for  anatomy  contain¬ 
ing  high-contrast  objects,  such  as  marker  BBs,  dental  fillings, 
metal  prosthetics,  and  such. 

2.  Artifacts:  Dependence  upon  acquisition  mode 

Images  acquired  in  “fast,”  “lag-suppression,”  and 
“priming”  modes  are  shown  in  Figs.  7(a)  and  7(e)-7(h), 
respectively.  As  previously  discussed,  the  image  acquired  in 
“fast”  mode  [/fast  in  Fig.  7(a)]  contains  a  significant  comet 
and  streak,  consistent  with  expectations. 

Images  acquired  in  “lag-suppression”  mode  [7flushl, 
7flush2  >  and  7flush9  Figs.  7(e)-7(g),  respectively]  show  sig¬ 
nificant  reduction  of  both  comet  and  streak  artifacts.  Taking 
n  =  1  (/flushi)  strongly  reduces  the  streak  but  has  less  effect 
upon  the  comet.  This  is  similar  to  the  effect  discussed  above 
in  relation  to  exposure  dependence:  the  streak  is  primarily 
dependent  upon  the  first-frame  lag  (Lag^),  whereas  the 
comet  results  from  higher-order  lag  terms.  Therefore,  flush¬ 
ing  one  frame  between  projections  (as  in  7flush i)  does  much  to 
reduce  the  streak,  but  less  to  reduce  the  comet.  Accordingly, 
taking  n  =  2  or  n  =  9  (7flush2  and  7flush9)  largely  eliminates  the 
streak  and  progressively  reduces  the  comet. 

The  image  acquired  in  “priming”  mode  [7prime80  in  Fig. 
7(b)]  exhibits  the  full  comet  artifact  and  a  reduced  streak 
compared  to  7fast.  The  hypotheses  suggest  that  “priming” 
mode  could  completely  eliminate  the  streak  while  retaining 
the  comet.  That  the  streak  persists  to  a  slight  degree  suggests 
that  the  system  was  not  in  full  charge  trapping  and  release 
equilibrium  following  the  m  “priming”  frames,  so  that  a 
slight  inconsistency  in  the  projection  data  persisted  along  the 
direction  of  the  first  view. 

Finally,  the  lag  artifacts  in  and  of  themselves  were  exam¬ 
ined  in  difference  tomograms,  as  defined  in  Eqs.  (2)  and 
illustrated  in  Fig.  8.  (Note  that  the  calculation  of  difference 
tomograms  is  not  intended  to  suggest  an  image-processing 
means  of  reducing  lag  artifacts;  rather,  they  are  computed 
herein  simply  as  a  means  of  analyzing  the  lag  artifacts.)  Fig¬ 
ure  8(a)  represents  the  difference  between  7fast  and  7flush9  and 
therefore  should  contain  only  the  full  comet  and  streak  [to 
the  extent  that  both  artifacts  are  eliminated  in  7flush9;  see  Fig. 
7(g)].  The  difference  image  supports  this  hypothesis.  For 
these  experimental  conditions,  both  the  comet  and  streak  ex¬ 
hibit  CT  number  approximately  3%-6%  of  the  CT  number 
of  the  rod.  Since  the  CT  number  for  the  steel  object  is  very 
high  relative  to  water,  the  comet  and  streak  are  appreciable 
above  the  level  of  system  noise;10  conversely,  for  the  lower 
contrast  aluminum  rod,  the  CT  number  is  such  that  the  comet 
and  streak  are  imperceptible. 

Figures  8(b)  and  8(c)  show  the  extent  to  which  the  comet 
persists  after  flushing  n  =  1  and  n  ~  2  frames,  respectively,  in 
“lag-suppression”  mode  (relative  to  flushing  nine  frames). 
As  mentioned  above,  the  former  case  reduces  the  streak  more 
so  than  the  comet.  From  Fig.  8(c),  it  is  clear  that  flushing  two 
frames  between  projections  (7flush2)  largely  eliminates  the 
streak  and  exhibits  only  slight  retention  of  the  comet.  Fur- 
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Fig.  8.  Difference  images  between  tomographic  slices 
shown  in  Fig.  7,  as  defined  in  Eq.  (2).  As  in  Fig.  7,  only 
a  single  quadrant  of  the  axial  slice  is  shown  in  order  to 
“zoom  in”  on  the  object,  (a)  The  difference  between 
images  acquired  in  “fast”  and  “lag-suppression” 
modes  clearly  illustrates  the  comet  and  streak,  (b)  and 
(c)  Progressive  reduction  of  the  comet  and  streak  arti¬ 
facts  using  n=l  and  n  =  2  flushed  frames  in  “lag- 
suppression”  mode.  The  lack  of  artifacts  in  (c)  suggests 
that  flushing  two  frames  is  nearly  as  effective  in  reduc¬ 
ing  the  artifacts  as  flushing  nine  frames,  and  entails 
considerably  shorter  acquisition  time,  (d)  and  (e)  Dif¬ 
ference  images  based  upon  the  “priming”  mode  of  ac¬ 
quisition,  showing  (d)  the  full  comet  artifact,  with 
somewhat  reduced  streak,  and  (e)  the  streak  alone. 


thermore,  7flush2  and  7flus h9  are  nearly  identical  but  entailed  an 
increase  in  CBCT  acquisition  times  by  a  factor  of  3  and  10, 
respectively.  Since  the  difference  between  the  resulting  im¬ 
ages  is  slight,  the  implication  is  that  with  regard  to  the 
tradeoff  between  lag-suppression  and  total  acquisition  time, 
flushing  only  two  frames  is  preferable. 

Figures  8(d)  and  8(e)  show  the  difference  between  the 
“priming”  mode  image  (7prirae 30)  and  the  /flush9  and  7fast  im¬ 
ages,  respectively.  The  first  case  [Fig.  8(d)]  exhibits  the 
comet  artifact  fully  (as  expected)  but  retains  the  streak  some¬ 
what  as  discussed  above.  The  second  case  [Fig.  8(e)]  sug¬ 
gests  nearly  complete  elimination  of  the  comet  artifact,  with 
stronger  presence  of  the  streak,  as  expected.  The  “priming” 
mode  provides  an  interesting  experimental  technique,  but  be¬ 
cause  it  involves  delivering  an  extra  dose  (during  the  priming 
frames),  it  is  not  a  practical  technique  where  dose  to  the 
patient  is  an  issue.  Furthermore,  at  least  for  m  —  30  as  shown 
herein,  it  fails  to  completely  remove  the  streak  artifact. 

Finally,  the  reproducibility  of  the  experiments  was  exam¬ 
ined  by  repeating  the  “fast”  mode  acquisition  of  Fig.  7(a). 
Clearly,  in  order  for  difference  tomograms  to  be  precise  and 
meaningful,  the  reproducibility  of  the  measurements  and  the 
precision  in  aligning  the  phantom  for  each  acquisition  should 
be  high.  The  difference  between  the  original  7fast  image  [Fig. 
7(a)]  and  the  repeat  measurement  is  shown  in  Fig.  8(f).  From 
the  difference  exhibited  along  the  perimeter  of  the  plastic 
cylinder  and  in  the  region  of  the  rod,  it  is  clear  that  the 
phantom  was  shifted  slightly  down  and  to  the  right  in  the 
repeat  scan.  Correspondingly,  the  streak  characteristic  of  the 
original  7fast  image  is  not  completely  eliminated.  As  evident 
in  the  other  difference  tomograms  [Figs.  8(a)~8(e)],  this  ex¬ 
ample  represents  a  worst-case  in  the  reproducibility  of  the 
measurement.  From  the  small  difference  exhibited  along  the 
perimeter  of  the  cylinder  in  Figs.  8(a)-8(e)  [especially  in 
Fig.  8(e),  where  realignment  is  seen  to  be  near  perfect],  we 
conclude  that  the  reproducibility  and  precision  in  realign¬ 
ment  were  sufficient  to  allow  qualitative  examination  of  the 
artifacts  as  discussed  above. 


IV.  DISCUSSION  AND  CONCLUSIONS 

Image  lag  results  in  measurable  artifacts  in  reconstruc¬ 
tions  obtained  using  a  flat-panel  imager  in  cone-beam  CT. 
Two  effects  include:  (1)  a  “comet”  artifact  resulting  from 
charge  trapping  and  release  throughout  the  majority  of  the 
projection  data;  and  (2)  a  “streak”  artifact  along  the  direc¬ 
tion  of  the  first  few  views  resulting  from  inconsistencies  be¬ 
tween  the  first  projections  (in  signal  nonequilibrium)  and 
subsequent  projections  (near  signal  equilibrium).  In  addition, 
and  particularly  for  large,  high-contrast  objects  displaced 
from  the  axis-of-rotation,  image  lag  may  result  in  nonuni¬ 
form  signal  (i.e.,  a  “ramp”  or  “build-up”)  within  the  image 
of  the  object  [e.g.,  Fig.  6(f)].  Also,  inconsistency  between 
projections  obtained  for  an  object  moving  laterally  across  the 
FOV  and  those  obtained  when  the  object  is  moving  toward 
or  away  from  the  detector  may  result  in  an  artifact  (increased 
attenuation)  along  the  direction  of  object  motion.  The  above 
investigation  suggests  that  the  former  two  (the  comet  and 
streak)  are  the  more  significant,  and  that  the  comet  is  related 
primarily  to  higher-order  lag  characteristics  (i.e.,  Lag|t  where 
/>1),  whereas  the  streak  is  dominated  by  first-order  lag 
characteristics  (i.e.,  Lag^  and  Lag|2).  As  a  result,  the  comet 
artifact  is  more  difficult  to  reduce  using  the  methods  de¬ 
scribed  in  this  article. 

The  experimental  conditions  and  the  object  used  in  these 
studies  were  selected  specifically  to  illustrate  and  accentuate 
the  effects  of  image  lag  on  CBCT  reconstructions,  and  they 
do  not  necessarily  correspond  to  typical  clinical  conditions. 
Specifically,  the  object  examined  consisted  of  a  small,  high- 
contrast  object,  for  which  the  terms  “comet”  and  “streak” 
seem  appropriate  and  descriptive  of  the  observed  artifacts. 
The  basic  concepts  presented  in  this  paper  still  apply  with 
regard  to  more  complex  objects  (i.e.,  objects  of  various  size, 
shape,  and  composition,  with  significant  and/or  irregular  spa¬ 
tial  extent),  even  though  the  observed  artifacts  (if  any)  may 
not  resemble  the  comet  or  streak  demonstrated  herein. 
Rather,  the  resulting  artifact  may  be  described  by  a  convolu- 


Medical  Physics,  Vol.  26,  No.  12,  December  1999 


2646 


J.  H.  Siewerdsen  and  D.  A.  Jaffray:  Cone-beam  computed  tomography 


2646 


tion  of  these  effects  over  the  extent  of  the  object  and  its  path 
of  motion  (relative  to  the  source  and  imager,  e.g.,  for  non- 
circular  trajectories).  For  example,  based  on  the  above  re¬ 
sults,  one  might  reason  that  replacing  the  rod  with  a  vertical 
slab  would  result  in  reconstructions  where  the  edge  of  the 
slab  appears  blurred  opposite  to  the  direction  of  rotation,  and 
more  so  at  greater  distances  from  the  axis  of  rotation. 
Clearly,  the  effect  with  regard  to  complex  anatomy  is  signifi¬ 
cantly  more  complicated  but  can  be  similarly  explained.  Fur¬ 
thermore,  lag  artifacts  may  be  somewhat  reduced  in  relation 
to  objects  that  are  complex  in  shape  and  composition,  since 
the  effects  of  image  lag  would  not  be  reinforced  in  succes¬ 
sive  projections  to  the  extent  that  they  are  for  a  simple,  high- 
contrast  object  such  as  a  steel  rod. 

Previous  results10  showing  FPI-CBCT  images  of  low- 
contrast  objects  and  real  anatomy  (a  Wistar  rat)  exhibited  no 
obvious  artifacts  attributable  to  image  lag.  This  is,  in  fact, 
consistent  with  the  above  results,  which  show  that  lag  arti¬ 
facts  are  significant  only  for  high-contrast  objects  at  high 
exposure  levels.  For  example,  reconstruction  of  an  aluminum 
rod  [Fig.  7(d)]  exhibited  little  or  no  artifact  relative  to  that  of 
a  stainless  steel  rod  [Fig.  7(a)].  Thus,  manifestation  of  lag 
artifacts  in  CBCT  images  of  soft-tissue  and  even  bony 
anatomy  is  likely  to  be  small.  Such  effects  may  become  sig¬ 
nificant,  however,  for  cases  in  which  the  volume  contains 
high-contrast  objects,  such  as  marker  BBs  and  metal  pros¬ 
thetics.  In  nonmedical  applications,  such  as  x-ray  cone-beam 
CT  for  industrial  nondestructive  testing  and  evaluation 
(NDTE),  where  subjects  often  include  high-contrast  objects 
(often  imaged  at  high  exposures  in  air),  artifacts  resulting 
from  image  lag  are  likely  to  be  more  conspicuous.  Further¬ 
more,  the  results  presented  above  were  obtained  using  vari¬ 
ous  “step-and-shoot”  modes  of  CBCT  acquisition,  which 
largely  eliminate  effects  of  motion  blur.  Of  course,  CBCT 
acquisition  may  utilize  fluoroscopic  acquisition,  in  which  the 
x-ray  beam  is  on  continuously  during  rotation  and  imager 
readout.  Such  operation  introduces  the  additional  effect  of 
motion  blur,  which  is  beyond  the  context  of  the  present  pa¬ 
per. 

In  the  event  that  lag  artifacts  are  sufficiently  deleterious  to 
warrant  effort  toward  their  reduction,  such  artifacts  may  be 
reduced  either  procedurally  or  algorithmically.  For  example, 
the  simple  “lag-suppression”  mode  shown  in  Fig.  4(b),  with 
n  =  2  frames  flushed  between  projections,  proved  to  be  a 
fairly  effective  procedural  means  of  managing  both  the 
comet  and  streak  artifacts.  (The  “priming”  mode — 
developed  simply  to  test  the  hypotheses — is  impractical, 
since  it  requires  delivery  of  extra  dose  and  only  addresses  the 
streak  artifact.)  Since  the  FPI  frame  rate  was  held  constant  in 
the  above  measurements,  use  of  the  “lag -suppress ion”  mode 
entailed  an  increase  in  the  acquisition  time  [by  a  factor  of 
(«+  1)].  However,  a  variation  of  this  mode  in  which  inter¬ 
mediate  frames  are  flushed  at  a  higher  frame  rate  may  pro¬ 
vide  similar  artifact  reduction  with  less  tradeoff  in  acquisi¬ 
tion  time.  Previous  results32  support  this  idea  in  that  the  level 
of  image  lag  was  shown  to  depend  more  upon  the  number  of 
times  the  pixel  was  reinitialized  (i.e.,  upon  the  number  of 
frames)  than  upon  the  elapsed  time.  Of  course,  one  needs  to 


verify  that  such  variation  of  the  frame  rate  during  acquisition 
does  not  introduce  other  undesirable  effects,  such  as  addi¬ 
tional  noise  or  degradation  of  gain-offset  corrections. 

Alternatively,  lag  artifacts  can  be  reduced  by  means  of 
algorithmic  correction  of  the  projection  images,  either  off¬ 
line  or  as  the  data  are  acquired.  For  example,  each  projection 
could  be  corrected  for  image  lag  effects  by  subtracting  pre¬ 
vious  projections  weighted  by  the  magnitude  of  image  lag  in 
those  projections.  Since  each  projection  contains  uncorre¬ 
lated  noise,  however,  subtraction  necessarily  introduces 
noise  to  the  projection  data.  Toth  etalP  show  that  artifacts 
resulting  from  temporal  correlation  in  a  CT  scanner  can  be 
managed  by  deconvolution  of  the  projection  data  with  the 
temporal  response  function  of  the  detectors.  Alternatively, 
Hsieh28  developed  a  method  for  CT  scanning  in  which  pro¬ 
jections  are  arithmetically  compensated  by  the  measured  sig¬ 
nal  decay  in  order  to  reduce  effects  of  detector  afterglow. 
Furthermore,  Hsieh30  demonstrated  that  selective  weighting 
of  the  projections  in  CT  fluoroscopy  can  improve  speed 
while  maintaining  an  acceptable  level  of  artifacts. 

Based  upon  the  above  results,  it  is  concluded  that  the 
effects  of  image  lag  in  flat-panel  CBCT  under  conditions 
typical  of  medical  imaging  are  small,  given  the  image  lag 
performance  of  state-of-the-art  FPIs.32  For  cases  in  which  lag 
artifacts  may  be  significant  (e  g.,  in  the  presence  of  high- 
contrast  markers  or  dental  fillings,  for  FPIs  exhibiting  par¬ 
ticularly  high  image  lag,  or  possibly  in  NDTE),  simple  pro¬ 
cedures  such  as  the  “lag-suppression”  mode  appear  to  be 
effective  in  suppressing  lag  artifacts. 
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The  development  and  performance  of  a  system  for  x-ray  cone-beam  computed  tomography  (CBCT) 
using  an  indirect-detection  flat-panel  imager  (FPI)  is  presented.  Developed  as  a  bench-top  prototype 
for  initial  investigation  of  FPI-based  CBCT  for  bone  and  soft-tissue  localization  in  radiotherapy,  the 
system  provides  fully  three-dimensional  volumetric  image  data  from  projections  acquired  during  a 
single  rotation.  The  system  employs  a  512X512  active  matrix  of  a- Si:H  thin-film  transistors  and 
photodiodes  in  combination  with  a  luminescent  phosphor.  Tomographic  imaging  performance  is 
quantified  in  terms  of  response  uniformity,  response  linearity,  voxel  noise,  noise-power  spectrum 
(NPS),  and  modulation  transfer  function  (MTF),  each  in  comparison  to  the  performance  measured 
on  a  conventional  CT  scanner.  For  the  geometry  employed  and  the  objects  considered,  response  is 
uniform  to  within  2%  and  linear  within  1%.  Voxel  noise,  at  a  level  of  —20  HU,  is  comparable  to 
the  conventional  CT  scanner.  NPS  and  MTF  results  highlight  the  frequency-dependent  transfer 
characteristics,  confirming  that  the  CBCT  system  can  provide  high  spatial  resolution  and  does  not 
suffer  greatly  from  additive  noise  levels.  For  larger  objects  and/or  low  exposures,  additive  noise 
levels  must  be  reduced  to  maintain  high  performance.  Imaging  studies  of  a  low-contrast  phantom 
and  a  small  animal  (a  euthanized  rat)  qualitatively  demonstrate  excellent  soft-tissue  visibility  and 
high  spatial  resolution.  Image  quality  appears  comparable  or  superior  to  that  of  the  conventional 
scanner.  These  quantitative  and  qualitative  results  clearly  demonstrate  the  potential  of  CBCT  sys¬ 
tems  based  upon  flat-panel  imagers.  Advances  in  FPI  technology  (e.g.,  improved  x-ray  converters 
and  enhanced  electronics)  are  anticipated  to  allow  high-performance  FPI-based  CBCT  for  medical 
imaging.  General  and  specific  requirements  of  kilovoltage  CBCT  systems  are  discussed,  and  the 
applicability  of  FPI-based  CBCT  systems  to  tomographic  localization  and  image-guidance  for 
radiotherapy  is  considered.  ©  2000  American  Association  of  Physicists  in  Medicine. 
[S0094-2405(00)0 1306-7] 

Key  words:  cone-beam  computed  tomography,  flat-panel  imager,  amorphous  silicon,  volume 
imaging,  image-guided  therapy,  radiotherapy 


I.  BACKGROUND  AND  INTRODUCTION 

The  relationship  between  radiation  treatment  dose  and  tumor 
control  has  spurred  numerous  protocols  aimed  at  escalation 
of  radiation  dose  for  management  of  prostate  cancer.  Ac¬ 
cordingly,  such  activities  have  focused  the  radiotherapy 
community  on  the  tradeoffs  between  dose  escalation  and  in¬ 
duced  normal  tissue  complication.  These  tradeoffs  are,  for 
the  most  part,  governed  by  the  margins  used  to  accommodate 
the  geometric  uncertainties  in  treatment.  Investigators  have 
demonstrated  the  potential  for  significant  dose  escalation,  if 
geometric  uncertainties  can  be  reduced  from  current  levels  of 
5-10  mm  to  the  3  mm  level.1  In  sites  where  organ  motion  is 
a  significant  factor,  such  as  the  prostate,  this  level  of  preci¬ 
sion  can  only  be  achieved  through  on-line  image  guidance 
available  at  the  time  of  treatment. 

An  imaging  system  for  guidance  has  several  requirements 
if  it  is  to  be  applied  in  radiotherapy  of  the  prostate.  These 
include:  (i)  contrast  sensitivity  sufficient  to  discern  soft- 
tissue;  (ii)  high  spatial  resolution  and  low  geometric  distor¬ 
tion  for  precise  localization  of  soft-tissue  boundaries;  (iii) 
operation  within  the  environment  of  a  radiation  treatment 
machine;  (iv)  large  field-of-view  (FOV),  capable  of  imaging 


patients  up  to  40  cm  in  diameter;  (v)  short  image  acquisition 
time  (within  a  few  minutes);  (vi)  negligible  harm  to  the  pa¬ 
tient  from  the  imaging  procedure  (e.g.,  dose  much  less  than 
the  treatment  dose);  and  (vii)  compatibility  with  integration 
into  an  external  beam  radiotherapy  treatment  machine.  A 
strong  candidate  technology  to  satisfy  these  requirements  is 
kilovoltage  (kV)  cone-beam  computed  tomography 
(CBCT).2-4  CBCT  operates  on  the  same  principle  as  conven¬ 
tional  CT,  with  the  exception  that  an  entire  volumetric  image 
is  acquired  through  a  single  rotation  of  the  source  and  detec¬ 
tor.  This  is  made  possible  by  the  use  of  a  two-dimensional 
(2D)  detector,  as  opposed  to  the  ID  detectors  used  in  con¬ 
ventional  CT.  There  are  constraints  associated  with  image 
reconstruction  under  a  cone-beam  geometry;  however,  these 
can  be  addressed  through  innovative  source  and  detector 
trajectories.5-7 

In  a  previous  article,  the  development  of  a  kV  cone-beam 
CT  imaging  system  for  on-line  tomographic  guidance  was 
reported.8  The  system  consisted  of  a  kV  x-ray  tube  and  a 
radiographic  detector  mounted  on  the  gantry  of  a  medical 
linear  accelerator.  The  imaging  detector  was  based  on  a  low- 
noise  CCD  optically  coupled  to  a  phosphor  screen.  The  poor 
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Fig.  1.  (a)  Photograph  of  the  FPI-based  CBCT  prototype  system  and  (b)  schematic  illustration  of  the  geometry  and  procedures  within  the  CBCT  system.  The 
flat-panel  imager  acquires  2D  projections  at  incremental  rotations  of  the  object,  and  fully  3D  volume  reconstructions  are  obtained  by  cone-beam  filtered 
back-projection.  The  prototype  was  constructed  to  provide  a  precise,  reproducible  geometry  that  corresponds  closely  with  that  of  a  tomographic  system  for 
image-guided  radiotherapy  on  a  linear  accelerator. 


optical  coupling  efficiency  (~10”4)  between  the  phosphor 
and  the  CCD  significantly  reduced  the  detective  quantum 
efficiency  (DQE)  of  the  system.  While  this  system  was  ca¬ 
pable  of  producing  CBCT  images  of  sufficient  quality  to 
visualize  soft-tissues  relevant  to  radiotherapy  of  the  prostate, 
the  low  DQE  required  imaging  doses  a  factor  of  3-4  times 
larger  than  would  be  required  for  a  system  with  an  efficient 
coupling  (e.g.,  ~~50%  or  better)  between  the  screen  and 
detector.9 

Recently  developed  flat-panel  imaging  technology  offers 
an  ideal  replacement  for  the  CCD-based  imager.  This  tech¬ 
nology  is  based  upon  thin-film  hydrogenated  amorphous  sili¬ 
con  (a-Si:H)  electronics  fabricated  on  large  area  panels 
(e.g.,  —40X40  cm2).  A  two-dimensional  matrix  of  a-Si:H 
thin-film  transistors  (TFTs)  and  optically  sensitive  photo¬ 
diodes  collect  the  image  emitted  from  the  phosphor  screen. 
Such  panels  demonstrate  excellent  optical  coupling  effi¬ 
ciency  (>50%)  and  possess  high  tolerance  to  radiation  dam¬ 
age  (>~2X  104  Gy).10  Their  spatial  resolution  and  noise 
characteristics  are  compatible  with  computed  tomography, 
and  the  devices  appear  overall  well-suited  to  CBCT.11-13  Im¬ 
ages  may  be  read  at  rates  up  to  —30  frames  per  second, 
making  rapid  acquisition  of  CBCT  data  feasible.  Moreover, 
the  compact  form  of  the  x-ray  converter,  imaging  array,  and 
readout  electronics  makes  these  devices  robust  in  the  rotating 
geometry  of  a  CBCT  system. 

We  propose  the  construction  of  a  CBCT  system  for  radio¬ 
therapy  guidance  on  a  treatment-by-treatment  basis  using  CT 
data  obtained  with  a  kV  x-ray  source  and  a  large- area,  indi¬ 
rect  detection  flat-panel  imager  (FPI).  Ultimately,  an  imaging 
system  based  on  this  technology  will  be  installed  on  a  con¬ 
ventional  radiotherapy  linear  accelerator  in  our  clinic  for  ap¬ 
plication  to  image-guided  radiation  therapy.  In  this  article, 
we  report  on  the  construction,  operation,  and  performance  of 
a  small-volume  prototype  CBCT  imaging  system  and  exam¬ 
ine  the  feasibility  of  employing  FPI  technology  in  the  clini¬ 
cal  system  for  image-guided  radiotherapy.  The  system  com¬ 


ponents,  the  imaging  geometry,  and  the  methods  of  image 
acquisition  and  reconstruction  are  described.  The  perfor¬ 
mance  of  the  system  is  quantified  in  terms  of  objective  mea¬ 
sures  of  signal  and  noise  transfer  characteristics.  Finally,  a 
more  qualitative  examination  of  performance  involves  com¬ 
parison  of  images  produced  with  the  prototype  FPI-based 
CBCT  system  to  those  produced  with  a  conventional  third 
generation  CT  scanner  (Tomoscan  SR7000,  Philips  Medical 
Systems,  Shelton,  CT). 

II.  MATERIALS  AND  METHODS 
A.  Prototype  CBCT  system 
1.  Overview  and  system  geometry 

A  bench-top  system  was  constructed  to  mimic  the  geom¬ 
etry  of  the  CCD-based  CBCT  scanner  currently  installed  on 
a  linear  accelerator,  with  a  source-to-axis  distance  of  1000 
mm  and  a  source-detector  distance  of  1600  mm.  Figure  1 
contains  a  photograph  of  the  CBCT  prototype  and  illustrates 
the  geometry  and  acquisition  processes  for  the  bench-top 
system  for  all  experiments  described  in  this  article.  Care  was 
taken  in  the  construction  and  assembly  of  all  components  to 
guarantee  precision  and  reproducibility  in  the  imaging  geom¬ 
etry. 

The  primary  components  of  the  system  are  the  x-ray  tube, 
the  rotation  stage,  and  the  flat-panel  imager.  These  three 
components  are  mounted  rigidly  to  an  optical  bench  [Fig. 
1(a)].  The  relative  position  of  these  components  is  controlled 
by  means  of  computer-controlled  translation  and  rotation 
stages,  which  are  used  during  initial  setup  to  accurately  de¬ 
termine  and  control  the  imaging  geometry.  Each  motorized 
stage  contains  a  home  or  limit  switch,  and  the  imaging  ge¬ 
ometry  is  referenced  to  the  location  of  these  switches  with  a 
reproducibility  of  ±0.01  mm.  The  specific  geometry  used  in 
these  studies  is  shown  in  Fig.  1(b).  A  set  of  alignment  lasers 
allows  visualization  of  the  axis  of  rotation  (AOR)  and  the 
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source  plane  (that  which  is  perpendicular  to  the  axis  of  rota¬ 
tion  and  intersects  the  x-ray  source).  The  AOR  is  positioned 
such  that  it  intersects  the  central  ray  between  the  source  and 
detector  plane  (±0.1  mm).  The  FPI  is  positioned  such  that 
the  piercing  point  (i.e.,  the  intersection  of  the  central  ray  and 
the  image  plane)  is  centered  on  the  imaging  array  (i.e.,  be¬ 
tween  columns  #256  and  #257,  ±0.1  mm),  with  a  quarter- 
pixel  offset  applied  to  give  improved  view  sampling  for 
CBCT  acquisitions  in  which  the  object  is  rotated  through 
360°. 14  The  x object  stage  is  controlled  manually  by  means  of  a 
positioning  micrometer.  The  source-to-object  ( S0D )  and 
source-to-image  (SID)  distances  were  measured  to  within 
±0.5  mm  and  give  an  object  magnification  of  1.60,  equal  to 
that  of  the  imaging  system  on  the  linear  accelerator.  The 
cone  angle  for  this  geometry  is  —7.1°. 

2.  X-ray  source 

Radiographic  exposures  used  in  the  acquisition  procedure 
are  produced  under  computer  control  with  a  300  kHU  x-ray 
tube  (General  Electric  Maxi-ray  75)  and  a  100  kW  generator 
(General  Electric  MSI-800).  The  tube  has  a  total  minimum 
filtration  of  2.5  mm  Al,  with  an  additional  filtration  of  0.129 
mm  Cu  to  further  harden  the  beam,  and  a  nominal  focal  spot 
size  of  0.6  mm.  The  100  kVp  beam  is  characterized  by  first 
and  second  HVLs  of  5.9  and  13.4  mm  Al,  respectively.  The 
accelerating  potential  of  the  generator  was  monitored  over  a 
one-week  period  and  was  found  to  be  stable  to  within  ±1%. 
All  exposures  were  measured  using  the  x-ray  multimeter 
(RTI  Electronics,  Model  PMX-III  with  silicon  diode  detec¬ 
tor)  shown  in  Fig.  1(a).  The  exposures  for  the  CBCT  acqui¬ 
sitions  are  reported  in  terms  of  exposure  to  air  at  the  AOR  in 
the  absence  of  the  object.  The  same  method  of  reporting 
exposure  was  used  for  the  images  acquired  on  the  conven¬ 
tional  scanner.  For  the  conventional  scanner,  the  exposure 
per  unit  charge  was  measured  with  the  gantry  rotation  dis¬ 
abled  and  the  collimators  set  for  a  10  mm  slice  thickness, 
thereby  guaranteeing  complete  coverage  of  the  silicon  diode. 
The  exposure  per  unit  charge  at  100  kVp  was  9.9  mR/mAs 
and  14.9  mR/mAs  for  the  bench-top  and  conventional  scan¬ 
ners,  respectively. 

3.  Flat-panel  imager 

The  FPI  used  in  these  investigations  was  manufactured  by 
EG&G  Heimann  Optoelectronics  (RID  512-400  A0)  and  in¬ 
corporates  a  512X512  array  of  a-Si:H  photodiodes  and  thin- 
film  transistors.  The  electromechanical  characteristics  of  the 
imager  are  shown  in  Table  I.  The  array  is  read  out  at  one  of 
eight  present  frame  rates  (up  to  5  frames  per  second)  and 
operates  asynchronously  of  the  host  computer.  The  analog 
signal  from  each  pixel  is  integrated  by  ASIC  amplifiers  fea¬ 
turing  correlated  double-sampling  noise  reduction  circuitry. 
Digitization  is  performed  at  16  bit  resolution.  The  values  are 
transferred  via  an  RS-422  bus  to  a  hardware  buffer  in  the 
host  computer.  The  processor  on  the  host  computer  is  inter¬ 
rupted  when  a  complete  frame  is  ready  for  transfer  to  host 
memory. 


Table  I.  Summary  of  characteristics  of  the  prototype  flat-panel  CBCT  sys¬ 
tem. 


CBCT  characteristics 

Value 

Acquisition  Geometry 

Source-axis-distance  (SAD) 

103.3  cm 

Source-imager-distance  (S,D) 

165.0  cm 

Cone  angle 

7.1° 

Field  of  view  (FOV) 

12.8  cm 

X-ray  Beam/Exposure  Characteristics 

Beam  energy 

100  kVp 

Added  filtration 

1.5  mm  Al+0.129  mm  Cu 

Beam  quality 

HVL,=5.9mm  Al 

Scatter-to-primary  ratio3 

HVL2  =  13.4  mm  Al 

0.18 

Tube  output  (at  SAD) 

9.34  mR/mAs 

Flat-Panel  Imager 

Designation 

RID  512-400  A0 

Array  format 

512X512  pixels 

Pixel  pitch 

400  fxm 

Area 

-20.5X20.5  cm2 

Pixel  fill  factor 

0.80 

Photodiode  charge  capacity 

-62  pC 

ASIC  amplifier  charge  capacity 

-23  pC 

ASIC  amplifier  noise 

-12  700  e 

ADC  bit-depth 

16  bit 

Nominal  frame  rate 

0.16  fps 

Maximum  frame  rate 

5  fps 

X-ray  converter 

133  mg/cm2  Gd202S:Tb 

Acquisition  Procedure 

Number  of  projections 

300 

Angular  increment 

1.2° 

Total  rotation  angle 

360° 

Maximum  angular  rotation  rate 

0.5% 

Reconstruction  Parameters 

Reconstruction  matrix 

561 X561  X(l-512) 

Voxel  size 

0.25X0.25X0.25  mm3 

W,  parameter  for  cutoff  frequency 

1.60 

y,  cutoff  frequency  modification 

1.0 

a,  modified  Hamming  filter  parameter 

0.50 

Range  of  convolution 

±25  mm 

“Ratio  of  scatter-to-primary  signal  as  measured  with  the  flat-panel  imager 
for  the  cylindrical  water  phantom  [Fig.  2(a)]  and  a  7.1°  cone-angle.  Mea¬ 
surements  of  scatter  and  total  signal  were  performed  on  the  central  axis 
using  small  lead  blockers. 


4.  CBCT  acquisition  procedure 

The  cone-beam  scanning  procedure  consists  of  a  repeated 
sequence  of  radiographic  exposure,  array  readout,  and  object 
rotation.  The  timing  of  this  procedure  is  driven  by  the  asyn¬ 
chronous  frame  clock  of  the  FPI  readout  electronics.  A  con¬ 
servative  frame  time  of  6.4  s  was  used  for  all  scans  reported 
in  this  study  unless  otherwise  specified.  Between  the  periodic 
frame  transfers  from  the  FPI,  the  host  computer  (Pentium 
350  MHz,  Windows  NT)  advances  the  motorized  rotation 
stage  and  triggers  the  x-ray  generator.  The  rotor  of  the  x-ray 
tube  remains  spinning  throughout  the  scanning  procedure. 
The  control  software  allows  the  operator  to  specify  the  num¬ 
ber  of  frames  between  exposures;  this  was  designed  as  a 
mechanism  to  investigate  methods  of  reducing  the  amount  of 
lag  in  sequential  projections.15’16  In  the  investigations  re¬ 
ported  here  no  lag  suppression  schemes  were  employed,  i.e., 
an  exposure  was  delivered  prior  to  each  frame.  The  detector 


Medical  Physics,  Vol.  27,  No.  6,  June  2000 


1314 


D.  Jaffray  and  J.  Siewerdsen:  Cone-beam  computed  tomography 


1314 


(a)  Water  Cylinder 
(Uniformity,  Noise,  NPS) 


(b)  Electron  Density  Phantom  (c)  Wire  Phantom 
(Contrast,  CT  Linearity)  (Spatial  Resolution,  MTF) 


(d)  Euthanized  WistarRat 
(Soft-tissue  Visibility,  Bony  Detail) 


Fig.  2.  Objects  employed  in  the  battery  of  tests  performed  to  investigate  the  performance  of  the  FPI-based  CBCT  system,  (a)  Uniformity  of  response,  voxel 
noise,  and  noise-power  spectrum  were  analyzed  from  images  of  a  uniform  water  cylinder,  (b)  Six  low-contrast  inserts  in  the  water  bath  allowed  character¬ 
ization  of  contrast  sensitivity  and  response  linearity.  Parenthetical  values  specify  electron  density  relative  to  water,  (c)  The  spatial  resolution  (MTF)  was 
analyzed  from  images  of  a  steel  wire  under  tension  within  a  water  bath,  (d)  Images  of  a  euthanized  rat  provided  qualitative  examination  of  soft-tissue  visibility 
and  detail  in  fine  structures. 


signal  from  a  group  of  nine  pixels  in  the  bare-beam  region  of 
the  array  is  monitored  to  measure  and  verify  the  stability  of 
each  radiographic  exposure.  Exposures  outside  tolerance  are 
trapped  and  repeated  at  the  same  projection  angle.  Each  pro¬ 
jection  image  is  written  to  hard  disk  between  frame  transfer 
and  motor  rotation;  all  scans  reported  in  this  study  involved 
300  projections  over  360°  of  rotation.  After  the  projections 
are  acquired,  a  set  of  flood  and  dark  field  images  (20  each) 
are  collected  to  construct  gain  and  offset  images  for  flat-field 
processing  of  the  projection  images. 

5.  Processing  of  the  projection  data 

Prior  to  reconstruction,  the  projections  are  corrected  for 
stationary  pixel-to-pixel  variations  in  offset  and  gain.  Defec¬ 
tive  pixels  with  significant  variations  in  dark  field  signal  or 
with  aberrant  signal  response  are  median  filtered.  The  result¬ 
ing  projections  are  padded  by  an  additional  128  columns 
prior  to  reconstruction;  the  value  of  the  padded  pixels  is  set 
row-by-row  to  the  average  of  the  7  pixels  at  the  periphery  of 
the  array.  Finally,  to  account  for  small  variations  in  x-ray 
tube  output,  the  signal  in  each  projection  is  normalized  using 
signal  measured  from  the  bare-beam  monitor  pixels  men¬ 
tioned  above  (nine  pixels).  The  pre-reconstruction  processing 
was  performed  on  a  300  MHz  UltraSparc  processor  (Enter¬ 
prise  450,  Sun  Microsystems,  Sunnyvale,  CA). 

6.  Reconstruction 

Feldkamp’s  filtered  back-projection  algorithm  is  used  to 
reconstruct  the  data  set.17,18  Images  are  reconstructed  on  a 
Cartesian  matrix  of  voxels  561 X  561 X  N,  where  the  number 
of  slices,  N,  depends  on  the  object  of  interest.  The  voxel  size 
used  in  these  reconstructions  was  typically  0.25X0.25X0.25 
mm3.  The  filtering  used  in  the  reconstructions  follows  the 
formalism  of  Webb.18  Table  I  contains  the  three  parameters 
that  specify  the  filter  used  in  these  investigations.  Upon 
completion  of  the  reconstruction,  an  offset  and  scale  adjust¬ 
ment  is  applied  to  set  the  CT  number  of  air  to  0  (—  1 000  HU) 
and  that  of  water  to  1000  (0  HU);  the  offset  and  scale  pa¬ 
rameters  are  constant  for  a  given  set  of  reconstruction  and 


acquisition  parameters.  The  reconstruction  of  the  volumetric 
CBCT  data  sets  is  also  performed  on  the  UltraSparc  system. 

B.  CBCT  imaging  performance 

1 .  Uniformity  of  response 

The  uniformity  of  response  of  the  imaging  system  over 
the  three-dimensional  (3D)  field  of  view  (FOV)  was  studied 
by  imaging  a  cylindrical  water  bath  [110  mm  diam;  see  Fig. 
2(a)].  Scans  of  the  same  phantom  were  also  acquired  on  the 
conventional  scanner.  The  response  was  examined  along 
both  radial  and  vertical  profiles  through  the  reconstructed 
volume. 

2.  Noise  characteristics 

The  noise  in  reconstructed  images  of  the  water  bath  was 
studied  as  a  function  of  x-ray  exposure.  Images  were  ac¬ 
quired  at  exposures  of  131,  261,  653,  1310,  3260,  and  6530 
mR.  The  images  were  reconstructed  on  a  561X561 X20  ma¬ 
trix  with  voxel  dimensions  of  0.25  mm  on  a  side.  For  all 
reconstructions,  the  reconstruction  filter  was  fixed  at  the  pa¬ 
rameters  specified  in  Table  I;  varying  these  parameters  is 
known  to  have  a  significant  effect  on  the  noise  characteristics 
of  the  reconstructed  images. 

The  noise  characteristics  of  these  image  sets  were  ana¬ 
lyzed  by  (i)  analysis  of  the  standard  deviation  in  CT  number 
in  5X5X1  regions  throughout  the  data  set,  and  by  (ii)  calcu¬ 
lation  of  the  noise  power  spectrum  (NPS)  from  the  3D  data 
sets.  Both  methods  of  analysis  were  performed  as  a  function 
of  exposure.  The  relative  stationarity  of  the  noise  was  as¬ 
sessed  by  examining  the  uniformity  of  the  noise  over  the 
entire  3D  data  set.  These  results  indicated  that  the  noise  char¬ 
acteristics  of  the  data  set  vary  only  slightly  with  location,  as 
expected.19  These  initial  results  lend  support  to  the  applica¬ 
tion  of  noise  power  analysis,  since  stationarity  is  a  necessary 
condition  for  proper  interpretation  of  noise  power  results. 
The  NPS  was  analyzed  from  the  volumetric  data  by  exten¬ 
sion  of  methods  employed  for  analysis  of  2D  projection 
images.20-22  The  volume  data  were  normalized  such  that  the 
mean  CT  number  within  the  water  cylinder  was  1000.  A 
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tetragonal  region  (256X256X20  voxels)  within  the  water 
cylinder  was  cropped  from  the  volume,  and  a  small  number 
of  voxel  defects  (always  <1%)  were  3X3  median-filtered.  In 
order  to  obtain  a  convergent  2D  central  slice  of  the  3D  Fou¬ 
rier  transform,  the  20  slices  were  averaged  along  the 
z-direction,  and  it  was  found  that  averaging  more  slices  did 
not  affect  the  NPS;  i.e.,  the  data  were  convergent.  A  back¬ 
ground  slice  formed  from  the  average  of  8 1  slices  in  a  sepa¬ 
rate  scan  was  subtracted  in  order  to  reduce  background 
trends.  Low-frequency  trends  were  further  reduced  by  sub¬ 
traction  of  a  planar  fit  to  the  data,  yielding  a  2D  zero-mean 
realization.  The  two-dimensional  FFT  was  computed  from 
ensembles  of  sixteen  64X64  nonoverlapping  regions  within 
the  realization,  and  the  results  were  averaged.  The  results 
were  normalized  to  account  for  voxel  size  and  for  averaging 
in  z,  and  the  volume  under  the  NPS  was  compared  to  (and,  as 
expected,  found  to  agree  with)  the  square  of  the  standard 
deviation.  The  resulting  NPS  represents  a  central  profile 
through  the  ( ux,uy )  domain,  i.e.,  the  Fourier  counterpart  to 
the  (x,y)  domain.  Following  Dobbins,20  and  for  simplicity  of 
presentation,  strips  along  the  ux  axis  were  extracted  in  order 
to  show  ID  power  spectra,  NPS(m^),  e.g.,  at  various  expo¬ 
sure  levels. 

The  noise  characteristics  of  the  CBCT  system  were  com¬ 
pared  to  those  of  the  conventional  CT  scanner.  To  allow 
meaningful  comparison,  the  two  systems  must  demonstrate 
similar  response  over  the  range  of  signal  variation.  The  re¬ 
sponse  was  tested  by  scanning  an  electron  density  phantom 
[Fig.  2(b)]  with  the  two  systems.  Seven  inserts  with  coeffi¬ 
cients  near  that  of  water  were  inserted  into  a  110  mm  diam 
water  bath.  The  inserts  are  taken  from  the  RMI  electron  den¬ 
sity  phantom23  having  nominal  CT  numbers  [Fig.  2(b), 
clockwise  from  the  top]:  CT  solid  water  (CT#  1001),  BR- 
SR1  breast  (CT#  945),  BRN-SR2  brain  (CT#  1005),  CB3 
resin  mix  (CT#  1002),  LV1  liver  (CT#  1082),  and  polyeth¬ 
ylene  (CT#  897).  This  phantom  was  imaged  at  equivalent 
exposure  and  kVp  with  both  the  CBCT  system  and  the  con¬ 
ventional  scanner.  The  attenuation  coefficients  (relative  to 
water)  reported  by  the  CBCT  system  were  compared  to  those 
reported  by  the  conventional  scanner.  A  first-order  fit  was 
generated  using  the  least-squares  technique.  The  noise  char¬ 
acteristics  of  the  conventional  scanner  were  also  measured 
using  the  water  cylinder  test  phantom  described  above.  Im¬ 
ages  were  acquired  at  100  kVp  with  a  slice  thickness  of  1 
mm  at  four  different  exposure  levels  (743,  1490,  2970,  and 
5940  mR).  Three  images  were  acquired  at  each  exposure 
level.  Reconstructions  were  performed  on  the  conventional 
scanner  using  the  “High  Res  Head  (#1H),”  “Standard  Head 
(#2),”  and  “Smooth  Abdomen  (#3)”  filters.  The  noise 
analysis  was  identical  to  that  applied  to  the  CBCT  data  sets. 
In  order  to  compare  noise  results  measured  on  each  system, 
analysis  of  the  CBCT  data  sets  was  repeated  wherein  the 
CBCT  data  were  first  averaged  over  2X2X4  voxels  to  yield 
an  equivalent  voxel  size  (0. 5 X 0.5X1  mm3)  to  that  given  by 
the  conventional  scanner. 


Fig.  3.  Uniformity  of  response,  (a)  Axial  and  (b)  sagittal  slices  through 
volume  images  of  a  uniform  water  bath  illustrate  the  relative  uniformity  in 
CT  number  reported  by  the  CBCT  system.  The  lower-left  region  of  each 
image  has  been  histogram-equalized  to  maximize  displayed  contrast,  (c) 
Radial  profiles  shown  at  z~0  mm  and  z— 4.25  cm  indicate  that  response  is 
uniform  to  within  2%  throughout  the  volume.  Superimposed  in  the  lower 
plot  of  (c)  is  a  radial  profile  from  a  scan  of  the  same  phantom  on  a  conven¬ 
tional  scanner  (dotted  line),  (d)  A  vertical  signal  profile  at  —20  mm  from  the 
axis  of  rotation  shows  excellent  uniformity  in  the  z-direction.  The  aspect 
ratio  of  the  graphs  in  (c)  and  (d)  was  chosen  to  facilitate  intercomparison  of 
the  vertical  scales. 


3.  Spatial  resolution 

The  spatial  frequency  transfer  characteristics  of  the  CBCT 
system  were  measured  using  a  wire  test  object  [Fig.  2(c)]. 
The  test  object  consists  of  a  0.254  mm  diam  steel  wire  sus¬ 
pended  in  a  50  mm  diam  water  bath.  The  phantom  was  im¬ 
aged  on  the  CBCT  system  (at  100  kVp)  with  the  wire  cen¬ 
tered  on  the  AOR  and  with  the  wire  located  —30  mm  off- 
axis.  The  resulting  images  were  reconstructed  on  a  high 
resolution  reconstruction  grid  of  0.1X0.1X0.25  mm3  using 
the  filter  described  in  Table  I.  Six  adjacent  slices  (each  0.25 
mm  thick)  were  averaged  to  generate  a  low  noise  point 
spread  function  (PSF).  Orthogonal  slices  through  the  2D 
modulation  transfer  function  (MTF)  were  calculated  by  com¬ 
puting  the  Radon  transform  of  the  PSF  (i.e.,  integrating 
along  either  the  x  or  y  axis)24  calculating  the  ID  Fourier 
transform,  and  dividing  by  the  spatial  frequency  spectrum 
described  by  the  steel  wire.  The  latter  was  determined  from 
the  Radon  transform  of  a  circular  disk  and  is  shown  in  Fig. 
7(b).  For  purposes  of  comparison,  the  same  tests  were  per¬ 
formed  on  the  conventional  scanner  at  100  kVp  for  a  slice 
thickness  of  1 .5  mm.  Images  were  reconstructed  using  three 
different  reconstruction  filters  [“High  Res  Head  (#1H),” 
“Standard  Head  (#2),”  and  “Smooth  Abdomen  (#3)”]. 

4.  Phantom  and  small  animal  study 

The  relative  imaging  performance  of  the  CBCT  system 
and  the  conventional  scanner  were  compared  using  phantoms 
and  small  animals.  A  simple  comparison  in  soft-tissue  de- 
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Fig.  4.  Noise  characteristics,  (a)  Axial  and  (b)  sagittal  noise  images  from 
volume  reconstructions  of  a  uniform  water  bath,  where  each  point  displayed 
represents  the  standard  deviation  in  voxel  values  over  a  5X5X1  neighbor¬ 
hood.  The  increased  noise  in  the  central  region  of  the  lower  portion  of  (b)  is 
due  to  ring  artifacts  arising  from  defective  pixels.  As  seen  in  (a)  and  in  the 
radial  noise  profiles  of  (c),  the  noise  is  fairly  uniform  in  a  given  axial  slice, 
with  somewhat  reduced  noise  values  at  extended  radius  consistent  with  ex¬ 
pectations.  As  seen  in  (b)  and  in  the  vertical  noise  profile  of  (d),  the  varia¬ 
tion  of  the  noise  in  the  2-direction  is  very  small.  The  curves  in  (c)  represent 
radial  noise  profiles  measured  at  various  exposures.  The  aspect  ratio  of  the 
graphs  in  (c)  and  (d)  were  chosen  to  facilitate  intercomparison  of  the  vertical 
scales. 

tectability  was  performed  with  the  phantom  shown  in  Fig. 
2(b).  The  proximity  in  CT  number  between  each  of  the  six 
cylinders  makes  this  phantom  a  useful  test  object  for  exam¬ 
ining  contrast  sensitivity  and  soft-tissue  detectability.  Images 
were  acquired  of  the  phantom  with  both  the  CBCT  and  con¬ 
ventional  scanners.  Multiple  high-resolution  CBCT  slices 
were  averaged  to  produce  an  equivalent  slice  thickness  to 
that  used  on  the  conventional  scanner  (1.5  mm).  Equivalent 
exposure  (2980  mR)  and  kVp  were  used  in  the  two  different 
scans. 

A  second  test  of  soft-tissue  sensitivity  was  performed  by 
imaging  a  laboratory  rat  that  had  been  euthanized  for  other 
purposes.  A  scanning  procedure  identical  to  that  described  in 
the  previous  section  was  used,  delivering  an  in-air,  on-axis 
exposure  of  2980  mR  at  100  kVp  for  both  systems.  The 
subject  was  also  scanned  on  the  conventional  CT  scanner  at 
a  slice  thickness  of  1.5  mm.  This  scan  delivered  the  same 
imaging  dose  as  was  delivered  by  the  CBCT  system.  For 
purposes  of  intercomparison,  six  slices  from  the  CBCT  data 
set  were  averaged  to  produce  a  slice  thickness  equivalent  to 
that  of  the  conventional  scan.  The  images  were  displayed  at 
comparable  window  and  level  to  allow  comparison. 

III.  RESULTS 

A.  CBCT  imaging  performance 
1.  Uniformity  of  response 

The  uniformity  of  response  of  the  CBCT  scanner  is  pre¬ 
sented  in  Fig.  3.  Axial  and  sagittal  slices  through  the  CBCT 


SR7000  Scanner  (CT#) 


Fig.  5.  Comparison  of  (a)  response  linearity  and  (b)  voxel  noise  for  the 
FPI-based  CBCT  prototype  and  a  conventional  CT  scanner,  (a)  The  CT# 
reported  by  the  CBCT  system  is  plotted  for  various  materials  as  a  function 
of  the  CT#  reported  by  the  conventional  scanner  (taken  to  provide  linear 
response  to  electron  density).  Throughout  this  work,  CT  values  of  air  and 
water  are  normalized  to  0  and  1000,  respectively.  Within  experimental  error, 
the  CBCT  prototype  provides  response  that  is  linear  and  consistent  (within 
—  1%)  with  the  response  of  the  conventional  CT  scanner,  (b)  Voxel  noise 
measured  as  a  function  of  exposure.  The  solid  circles  (solid  lines)  corre¬ 
spond  to  the  CBCT  prototype,  whereas  the  open  circles  (dotted  lines)  cor¬ 
respond  to  the  conventional  CT  scanner.  The  solid  curves  represent  least- 
square  fits  to  the  CBCT  data  by  a  form  proportional  to  the  inverse  square- 
root  of  the  exposure.  The  top  curve  shows  results  for  the  CBCT  system  for 
full-resolution  reconstruction  (0.25X0.25X0.25  mm3  voxels),  and  the  lower 
solid  curve  shows  results  for  the  CBCT  system  averaged  to  give  voxel  size 
equivalent  to  the  conventional  scanner  (0. 5X0.5 Xl  mm3  voxels).  Results 
for  the  conventional  scanner  were  obtained  using  two  reconstruction 
filters — “High-Res  Head  (#1H)”  and  “Standard  Head  (#2).” 


3D  data  set  are  shown.  The  images  demonstrate  a  relatively 
uniform  response  over  the  entire  FOV  of  the  system.  A  slight 
non-uniformity  of  approximately  20  CT  numbers  (2%)  is 
visible  in  the  histogram  equalized  regions  of  the  images. 
This  nonuniformity  appears  as  a  combined  cupping  and  cap¬ 
ping  artifact;  the  radial  profile  [Fig.  3(c)]  illustrates  this  point 
further  by  comparing  to  the  results  obtained  from  the  con¬ 
ventional  scanner  (dotted  line).  The  source  of  this  cupping 
and  capping  artifact  was  investigated  using  simulated  projec¬ 
tion  data  and  using  an  alternative  reconstruction  library  on 
the  measured  data.  Both  investigations  demonstrate  that  the 
capping  artifact  in  these  results  is  an  artifact  of  the  current 
reconstruction  engine.  Apart  from  the  axial  nonuniformity 
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inherent  to  the  reconstruction  engine,  the  response  of  the 
CBCT  system  is  highly  uniform,  particularly  along  the 
z-dimension. 

2.  Noise  characteristics 

In  addition  to  demonstrating  uniformity  of  system  re¬ 
sponse,  the  images  in  Fig.  3  also  demonstrate  uniform  noise 
characteristics  with  few  artifacts.  This  is  the  case  for  the  full 
range  of  exposures  studied.  The  magnitude  and  uniformity  of 
the  noise  is  demonstrated  in  Fig.  4.  The  noise  varies  to  a 
slight  degree  along  the  radial  axis  and  to  a  negligible  degree 
along  the  vertical  axis.  A  slight  dependence  on  radial  posi¬ 
tion  is  expected19,25  due  to  the  differences  in  transmission 
across  the  cylindrical  water  bath.  Figure  4(c)  also  presents 
the  measured  dependence  of  noise  on  exposure  [also  shown 
below,  in  relation  to  Fig.  5(b)].  Overall,  the  CBCT  system 
was  capable  of  achieving  a  noise  level  of  approximately  20 
CT  numbers  for  an  in-air  exposure  of  6560  mR  at  isocenter. 

The  noise  measured  for  the  CBCT  system  as  a  function  of 
exposure  is  shown  in  the  top  curve  of  Fig.  5(b).  The  noise  is 
seen  to  decrease  from  —80  units  at  the  lowest  exposure  ex¬ 
amined  down  to  —20  units  at  the  highest.  Superimposed  is  a 
least-squares  fit  of  the  form  a-a  +  b/ypC,  where  a  is  the 
noise  in  voxel  values,  X  is  the  exposure  at  isocenter,  and  a 
and  b  are  constants  obtained  from  the  numerical  fit.  This 
inverse-square-root  dependence  upon  exposure  is  consistent 
with  basic  noise  transfer  theory  for  x-ray  tomographic 
reconstructions. 19,25 

In  order  to  examine  the  linearity  and  accuracy  of  system 
response,  the  CT  numbers  reported  by  the  CBCT  system  for 
a  variety  of  materials  [Fig.  2(b)]  were  compared  to  those 
reported  by  the  conventional  scanner.  As  shown  in  Fig.  5(a), 
the  CT  numbers  of  the  CBCT  system  agree  well  with  those 
of  the  conventional  scanner.  The  largest  discrepancy  over  the 
range  of  CT  numbers  was  8  units,  with  an  average  discrep¬ 
ancy  of  5.7.  The  high  coefficient  of  correlation  indicates  that, 
over  the  range  examined,  the  values  reported  by  the  CBCT 
system  are  proportional  to  attenuation  coefficient. 

The  voxel  noise  of  the  CBCT  system  and  the  conven¬ 
tional  scanner  was  compared  as  a  function  of  exposure, 
shown  in  Fig.  5(b).  Shown  by  the  open  circles  and  dashed 
lines  are  the  results  for  the  conventional  scanner  using  the 
“High-Res  Head  (#1H)”  and  “Standard  Head  (#2)”  recon¬ 
struction  filters.  In  each  case,  the  noise  decreases  as  expected 
with  exposure.  An  exact  comparison  between  the  two  sys¬ 
tems  requires  that  both  data  sets  be  reconstructed  at  equiva¬ 
lent  voxel  size  and  with  the  same  reconstruction  filter.  The 
requirement  for  equivalent  voxel  size  was  achieved  by  re¬ 
peating  the  noise  analysis  for  the  CBCT  system,  with  voxel 
size  equivalent  to  that  of  the  scanner.  In  order  to  illustrate  the 
effect  of  the  reconstruction  filter  upon  the  voxel  noise,  recon¬ 
structions  were  performed  with  both  the  “High-Res  Head” 
and  “Standard  Head”  reconstruction  filters.  The  noise  for 
the  CBCT  system  at  equivalent  voxel  size  is  shown  by  the 
lower  solid  curve  with  a  least-squares  fit  superimposed.  At 
equivalent  voxel  size,  it  is  clear  that  the  CBCT  system  has 
higher  noise  at  lower  exposures  than  the  “Standard  Head” 


Spatial  Frequency  (mm*1) 


Spatial  Frequency  (mm'1) 


Fig.  6.  Noise-power  spectrum,  (a)  Grayscale  plot  of  the  axial  NPS(w*  fuy)t 
with  brighter  shades  corresponding  to  higher  spectral  density.  The  overall 
shape  of  the  axial  NPS  is  typical  of  systems  employing  filtered  back- 
projection  reconstruction,  (b)  NPS  measured  at  various  exposures.  Spectral 
density  increases  at  low  and  mid-frequencies  due  to  the  ramp  filter,  and 
decreases  at  higher  frequencies  due  to  blur  and  apodisation.  The  spectral 
density  decreases  with  increasing  exposure,  since  the  mean  signal  value 
(i.e.,  CT  value  for  water- 1000)  is  fixed,  (c)  NPS  for  the  CBCT  system  in 
comparison  to  the  conventional  scanner.  As  in  Fig.  5(b),  the  top  curve  rep¬ 
resents  results  for  the  CBCT  system  at  full-resolution,  whereas  the  lower 
curve  is  for  the  CBCT  system  averaged  to  give  voxel  size  equivalent  to  the 
conventional  scanner.  Results  for  the  conventional  scanner  are  shown  for 
three  choices  of  reconstruction  filter  [‘  ‘High-Res  Head  (#1H),”  “Standard 
Head  (#2),’’  and  “Smooth  Abdomen  (#3),“  also  shown  in  Fig.  7(b)].  Care¬ 
ful  consideration  of  the  reconstruction  parameters  is  essential  for  quantita¬ 
tive  comparison  of  noise  and  spatial  resolution. 
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Spatial  Frequency  (mm-1) 

Fig.  7.  Spatial  resolution,  (a)  Surface  plot  of  an  axial  slice  image  of  a  thin 
steel  wire  (0.254  mm  diam).  The  full-width  at  half-maximum  is  —0.6  mm. 
(b)  MTF  measured  for  the  CBCT  prototype  and  for  a  conventional  scanner. 
The  dotted  line  represents  the  frequency  function  of  the  circular  wire,  which 
was  divided  out  of  the  measured  results.  The  solid  and  open  circles  represent 
the  MTF  of  the  CBCT  prototype  measured  on  and  off  the  axis  of  rotation, 
respectively.  The  solid  lines  represent  the  MTF  of  the  conventional  scanner, 
measured  for  three  selections  of  reconstruction  filter  [“Smooth  Abdomen 
(#3),”  “Standard  Head  (#2),”  and  “High-Res  Head  (#1H)”].  Sample  error 
bars,  computed  from  repeated  MTF  analysis  in  adjacent  slices  and  repre¬ 
senting  ±1(7,  are  shown  at  values  near  —20%  MTF.  Note  that  the  MTFs 
shown  here  were  analyzed  from  images  in  the  axial  plane.  For  the  CBCT 
prototype,  the  spatial  resolution  is  expected  to  be  isotropic,  whereas  that  of 
the  conventional  scanner  in  the  z- direction  is  limited  by  the  choice  of  slice 
thickness  (typically  5:1  mm). 


CT  scanner  results.  Compared  to  the  “High-Res  Head”  re¬ 
sults  for  the  conventional  scanner,  however,  the  CBCT  sys¬ 
tem  actually  provides  lower  noise  at  all  but  the  very  highest 
exposures.  Clearly,  careful  matching  of  reconstruction  filters 
and  reconstruction  matrix  is  required  to  permit  exact  inter¬ 
comparison  of  the  two  systems.  Nonetheless,  the  results  ob¬ 
tained  using  the  CBCT  system  are  encouraging,  since  the 
early  prototype  flat-panel  detector  used  in  this  system  is 
known  to  exhibit  a  fairly  high  level  of  additive  electronics 
noise,16  a  factor  of  —5-10  higher  than  that  achieved  by  more 
recent  electronics  designs. 

Results  of  the  NPS  measurements  are  summarized  in  Fig. 
6.  The  2D  NPS  in  the  axial  plane  [Fig.  6(a)]  exhibits  a  spec¬ 
tral  shape  typical  of  systems  employing  filtered  back- 
projection  reconstruction.26  The  spectral  density  is  reduced 
(but  nonzero)  near  zero-frequency,  increases  at  mid¬ 
frequencies  due  to  the  ramp  filter  (e.g.,  peaking  around  —0.5 
mm”1),  and  declines  at  higher  frequencies  by  virtue  of  the 
low-pass  noise  characteristics  of  the  system  (e.g.,  2D  image 
blur  and  choice  of  apodisation  window).27  Slices  of  the  NPS 
along  the  ux-dimension  are  shown  in  Fig.  6(b)  for  various 


exposure  levels.  Since  the  mean  signal  level  is  fixed  for  each 
case  (i.e.,  CT#=1000  within  the  water  phantom),  the  NPS 
decreases  with  increasing  exposure.  Specifically,  the  NPS 
appears  inversely  proportional  to  exposure  in  a  fashion  con¬ 
sistent  with  the  form  of  the  numerical  fits  in  Fig.  5(b).  As 
shown  in  Fig.  6(c),  the  NPS  measured  at  ~1.3  R  (in  air  at 
isocenter)  is  ~30  mm3  near  zero-frequency,  increases  by  a 
factor  of  at  mid-frequencies,  and  then  descends  to  about 
the  initial  level  of  spectral  density  at  the  Nyquist  frequency. 
Superimposed  in  Fig.  6(c)  are  the  results  measured  for  the 
conventional  scanner  using  three  reconstruction  filters,  and 
to  facilitate  intercomparison,  NPS  results  for  the  CBCT  sys¬ 
tem  are  shown  for  an  equivalent  voxel  size.  For  the  #2  and 
#3  filters,  the  conventional  scanner  exhibits  NPS  with  the 
characteristic  shape  described  above;  however,  the  high- 
resolution  #1H  filter  is  seen  to  significantly  amplify  high- 
frequency  noise.  The  CBCT  system  appears  to  exhibit  low- 
frequency  NPS  comparable  to  the  conventional  scanner 
using  the  #2  filter,  and  high-frequency  NPS  intermediate  to 
the  cases  of  the  conventional  scanner  using  the  #2  and  #1H 
filters.  Given  that  the  choice  of  reconstruction  filter  can  sig¬ 
nificantly  affect  noise  and  spatial  resolution,  and  considering 
the  two  cases  that  seem  most  closely  matched  [CBCT  at 
equivalent  voxel  size  compared  to  the  conventional  scanner 
(#  1 H) ;  see  also  Fig.  7(b),  below],  the  CBCT  system — even 
in  its  initial,  unoptimized  configuration — appears  to  provide 
noise  performance  comparable  to  the  conventional  scanner. 
As  evident  in  Fig.  5(b),  the  CBCT  system  exhibits  lower 
voxel  noise  than  the  conventional  scanner  (#1H)  at  low  ex¬ 
posures.  Similarly,  the  CBCT  exhibits  reduced  high- 
frequency  NPS.  These  initial  results  are  especially  promising 
considering  the  on-going  improvements  in  FPI  design  and 
readout  electronics.28,29 

3.  Spatial  resolution 

The  response  of  the  CBCT  system  to  the  wire  test  object 
is  presented  in  Fig.  7(a).  Overall,  the  PSF  is  symmetric 
(aside  from  a  small  streak  artifact  believed  associated  with 
the  image  lag  characteristics  of  the  system)15  and  has  a  full- 
width  at  half-maximum  (FWHM)  of  0.6  mm.  The  system 
MTF  is  shown  in  Fig.  7(b)  for  both  the  on-  and  off-axis  wire 
results.  These  results  suggest  that  the  frequency  pass  of  the 
system  in  the  z  =  0  plane  does  not  change  significantly  over 
the  relatively  small  (~30  mm)  range  examined.  The  strong 
influence  of  the  reconstruction  filter  is  demonstrated  in  the 
MTF  results  for  the  conventional  scanner,  also  shown  in  Fig. 
7(b).  The  “Standard  Head  (#2)”  filter  significantly  reduces 
the  signal  pass  of  the  system  compared  to  the  “High-Res 
Head  (#1H)”  filter.  The  results  demonstrate  that  the  MTF  of 
the  conventional  scanner  is  comparable  to  that  of  the  CBCT 
system  when  the  “High-Res  Head  (#1H)”  filter  is  used.  This 
observation  is  consistent  with  the  noise  results  presented  in 
Fig.  5(b).  The  resolution  of  the  CBCT  and  conventional 
scanner  have  not  been  compared  in  the  z-dimension.  It  is 
expected,  however,  that  the  spatial  resolution  of  the  CBCT 
system  in  the  z-dimension  will  be  comparable  to  that  mea¬ 
sured  in  the  axial  plane.  Of  course,  the  spatial  resolution  of 
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Fig.  8.  Images  of  a  low-contrast  phantom  obtained  using  (a)  the  CBCT 
prototype  system  and  (b)  a  conventional  CT  scanner.  Cylindrical  inserts  are 
as  shown  in  Fig.  2(b),  clockwise  from  top:  CT  solid  water,  breast,  brain, 
CB-3  resin,  liver,  and  polyethylene.  For  purposes  of  comparison,  the  image 
in  (b)  was  obtained  using  the  “High-Res  Head  (#!H)”  filter,  for  which  the 
MTF  and  NPS  most  closely  match  those  of  the  CBCT  prototype.  While  the 
filter  selection  affected  the  apparent  texture  of  the  image,  it  did  not  signifi¬ 
cantly  affect  the  visibility  of  the  inserts  from  what  is  shown  in  (b). 

the  conventional  scanner  will  be  limited  by  the  selected  slice 
thickness,  which  is  typically  1  mm  or  greater.  The  nearly 
isotropic  resolution  of  the  CBCT  system  is  expected  to  be  a 
significant  advantage  for  detection  and  localization. 

B.  Imaging  studies:  A  low-contrast  phantom  and  a 
small  animal 

Shown  in  Fig.  8  are  axial  image  slices  of  the  low-contrast 
phantom  obtained  on  (a)  the  CBCT  prototype  system  and  (b) 
the  conventional  CT  scanner  at  equivalent  kVp  and  expo¬ 
sure.  The  grayscale  window  in  each  case  is  quite  narrow  in 
order  to  maximize  the  displayed  contrast,  and  despite  the 
slight  signal  nonuniformity  evident  for  the  CBCT  image 
(cupping/capping  artifact  discussed  above)  the  visibility  of 
each  insert  is  comparable  to  the  conventional  scanner.  The 
mean  signal  values  for  each  material  are  as  shown  in  Fig. 
5(a).  Slight  differences  in  system  response  (e.g.,  due  to  de¬ 
tector  response,  x-ray  spectrum,  etc.)  can  result  in  contrast 
reversal  for  materials  with  CT#  very  close  to  that  of  water. 
For  example  in  the  case  of  the  brain  insert  (lower  right),  even 
the  slight  (—5  CT#)  difference  between  the  mean  value  re¬ 
ported  by  the  CBCT  prototype  and  the  conventional  scanner 
is  sufficient  to  give  an  apparent  inversion  in  the  density  of 
the  material  relative  to  water.  The  minimum  detectable  con¬ 
trast  is  arguably  superior  for  the  CBCT  prototype  (e.g.,  vis¬ 


Fig.  9.  CBCT  images  of  a  euthanized  rat  in  regions  of  (a,b,c)  the  lungs, 
(d,e,f)  the  kidney,  and  (g,h,i)  the  lower  spine.  The  window  and  level  settings 
were  varied  in  each  image  to  allow  visualization  of  the  structures  of  interest. 
Axial  (a,d,g),  coronal  (b,e,h),  and  sagittal  (c,f,i)  slices  qualitatively  demon¬ 
strate  isotropic  spatial  resolution,  with  excellent  soft-tissue  contrast  in  each 
case.  Bronchial  structure  within  the  lungs  is  clearly  identifiable,  the  kidney 
is  well  delineated  from  surrounding  muscle  and  fat,  and  fine  detail  in  the 
vertebrae  and  intervertebral  spaces  is  demonstrated.  Voxel  size  in  each  case 
is  0.25X0.25X0.25  mm5,  and  the  vertical  scale  in  the  images  shows  1  cm 
spacing. 


ibility  of  the  brain  and  CB-3  inserts),  but  this  remains  to  be 
verified  by  a  more  quantitative  observer  study. 

The  overall  performance  of  the  CBCT  system  is  demon¬ 
strated  in  the  images  of  a  volumetric  data  set  illustrated  in 
Fig.  9.  These  images  of  a  euthanized  rat  demonstrate  the  soft 
tissue  sensitivity  and  high  spatial  resolution  of  the  system. 
Example  images  are  shown  from  various  regions  throughout 
the  volumetric  set  [e.g.,  in  regions  of  the  lungs  (a,b,c),  the 
kidney  (d,e,f),  and  lower  spine  (g,h,i)]  to  illustrate  the  quan¬ 
tity  and  uniform  quality  of  the  data  produced  with  the  CBCT 
system.  The  clear  visualization  of  soft-tissue  structures  dem¬ 
onstrates  the  soft-tissue  contrast  sensitivity  of  the  scanner.  In 
Figs.  9(a)-9(c),  the  window  and  level  have  been  set  to  em¬ 
phasize  features  in  the  lung  of  the  rat.  In  addition  to  the  lung 
detail,  there  are  some  streak  artifacts  evident,  the  origin  of 
which  is  believed  to  be  associated  with  detector  lag  effects15 
and/or  beam  hardening.  The  soft  tissue  contrast  sensitivity  of 
the  CBCT  system  is  illustrated  in  Figs.  9(d)— 9(f),  in  which 
the  window  and  level  have  been  set  to  delineate  fat  and 
muscle.  The  cross-hair  in  each  image  indicates  the  location 
of  the  rat’s  left  kidney.  These  images  illustrate  the  advantage 
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Fig.  10.  Volume  renderings  of  CBCT  images  of  a  euthanized  rat,  illustrating  the  degree  of  spatial  resolution  achieved  in  delineating  structures  of  the  vertebrae, 
(a)  Volume  renderings  with  axial  and  sagittal  cut-planes,  showing  the  skeletal  anatomy  along  with  soft-tissue  structures  of  the  abdomen,  (b)  A  different  view 
of  (a),  windowed  to  show  skeletal  features  only.  The  scale  in  (a)  and  (b)  is  such  that  the  entire  vertical  field  of  view  (128  mm)  is  shown,  (c)  A  magnified  view 
of  a  region  of  the  spine  and  ribs.  Note  the  contrast  in  cortical  and  noncortical  bone  as  well  as  the  excellent  delineation  of  spinal  processes  and  ribs  (—1-2  mm 
diam).  (d)  A  magnified  view  of  part  of  two  vertebrae.  These  images  qualitatively  suggest  isotropic  spatial  resolution  with  sub-millimeter  precision,  consistent 
with  the  MTF  results  of  Fig.  7. 


of  a  nearly  isotropic  spatial  resolution  for  delineation  of  a  3D 
structure  such  as  the  kidney.  Other  structures,  such  as  the 
stomach,  bowel,  and  liver  are  also  clearly  visible.  The  spatial 
resolution  performance  of  the  system  is  demonstrated  in 
Figs.  9(g)-9(i),  in  which  the  same  rat  data  set  is  displayed 
with  window  and  level  selected  to  display  bony  features.  The 
clear  visibility  of  the  intervertebral  spaces  and  the  noncorti¬ 
cal  bone  in  the  pelvis  is  stunning.  It  should  be  kept  in  mind 
that  this  level  of  detail  was  produced  on  a  CBCT  bench-top 
system  that  operates  on  a  scale  that  mimics  the  geometry  of 
the  linear  accelerator;  therefore,  this  level  of  detail  would  be 
expected  in  the  clinical  implementation  of  the  device,  given 
accurate  correction  of  mechanical  flex.30  The  volumetric  data 


set  is  illustrated  further  in  Fig.  10,  in  which  volume  render¬ 
ings  demonstrate  the  fully  3D  nature  of  the  data  set  and  show 
the  level  of  detail  contained  within  the  CBCT  data.  It  is 
interesting  to  note  that  all  the  data  presented  in  Figs.  9  and 
10  were  obtained  from  a  single  acquisition  performed  in  a 
single  rotation. 

Finally,  the  quality  of  images  produced  by  the  CBCT  sys¬ 
tem  was  assessed  by  comparison  to  images  produced  by  the 
conventional  scanner.  Figure  1 1  shows  an  axial  slice  of  the 
rat  acquired  on  the  two  systems.  At  equivalent  exposure,  the 
images  produced  by  the  two  systems  are  of  comparable  qual¬ 
ity  both  in  terms  of  spatial  resolution  and  contrast  sensitivity. 
The  FPI-based  CBCT  image  exhibits  exquisite  spatial  reso- 


Fig.  11.  Comparison  of  axial  images  of  a  euthanized  rat  obtained  on  (a)  the  CBCT  prototype  system  and  (b)  a  conventional  CT  scanner  for  equivalent  kVp 
and  exposure.  Reconstruction  matrix  is  0.25X0.25X0.25  mm3  and  0.5X0.5X1.5  mm3,  respectively.  For  the  FPI-based  CBCT  image,  six  slices  were  averaged 
to  give  an  equivalent  slice  thickness  of  1.5  mm. 
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Fig.  12.  DQE  calculated  as  a  function  of  exposure  for  existing  and  hypo¬ 
thetical  FPI  configurations.  The  horizontal  brackets  labeled  “pelvis,” 
“chest,”  etc.  indicate  the  range  of  exposures  typical  of  each  anatomical  site 
(expressed  in  terms  of  exposure  at  the  detector,  per  projection,  at  120  kVp). 
The  FPI  reported  herein  employs  a  133  mg/cm2  Gd202S:Tb  x-ray  converter, 
exhibits  a  high  level  of  amplifier  noise  (—12  700  e),  and  clearly  suffers  in 
DQE  at  exposures  less  than  —0. 1  mR.  Incorporation  of  an  improved  x-ray 
converter  (250  mg/cm2  CsI:Tl)  increases  the  DQE  considerably  by  virtue  of 
higher  quantum  detection  efficiency  and  provides  superior  or  equivalent 
DQE(0)  down  to  —0.01  mR.  Furthermore,  improvement  in  the  amplifier 
electronics  noise  level  significantly  extends  the  range  of  exposures  over 
which  the  FPI  is  x-ray  quantum  limited.  For  example,  reduction  of  amplifier 
noise  to  less  than  —3000  e  provides  DQE(0)>40%  even  at  micro-Roentgen 
exposure  levels,  dramatically  improving  performance  for  the  most  challeng¬ 
ing  anatomical  sites  (e.g.,  the  pelvis).  Driven  largely  by  the  performance 
requirements  of  projection  radiography  and  interventional  fluoroscopy,  re¬ 
cent  improvements  in  FPI  designs  and  technology  have  made  such  enhance¬ 
ments  a  reality. 


lution  and  provides  clear  delineation  of  soft-tissue  bound¬ 
aries  and  detail  in  the  gut.  The  spatial  resolution  of  the 
CBCT  system  appears  to  exceed  that  of  the  conventional 
scanner;  however,  it  must  be  noted  that  restrictions  in  avail¬ 
able  reconstruction  matrices  for  the  conventional  CT  scanner 
limited  the  voxel  size  to  twice  that  of  the  CBCT  image. 

IV.  DISCUSSION  AND  CONCLUSIONS 

The  objective  of  these  investigations  is  to  evaluate  the 
applicability  of  flat-panel  technology  as  a  detector  in  a 
CBCT  system — specifically,  a  tomographic  imaging  system 
for  use  in  the  guidance  of  radiation  therapy  on  a  medical 
linear  accelerator.  The  results  of  these  studies  are  overall 
very  encouraging. 

The  quantitative  and  qualitative  results  of  our  studies  sug¬ 
gest  that  a  CBCT  scanner  based  on  flat  panel  detector  tech¬ 
nology  is  a  viable  means  for  high  performance  computed 
tomography.  Initial  studies  of  signal  response  uniformity 
demonstrated  that  the  response  of  the  system  is  uniform  over 
the  FOV  to  within  ±2%.  The  linearity  of  response  was  dem¬ 
onstrated  using  a  range  of  soft-tissue  test  materials  and  was 
found  to  be  linear  to  within  ±—0.6%.  Measurements  of  im¬ 
age  noise  versus  exposure  demonstrate  that  the  prototype 
CBCT  system  performs  comparably  to  the  conventional 
scanner,  demonstrating  the  inverse  square  root  exposure  de¬ 
pendence  predicted  by  theory.  Investigations  of  noise  power 
spectrum  and  spatial  frequency  response  for  the  two  systems 


reinforce  these  conclusions  and  illustrate  the  advantages  of 
developing  more  extensive  (empirical  and  theoretical) 
frequency-dependent  characterization  methods  for  volumet¬ 
ric  computed  tomography  systems.22  In  addition  to  the  quan¬ 
titative  measures  of  performance,  the  images  of  low-contrast 
phantoms  and  small  animal  anatomy  confirm  the  conclusions 
drawn  from  these  measures,  showing  excellent  detail  and 
soft-tissue  contrast,  more  than  sufficient  for  tissue  localiza¬ 
tion  in  radiation  oncology. 

The  results  presented  here  demonstrate  the  potential  of 
this  approach  for  volumetric  imaging.  However,  this  study 
has  been  performed  under  conditions  of  small  object  size  and 
small  cone  angle.  These  conditions  are  imposed  by  the  size 
of  the  detector  used  in  this  investigation.  Imaging  with  larger 
detectors  allows  increased  cone  angle  and,  for  CT,  increased 
object  thickness.  The  extrapolation  of  performance  based  on 
the  results  presented  here  to  that  for  larger  detectors  must  be 
done  with  some  caution.  Imaging  larger  objects  with  an  in¬ 
creased  FOV  will  result  in  increased  scatter  and  reduced 
transmission.  The  increase  in  scatter  can  be  expected  to  have 
a  negative  impact  on  CT  imaging  performance  by  introduc¬ 
ing  non-uniformities  in  the  reconstructed  image  (e.g.,  cup¬ 
ping  and/or  streaks),31,32  and  by  adding  x-ray  quantum  noise 
to  the  image  signal.  The  magnitude  of  scatter  reaching  the 
detector  will  depend  greatly  on  the  cone-angle  and  air  gap 
employed,  and  studies  suggest  that  scatter  at  these  distances 
may  be  reduced  compared  to  conventional  radiographic 
applications.33,34  Quantifying  the  magnitude  of  the  x-ray 
scatter  problem  and  developing  methods  to  reduce  it  are  ar¬ 
eas  of  ongoing  investigation. 

In  addition  to  concerns  of  x-ray  scatter  at  large  cone- 
angles,  the  scanning  of  larger  objects  will  significantly  re¬ 
duce  the  fluence  arriving  at  the  detector.  This  reduced  trans¬ 
mission  will  negatively  impact  the  performance  of  the  flat- 
panel  detector.  Additive  noise  causes  the  DQE  of  the  imager 
to  depend  on  the  number  of  x  rays  forming  an  image.21,28 
This  dependence  is  illustrated  in  Fig.  12  for  the  flat-panel 
imager  used  in  these  investigations  and  for  hypothetical  de¬ 
tectors  that  embody  the  most  recent  advances  in  imager 
design,28  including  higher  x-ray  quantum  detection  effi¬ 
ciency  through  the  use  of  CsI:Tl  and  a  reduction  in  additive 
noise  through  improvements  in  readout  electronics.  The 
zero-frequency  DQE  was  computed  using  a  model  for  signal 
and  noise  transfer  that  has  demonstrated  excellent  agreement 
with  measurements.21,35  It  is  clear  from  Fig.  12  that  improve¬ 
ments  in  the  x-ray  converter  and  electronics  noise  signifi¬ 
cantly  reduce  the  exposure  dependence  of  the  DQE  over  the 
broad  range  of  exposures  required  for  CT.  The  magnitude  of 
the  reduction  depends  greatly  on  the  amplifier  noise  in  the 
system.  For  the  prototype  imager  used  in  these  studies,  the 
amplifier  noise  is  very  high16  at  12  700  e.  For  the  low  trans¬ 
mitted  exposure  levels  in  CT  of  pelvic  anatomy,  for  example, 
this  detector  would  achieve  a  zero-frequency  DQE  of  less 
than  10%.  In  comparison,  an  imager  that  incorporates  the 
recent  advances  in  design  listed  above  (e.g.,  a  high-quality 
CsI:Tl  converter  and  amplifier  noise  of  3000  e  or  better) 
would  achieve  a  higher  DQE  (-65%)  at  full  transmission 
and  maintain  a  DQE  of  >40%  even  at  low  exposure  levels. 
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Such  enhancements  in  imager  design  are  within  the  current 
capabilities  of  FPI  manufacturers  and  will  greatly  facilitate 
the  medical  application  of  FPIs  in  cone-beam  CT.  Further¬ 
more,  these  improvements  are  largely  driven  by  other  forces 
in  digital  imaging  that  anticipate  use  of  FPIs  in  place  of 
conventional  image-intensifier  systems  for  interventional 
fluoroscopy.  For  this  reason,  it  can  be  expected  that  imagers 
with  such  characteristics  will  be  available  within  the  next 
few  years. 

High  performance  imaging  using  a  CBCT  scanner  based 
on  a  flat-panel  imager  has  been  demonstrated  on  a  bench-top 
apparatus.  Is  it  possible  to  build  a  clinical  imaging  system 
with  such  technology?  The  answer  to  this  question  is  an 
unqualified,  “yes.”  Overall,  the  operating  characteristics  of 
the  flat-panel  are  highly  compatible  with  acquisition  in  a 
CBCT  scanning  geometry.  Unlike  image-intensifier  or  lens 
based  systems,  flat-panel  detectors  are  geometrically  robust 
under  a  rotating  geometry,  eliminating  concerns  of  image 
distortion.  The  high  readout  rate  of  these  detectors  allows  for 
imaging  sequences  of  300  projection  images  to  be  acquired 
within  10  s  (operating  at  30  fps).  This  is  more  than  sufficient 
to  satisfy  the  allowable  rotation  rates  for  the  gantry  of  a 
medical  linear  accelerator.  In  fact,  while  the  International 
Electromechanical  Commission  (IEC)  recommends  less  than 
1  revolution  per  minute  for  linear  accelerators,  it  would  be 
reasonable  to  reconsider  such  constraints  in  light  of  the  ad¬ 
vantages  of  CBCT  guidance  in  the  treatment  room.  Cur¬ 
rently,  the  detector  size  and  aspect  ratio  are  driven  by  the 
needs  of  digital  radiography,  producing  detectors  comparable 
in  size  to  radiographic  film.  These  sizes  limit  the  field-of- 
view  of  the  reconstruction  if  sufficient  clearance  is  to  be 
maintained  between  the  detector  and  patient  during  gantry 
rotation.  This  problem  can  be  addressed  using  offset-detector 
schemes  that  use  360°  of  gantry  rotation.3  Ultimately,  a  spe¬ 
cialized  detector  could  be  designed  with  a  size  and  aspect 
ratio  that  match  the  requirements  for  CBCT  (e.g.,  —25X50 
cm2  area  panel). 

Given  the  potential  that  this  technology  is  demonstrating, 
the  opportunities  for  new  areas  of  application  for  computed 
tomography  are  significant.  Imaging  systems  based  on  this 
technology  can  be  constructed  to  address  specific  imaging 
problems,  including  nondestructive  testing  (at  kilovoltage  or 
megavoltage  energies),  early  detection  and  monitoring  of 
specific  medical  conditions,  and,  of  course,  navigational  im¬ 
aging  for  therapies.  The  compact  nature  of  the  panels  allows 
FPI-based  CBCT  imagers  to  be  applied  in  situations  that 
would  never  be  considered  feasible  for  a  conventional  CT 
scanner.  The  CBCT  approach  offers  two  important  features 
that  dramatically  reduce  its  cost  in  comparison  to  a  conven¬ 
tional  scanner.  First,  the  cone-beam  nature  of  the  acquisition 
does  not  require  an  additional  mechanism  to  move  the  pa¬ 
tient  (or  object)  during  image  acquisition.  Second,  the  use  of 
a  cone-beam,  as  opposed  to  a  fan-beam,  significantly  in¬ 
creases  the  x-ray  utilization,  lowering  the  x-ray  tube  heat 
capacity  required  for  volumetric  scanning.  For  the  same 
source  and  detector  geometry,  the  efficiency  roughly  scales 
with  the  slice  thickness.  For  example,  the  x-ray  utilization 
increases  by  a  factor  of  30  in  going  from  a  3  mm  slice  in  a 


conventional  scanner  to  a  cone-angle  corresponding  to  a  100 
mm  slice  with  a  cone-beam  system.  This  would  decrease 
heat-load  capacities  dramatically.  From  our  experience,  a 
5200  kHU  x-ray  tube  costs  approximately  $70  000,  whereas 
a  600  kHU  x-ray  tube  (a  factor  of  —10  lower  in  capacity) 
costs  roughly  $6000. 

Cone-beam  computed  tomography  has  been  a  topic  of  ac¬ 
tive  research  and  development  for  over  a  decade  in  areas 
such  as  nuclear  medicine  and  industrial  testing;  however, 
only  recently  has  it  begun  to  appear  in  the  diagnostic  CT 
arena.  The  developments  in  this  area  have  been  for  the  most 
part  limited  to  multislice  detectors.36  In  this  investigation,  the 
use  of  an  alternative  detector  for  high-quality  CT  has  been 
studied.  The  results  of  the  investigation  suggest  that  there  is 
a  significant  potential  for  the  use  of  these  detectors  in  CBCT 
systems  for  radiotherapy  and  quite  possibly  for  diagnostic 
and  interventional  CT  imaging  tasks  that  will  take  advantage 
of  the  fully  3D  nature  of  CBCT.  Based  upon  the  positive 
results  presented  here,  we  have  begun  to  construct  an  FPI- 
based  kilovoltage  CBCT  scanner  for  guiding  radiation 
therapy  on  a  medical  linear  accelerator.  While  the  advan¬ 
tages  of  improved  precision  in  radiotherapy  are  clear,  it  re¬ 
mains  to  be  seen  how  this  new  and  exciting  technology  alters 
clinical  practice. 

ACKNOWLEDGMENTS 

The  authors  extend  their  sincere  gratitude  to  J.  W.  Wong, 
Ph.D.,  and  A.  A.  Martinez,  M.D.,  for  stimulating  discussions 
in  the  initiation  of  this  work  and  for  their  continued  enthusi¬ 
asm  and  support.  Thanks  also  to  D.  G.  Drake  (Oakland  Uni¬ 
versity)  and  W.  Jendhoff  (Beaumont  Services  Corp.)  for  as¬ 
sistance  with  this  project.  The  flat-panel  imager  employed  in 
this  work  was  provided  by  Elekta  Oncology  Systems  Inc., 
and  technical  information  was  courtesy  of  M.  K.  Gauer, 
Ph.D.  (Perkin-Elmer  Optoelectronics — Heimann  Opto). 
This  research  was  funded  in  part  by  the  Prostate  Cancer  Re¬ 
search  Program  Grant  No.  DAMD-17-98-1-8497  dispensed 
by  the  U.  S.  Army  Medical  Research  and  Materiel  Com¬ 
mand. 

a)Send  all  correspondences  to  the  following  address:  Department  of  Radia¬ 
tion  Oncology,  William  Beaumont  Hospital,  3601  W,  Thirteen  Mile  Read, 
Royal  Oak,  Michigan  48073.  Phone:  248-551-7024;  Fax:  248-551-0089; 
electronic  mail:  djafffay@beaumont.edu 

1  D.  A.  Jaffray,  D.  G.  Drake,  D.  Yan,  L.  Pisani,  and  J.  W.  Wong,  “Cone- 
beam  tomographic  guidance  of  radiation  field  placement  for  radiotherapy 
of  the  prostate,”  Int.  J.  Radiat.  Oncol.,  Biol.,  Phys.  (2000)  (accepted). 

2  W.  Swindell,  R.  G.  Simpson,  J.  R.  Oleson,  C.  Chen,  and  E.  A.  Grubbs, 
“Computed  tomography  with  a  linear  accelerator  with  radiotherapy  ap¬ 
plications,”  Med.  Phys.  10,  416-420  (1983). 

3P.  S.  Cho,  R.  H.  Johnson,  and  T.  W.  Griffin,  “Cone-beam  CT  for  radio¬ 
therapy  applications,”  Phys.  Med.  Biol.  40,  1863-1883  (1995). 

4R.  M.  Harrison  and  F.  T.  Farmer,  “Possible  application  of  a  radiotherapy 
simulator  for  imaging  of  body  cross  sections,”  Br.  J.  Radiol.  49  813 
(1976). 

5  B.  D.  Smith,  “Cone-beam  tomography:  Recent  advances  and  a  tutorial 
review,”  Opt.  Eng.  29,  524-534  (1990). 

6R.  Clack  and  M.  Defrise,  “Overview  of  reconstruction  algorithms  for 
exact  cone-beam  tomography,”  SPIE  Mathematical  Methods  in  Medical 
Imaging  III  2299,  230-241  (1994). 

7H.  Kudo  and  T.  Saito,  “Feasible  cone  beam  scanning  methods  for  exact 


Medical  Physics,  Vol.  27,  No.  6,  June  2000 


1323 


D.  Jaffray  and  J.  Siewerdsen:  Cone-beam  computed  tomography 


1323 


reconstruction  in  three-dimensional  tomography,”  J.  Opt.  Soc.  Am.  A  7, 
2169-2183  (1990). 

8D.  A.  Jaffray,  D.  G.  Drake,  M.  Moreau,  A.  A.  Martinez,  and  J.  W.  Wong, 
“A  radiographic  and  tomographic  imaging  system  integrated  into  a  medi¬ 
cal  linear  accelerator  for  localization  of  bone  and  soft-tissue  targets,”  Int. 
J.  Radiat.  Oncol.,  Biol.,  Phys.  44,  773-789  (1999). 

9D.  G.  Drake,  D.  A.  Jaffray,  and  J.  W.  Wong,  “Characterization  of  a 
fluoroscopic  imaging  system  for  kilovoltage  and  megavoltage  radiogra¬ 
phy,”  Med.  Phys.  27,  898-905  (2000). 

10  L.  E.  Antonuk,  J.  Yorkston,  W.  Huang,  H.  Sandler,  J.  H.  Siewerdsen,  and 
Y.  El-Mohri,  “Megavoltage  imaging  with  a  large-area,  flat-panel,  amor¬ 
phous  silicon  imager,”  Int.  J.  Radiat.  Oncol.,  Biol.,  Phys.  36,  661-672 
(1996). 

mD.  A.  Jaffray,  J.  H.  Siewerdsen,  and  D.  G.  Drake,  “Performance  of  a 
volumetric  CT  scanner  based  upon  a  flat-panel  imager,”  in  Medical  Im¬ 
aging  1999:  Physics  of  Medical  Imaging,  edited  by  J.  M.  Boone  and  J.  T. 
Dobbins  III,  Proc.  SPIE  3659,  204-214  (1999). 

,2R.  Ning,  D.  Lee,  X.  Wang,  Y.  Zhang,  D.  Conover,  D.  Zhang,  and  C. 
Williams,  “Selenium  fiat  panel  detector-based  volume  tomographic  an¬ 
giography  imaging:  Phantom  studies,”  in  Medical  Imaging  1998:  Phys¬ 
ics  of  Medical  Imaging ,  edited  by  J.  M.  Boone  and  J.  T.  Dobbins  III, 
Proc.  SPIE  3336,  316-324  (1998). 

13  R.  Ning,  X.  Tang,  R.  Yu,  D.  Zhang,  and  D.  Conover,  “Flat  panel 
detector-based  cone  beam  volume  CT  imaging:  Detector  evaluation,”  in 
Medical  Imaging  1999:  Physics  of  Medical  Imaging ,  edited  by  J.  M. 
Boone  and  J.  T.  Dobbins  III,  Proc.  SPIE  3659,  192-203  (1999). 

14 T.  M.  Peters  and  R.  M.  Lewitt,  “Computed  tomography  with  fan  beam 
geometry,”  J.  Comput.  Assist.  Tomogr.  1,  429-436  (1977). 

15  J.  H.  Siewerdsen  and  D.  A.  Jaffray,  “Cone-beam  computed  tomography 
with  a  flat-panel  imager:  Effects  of  image  lag,”  Med.  Phys.  26,  2635- 
2647  (1999). 

,6J.  H.  Siewerdsen  and  D.  A.  Jaffray,  “A  ghost  story:  Spatio-temporal 
response  characteristics  of  an  indirect-detection  flat-panel  imager,”  Med. 
Phys.  26,  1624-1641  (1999). 

17  L.  A.  Feldkamp,  L.  C.  Davis,  and  J.  W.  Kress,  “Practical  cone-beam 
algorithm,”  J.  Opt.  Soc.  Am.  A  1,  612-619  (1984). 

18  S.  Webb,  “A  modified  convolution  reconstruction  technique  for  diver¬ 
gent  beams,”  Phys.  Med.  Biol.  27,  419-423  (1982). 

,9D.  A.  Chesler,  S.  J.  Riederer,  and  N.  J.  Pelc,  “Noise  due  to  photon 
counting  statistics  in  computed  x-ray  tomography,”  J.  Comput.  Assist. 
Tomogr.  1,  64-74  (1977). 

20  J.  T.  Dobbins  III,  D.  L.  Ergun,  L.  Rutz,  D.  A.  Hinshaw,  H.  Blume,  and  D. 
C.  Clarke,  “DQE(/)  of  four  generations  of  computed  radiography  acqui¬ 
sition  devices,”  Med.  Phys.  22,  1581-1593  (1995). 

21  J.  H.  Siewerdsen,  L.  E.  Antonuk,  Y.  El-Mohri,  J.  Yorkston,  W.  Huang, 


and  I.  A.  Cunningham,  “Signal,  noise  power  spectrum,  and  detective 
quantum  efficiency  of  indirect-detection  flat-panel  imagers  for  diagnostic 
radiology,”  Med.  Phys.  25,  614-628  (1998). 

22 J.  H.  Siewerdsen  and  D.  A.  Jaffray,  “Cone-beam  CT  with  a  flat-panel 
imager:  Noise  considerations  for  fully  3-D  computed  tomography,”  SPIE 
Phys.  Med.  Imag.  3977,  408-416  (2000). 

23 Electron  density  CT  Phantom  RMI  465,  Gammex  RMI,  Madison,  WI. 

24 J.  C.  Dainty  and  R.  Shaw,  Image  Science:  Principles,  Analysis,  and 
Evaluation  of  Photographic-Type  Imaging  Processes  (Academic,  Lon¬ 
don,  1974). 

25  R.  A.  Brooks  and  G.  DiChiro,  “Statistical  limitations  in  x-ray  reconstruc¬ 
tive  tomography,”  Med.  Phys.  3,  237-240  (1976). 

26  K.  M.  Hanson,  “Detectability  in  computed  tomographic  images,”  Med. 
Phys.  6,  441-451  (1979). 

27  M.  F.  Kijewski  and  P.  F.  Judy,  “The  noise  power  spectrum  of  CT  im¬ 
ages,”  Phys.  Med.  Biol.  32,  565-575  (1987). 

28 L.  E.  Antonuk,  Y.  El-Mohri,  K.  W.  Jee,  M.  Maolinbay,  S.  C.  Nassif,  X. 
Rong,  J.  H.  Siewerdsen,  Q.  Zhao,  and  R.  A.  Street,  “Beyond  the  limits  of 
present  active  matrix  flat-panel  imagers  (AMFPIs)  for  diagnostic  radiol¬ 
ogy,”  in  Medical  Imaging  1999:  Physics  of  Medical  Imaging ,  edited  by 
J.  M.  Boone  and  J.  T.  Dobbins  III,  Proc.  SPIE  3659,  518-528  (1999). 

29N.  Jung,  P.  L.  Alving,  F.  Busse,  N.  Conrads,  H.  M.  Meulenbrugge,  W. 
Rutten,  U.  Schiebel,  M.  Weibrecht,  and  H.  Wieczorek,  “Dynamic  x-ray 
imaging  system  based  on  an  amorphous  silicon  thin-film  array,”  in  Medi¬ 
cal  Imaging  1998:  Physics  of  Medical  Imaging ,  edited  by  J.  M.  Boone 
and  J.  T.  Dobbins  III,  Proc.  SPIE  3336,  396-407  (1998). 

30  M.  Moreau,  D.  Drake,  and  D.  Jaffray,  “A  novel  technique  to  characterize 
the  complete  motion  of  a  medical  linear  accelerator,”  Med.  Phys.  25, 
A191  (1998). 

31 G.  H.  Glover,  “Compton  scatter  effects  in  CT  reconstructions,”  Med. 
Phys.  9,  860-867  (1982). 

32 P.  C.  Johns  and  M.  Yaffe,  “Scattered  radiation  in  fan  beam  imaging 
systems,”  Med.  Phys.  9,  231-239  (1982). 

33  U.  Neitzel,  “Grids  or  air  gaps  for  scatter  rejection  in  digital  radiography: 
A  model  calculation,”  Med.  Phys.  19,  475-481  (1992). 

34 J.  M.  Boone  and  J.  A.  Seibert,  “An  analytical  model  of  the  scattered 
radiation  distribution  in  diagnostic  radiology,”  Med.  Phys.  15,  721-725 
(1988). 

35  J.  H.  Siewerdsen,  L.  E.  Antonuk,  Y.  El-Mohri,  J.  Yorkston,  W.  Huang,  J. 
M.  Boudry,  and  I.  A.  Cunningham,  “Empirical  and  theoretical  investiga¬ 
tion  of  the  noise  performance  of  indirect  detection,  active  matrix  flat- 
panel  imagers  (AMFPIs)  for  diagnostic  radiology,”  Med.  Phys.  24, 
71-89  (1997). 

36H.  Hu,  “Multi-slice  helical  CT:  Scan  and  reconstruction,”  Med.  Phys. 
26,5-18  (1999). 


Medical  Physics,  Vol.  27,  No.  6,  June  2000 


Appendix  E:  Optimization  of  X-ray  Imaging  Geometry  (with 
Specific  Application  to  Flat-panel  Cone-beam 
Computed  Tomography) 


Optimization  of  x-ray  imaging  geometry  (with  specific  application 
to  flat-panel  cone-beam  computed  tomography) 

Jeffrey  H.  Siewerdsena)  and  David  A.  Jaffray 

Department  of  Radiation  Oncology,  William  Beaumont  Hospital,  Royal  Oak,  Michigan  48073 
(Received  12  January  2000;  accepted  for  publication  25  April  2000) 

A  theoretical  method  is  presented  that  allows  identification  of  optimal  x-ray  imaging  geometry, 
considering  the  effects  of  x-ray  source  distribution,  imaging  task,  x-ray  scatter,  and  imager  detec¬ 
tive  quantum  efficiency  (DQE).  Each  of  these  factors  is  incorporated  into  the  ICRU-recommended 
figure  of  merit  for  image  quality,  the  detectability  index,  which  is  maximized  to  determine  the 
optimal  system  configuration.  Cascaded  systems  analysis  of  flat-panel  imagers  (FPIs)  is  extended  to 
incorporate  the  effects  of  x-ray  scatter  directly  in  the  DQE,  showing  that  x-ray  scatter  degrades 
DQE  as  an  additive  noise  source.  Optimal  magnification  is  computed  for  FPI  configurations  appro¬ 
priate  to  (but  not  limited  to)  cone-beam  computed  tomography  (CBCT).  The  sensitivity  of  the 
results  is  examined  as  a  function  of  focal  spot  size,  imaging  task  (e.g.,  ideal  observer  detection  or 
discrimination  tasks),  x-ray  scatter  fraction,  detector  resolution,  and  additive  noise.  Nominal  con¬ 
ditions  for  FPI-CBCT  result  in  optimal  magnification  of  —1.4- 1.6,  depending  primarily  on  the 
magnitude  of  the  x-ray  scatter  fraction.  The  methodology  is  sufficiently  general  that  examination  of 
optimal  geometry  for  other  FPI  applications  (e.g.,  chest  radiography,  fluoroscopy,  and  mammogra¬ 
phy)  is  possible.  The  degree  to  which  increased  exposure  can  be  used  to  compensate  for  x-ray 
scatter  degradation  is  quantified.  ©  2000  American  Association  of  Physicists  in  Medicine . 
[S0094-2405(00)00708-2] 

Key  words:  flat-panel  imager,  cone-beam  computed  tomography,  detective  quantum  efficiency, 
x-ray  scatter,  cascaded  systems  analysis,  optimization,  magnification 


I.  INTRODUCTION 

Active  matrix  flat-panel  imagers  (FPIs)  are  experiencing 
widespread  proliferation  in  medical  and  nonmedical  x-ray 
imaging  applications,  and  the  geometries  employed  in  such 
venues  are  as  varied  in  form  as  the  applications  themselves. 
Selection  of  imaging  geometry  (e.g.,  a  contact  image  or  use 
of  an  air  gap)  has  largely  been  determined  by  extension  of 
precedent  (e.g.,  incorporating  the  FPI  into  a  preexisting  film 
cassette  holder).  However,  it  is  worthwhile  to  consider 
whether  this  new  imaging  technology  brings  with  it  new  con¬ 
siderations  for  optimal  geometry. 

The  general  aim  of  this  article  is  to  identify  a  theoretical 
framework  for  optimization  of  system  performance,  account¬ 
ing  for  the  effects  of  x-ray  source  distribution,  imaging  task, 
x-ray  scatter,  and  detective  quantum  efficiency  (DQE).  The 
specific  aim  is  to  apply  this  framework  to  the  case  of  FPI- 
based  cone-beam  computed  tomography  (CBCT)  in  order  to 
identify  optimal  geometric  magnification,  and  to  examine  the 
dependence  of  the  optimum  on  various  system  parameters. 

Within  the  context  of  the  general  aim,  there  are  many 
parameters — including  x-ray  energy  spectrum,1  thickness  of 
the  x-ray  converter,2,3  and  geometric  magnification4 — that 
can  be  analyzed  in  order  to  identify  an  optimum.  Specifi¬ 
cally,  this  investigation  considers  only  the  last — i.e.,  what 
geometric  magnification,  M ,  is  optimal,  given  the  imaging 
task  and  spatial-frequency-dependent  transfer  characteristics 
of  the  imager.  Ultimately,  a  multivariate  analysis  in  which 
numerous  system  parameters  are  interdependently  examined 


could  be  used  to  identify  an  overall  optimal  system  configu¬ 
ration  for  a  given  application. 

Application  of  FPIs  in  CBCT  is  relatively  new,5-11  and 
initial  reports  indicate  that  such  systems  could  offer  an  at¬ 
tractive  technology  for  volumetric  imaging.  As  reported 
previously,7-11  a  prototype  FPI-CBCT  system  was  con¬ 
structed  to  examine  the  use  of  this  technology  in  image- 
guided  radiotherapy.  The  prototype  consists  of  a  kilovoltage 
x-ray  tube,  an  object  rotation  stage,  and  a  FPI  within  a  pre¬ 
cise,  reproducible  geometry  on  an  optical  bench.  The  geom¬ 
etry  is  illustrated  schematically  in  Fig.  1,  summarizing  the 
imaging  geometry  considered  throughout  this  article.  Terms 
and  symbols  are  defined  in  Table  I.  For  the  FPI-CBCT  pro¬ 
totype,  SQD— 100 cm  and  5ID=  160cm,  giving  M=  1.6.  An 
example  FPI-CBCT  image  is  shown  in  Fig.  2,  illustrating  the 
spatial  detail  and  volumetric  nature  of  the  data  acquired  with 
the  prototype. 

II.  THEORETICAL  METHODS 

The  classic  description  of  medical  x-ray  imaging 
systems— i.e.,  source— object-detector-observer — is  replete 
with  factors  that  affect  system  performance.  By  encompass¬ 
ing  relevant  factors  analytically  in  a  manner  that  allows 
quantification  of  imaging  performance  under  varying  system 
geometry,  specifically  geometric  magnification,  an  optimum 
geometry  can  be  identified,  and  the  relative  tradeoffs  of  sub- 
optimal  configurations  can  be  examined.  Four  such  factors — 
size  of  the  x-ray  focal  spot,  imaging  task,  magnitude  of  x-ray 
scatter,  and  imager  DQE — are  analyzed  below.  These  factors 
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Fig.  1 .  Illustration  of  imaging  geometry.  The  object  and  image  planes  are  at 
distances  SOD  and  SlD  from  the  source  plane,  respectively.  The  x-ray  focal 
spot  is  characterized  by  width,  aspol  and  an  effective  scatter  point  source  is 
located  at  a  distance  yscat  (nominally  20  cm)  (Ref.  1 8)  from  the  object  plane. 
The  in-air  entrance  exposure  at  the  object  plane  is  X1 ,  and  the  x-ray  scatter 
fraction  at  the  exit  of  the  object  plane  is  F" .  The  object  plane  is  attenuative 
(nominally  equivalent  to  20  cm  H20),  and  separated  from  the  image  plane 
by  iS'ggp ,  which  serves  to  reduce  x-ray  scatter  to  SPR  at  the  image  plane.  All 
terms  are  described  in  Table  I. 


are  then  brought  together  in  the  figure  of  merit  for  image 
quality  described  by  the  International  Commission  on  Radia¬ 
tion  Units  and  Measurements  (ICRU).12 


A.  Factors  affecting  geometric  optimization 
1.  Spatial  distribution  of  the  x-ray  focal  spot 

The  size  of  the  x-ray  focal  spot  is  a  well-known  source  of 
geometric  blur  and  is  discussed  in  most  x-ray  imaging 
textbooks.13,14  Following  Johns  and  Cunningham,13  and  for  a 
symmetric  source  distribution  i//(x),  the  modulation  transfer 
function,  MTF,  of  the  focal  spot  is  given  by  the  (normalized) 
cosine  transform: 


/spot(M,)~ 


cos(2 1  )/M]urx)i//(x)  dx 

S^ZH^dx 


(la) 


where  x  is  the  spatial  domain  in  the  plane  of  the  source,  and 
u '  is  the  spatial-frequency  domain  in  the  plane  of  the  object. 
For  simplicity,  we  restrict  the  present  analysis  to  a  single 
dimension  x,  with  Fourier  complement  u '  (in  the  object 
plane);  extension  to  two  dimensions  is  straightforward.  Al¬ 
though  the  source  distribution  is  rarely  Gaussian,14  we  as¬ 
sume  such  as  a  simple  analytic  case,  characterized  by  width 
a  spot  >  yielding 

(lb) 

in  which  l/aspot  is  precisely  the  “characteristic  MTF  width” 
of  Barrett  and  Swindell.14 


2.  Imaging  task 

Essential  to  examining  “optimal”  spatial-frequency- 
dependent  system  performance  is  identification  of  the  spatial 
frequencies  of  interest  for  a  given  detection  task.12  Ignoring 
such  task  dependence  implicitly  assumes  that  all  spatial  fre¬ 
quencies  are  equally  weighted.  Example  elementary  tasks  in¬ 
clude  detection  of  a  single  object  against  a  noisy  background 
and  discrimination  between  two  objects,  with  the  task  func¬ 
tion, /^(w'),  related  to  the  Fourier  transform  of  the  object 
function.  ICRU  Report  54 12  illustrated  detection  and  dis¬ 


Table  I.  Glossary  of  symbols. 


Symbol 

Property 

Imaging  geometry 

Sod 

Source-to-object  distance 

Sgap 

Object-to-detector  gap 

SjD 

Source-to-image  distance 

M(M*) 

Geometric  magnification  (optimal) 

(«>') 

Spatial-frequency  in  object  plane 

X-ray  source 

^spot 

MTF  of  focal  spot 

flspot 

Width  of  Gaussian  focal  spot  distribution 

X\X) 

Exposure  incident  on  object  (on  detector) 

X-ray  scatter 

F’ 

X-ray  scatter  fraction  at  exit  of  object  plane 

y  scat 

Position  of  effective  scatter  point  source 

<7o(<7o) 

Total  x-ray  fluence  at  object  (image)  plane 

(9?) 

Primary  x-ray  fluence  at  object  (image)  plane 

9o'  (9?) 

Scatter  x-ray  fluence  at  object  (image)  plane 

X 

Selectivity  of  the  air  gap 

SPR 

Scatter-to-primary  ratio  at  detector 

Imaging  task 

/task 

Task  function 

^task 

Width  of  object  to  detect  (e.g.,  Gaussian  cloud) 

Detector 

DQE 

Detective  quantum  efficiency 

NEQ 

Noise-equivalent  quanta 

g\ 

Quantum  detection  efficiency 

S2 

Quantum  gain  (optical  photons/interacting  x  ray) 

BE2 

Poisson  excess  in  g2 

/ 

Swank  factor 

8i 

Coupling  efficiency  of  photodiode 

T, 

MTF  of  x-ray  converter 

H 

Lorentzian  screen  blur  parameter  in  T3 

t5 

Pixel  presampling  MTF 

^pix(^pd) 

Width  of  pixel  (sensitive  aperture) 

°^amp 

Additive  amplifier  electronics  noise 

^add 

Additive  NPS  due  to  electronics  noise 

Figures  of  merit 

S  geo 

Geometric  sharpness 

^NEQ 

Detectability  index  (from  NEQ) 

^DQE 

Detectability  index  (from  DQE) 

^pcak 

Peak  value  of  t/DQE 

aSCF 

Scatter  compensation  factor 

crimination  tasks  for  ideal  and  quasi-ideal  (Hotelling  and 
non-prewhitening  matched  filter)  observers.12  Siewerdsen 
and  Antonuk3  used  five  simple  detection  tasks  relevant  to 
chest  radiography,  fluoroscopy,  and  mammography  in  exam¬ 
ining  optimal  converter  thickness  for  FPIs  in  projection  ra¬ 
diography.  Bissonnette,  Cunningham,  and  Munro2  used  task 
functions  based  on  point  objects  (i.e.,  uniform  task)  as  well 
as  on  the  frequency  content  of  pelvis  images  in  examining 
optimal  converter  thickness  for  portal  imaging.  We  assume 
the  simple  case  of  an  ideal  observer  and  consider  three  task 
functions  that  broadly  represent:  (1)  all  spatial-frequencies 
equally  weighted;  (2)  a  low-frequency  detection  task;  and  (3) 
a  high-frequency  discrimination  task: 


/task(M')  = 


Jfc,  (Task  #1), 
k2e~7Ta'^“!2  (Task  #2), 

M l-e-’™Lk'“'2)  (Task  #3), 


(2a) 

(2b) 

(2c) 
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and 


s_  s' l  y scat 

q°~q°  Wsc+^p 


(3b) 


respectively,  where  primed  variables  are  at  the  object  plane, 
e.g.,  scatter  fraction,  F'  =  qs0'l(q%'  +  ^f),  and  yX3t  is  the 
location  of  the  effective  scatter  point  source18  as  in  Fig.  1. 
Therefore,  the  scatter-to-primary  ratio,  SPR,  at  the  image 
plane  is 


F*  1 

1  ~F'  (I- V^O+Sgap/^sca.)2 


F'  1 
1  —F'  S 


(3c) 


Fig.  2.  (a)  Volume  rendering,  (b)  sagittal  slice,  and  (c)  transaxia!  slice  of  an 
FPI-CBCT  image  of  a  sea-shell.  The  scale  is  5  cm  in  length  (1  cm  incre¬ 
ments).  The  shell  was  imaged  in  air,  using  a  100  kVp  beam  (1.5  mm  A1 
+0.129  mm  Cu  added  filtration),  with  300  projections  (1  mAs  per  projec¬ 
tion)  acquired  at  1.2°  rotational  increments  of  the  shell.  The  FPI  (RID  512- 
400  A0  from  EG&G  Heimann  Optoelectronics)  incorporated  a  512X512 
matrix  of  a-Si:H  photodiodes  and  TFTs  at  400  /zm  pixel  pitch,  in  combi¬ 
nation  with  a  133  mg/cm2  Gd202S:Tb  x-ray  converter.  These  images  illus¬ 
trate  the  quality  of  cone-beam  reconstructions  for  the  case  of  a  high-contrast 
object  (512X512X512  reconstruction  with  250  /z m  voxels).  The  minute 
streaks  and  irregularities  evident  on  the  surface  and  interior  of  the  shell  are 
non-arti factual,  real  features  of  the  object.  More  complete  description  of  the 
prototype,  along  with  quantitative  characterization  of  the  imaging  perfor¬ 
mance,  is  given  in  Refs.  7-11. 


where  2  is  the  selectivity  of  the  gap,  as  derived  by  Neitzel:18 


2  = 


(3d) 


Here  2  is  the  ratio  of  the  primary  and  scattered  transmission 
factors,  is  independent  of  F' ,  and  may  be  related  to  the  DQE 
of  the  gap  as  defined  by  Wagner:29 


where  a  tesk  is  the  width  of  a  spherically  symmetric  Gaussian 
object,  and  k{  are  area-normalization  constants. 


3.  Efficiency  of  x-ray  scatter  rejection 


The  dominant  interaction  of  kilovoltage  x  rays  with  tissue 
is  Compton  scattering,15"17  and  an  arsenal  of  methods  for 
reducing  its  deleterious  effects  has  evolved,  including  the  use 
of  air  gaps  and  grids,18-22  and  deconvolution  techniques.23,24 
For  digital  imagers,  the  loss  in  contrast  associated  with  in¬ 
creased  scatter  can  largely  be  overcome  by  adjusting  window 
and  level.  Still,  scatter  rejection  reduces  the  additional  x-ray 
quantum  noise  associated  with  x-ray  scatter.  Furthermore, 
the  presence  of  x-ray  scatter  in  CBCT  results  in  artifacts25-27 
and  contrast  reduction  that  are  not  as  easily  overcome,  al¬ 
though  techniques  for  managing  such  effects  have  been 
proposed.28 

In  examining  the  performance  of  air  gaps  compared  to 
scatter-rejection  grids,  Neitzel18  treated  the  scatter  reduction 
mechanism  as  a  generalized  transfer  process  and  derived 
measures  for  scatter-rejection  performance  considering  the 
simple  geometry  of  Fig.  1 .  The  primary  and  scatter  fluence  at 
the  image  plane  are 


p' 


(3a) 


DQEgap- 


(1-F')2 
(1-F')2  +  F'  ‘ 


(3e) 


Note  that  F*  is  defined  at  the  exit  of  the  object  plane  and  is 
independent  of  the  gap,  with  typical  values  depending  on 
field  size  and  anatomical  site:30-34  for  small  objects  and 
fields,  F'~ 0.3,  increasing  to  ~0.9  for  larger  objects.  Fur¬ 
thermore,  as  reported  by  Niklason34  for  chest  radiography, 
the  scatter  fraction  can  be  significantly  nonuniform  within  a 
single  image— from  -0.5  in  the  region  of  the  lungs  to  ~0.9 
in  the  mediastinum. 


4.  Detective  quantum  efficiency 

The  spatial-frequency-dependent  SNR  transfer  character¬ 
istics  of  the  imaging  system  are  described  by  the  DQE  and 
noise-equivalent  quanta,  NEQ,  which  may  be  determined 
empirically  and/or  analytically.  As  summarized  in  the  Ap¬ 
pendix,  linear  cascaded  systems  analysis35,36  provides  a 
means  of  calculating  imager  DQE  by  modeling  the  imager  as 
a  series  of  gain  and  spatial  spreading  stages.  As  reported 
previously  for  indirect-detection  FPIs, 
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Fig.  3.  Spatial-frequency-dependent  factors  affecting  geometric  optimization,  (a)  The  MTF  of  the  x-ray  focal  spot  for  three  values  of  magnification,  (b)  The 
MTF  of  the  FPI  for  three  values  of  M.  Imager  configuration  is  abbreviated  in  terms  of  [pixel  pitch + converter  type  and  coverage  (mg/cm2)].  Therefore,  as  in 
(b)  “400 /im+GOS133”  indicates  an  FPI  incorporating  a  400  /im  pitch  array  in  combination  with  133  mg/cm2  Gd202S:Tb.  (c)  Example  task  functions 
(normalized  to  unity  height  for  presentation).  Task  #1  weights  all  spatial  frequencies  uniformly.  Task  #2  is  a  low-frequency  detection  task  characterized  by 
the  width,  a^,  of  a  Gaussian  sphere  (with  equal  to  0.25,  1,  and  4  mm  for  the  solid,  dashed,  and  dotted  curves,  respectively).  Task  #3  weights  high 
frequencies  preferentially,  (d)  The  DQE  for  FPIs  incorporating  two  imager  configurations  [400  /im+CsI25o  (bold  curves)  and  400  /xm+GOS133  (thin  curves)] 
at  various  levels  of  x-ray  scatter  (M=  1.4;  X=  1  jiR  at  detector;  and  tramp=3000  e).  F'  ”0  (solid  curves)  corresponds  to  the  scatter-free  case;  higher  levels 
of  scatter  [e.g.,  F'  =  0,5  (dashed  curves)  and  F'  =  0.9  (dotted  curves)]  significantly  degrade  the  DQE. 


DQE(  w ' )  = 


_ gi  82  g47l(»')7V) _ 

[1  +74(72+  eg2)Tl(u’)]T25(u')+S3id(u')la4pi7o  7i7i7< 


(4a) 


where  each  term  is  defined  in  the  Appendix  and  summarized  in  Table  I,  and  NEQ  is  equal  to  the  DQE  times  the  incident 
fluence.  This  analytic  form37-39  has  demonstrated  excellent  agreement  with  empirical  results  for  various  FPI  designs,  x-ray 
converters,  and  exposure  conditions — all  acquired  under  conditions  of  low  x-ray  scatter.  It  is  generally  recognized  that  the 
effect  of  x-ray  scatter  is  to  introduce  additional  x-ray  quantum  noise;  however,  there  is  no  accommodation  for  the  effect  in  this 
simple  linear  cascaded  systems  model.  As  shown  in  the  Appendix,  the  effect  of  x-ray  scatter  on  DQE  can  be  derived  by 
considering  the  propagation  of  primary  and  scatter  components  separately  in  the  imaging  chain.  Accounting  for  x-ray  scatter, 
the  DQE  is  then 


DQE(«')  = 


_ gl  g2  g47’3(«,)7’5(«') _ 

(\+S?R)[\+74(f2  +  eg2)Tl(u')]T25(u')  +  S3dA(u')/ali707l72T, 


(4b) 


In  addition  to  the  usual  assumptions  required  of  such  analy¬ 
sis  (e.g.,  linearity  and  stationarity),36  for  the  sake  of  clarity 
and  simplicity  as  discussed  in  the  Appendix,  Eqs.  (4)  assume 
unity  pixel  fill-factor,  lack  of  noise-power  aliasing,  and  that 
the  spectrum  for  scattered  x  rays  is  comparable  to  that  of  the 
primary.  Accounting  for  these  effects  adds  only  a  slight  de¬ 
gree  of  complexity  to  the  analysis  but  has  been  neglected  in 
order  to  highlight  the  novel  feature  of  this  analysis — 
incorporation  of  x-ray  scatter  in  the  DQE.  Degradation  of  the 
DQE  can  be  understood  by  considering  the  terms  in  the  de¬ 
nominator.  For  example,  Eq.  (4a)  exhibits  terms  related  to 
the  Poisson  excess  (conversion  noise,  or  Swank  factor40)  and 
to  the  additive  electronics  noise  (the  i5add  term,  which  gov¬ 
erns  the  exposure  dependence  of  the  DQE).  Equation  4(b) 
shows  that  x-ray  scatter  reduces  the  DQE  by  way  of  an  ad¬ 
ditional  term  proportional  to  the  SPR.  For  example,  under 
conditions  for  which  the  imager  is  strongly  input  quantum 
limited  (i.e.,  the  Sadd  term  is  negligible),  a  SPR  of  1  reduces 
the  DQE  by  a  factor  of  2  relative  to  scatter-free  conditions. 


Furthermore,  note  that  the  reduction  in  DQE  due  to  x-ray 
scatter  cannot  be  restored  by  increased  exposure;  rather,  in¬ 
creasing  exposure  simply  increases  NEQ.  This  is  perfectly 
analogous  to  the  dependence  of  DQE  and  NEQ  on  additive 
electronics  noise  and  exposure:  in  the  limit  of  zero  electron¬ 
ics  noise,  DQE  is  independent  of  exposure,  whereas  NEQ  is 
proportional. 

5.  Brief  summary  of  frequency-dependent  factors 

Figure  3  summarizes  the  spatial-frequency-dependent  fac¬ 
tors  affecting  geometric  optimization.  As  shown  in  Fig.  3(a), 
the  MTF  of  the  focal  spot  degrades  significantly  with  in¬ 
creased  magnification.  The  detector  MTF,  however  (taken  as 
the  product  of  the  x-ray  converter  MTF,41  r3,  and  pixel 
presampling  MTF,42,43  75),  improves  with  increased  magni¬ 
fication  as  shown  in  Fig.  3(b).  Obviously,  an  optimal  magni¬ 
fication  exists  in  terms  of  spatial  resolution  considerations 
alone.  Figure  3(c)  plots  the  various  task  functions  described 
in  Eq.  (2).  For  Task  #2 — the  low-frequency  detection  task — 
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Magnification  Magnification 

Fig.  4.  Figures  of  merit  as  a  function  of  geometric  magnification,  (a)  Geo¬ 
metric  sharpness  [Eq.  (5)]  gives  a  measure  of  system  spatial  resolution  and 
is  shown  for  various  configurations  of  focal  spot  size  [aspol=0.6  mm  (solid 
curves)  and  aspot— 1.2  mm  (dotted  curves)],  converter  type,  and  pixel  pitch 
[200  jLun+CsI250  (bold  curves)  and  400  /im+GOSl33  (thin  curves)],  (b)  The 
detectability  index  [Eq.  6(b)]  gives  a  composite  measure  accounting  for 
spatial  resolution,  noise  characteristics,  x-ray  scatter,  and  imaging  task.  Two 
imager  configurations  are  shown,  with  ai.pOt=0.6  mm,  Task  #2 
(atask=l  mm),  X '  =  1  mR,  F'  =  0.8,  and  cramp=3000  e.  Optimal  magnifica¬ 
tion,  M*,  is  that  at  which  detectability  is  maximized. 


/taSk(w')  is  shown  for  Gaussian  spheres  of  size  ranging  from 
0.25  to  4  mm.  Finally,  Fig.  3(d)  shows  DQE(w')  for  two  FPI 
configurations  (one  employing  a  250  mg/cm2  CsI:Tl  x-ray 
converter,  the  other  133  mg/cm2  Gd202S:Tb)  at  various  lev¬ 
els  of  x-ray  scatter. 

To  identify  an  optimal  geometric  magnification,  we  con¬ 
sider  the  tradeoffs  implied  by  all  of  the  above  factors.  Geo¬ 
metric  blur  due  to  the  nonzero  size  of  the  focal  spot  biases 
the  optimum  toward  unity  magnification  (contact  image).  Fi¬ 
nite  detector  resolution,  on  the  other  hand,  biases  the  opti¬ 
mum  toward  infinity.  In  terms  of  DQE,  higher  magnification 
improves  detector  MTF  and  reduces  x-ray  scatter,  but  re¬ 
duces  the  x-ray  fluence  impinging  on  the  detector  due  to  1/r2 
failoff.  Thus,  under  conditions  where  additive  electronics 
noise  is  significant  [the  5add  term  in  Eqs.  (4)],  the  DQE  will 
bias  optimal  magnification  toward  unity.  The  process  of  op¬ 
timization,  therefore,  is  a  tug-of-war  among  the  physical  fac¬ 
tors  described  by  Eqs.  (l)-(4). 

B.  System  performance:  Detectability  index 

A  composite  figure  of  merit  for  system  performance  is 
required  to  quantify  the  tradeoffs  among  these  factors.  Con¬ 
sidering  spatial  resolution  alone,  the  geometric  sharpness 
may  be  defined  as  the  integral  over  the  product  of  the  squares 
of  the  MTFs: 

■Vo=  T%°(u'  )T\{u')T\{u')du'.  (5) 

The  MTFs  are  squared,  and  the  symbol  ^geo  is  used,  in  ana¬ 
log  to  the  sharpness  factor  used  in  describing  the  effective 
aperture  in  propagation  of  individual  pixel  noise.37,44,45  Fig¬ 
ure  4(a)  plots  the  geometric  sharpness  versus  magnification 
for  four  system  configurations — a  large  and  small  focal  spot, 
and  a  higher-  and  lower-resolution  FPI.  For  the  small 
focal  spot  (aspot=0.6mm),  the  higher-resolution  detector 
(200  ^m+CsI250)  exhibits  an  optimum  at  M—  1.4,  whereas 


the  lower-resolution  detector  (400/tm+GOSi33)  increases 
slowly  with  Mt  peaking  at  Af  =  2. 1,  and  then  falling  off  only 
slightly  at  extended  values.  For  the  large  focal  spot 
(aspot~l-2mm),  the  detector  configurations  exhibit  more 
distinct  optima  at  M=l.l  and  M =1.2,  respectively.  Such 
analysis  points  out  some  of  the  intuitive  trends  expected  in 
the  following  calculations,  but  geometric  sharpness  alone  is 
clearly  incomplete  as  a  figure  of  merit  where  issues  of  x-ray 
scatter  and  additive  noise  are  concerned. 

For  the  case  of  an  ideal  observer  performing  a  simple 
hypothesis-testing  task  under  signal-known-exactly  and 
background-known-exactly  conditions,  the  figure  of  merit  for 
system  performance  described  in  ICRU  5412  is  the  detect¬ 
ability  index: 

dNEQ=fgU^/l(u'mQ(U')du',  (6a) 

where  f\n(u')  is  the  product  of  the  task  function  and  focal 
spot  MTF :  f\n{  u  ’ )  =./task(  spot(  w  * ) .  Thus  each  of  the  fac¬ 

tors  discussed  above — geometric  blur,  imaging  task,  x-ray 
scatter,  and  detector  SNR  transfer  characteristics— is  incor¬ 
porated  in  this  figure  of  merit.  Such  representation  separates 
imaging  task  from  detector  performance,  can  be  extended  to 
quasi-ideal  observers,  and  may  be  related  to  the  experimen¬ 
tally  determined  receiver  operating  characteristic  (ROC) 
curve.12  Since  we  are  concerned  with  optimization  within  the 
constraint  of  finite  dose,  we  consider  the  detectability  index 
per  unit  dose  (or  fluence),  which  simply  replaces  NEQ  with 
DQE  in  the  integrand: 

^DQE=  \gNyqfi{u'  )DQE(« '  )du'.  (6b) 

Thus  the  optimal  magnification,  Af*,  is  that  at  which  dDQE  is 
maximized  (with  the  peak  value  in  ^DQE  termed  c/peak) .  For 
example,  Fig.  4(b)  plots  dDQE  as  a  function  of  magnification 
for  the  same  imager  configurations  as  in  Fig.  3(d).  The 
400  /zm+CsI25o  system  exhibits  a  fairly  sharp  peak  at  M 
=  1.4,  and  the  400yLtm+GOSi33  system  exhibits  a  broader 
peak  at  Af=1.45.  Moreover,  detectability  is  higher  for  the 
former  configuration  (due  to  higher  DQE)  for  equivalent  M. 
However,  note  that  for  the  conditions  specified,  suboptimal 
configuration  of  the  superior  imager  (e.g.,  employing  the 
400  /xm+ Csl250  FPI  at  M-  1 )  results  in  dDQE  that  is  actually 
less  than  that  given  by  optimal  configuration  of  the  other 
(i.e.,  employing  the  400  ^m+GOS133  FPI  at  M=\A5). 
Thus,  DQE  alone  does  not  guarantee  superior  system  perfor¬ 
mance,  and  knowledgeable  selection  of  the  imaging 
geometry — considering  imaging  task  and  x-ray  scatter — is 
essential  to  achieving  maximum  performance. 

Numerous  imager  configurations  were  considered,  with 
results  shown  for  either  the  400  ^m4-CsI250  or  400  /nm 
+GOS133  configurations.  Unless  otherwise  stated,  other  sys¬ 
tem  parameters  were  set  to  the  following  nominal  values: 
aspot=0.6mm;  120  kVp  spectrum48  with  3  mm  A1  added 
filtration;  X '  =  1  mR;  20  cm  H20  object;  SOD=  100  cm;  Task 
#2  (fltask=lmm);  F'  =  0.8;  and  trarnp=3000  e.  S0D  was 
fixed  at  100  cm  to  give  geometry  consistent  with  the  proto- 
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Fig.  5.  Detectability  and  optimal  magnification  for  various  system  parameters.  The  top  row  of  figures  plots  </DQE  versus  M  at  various  values  of  (a)  focal  spot 
size  Ospot^O.l,  0.6,  and  1.2  mm);  (c)  imaging  task  (Task  #2;  alask=0.25,  1,  and  4  mm);  (e)  scatter  fraction  (^'=0.0,  0.5,  and  0.95);  and  (g)  exposure 
(JP-0.1,  1,  and  5  mR).  The  bottom  row  of  figures  plots  dpcak  (left-vertical  axis)  and  M*  (right-vertical  axis)  as  a  function  of  <*spo(,  atask ,  F\  and  X' , 
respectively.  In  each  case,  results  for  the  400  /aiti+GOS|33  imager  configuration  are  shown. 


type  for  image-guided  radiotherapy8”11  and  so  that  dose  to 
the  patient  is  held  constant  unless  otherwise  stated.  The  1/r2 
reduction  in  x-ray  fluence  at  the  image  plane  is  implicit  in 
calculations  in  which  M  is  varied.  Calculations  were  per¬ 
formed  numerically  using  Matlab  (the  MathWorks,  Natick 
MA),  with  quantization  in  the  resulting  M*  limited  to  a  reso¬ 
lution  of  0.01. 

HI.  RESULTS 

The  following  sections  analyze  imaging  performance  in 
light  of  these  geometrical/physical  considerations.  First,  the 
optimal  magnification  for  a  number  of  system  configurations 
is  computed,  and  the  sensitivity  of  the  results  is  examined  as 
a  function  of  various  system  parameters — specifically  focal 
spot  size,  imaging  task,  x-ray  scatter  fraction,  detector  blur, 
and  exposure.  Then,  issues  concerning  the  most  dominant 
parameter  (scatter  fraction)  are  considered.  We  compute  the 
scatter-rejection  efficiency  of  the  air  gap,  show  the  effects  on 
DQE  and  NEQ,  and  quantify  the  degree  to  which  degrada¬ 
tion  due  to  x-ray  scatter  can  be  compensated  by  increased 
exposure. 

A.  Optimal  magnification 

Optimal  magnification  was  computed  for  a  number  of  im¬ 
ager  configurations  as  a  function  of  focal  spot  size,  imaging 
task,  x-ray  scatter  fraction,  detector  blur,  and  exposure.  In 
each  case,  the  sensitivity  of  the  optima  (i.e.,  the  degree  to 
which  variations  in  a  given  parameter  affect  M*)  was  exam¬ 


ined  by  plotting  optimal  magnification  (M*)  and  peak  de¬ 
tectability  (i/peak)  as  a  function  of  each  parameter. 

1.  Optima!  magnification:  Dependence  on  focai  spot 
size 

Figure  5(a)  plots  the  detectability  index  as  a  function  of  M 
for  the  400  )Ltm+GOSl33  configuration  and  three  focal  spot 
sizes  (0.1,  0.6,  and  1.2  mm).  The  peak  in  each  curve  corre¬ 
sponds  to  the  optimal  magnification.  As  shown  in  Fig.  5(b), 
the  value  of  M*  (—1.4  in  each  case)  is  largely  insensitive  to 
the  value  of  aspot  (for  the  conditions  specified),  and  peak 
detectability  decreases  by  only  —5%  for  the  largest  spot. 
This  is  not  to  say  that  spot  size  is  irrelevant  in  general,  but 
rather  that  for  the  specified  nominal  imaging  task,  scatter 
fraction,  and  detector  configuration,  other  factors  exhibit  a 
stronger  influence  upon  the  value  of  M* . 

2.  Optimal  magnification:  Dependence  on  imaging 
task 

Figure  5(c)  plots  dDQE  versus  M  for  three  elementary  de¬ 
tection  tasks  (Task  #2;  atask=0.25,  1,  and  4  mm).  In  each 
case,  detectability  increases  for  larger  objects  (i.e.,  lower- 
frequency  tasks).  That  the  detectability  decreases  at  larger  M 
(i.e.,  that  a  peak  exists  at  all)  is  indicative  of  the  bias  im¬ 
pelled  by  factors  such  as  focal  spot  size  and  additive  elec¬ 
tronic  noise.  As  shown  in  Fig.  5(d)  peak  detectability  in¬ 
creases  up  to  fltask—  1  mm,  beyond  which  dpeak  is  nearly 
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insensitive.  Similarly,  the  optimal  magnification  increases 
slightly  with  sk  (for  the  specified  nominal  conditions),  with 
M*  ~  1 .4  for  each  case.  Depending  on  conditions,  e.g.,  for 
smaller  focal  spot,  lower  scatter  fraction,  and  lower  additive 
electronic  noise,  the  opposite  trend  may  be  exhibited  (i.e., 
M*  decreases  for  larger  atask),  but  in  all  cases  examined  the 
sensitivity  of  M*  to  atesk  was  fairly  small.  For  both  the  uni¬ 
form  task  (Task  #1)  and  high-frequency  task  (Task  #3),  the 
optimal  magnification  is  again  —1.4,  reiterating  the  relative 
insensitivity  to  task  for  the  nominal  conditions.  The  relative 
insensitivity  of  the  optimal  magnification  to  imaging  task  is 
convenient,  since  one  may  want  to  accomplish  multiple  tasks 
given  a  single  image.  Optimal  values  for  other  system  pa¬ 
rameters,  e.g.,  x-ray  converter  thickness,2,3  have  been  shown 
to  exhibit  significantly  higher  sensitivity  to  task. 

3.  Optimal  magnification:  Dependence  on  x-ray 
scatter  fraction 

Figure  5(e)  shows  </DqE  as  a  function  of  M  for  values  of 
x-ray  scatter  fraction  ranging  from  0.1  to  0.95,  and  signifi¬ 
cantly  greater  sensitivities  are  observed.  For  both  the 
400  yu,m+GOSi33  and  400/u,m+CsI25o  imager  configura¬ 
tions,  the  shape  and  magnitude  of  the  dD QE  curves  depend 
greatly  on  Ff .  For  F'  =  0.1,  the  curves  are  monotonically 
decreasing — i.e.,  a  contact  image  (Af*  —  1)  is  optimal,  since 
the  scatter  fraction  is  already  fairly  low,  and  the  Sadd  term  in 
the  denominator  of  the  DQE  [Eq.  (4b)]  is  dominant.  For  F' 
=  0.5,  the  detectability  is  biased  toward  higher  magnifica¬ 
tion,  and  a  peak  appears  (M*  — 1.2).  For  high  scatter  condi¬ 
tions  (F'  =  0.95)  the  detectability  curve  broadens  signifi¬ 
cantly,  with  M*—  1.8,  beyond  which  dDQE  reduces  only 
slightly.  As  shown  in  Fig.  5(f),  the  dependence  of  M*  and 
dpeak  on  the  x-ray  scatter  fraction  is  significant.  The 
400/im+GOS133  and  400 /nn+CsI250  configurations 
yielded  similar  values  for  M*,  increasing  asymptotically 
with  F'  as  in  Fig.  5(f). 

4.  Optimal  magnification:  Dependence  on  detector 
spatial  resolution 

The  dependence  of  </DQE  and  M *  on  detector  resolution 
was  also  analyzed.  (Graphs  not  shown  for  space  consider¬ 
ations.)  For  these  calculations,  the  MTF  of  the  x-ray  con¬ 
verter  was  continually  varied  by  adjusting  the  screen  blur,  //, 
from  zero  (perfect  converter  MTF)  to  arbitrarily  large  values 
[Eq.  (A2)].  For  reference,  the  values  of  H  for  three  common 
Gd202S:Tb  (Lanex)  screens  are41  H=  0.06  (34 

mg/cm2 — Lanex  Fine);  H—  0.43  (70  mg/cm2 — Lanex  Regu¬ 
lar);  and  H= 4.25  (133  mg/cm2 — Lanex  Fast-B).  In  order  to 
examine  the  dependence  on  screen  blur  alone,  other  param¬ 
eters  of  the  x-ray  converter  (e.g.,  gu_g2,  eg2,  and  g4)  were 
held  fixed.  Specifically,  g^O.56,  g2=  1650,  £^=625,  and 
g4  =  0.75  (which  are  the  values  for  133  mg/cm2  Gd202S:Tb). 
Therefore,  the  calculations  represent  imager  configurations 
incorporating  a  hypothetical  x-ray  converter  that  is  immune 
to  the  usual  gain-resolution  tradeoff.  A  range  of  pixel  pitch 
was  considered  ( 100/xm<apix<400  pm)  over  separate 
ranges  of  screen  blur  (0<H<  1.5)  that  represent  reasonable 


Magnification  Magnification 


Fig.  6.  X-ray  scatter  rejection  by  the  air  gap.  (a)  The  inverse  of  the  selec¬ 
tivity  (bold  curve;  left  axis)  and  the  DQE  of  the  gap  (thin  curves;  right  axis) 
provide  measures  of  scatter-rejection  for  the  air  gap.  (b)  The  SPR  at  the 
image  plane  is  the  term  appearing  in  the  denominator  of  the  DQE  [Eq.  4(b)] 
and  degrades  detector  performance  in  a  manner  analogous  to  an  “additive 
quantum  noise.”  Values  for  DQEgap  and  SPR  are  shown  for  F'  ranging 
from  0.1  to  0.9. 


match  between  screen  and  pixel  MTFs.  For  a  given  pixel 
pitch,  both  optimal  magnification  and  peak  detectability  were 
relatively  insensitive  to  screen  blur.  As  a  function  of  pixel 
pitch,  M*  increases  from  -1.3  (for  apix=100  jum;  0 <H 
<0.4)  to  1 .45  (for  apix=400 pm;  0.9<//<1.5),  relating 
the  intuitive  trend  that  a  lower-resolution  detector  implies  a 
larger  optimal  magnification.  It  should  be  noted  that  for  low 
values  of  H  the  assumption  that  noise-power  aliasing  is  neg¬ 
ligible  becomes  less  valid,  and  modification  of  Eq.  4(b)  to 
include  noise  aliasing  is  required  to  give  a  more  realistic 
analysis  of  imager  DQE.  Accounting  for  the  gain-resolution 
tradeoff  in  the  analysis  would  depend  on  the  particular  physi¬ 
cal  characteristics  of  the  x-ray  converter  (e.g.,  a  powder 
phosphor  such  as  Gd202S:Tb  or  a  crystalline  scintillator  such 
as  CsI:Tl)  in  a  manner  consistent  with  the  trends  illustrated 
in  Figs.  3  and  4. 


5.  Optimal  magnification:  Dependence  on 
exposure  and  additive  noise 

The  dependence  of  dDQE  and  M*  on  exposure  is  shown  in 
Figs.  5(g)  and  5(h).  As  expected,  dDQE  and  dpeak  improve 
with  increasing  exposure  due  to  improved  DQE.  However, 
the  increase  in  dpeak  is  significant  (—20%)  only  across  the 
lowest  exposure  levels  (at  which  the  imager  is  electronics 
noise  limited).  Conversely,  for  a  fixed  exposure,  A/*  and 
^dqe  decrease  with  increasing  additive  electronic  noise.  The 
trend  is  readily  understood  by  considering  the  two  “addi¬ 
tive”  terms  in  the  denominator  of  the  DQE  [Eq.  4(b)]:  the 
“additive  electronic  noise”  term  (containing  Sadd)  affects 
the  exposure  dependence  of  the  DQE  and  is  important  in 
analyzing  the  performance  of  FPIs  in  low-dose 
applications;47  similarly,  the  “additive  quantum  noise”  term 
(containing  SPR)  affects  the  scatter  dependence  of  the  DQE. 
Each  is  a  dimensionless,  spatial-frequency-dependent  quan¬ 
tity  for  which  nonzero  values  imply  loss  in  DQE.  Incorpo¬ 
rating  both  additive  electronic  noise  and  x-ray  scatter  into  the 
DQE  formalizes  the  manner  in  which  these  effects  conspire 
to  degrade  imager  performance. 
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Fig.  7.  Effect  of  x-ray  scatter  on  DQE  and  NEQ.  (a)  Zero-frequency  DQE  [DQE(0)]  versus  F*  for  two  imager  configurations  [400  jx m+CsI250  and 
400/im+GOS,33]  at  M-  1.4  and  X-  1  jiR.  (b)  DQE(0)  for  the  400  /zm+CsI250  configuration  plotted  as  a  function  of  exposure  to  the  detector  at  various 
levels  of  scatter  (F'  =  0,  0.5,  and  0.9).  (c)  Zero-frequency  NEQ  [NEQ(0)]  for  the  400/xm+CsI250  configuration  versus  exposure  to  the  detector,  (d)  Scatter 
compensation  factor— acSCF ,  the  factor  by  which  exposure  must  be  increased  to  restore  NEQ(0)  to  a  value  equal  to  the  scatter-free  case— plotted  as  a  function 
of  x-ray  scatter  fraction. 


B.  X-ray  scatter  considerations 

Clearly,  a  significant  parameter  in  identifying  optimal  im¬ 
aging  geometry  is  the  x-ray  scatter  fraction.  Below,  we  sum¬ 
marize  the  efficiency  of  scatter  rejection  using  air  gaps,  com¬ 
ment  on  this  efficiency  in  relation  to  scatter-rejection  grids, 
and  examine  the  effect  on  DQE  and  NEQ. 

1.  X-ray  scatter  rejection:  Efficiency  of  the  gap 

Figure  6  illustrates  the  efficiency  of  x-ray  scatter  rejection 
imparted  by  the  air  gap.  Reduction  in  scatter  transmission 
[related  to  1/2,  left  axis  of  Fig.  6(a)]  is  a  steep  function  of 
magnification;  therefore,  even  a  modest  air  gap  can  provide 
significant  scatter  rejection.  Since  the  DQE  of  the  gap29  [Eq. 
3(e),  right  axis  of  Fig.  6(a)]  improves  most  rapidly  for  low 
scatter  fractions,  the  benefits  of  an  air  gap  are  greatest  for 
low  to  moderate  levels  of  scatter  (e.g.,  F'  <0.5),  whereas  for 
higher  levels  (e.g.,  F*>  0.8)  the  scatter  rejection  improves 
somewhat  more  slowly  with  M.  Such  results  were  well  quan¬ 
tified  by  Neitzel,18  who  examined  the  relative  performance 
of  air  gaps  and  grids,  concluding  that  (1)  for  high  scatter 
conditions,  gaps  and  grids  give  comparable  improvement  in 
SNR;  (2)  for  low  to  moderate  levels  of  scatter,  gaps  are 
clearly  superior  (and  use  of  a  grid  can  even  degrade  the 
SNR);  and  (3)  the  advantages  of  the  gap  are  even  greater  if 
the  application  can  physically/logistically  accommodate 
larger  gaps  (e.g.,  M>  1.4). 

In  terms  of  detector  DQE  [Eq.  4(b)],  the  parameter  of 
interest  is  the  SPR  at  the  detector,  related  to  Ff  and  2  by  Eq. 
3(c).  As  shown  in  Fig.  6(b),  SPR  is  a  steeply  descending 
function  of  M  for  M<~  1.5,  falling  by  a  factor  of  ~5  for 
M—  1.5,  a  factor  of  —10  for  M=  2,  and  a  factor  of  —13  for 
M=  3.  This  reduction  in  SPR  should  be  considered  in  rela¬ 
tion  to  the  ratio  of  additive  electronics  noise  and  exposure 
level — i.e.,  the  degradation  in  DQE  due  to  the  SPR  term  [Eq. 
4(b)]  should  be  considered  relative  to  that  of  the  Sadd  term. 
For  conditions  where  the  imager  is  strongly  electronics  noise 
limited  (e.g.,  at  low  dose),  reduction  in  SPR  by  increasing  M 
may  give  negligible  improvement  (or  even  degradation)  in 
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DQE.  On  the  other  hand,  for  conditions  where  the  imager  is 
strongly  input-quantum-limited  (i.e.,  negligible  Sad d),  a  mod¬ 
est  air  gap  can  significantly  improve  DQE. 

2.  X-ray  scatter:  Effect  on  DQE  and  NEQ 

Figure  7(a)  plots  the  zero -frequency  DQE  as  a  function  of 
F'  for  two  imager  configurations,  reiterating  the  trend  of  Fig. 
2(d)  and  showing  the  significant  degradation  due  to  x-ray 
scatter.  DQE(0)  is  plotted  as  a  function  of  exposure  in  Fig. 
7(b)  for  the  400  /xm+CsI250  configuration,  showing  the  ex¬ 
pected  low-exposure  falloff  (e.g.,  forZ<  —  1  fiR)  due  to  ad¬ 
ditive  electronics  noise.37-39’47  Considering  the  curves  at 
various  levels  of  F',  we  see,  furthermore,  that  degradation  in 
DQE  due  to  x-ray  scatter  cannot  be  restored  by  increased 
exposure.  For  example,  considering  the  top  curves  of  Fig. 
7(b)  (F'  =  0  and  Ff  =  0.5),  it  is  clear  that  the  DQE  exhibited 
in  the  scatter-free  case  (-0.64  for  X>~~\  jjlR)  cannot  be 
achieved  in  the  F*  =  0.5  case  by  increasing  exposure.  This  is 
because  the  SPR  term  is  independent  of  exposure  (whereas 
the  £add  term  is  inversely  proportional).  This  is  similar  to  the 
manner  in  which  x-ray  conversion  noise  in  the  phosphor40 
(i.e.,  “Swank  noise”  included  in  eg2  at  stage  2)  imposes  an 
irrecoverable  drop  in  DQE.  In  the  limit  of  zero  electronics 
noise,  Swank  noise  degrades  DQE  by_a  multiplicative  factor 
(the  Swank  factor,  giving  DQE^gj/);40  similarly,  x-ray 
scatter  degrades  DQE  by  a  factor  of  1/(1  +  SPR). 

The  NEQ  of  course  increases  in  proportion  to  incident 
x-ray  fluence,  as  shown  in  Fig.  7(c)  at  various  levels  of  Ff . 
The  nonlinear  reduction  in  NEQ(0)  at  low  exposure  is  due  to 
additive  electronic  noise.  This  plot  illustrates  a  means  of 
quantifying  the  degree  to  which  degradation  in  NEQ  due  to 
x-ray  scatter  can  be  restored  by  increasing  exposure.  For 
scatter-free  conditions  (F'  =  0)  where  the  imager  is  input 
quantum  limited  [e.g.,  X>~\  /aR,  for  which,  as  shown  in 
Fig.  7(b),  the  DQE  is  maximized  and  constant]  the  system 
exhibits  NEQ(0)  shown  by  the  horizontal  dashed  line.  For 
increasing  levels  of  x-ray  scatter,  the  same  NEQ(0)  can  be 
achieved  by  increasing  exposure  (small  dots  on  F'  =  0.5  and 
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F'  =  0.9  curves).  The  scatter  compensation  factor,  crSCF,  is 
the  factor  by  which  exposure  must  be  increased  to  compen¬ 
sate  for  loss  in  NEQ(O)  due  to  x-ray  scatter  and  is  shown  in 
Fig.  7(d).  For  low-to-moderate  scatter  fraction  (0<F' 
<0.5),  aSCF  increases  gradually  compared  to  high  scatter 
conditions  (F'>0.8)  where  the  compensation  factor  di¬ 
verges  asymptotically.  For  example,  restoration  of  NEQ(O) 
to  the  level  achieved  at  X-\  /jlR  in  the  scatter-free  case 
requires  exposure  increase  by  a  factor  of  —1.4  for  F'  =  0.5 
and  ~3.2  for  F'  =  0.8  for  the  conditions  shown.  For  higher 
magnifications,  aSCF  reduces  slightly  due  to  improved  scatter 
rejection.  For  example,  for  the  FPI-CBCT  prototype  (M 
=  1.6),  NEQ  can  be  recovered  by  increasing  exposure  by 
(for  F'  =  0.5)  and  «scf^2.5  (for  F'  =  0.8).  Re¬ 
sults  for  aSCF  versus  F '  are  identical  for  both 
400  /4m+CsI25o  and  400  /^m-t-GOS^  imager  configura¬ 
tions. 

IV.  DISCUSSION  AND  CONCLUSIONS 

The  effects  of  geometric  blur,  imaging  task,  x-ray  scatter, 
and  imager  DQE  have  been  incorporated  in  a  theoretical 
method  for  identifying  optimal  imaging  geometry,  specifi¬ 
cally  the  geometric  magnification  that  maximizes  the  detect¬ 
ability  index.  Incorporation  of  the  SPR  into  the  linear  cas¬ 
caded  systems  expression  for  DQE  provides  a 
straightforward  means  of  quantifying  the  effects  of  x-ray 
scatter  on  imager  performance.  X-ray  scatter  reduces  the 
DQE  in  a  manner  analogous  to  an  “additive  quantum 
noise,”  and  the  degree  to  which  scatter  and/or  electronics 
noise  degrade  performance  is  evident  in  the  relative  magni¬ 
tude  of  each  term  in  the  denominator  of  the  DQE:  for  SPR 
and  Sadd  negligible,  the  imager  is  input  quantum  limited  (i.e., 
DQE  equal  to  gx  times  the  Swank  factor);  for  SPR  negli¬ 
gible,  the  DQE  depends  on  the  ratio  of  Sadd  and  detector 
signal;37-39-47  for  Sadd  negligible,  the  DQE  is  proportional  to 
1/(1  +SPR);  for  both  SPR  and  Sadd  significant,  the  DQE  suf¬ 
fers  from  additive  quantum  and  electronics  noise,  and  the 
above  methodology  identifies  the  geometry  that  optimizes 
imager  performance. 

Although  any  given  factor  (e.g.,  focal  spot  size,  imaging 
task,  scatter  fraction,  or  DQE)  can  significantly  affect  the 
optimal  geometry  under  certain  conditions,  for  the  nominal 
conditions  specified  above,  the  most  dominant  parameter  is 
the  x-ray  scatter  fraction.  For  low  scatter  conditions  (e.g., 
F'~0.3  as  with  small  fields  and  thin  objects,  such  as  ex¬ 
tremities)  optimal  magnification  is  — 1.1  (which  for  practical 
purposes  is  close  to  a  contact  image).  For  moderate-to-high 
scatter  conditions  (e.g.,  F'~ 0.8  as  in  the  retrocardiac 
region34),  M*~1.4.  For  high  scatter  conditions  (e.g.,  F' 
—  0.9  as  with  large  fields  and  thick  objects,  such  as  the  pel¬ 
vis),  M*  — 1.6,  which  admittedly  by  coincidence,  is  precisely 
the  magnification  employed  in  the  FPI-CBCT  prototype. 
Degradation  in  NEQ  due  to  x-ray  scatter  can  be  compensated 
by  increasing  exposure  by  a  factor  of  —  1.2- 1.5  (for  low-to- 
moderate  scatter;  i.e.,  Ff  =  0.3-0.5)  and  by  a  factor  of  —2-3 
(for  higher  scatter;  i.e,  F'  =  0.7-0.9).  In  FPI-CBCT,  such 
compensation  is  not  expected  to  reduce  scatter  artifacts  (e.g. 


cupping  and  streaks25  27).  For  the  immediate  application  en¬ 
visioned  for  the  prototype  (i.e,  CBCT  image-guided  radio¬ 
therapy  of  the  prostate,  in  which  quantitative  accuracy  in 
CT#  is  of  secondary  importance  to  contrast  and  spatial  reso¬ 
lution),  scatter  compensation  is  proposed  simply  to  alleviate 
limitations  in  NEQ. 

Secondary  to  the  x-ray  scatter  fraction  are  the  dependen¬ 
cies  on  (1)  the  ratio  of  additive  electronic  noise  to  exposure 
and  (2)  detector  spatial  resolution.  Lower  levels  of  Sadd  lead 
to  higher  values  of  optimal  magnification,  since  DQE  is  then 
less  sensitive  to  1/r2  falloff  in  fluence.  Hence,  besides  the 
clear  SNR  incentive  that  has  driven  the  quest  for  low  elec¬ 
tronic  noise  (e.g,  in  the  context  of  FPI  fluoroscopy47),  there 
is  a  SPR  incentive  as  well:  lower  electronic  noise  affords 
larger  gaps,  lower  SPR,  and  therefore  improved  DQE. 

Typically,  improved  detector  MTF  leads  to  reduced  opti¬ 
mal  magnification,  in  agreement  with  intuition.  Clearly, 
however,  optimization  based  on  spatial  resolution  consider¬ 
ations  alone  [as  in  Fig.  3(a)]  is  insufficient  and  may  neglect 
the  very  parameters  that  are  most  significant.  Using  the 
analysis  described  herein  for  higher-resolution  systems  (e.g, 
direct-detection  systems,48-52  such  as  a-Se  or  Pbl2,  which 
typically  lack  a  mechanism  for  presampling  blur)  should  fur¬ 
thermore  account  for  the  effects  of  noise-power  aliasing. 

The  results  for  M *  shown  above  are  specific  to  the  nomi¬ 
nal  conditions  stated,  but  the  methodology  is  sufficiently 
general  to  allow  application  to  other  systems.  Particularly 
interesting  would  be  analysis  for  systems  that  vary  signifi¬ 
cantly  from  the  above  nominal  specifications  (which  are  ap¬ 
propriate  for  the  case  of  FPI-CBCT).  For  example,  (1)  imag¬ 
ers  for  low-dose  fluoroscopy  (e.g,  XRIIs  or  high- 
performance  FPIs — typically  lower-resolution,  but  offering 
low  additive  electronic  noise  and  high  DQE;  trends  herein 
suggest  M*  comparable  to  or  slightly  greater  than  reported 
above);  (2)  FPIs  and  CCD-based  imagers  for  radiotherapy 
(each  of  lower-resolution,  but  with  the  latter  experiencing  a 
secondary  quantum  sink  at  the  optical  coupling  stage;  trends 
herein  suggest  M*  larger  than  the  above,  consistent  with  the 
results  of  Bissonnette  et  al\  and  (3)  systems  for  digital 
mammography  (high-resolution,  high  DQE;  analysis  requires 
account  of  noise-power  aliasing).  Of  course,  mechanical/ 
logistical/clinical  considerations  cannot  be  blindly  sacrificed 
for  the  sake  of  optimal  geometry,  and  certain  clinical  appli¬ 
cations  may  simply  not  accommodate  large  air  gaps  (e.g, 
under-table  radiography)  or  a  contact  image  (e.g,  CBCT). 
Furthermore,  the  field-of-view  and  imager  area  are  obvious 
considerations  in  selecting  SXD .  Still,  in  light  of  the  ever- 
broadening  spectrum  of  applications  envisioned  for  FPIs — 
ranging  from  radiography  and  mammography,  to  C-arm  sys¬ 
tems,  to  CBCT,  industrial  radiography,  and  crystal¬ 
lography— it  is  only  sensible  to  knowledgeably  consider  the 
numerous  tradeoffs  present  in  selection  of  imaging  geom¬ 
etry. 
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APPENDIX:  EFFECT  OF  X-RAY  SCATTER  ON  DQE 

We  seek  an  expression  for  the  spatial-frequency- 
dependent  DQE  that  accounts  for  x-ray  scatter,  effectively 
combining  the  generalized  scatter-reduction  mechanism 
(e.g.,  gap  or  grid)  with  the  imaging  system.  Cascaded  sys¬ 
tems  analysis36  provides  a  means  of  computing  DQE  by 
modeling  the  FPI  as  a  series  of  amplification  and  spatial 
spreading  stages35  and  has  demonstrated  reasonable  agree¬ 
ment  with  empirical  results7,37-39  for  the  scatter-free  case.  As 
detailed  elsewhere,39  the  DQE  may  be  defined  as  the  ratio53 


of  the  noise-power  spectrum  (NPS)  of  an  ideal,  deterministic 
detector  (i.e.,  a  noiseless  equivalent  to  the  real  system) 

■W«')  =  aiUo  g\l  gz1  gA2T\(u')T\{u'),  (Ala) 
to  that  of  the  real  system 

Sactual(«')  =  «pd9o  g\  gz  gdll  +  g4<g2  +  eg2)f\(u ')\T\(u') 
+  Sadd  (W),  (Alb) 

yielding 


DQE  («')  = 


*^ideal(  u  * ) 
*-*  actual(  ^  ) 


_ g  1  gz  g47l(t/')7j(t<') _ 

[\+g4(gZ  +  egz)T\(u')']T\{u')  +  SM{u')laA?iq0  gl  gz  g4 


(Ale) 


and 


NEQ(m')  =  ?0E>QE(W'),  (Aid) 

where  each  parameter  is  defined  in  Table  I  and  summarized 
below.  The  equations  shown  here  neglect  the  effects  of 
noise-power  aliasing,54,55  but  can  be  extended  to  include 
such  in  a  straightforward  manner;38,39  for  indirect-detection 
FPIs,  this  effect  is  usually  small.  Furthermore,  for  simplicity, 
the  pixel  fill-factor  is  assumed  equal  to  unity.  Such  is  rea¬ 
sonable  for  large  pixels  (e.g.,  apix>200  jttm)  or  for  advanced 
pixel  designs.56  Subunity  fill-factor  is  known  to  degrade  the 
DQE  by  reducing  signal  response  and  increasing  noise- 
power  aliasing.54  The  fundamental  assumptions  of  cascaded 
systems  analysis  include  linearity,  stationarity,  shift- 
invariance,  and  neglect  of  noise  due  to  the  polychromatic 
nature  of  the  x-ray  fluence — discussion  of  which  is  beyond 
the  scope  of  this  article. 

The  definition  of  DQE  as  the  ratio  of  noise-power  spectra 
is  useful,  because  it  highlights  the  fact  that  it  is  the  stochastic 
components  of  the_imaging  chain  that  reduce  DQE.  To 
briefly  summarize,  q0  is  the  incident  x-ray  fluence;  gj_  is  the 
quantum  detection  efficiency  of  the  x-ray  converter;  g2  is  the 
optical  gain  of  the  converter  (photons  emitted  per  interacting 
x-ray),  and  eg2  is  the  Poisson  excess  in  the  optical  gain;  T3  is 
the  MTF  of  the  x-ray  converter;  g4  is  the  optical  coupling 
efficiency  of  the  a-Si:H  photodiodes;  T5  is  the  presampling 
MTF  of  the  photodiode  apertures,  of  width  apd  (equal  to  apix 
for  unity  fill-factor);  and  Sadd  is  the  NPS  of  the  readout  elec¬ 
tronics.  Each  of  these  parameters  is  determined  analytically 
or  empirically,  for  example,  using  a  common  algorithm  for 
computing  x-ray  spectra,46  the  known  cross-sectional  data  of 
the  converting  material,57  etc.  For  the  MTF  of  the  x-ray  con¬ 
verter,  r3  was  approximated  by  a  Lorentzian  fit  to  measured 
results:41’58-61 


h(u')  = 


1 

1  +  Hua 


(A2) 


characterized  by  the  screen  blur,  H.  For  extended  SlD)  the 
spatial-frequency  domain  in  the  object  plane,  u',  scales  as 


u’lM.  For  the  two  nominal  imager  configurations  consid¬ 
ered  in  this  article,  an  x-ray  converter  consisting  of  133 
mg/cm2  Gd2Q2S:Tb  or  ^50  mg/cm2  CsI:Tl  is  assumed.  For 
die  former,  g,  =  0.56;  g2~_  1650;  e^=625;  //=  1.25;  and 
£4=0.75.  For_the  latter,  gi  =  0.74;  g2=1750;  eg2  =  260;  H 
-  0.69;  and  g4=0.65.  Pixel  presampling  MTF  is  a  sine  func¬ 
tion,  and  electronic  noise  is  taken  as  the  sum  in 
quadrature8,47  of  TFT-thermal,  photodiode  shot,  digitization, 
and  amplifier  noise — dominated  by  the  last  (cramp= 3000  e,  a 
conservative  estimate47,62  comparable  to  typical  reported  val¬ 
ues).  All  calculations  were  performed  for  a  120  kVp  beam 
filtered  by  3  mm  A1  and  20  cm  H20. 

This  analysis  can  be  extended  to  include  the  effects  of 
x-ray  scatter  by  considering  the  propagation  of  the  primary, 
ql  and  scatter,  q% ,  fluence  separately.  We  conceptualize  a 
generalized  scatter-reduction  mechanism  (e.g.,  an  air  gap)  at 
stage  0  of  the  imaging  chain  and  recompute  the  power  spec¬ 
tra: 

i?  gz2  g?T\(u')T\(u'),  (A3 a) 

i.e.,  the  “ideal”  detector  includes  perfect  scatter  rejection, 
and 

*^actual(M  )  —  *^primary( w  ^scatter! **  )~^Sadd(u  ) 

=  “pd?o  gl  gz  g4[l  +g4(g2+eg2)7l(“')] 

XT2s(u')+aldq%  Si  gz  g4D  +g4(g2  +  eg2) 

XTliu'Wliu^+S^iu'),  (A3b) 

where,  for  simplicity,  we  have  used  the  same  gb  g2,  etc.  in 
the  Sscatter  term  as  in  the  5^™^  term,  thus  assuming  that  the 
shape  of  the  spectrum  for  scattered  x  rays  is  comparable  to 
that  of  the  primary.  A  shift  in  the  spectrum  could  be  accom- 
modated  by  taking  the  scattered  x-ray  spectrum  and  recom¬ 
puting  gb  g2,  etc.  for  the  Sscatter  term;  for  present  purposes, 
however,  we  assume  that  the  spectral  shift  is  small.  The  DQE 
then  becomes 
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DQE(w')= 


_ gj  g^jiu^un _ 

(1  +  SPR)[1  +  ^+eg2)i(u')]^(u')  +  5add(«')/a^  ^  Z  7a 


(A3c) 


and 

NEQ(«')=^DQE(«')  (A3d) 

which,  of  course,  are  equivalent  to  Eqs.  (Al)  for  the  scatter- 
free  case  (i.e.,  qo~qo +  qo~qo)-  Equation  (A3c)  is  particu¬ 
larly  interesting,  since  it  conveys  the  fairly  intuitive  result 
that,  for  conditions  under  which  the  imager  is  input  quantum 
limited,  the  DQE  is  reduced  in  proportion  to  1/(1 +SPR). 
This  analytic  form  shows  that  x-ray  scatter  can  be  treated  as 
an  additive  noise  source — an  “additive  quantum  noise”  pro¬ 
portional  to  the  SPR — that  appears  in  the  denominator  of  the 
DQE  in  a  manner  directly  analogous  to  the  additive  electron¬ 
ics  noise. 
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A  system  for  cone-beam  computed  tomography  (CBCT)  based  on  a  flat-panel  imager  (FPI)  is  used 
to  examine  the  magnitude  and  effects  of  x-ray  scatter  in  FPI-CBCT  volume  reconstructions.  The 
system  is  being  developed  for  application  in  image-guided  therapies  and  has  previously  demon¬ 
strated  spatial  resolution  and  soft-tissue  visibility  comparable  or  superior  to  a  conventional  CT 
scanner  under  conditions  of  low  x-ray  scatter.  For  larger  objects  consistent  with  imaging  of  human 
anatomy  (e.g.,  the  pelvis)  and  for  increased  cone  angle  (i.e.,  larger  volumetric  reconstructions), 
however,  the  effects  of  x-ray  scatter  become  significant.  The  magnitude  of  x-ray  scatter  with  which 
the  FPI-CBCT  system  must  contend  is  quantified  in  terms  of  the  scatter-to-primary  energy  fluence 
ratio  (SPR)  and  scatter  intensity  profiles  in  the  detector  plane,  each  measured  as  a  function  of  object 
size  and  cone  angle.  For  large  objects  and  cone  angles  (e.g.,  a  pelvis  imaged  with  a  cone  angle  of 
6°),  SPR  in  excess  of  100%  is  observed.  Associated  with  such  levels  of  x-ray  scatter  are  cup  and 
streak  artifacts  as  well  as  reduced  accuracy  in  reconstruction  values,  quantified  herein  across  a 
range  of  SPR  consistent  with  the  clinical  setting.  The  effect  of  x-ray  scatter  on  the  contrast,  noise, 
and  contrast-to-noise  ratio  (CNR)  in  FPI-CBCT  reconstructions  was  measured  as  a  function  of  SPR 
and  compared  to  predictions  of  a  simple  analytical  model.  The  results  quantify  the  degree  to  which 
elevated  SPR  degrades  the  CNR.  For  example,  FPI-CBCT  images  of  a  breast-equivalent  insert  in 
water  were  degraded  in  CNR  by  nearly  a  factor  of  2  for  SPR  ranging  from  —2%  to  120%.  The 
analytical  model  for  CNR  provides  a  quantitative  understanding  of  the  relationship  between  CNR, 
dose,  and  spatial  resolution  and  allows  knowledgeable  selection  of  the  acquisition  and  reconstruc¬ 
tion  parameters  that,  for  a  given  SPR,  are  required  to  restore  the  CNR  to  values  achieved  under 
conditions  of  low  x-ray  scatter.  For  example,  for  SPR=100%,  the  CNR  in  FPI-CBCT  images  can 
be  fully  restored  by:  (1)  increasing  the  dose  by  a  factor  of  4  (at  full  spatial  resolution);  (2)  increas¬ 
ing  dose  and  slice  thickness  by  a  factor  of  2;  or  (3)  increasing  slice  thickness  by  a  factor  of  4  (with 
no  increase  in  dose).  Other  reconstruction  parameters,  such  as  transaxial  resolution  length  and 
reconstruction  filter,  can  be  similarly  adjusted  to  achieve  CNR  equal  to  that  obtained  in  the  scatter- 
free  case.  ©  2001  American  Association  of  Physicists  in  Medicine.  [DOI:  10.1118/1.1339879] 

Key  words:  flat-panel  imager,  cone-beam  computed  tomography,  x-ray  scatter,  scatter-to-primary 
ratio,  artifacts,  contrast,  noise,  contrast-to-noise  ratio 


I.  INTRODUCTION 

The  combination  of  active  matrix  flat-panel  imagers  (FPIs) 
and  cone-beam  computed  tomography  (CBCT)  represents  a 
promising  technology  for  volumetric  imaging, 1-8  capitalizing 
on  continuing  advances  in  FPI  technology  and  cone-beam 
reconstruction  techniques.  FPIs  provide  efficient,  distortion¬ 
less,  real-time  detectors  that  are  experiencing  widespread 
proliferation  in  x-ray  projection  imaging,  and  cone-beam 
reconstruction9-12  techniques  have  been  accelerated  from 
hours  to  seconds  through  the  development  of  dedicated  hard¬ 
ware.  Capable  of  acquiring  volumetric  (i.e.,  multi-slice)  im¬ 
ages  in  an  open  geometry,  from  a  single  rotation  about  the 
patient,  and  without  the  need  for  a  ring-based  gantry  or  a 
mechanism  for  translating  the  patient,  FPI-CBCT  provides 
separation  of  the  imaging  system  and  patient  support.  These 
aspects  appear  particularly  advantageous  for  image-guided 
therapies,  such  as  radiation  therapy,  brachytherapy,  and  sur¬ 
gery,  where  the  logistics  of  the  treatment  procedure  largely 
dictate  the  geometry.  Furthermore,  such  systems  could  pro¬ 


vide  the  therapist  with  combined  radiographic,  fluoroscopic, 
and  tomographic  imaging.  As  described  previously,1,13  an 
FPI-CBCT  system  is  being  developed  for  online  tomogra¬ 
phic  guidance  of  radiation  therapy  procedures  by  incorporat¬ 
ing  a  kilovoltage  x-ray  tube  and  an  FPI  on  the  gantry  of  a 
medical  linear  accelerator.  This  system  is  expected  to  pro¬ 
vide  soft-tissue  visibility  and  spatial  resolution  sufficient  for 
correction  of  patient  setup  errors  and  interfraction  organ 
motion.1,13 

The  FPI-CBCT  system  under  development  has  demon¬ 
strated  reasonable  volumetric  uniformity,  noise,  and  spatial 
resolution  characteristics,  providing  soft-tissue  visibility 
comparable  to  that  achieved  with  a  conventional  CT 
scanner.1  Application  of  this  technology,  however,  is  not 
without  its  challenging  aspects,  including  the  effects  of  de¬ 
tector  performance,  image  lag,  and  x-ray  scatter.  Analysis  of 
FPI  signal  and  noise  performance1,5  suggests  that  in  order  to 
provide  high-quality  projections  at  very  low  exposures  (e.g., 
on  the  order  of  a  pR  to  the  detector  for  lateral  projections  of 
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a  large  pelvis),  high-performance  FPIs  are  required  (e.g.,  in¬ 
corporating  a  CsI:Tl  x-ray  converter  and  low-noise  amplifi¬ 
ers).  Analysis  of  the  magnitude3  and  effects4  of  image  lag  in 
FPI-CBCT  suggests  that  image  lag  can  result  in  subtle  arti¬ 
facts  in  regions  of  high-contrast  objects  at  high  exposures, 
and  that  such  effects  can  be  largely  eliminated  through 
simple  procedural  and/or  algorithmic  methods.  This  article  is 
concerned  with  the  magnitude  and  effects  of  x-ray  scatter  in 
flat-panel  cone-beam  CT  and  seeks  to  identify  strategies  for 
management  of  deleterious  scatter  effects. 

Investigations  of  x-ray  scatter  in  fan-beam  CT  have  dem¬ 
onstrated  experimentally  and  analytically  that  scatter  results 
in  artifacts  (e.g.,  cup  and  streak  artifacts)  and  quantitative 
inaccuracy  in  reconstructed  CT  number  (CT#). 14-16  Analyti¬ 
cal  and  Monte  Carlo  methods  have  been  employed  to  esti¬ 
mate  the  intensity  of  scattered  radiation  at  diagnostic 
energies,17-21  demonstrating  reasonable  agreement  with 
measured  results.  Based  on  the  magnitude  and  shape  of  such 
intensity  distributions,  correction  algorithms22,23  have  been 
developed  that  largely  remove  scatter  artifacts  and  restore 
CT#  accuracy.  Such  methods  are  standard  components  of 
modem  fan-beam  CT  systems.  In  cone-beam  CT,  the  prob¬ 
lem  of  x-ray  scatter  is  expected  to  be  significantly  greater, 
due  to  the  use  of  a  large  cone  angle  and  2D  detector.  A 
significant  degree  of  scatter  rejection  can  be  achieved  using 
conventional  grids  and  focused  collimators;24  however,  it  is 
uncertain  whether  such  strategies  provide  an  advantage  com¬ 
pared  to  a  knowledgeably  selected  air  gap.6,25  For  digital 
imagers,  Netizel25  concluded  that  air  gaps  and  grids  perform 
comparably  under  high-scatter  conditions,  and  for  low- 
scatter  conditions  an  air  gap  is  clearly  superior;  moreover, 
the  advantages  of  a  gap  are  even  stronger  if  the  application, 
such  as  FPI-CBCT,  can  logistically  accommodate  large  air 
gaps. 

This  article  reports  on  the  magnitude  of  x-ray  scatter  ex¬ 
pected  in  the  clinical  environment  and  quantifies  the  effects 
on  image  artifacts,  CT#  inaccuracy,  contrast,  noise,  and 
contrast-to-noise  ratio  (CNR)  in  FPI-CBCT  reconstructions. 
Finally,  the  degree  to  which  CNR  can  be  restored  to  levels 
achieved  under  conditions  of  low  x-ray  scatter  is  examined 
using  simple  analytical  forms  for  CT  contrast14  and  noise.26 

II.  METHODS  AND  MATERIALS 
A.  Experimental  setup 

The  magnitude  and  effects  of  x-ray  scatter  in  flat-panel 
cone-beam  CT  were  measured  using  the  experimental  setup 
illustrated  in  Fig.  1.  The  imaging  geometry  [i.e.,  source-to- 
axis  distance  (y  Aor)  »  source-to-detector  distance  (yFPI),  and 
axis-to -detector  distance  (fAdd)]  mimics  that  of  a  system  for 
online  tomographic  guidance  of  radiotherapy  procedures1,13 
and,  for  conditions  of  high  x-ray  scatter,  is  close  to  the  op¬ 
timal  configuration,6  considering  the  effects  of  geometric 
sharpness,  imaging  task,  scatter  rejection,  and  detector  per¬ 
formance.  As  detailed  elsewhere,1,3  the  three  main  compo¬ 
nents  of  the  system  are  an  x-ray  tube,  a  rotating  object,  and 
an  FPI.  For  rectangular  collimation  and  field  of  view,  the 
angle  subtended  by  the  primary  x-ray  beam  in  the  lateral  (x) 


Fig.  1.  Schematic  illustration  of  the  experimental  setup  used  to  measure  the 
magnitude  and  effects  of  x-ray  scatter  in  flat-panel  cone-beam  CT.  The 
x-ray  tube,  rotating  object,  and  FPI  operate  synchronously  to  acquire  pro¬ 
jection  data  for  cone-beam  reconstruction.  The  magnitude  of  x-ray  scatter 
was  varied  through  adjustment  of  the  fan  angle  (<£fan),  the  cone  angle 
(‘Aone).  and  the  thickness  of  PMMA  (TPMMA)  surrounding  a  rotating  water- 
filled  cylinder.  The  Pb  blocker  was  used  for  measurement  of  the  SPR  at  the 
detector  plane. 


direction  is  the  fan  angle,  0fan,  and  determines  the  lateral 
field  of  view,  FOVaor  and  F0VPP1  at  the  axis  and  detector 
planes,  respectively: 


0fan=  2  tan 


FOVaor\  /Fovn 

2yA0R/2tan  l^r) 


(la) 


Similarly,  the  angle  subtended  by  the  beam  in  the  longitudi¬ 
nal  (z)  direction  is  the  cone  angle,  </>conQ : 


^cone  2  tan 


-1 


fov: 


AOR 


2yAoR 


/FOVf1 

=  2  tan  — - 

\  2  ym 


(lb) 


where  FOVaor  and  FOVf*1  are  the  z-extent  of  the  primary 
radiation  beam  at  the  axis  of  rotation  (AOR)  and  at  the  FPI, 
respectively.  The  x-ray  tube  was  a  General  Electric  (Milwau¬ 
kee,  WI)  Maxiray  75  operated  at  120  kVp  (measured)  with 
0.5-mm  Cu  added  filtration.  Exposure  was  measured  using 
an  RTI  Electronics  (Molndal,  Sweden)  PMX-III  multimeter 
and  is  reported  either  in  terms  of  the  exposure  in  air  at  iso¬ 
center,  XlS0 ,  or  at  the  center  of  the  FPI,  XFPI.  A  typical 
FPI-CBCT  acquisition  involved  300  projections  at  1  mAs 
per  projection  (at  which  the  FPI  exhibits  linear  response  and 
is  strongly  input-quantum-limited3),  giving  a  total  scan  ex¬ 
posure  in  air  of  Xis0  -4.6X  10~4  C/kg  (~1.8  R).  The  expo¬ 
sure  per  projection  at  the  center  of  the  FPI  ranged  from  Xm 
~~  (1.3- 7.7)  X  10“ 8  C/kg  (i.e.,  —50-300  fjR,  corresponding 
to  ~0.5%-3%  of  sensor  saturation,3  depending  on  object 
thickness). 

A  simple  phantom  was  constructed  to  allow  volumetric 
imaging  under  conditions  of  variable  x-ray  scatter.  The  es¬ 
sential  requirements  in  the  phantom  design  included:  (1)  al- 
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lowance  of  FPI-CBCT  imaging  without  lateral  truncation  of 
the  projection  data;  (2)  composition  approximating  water; 
and  (3)  variation  in  phantom  thickness  across  a  range  similar 
to  that  of  human  anatomy.  As  illustrated  in  Fig.  1,  the  phan¬ 
tom  consisted  of  a  water-filled  cylinder  (11  cm  diameter) 
surrounded  by  slabs  of  polymethyl  methacrylate  (PMMA). 
Note  that  only  the  cylinder  rotated  during  FPI-CBCT  acqui¬ 
sition,  and  the  PMMA  slabs  (supported  on  a  platform  above 
the  rotation  stage)  were  stationary  and  did  not  impinge  on 
the  volume  of  reconstruction.  Thus  reconstructed  images 
show  only  the  water-filled  cylinder  and  not  the  surrounding 
PMMA.  The  magnitude  of  x-ray  scatter  at  the  detector  plane 
was  varied  by  adjusting  the  fan  angle  (two  settings,  <£fan 
=  14°  and  22°;  see  below),  the  cone  angle  (varied  continu¬ 
ously),  and/or  the  thickness  of  PMMA,  rPMMA  (across  a 
range  corresponding  to  the  AAPM  standard  phantoms  for 
measurement  of  entrance  exposure27).  In  order  to  examine 
the  effects  of  x-ray  scatter  alone,  without  the  confounding 
influence  of  beam-hardening23  that  results  from  variation  in 
Tpmma,  FPI-CBCT  reconstructions  are  shown  for  cases  in 
which  <£cone  alone  was  varied  (with  <£fan  and  T?MMA  fixed). 

The  FPI  was  the  same  as  that  used  in  previous  studies  of 
FPI-CBCT  performance,1-4  manufactured  by  PerkinElmer 
Optoelectronics  and  based  on  a  512X512  matrix  of  a-Si:H 
photodiodes  and  thin-film  transistors  (TFTs)  at  400-/tm  pixel 
pitch.  The  FPI  incorporates  a  133-mg/cm2  Gd202S:Tb  x-ray 
converting  screen  and  can  be  addressed  at  up  to  five  frames 
per  second  (fps)  at  16-bit  precision.  FPI-CBCT  acquisition 
involved  a  repeated,  synchronized  sequence  of:  (1)  delivery 
of  a  radiographic  exposure;  (2)  reading  of  the  FPI  projection 
image;  and  (3)  incremental  rotation  of  the  object.  For  all 
scans,  300  projections  were  acquired,  with  incremental  rota¬ 
tion  of  the  object  by  1.2°  through  360°  and  with  the  FPI 
offset  from  a  symmetrical  position  by  1/4  the  detector  ele¬ 
ment  spacing.28  Since  the  FPI  was  operated  at  a  fairly  low 
frame  rate  of  0.625  Ips,  a  complete  scan  took  8  min.  Cone- 
beam  reconstructions  [5 1 2  X  5 1 2  X  ( 1  -5 1 2)  voxels]  were  per¬ 
formed  using  a  modified  FDK  algorithm9  for  filtered  back- 
projection  on  a  Sun  (Fremont,  CA)  UltraSparc  workstation. 

The  range  in  selected  fan  angle,  cone  angle,  and  object 
thickness  correspond  to  conditions  expected  in  the  clinical 
setting.  The  FPI  described  above  is  too  small  (20.5X20.5 
cm2)  for  volumetric  imaging  of  large  anatomy  in  this  geom¬ 
etry;  therefore,  a  larger  FPI29  (41X41  cm2  active  area,  not 
tiled)  forms  the  basis  of  the  clinical  prototype  that  is  being 
implemented  on  a  medical  linear  accelerator  in  either  of  two 
geometries:  (1)  a  “centered”  geometry  (illustrated  in  Fig.  1); 
and  (2)  an  “offset”  geometry  in  which  the  detector  is  offset 
from  the  central  axis  by  up  to  half  the  FPI  width.30  With  the 
larger  FPI,  the  centered  geometry  allows  imaging  of  objects 
with  a  maximum  width  of  —25.5  cm  (<£fan~14°)  without 
truncation  of  the  projection  data — sufficient  for  imaging  of 
head,  neck,  and  extremity  sites.  Imaging  of  larger  anatomy 
(e.g.,  a  pelvis  with  lateral  extent  up  to  —40  cm)  is  accom¬ 
plished  using  the  offset  geometry  with  approximately  the 
same  fan  angle.  Imaging  of  such  large  anatomy  without  trun¬ 
cation  in  a  centered  geometry  would  require  a  detector  width 
of  —64  cm  (0fan~ 22°).  Measurements  were  performed  us¬ 


ing  both  (f> fan=  14°  and  22°,  with  results  shown  for  the 
former  unless  otherwise  stated.  The  cone  angle  was  varied 
from  <£cone-0.5°  (corresponding  to  FOV^OR=0.9cm  and 
FOVPPI=  1.4  cm,  i.e.,  —35  slices  in  a  full-resolution  recon¬ 
struction)  to  cf> COne~10.5°  (corresponding  to  FOV^or=  19 
cm  and  FOVjPI=30cm,  i.e.,  —750  slices). 

B.  Magnitude  of  x-ray  scatter 

The  SPR  at  the  detector  plane  was  measured  in  a  manner 
similar  to  that  of  Johns  and  Yaffe.14  As  shown  in  Fig.  1,  a  Pb 
blocker  (— 9-mm-diam  disk,  —10  mm  thick)  was  placed  at 
the  entrance  of  the  phantom  on  the  central  axis  of  the  beam. 
For  each  measurement  of  SPR,  ten  projections  were  acquired 
with  the  FPI,  five  with  the  blocker  in  place  and  five  with  the 
blocker  removed.  The  ensemble  of  pixel  values  in  the 
shadow  of  the  blocker  from  the  former  five  gave  the  “scatter 
only”  signal,  and  that  in  the  latter  five  gave  the  “scatter 
+primary”  signal.  The  pixel  dark  values  (i.e.,  the  “offsets”) 
were  subtracted  from  each  image,  and  tube  output  fluctua¬ 
tions  were  corrected  by  normalizing  each  image  according  to 
the  measured  exposure.  The  SPR  was  obtained  by  dividing 
the  “scatter  only”  signal  by  the  difference  between  the 
“scatter  only”  and  “  scatter + primary”  signal.  Off-focal 
radiation14  was  assumed  negligible,  and  the  energy  response 
of  the  FPI  (i.e.,  the  signal  per  incident  fluence)  was  assumed 
equivalent  for  the  primary  and  scattered  x-ray  spectra.  Mea¬ 
surements  of  SPR  were  performed  using  Pb  blockers  ranging 
in  diameter  from  —5  to  15  mm  in  order  to  determine  the 
correction  factor  associated  with  nonzero  disk  size.  The  fac¬ 
tor  was  determined  from  a  linear  fit  to  the  results  (SPR  ver¬ 
sus  disk  diameter)  extrapolated  to  zero  disk  size.  For  ex¬ 
ample,  for  a  medium-sized  phantom  (15-cm  PMMA)  the 
correction  factor  was  —1.017  for  the  nominal  9-mm  disk 
(i.e.,  SPR  values  reported  were  increased  by  —1.7%  from  the 
measured  values). 

Measurements  were  first  performed  in  order  to  benchmark 
the  observed  SPR  to  values  corresponding  approximately  to 
human  anatomy.  For  these  measurements,  the  water-filled 
cylinder  was  removed,  and  the  PMMA  slabs  were  placed  in 
simple  rectangular  arrangements  approximating  the  AAPM 
standard  phantoms27  for  exposure  measurement  of  various 
anatomical  sites  (e.g.,  —  5-cm  PMMA  for  “extremity,”  —10 
cm  for  “chest,”  —18  cm  for  “abdomen,”  and  —30  cm  re¬ 
ferred  to  herein  as  “pelvis”).  Only  in  these  measurements 
was  the  phantom  intended  to  approximately  represent  human 
anatomy.  The  SPR  was  also  measured  for  each  configuration 
of  0fan,  0cone,  and  Tpmma  used  in  measurements  (viz.,  scat¬ 
ter  fluence  distributions,  artifacts,  contrast,  and  noise;  see 
below)  in  which  PMMA  slabs  surrounded  the  water-filled 
cylinder  as  in  Fig.  1.  In  those  measurements,  the  PMMA 
does  not  necessarily  represent  human  anatomy  (e.g.,  in  the 
case  of  the  water-filled  cylinder  flanked  by  sidelobes  of 
PMMA);  rather,  the  PMMA  thickness  was  merely  one  means 
of  continuously  varying  the  SPR  at  the  detector. 

A  second  type  of  measurement  was  performed  to  deter¬ 
mine  the  spatial  distribution  of  x-ray  scatter  in  the  detector 
plane,  again  using  the  geometry  of  Fig.  1.  First,  a  series  of  20 
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“low  scatter”  projection  images  of  the  cylinder  were  ac¬ 
quired  under  conditions  that  minimized  SPR  [i.e.,  small  fan 
angle,  cone  angle  -0.5°,  and  rPMMA=0cm,  for  which  SPR 
=  (2.10±0.27)%].  Then,  without  moving  the  cylinder,  pro¬ 
jection  images  were  acquired  as  a  function  of  SPR  by  in¬ 
creasing  <£fen,  0cone,  and  rPMMA.  Each  series  of  20  images 
was  averaged,  corrected  for  offset  variations,  and  normalized 
to  a  constant  value  in  the  unattenuated  beam.  The  spatial 
distribution  of  x-ray  scatter  energy  fluence  in  the  detector 
plane  was  computed  from  the  difference  between  the  images 
acquired  as  a  function  of  SPR  and  the  image  acquired  under 
“low-scatter”  conditions.  Knowledge  of  the  magnitude  and 
shape  of  such  x-ray  scatter  distributions  is  an  important  com¬ 
ponent  of  scatter  correction  algorithms,  which  are  the  subject 
of  on-going  investigation. 


C.  Shading  artifacts  and  CT  number  inaccuracy 

Two  types  of  shading  artifact23  were  measured  in  tran- 
saxial  slices  of  FPI-CBCT  images:  (1)  the  artifact  in  which 
voxel  values  in  the  image  of  a  uniform  water  cylinder  are 
reduced  and  nonuniform,  forming  a  “cup”;  and  (2)  the  arti¬ 
fact  in  which  the  voxel  values  between  two  dense  objects  are 
reduced,  forming  a  “streak.”  For  the  former,  images  of  the 
water-filled  cylinder  were  acquired  as  a  function  of  <£cone  and 
rPMMA-  To  quantify  the  inaccuracy  of  voxel  values,  the 
mean  value  (/ 1 )  in  the  water-filled  interior  of  the  cylinder  was 
compared  to  the  attenuation  coefficient  for  water 
(^0=0.020  mm-1,  computed  from  the  energy-dependent 
attenuation  coefficient31  and  the  x-ray  spectrum  of  the  pri¬ 
mary  beam32),  yielding  the  inaccuracy: 


{p)~P  H,0 

A=  100X - 

/*h2o 


(2a) 


To  quantify  the  degree  of  spatial  nonuniformity,  voxel  values 
near  the  center  of  the  reconstruction,  /xcenter ,  were  compared 
to  those  at  ~5  mm  inside  the  edge  of  the  cylinder,  ^edge, 
giving  the  degree  of  “cupping:” 


fcup=100X 


Medge  Mcenter 
Medge 


(2b) 


The  streak  artifact  was  measured  using  two  2.8-cm-diam 
“bone”  inserts  placed  within  the  water  cylinder  [SB3  corti¬ 
cal  bone  from  the  Gammex  RMI  (Middleton,  WI)  electron 
density  phantom,  with  specified  electron  density,  pe ,  of 
1.707  times  that  of  water,  physical  density,  p,  of  1.84  g/cm3, 
and  approximate  CT#  of  1367.8].  Although  the  small  scale 
of  the  phantom  prohibits  direct  interpretation  of  the  results 
with  respect  to  large  human  anatomy  (e.g.,  concerning  the 
cup  artifact  in  a  transaxial  image  of  a  pelvis,  or  the  streak 
artifact  between  femoral  heads),  it  does  provide  qualitative 
visualization  of  the  magnitude  of  such  artifacts  as  a  function 
of  SPR  across  a  range  that  is  representative  of  that  antici¬ 
pated  in  the  clinical  setting. 


D.  Effect  of  x-ray  scatter  on  contrast 

The  effect  of  x-ray  scatter  on  object  contrast  was  investi¬ 
gated  using  a  “breast-equivalent”  insert  placed  within  the 
water  cylinder  [BR  SRI  breast  from  the  Gammex  RMI  elec¬ 
tron  density  phantom,  with  specified  pe ,  of  0.980  times  that 
of  water,  p  of  0.99  g/cm3,  and  approximate  CT#  of  -46.7]. 
Contrast  is  defined  as  the  difference  between  the  ensemble 
average  of  voxel  values  in  an  insert  compared  to  that  in 
water  (adjacent  to  and  at  the  same  radius  as  the  insert)  and 
was  measured  as  a  function  of  SPR.  FPI-CBCT  images  of 
the  contrast  phantom  were  acquired  as  a  function  of  SPR 
through  variation  of  <£cone  and  TPMMA,  and  the  resulting  deg¬ 
radation  in  contrast  was  compared  to  the  following  analytical 
description. 

Following  Johns  and  Yaffe,14  we  consider  the  primary 
and  scatter  fluence  ( P  and  S,  respectively)  behind  a  uniform 
cylinder  of  diameter  d  and  attenuation  coefficient  /q  .  In  the 
unattenuated  beam,  the  primary  and  scatter  fluence  are  P0 
and  S0,  respectively,  giving  for  the  measured  value  /q  : 


=  ^,  +  -ln| 


1  +S0//>0\ 
i+s/p  j 


(3a) 


(3b) 


Since  the  second  term  is  negative,  scatter  causes  voxel  values 
in  the  reconstruction  to  be  lower  than  the  true  attenuation 
coefficient.  We  now  consider  a  second  object  of  diameter  d2 
and  attenuation  coefficient  ja2  that  is  contained  within  the 
first  (e.g.,  as  the  breast-equivalent  insert  is  contained  in  the 
water  cylinder).  We  take  a  to  be  the  relative  size  of  the 
second  object,  such  that  d2 —  ad,  and  define  S  to  be  the  true 
difference  in  attenuation  coefficients.  With  /q  and  jx2  repre¬ 
senting  measured  values  of  /q  and  fi2,  respectively,  and 
considering  the  diameter,  d,  such  that  d—d\  +  d2  and  d\ 
=  (1  —  a)d,  we  have: 
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which  is  the  measured  contrast,  C.  Combining  Eqs.  (3b)  and 
(3c)  gives: 
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The  measured  contrast,  C,  differs  from  the  actual  difference 
in  linear  attenuation  coefficients,  8,  by  a  term  related  to  the 
SPR,  and  since  the  absolute  magnitude  of  this  term  increases 
with  SPR,  the  result  is  degradation  in  contrast.  For  example, 
considering  fi2</x j  (i.e.,  the  second  object  is  “dark”),  then 
8  is  positive  and  the  second  term  is  negative;  therefore,  con¬ 
trast  is  reduced.  Similarly,  taking  jx2>  fx l  (i.e.,  the  second 
object  is  “white”),  then  8  is  negative  and  the  second  term  is 
positive;  therefore,  the  absolute  value  of  the  contrast  is  re¬ 
duced.  This  simple  analytical  description  is  valid  only  for 
conditions  where  the  two  objects  vary  in  linear  attenuation 
coefficient  by  a  small  perturbation.  The  analytical  form  is 
nondivergent  for  a>  0,  and  the  range  in  S  and  a  for  which 
the  equation  holds  is  set  by  the  assumption  that  the  presence 
of  the  second  object  significantly  influences  neither  the  mea¬ 
surement  of  {l  x  nor  the  SPR. 


E.  Effect  of  x-ray  scatter  on  voxel  noise 

The  noise  in  FPI-CBCT  images  was  measured  as  a  func¬ 
tion  of  exposure  and  voxel  size  and  compared  to  the  analyti¬ 
cal  form  derived  by  Barrett,  Gordon,  and  Hershel.26  Voxel 
noise,  crvox,  was  determined  as  described  previously1  from 
the  average  of  the  standard  deviations  in  circular  realizations 
taken  from  transaxial  slices  in  water  (40  circular  realizations 
at  radii  of  2-3  cm  from  the  center  of  reconstruction).  The 
effect  of  exposure  was  determined  by  measuring  crvox  for 
FPI-CBCT  scans  with  total  exposure  in  air  ranging  from 
*iso~(l -3-1 1.3)X10~4 C/kg  (i.e.,  ~0. 5-4.4  R).  The  voxel 
noise  in  FPI-CBCT  reconstructions  has  been  shown  previ¬ 
ously  to  decrease  in  proportion  to  the  inverse-square-root  of 
exposure1,5  in  agreement  with  the  analytical  description  of 
Barrett,  Gordon,  and  Hershel:26 

°~y0x  kEJje^l 

P  Pph  7jD center^ res 

where  Ex  is  the  x-ray  energy  (taken  as  the  mean  energy  of 
the  spectrum,32  60  keV),  fc  is  a  Compton  factor  (equal  to  the 
ratio  of  linear  and  energy  attenuation  coefficients),  fx  is  the 
average  linear  attenuation  coefficient,  d  is  the  diameter  of  the 
cylinder,  p  is  the  density  of  water,  7)  is  the  efficiency  of 
detection  (taken  as  the  measured  low-frequency  detective 
quantum  efficiency,1,5’6  0.40),  h  is  the  slice  thickness,  ares  is 
the  transaxial  resolution  length,  Dcenter  is  the  dose  to  the  cen¬ 
ter  of  the  phantom  (cGy),  and  A:  is  a  constant  for  proper  units. 


The  factor  /  is  related  to  the  integral  in  the  spatial-frequency 
domain  of  the  ramp  function  and  reconstruction  filter  (both 
squared),26  similar  to  the  information  bandwidth  integral  of 
Wagner,  Brown,  and  Pastel.33  For  full-resolution  reconstruc¬ 
tion  (i.e.,  0.25-mm  cubic  voxels),  the  slice  thickness  and 
resolution  length  were  taken  equal  to  the  measured  FWHM 
of  the  point-spread  function,1  0.5  mm.  To  examine  the  effect 
of  spatial  resolution  on  voxel  noise,  the  resolution  length  in 
the  z-dimension  ( az )  was  varied  from  az=  0.5-3  mm,  while 
the  transaxial  resolution  length  ( ax  and  ay)  was  held  con¬ 
stant  at  0.5  mm.  This  examines  one  method  (namely,  slice 
averaging)  by  which  reducing  spatial  resolution  can  reduce 
noise,  neglecting  the  effects  of  noise  aliasing.5,34  Variation  of 
transaxial  resolution  length  and  reconstruction  filter  are  sub¬ 
jects  of  future  investigation. 

Voxel  noise  was  measured  as  a  function  of  SPR  by  ac¬ 
quiring  FPI-CBCT  scans  of  the  water  cylinder  at  various 
settings  of  0cone,  with  phantom  thickness  fixed  at 
TpMMA^Ocm.  For  a  given  tube  output  (i.e.,  mAs  per  pro¬ 
jection)  the  exposure  at  the  FPI,  XFPl  increases  with  cone 
angle  due  to  increased  scatter.  Therefore,  the  voxel  noise  is 
expected  to  decrease  with  increasing  cone  angle  in  a  manner 
consistent  with  the  relationship  between  noise  and  dose  in 
Eq.  (4). 


F.  Effect  of  x-ray  scatter  on  CNR 

The  contrast-to-noise  ratio  (CNR)  was  analyzed  from 
volumetric  images  of  the  contrast  phantom  (i.e.,  the  breast- 
equivalent  insert  in  water)  to  examine  the  degradation  in 
image  quality  due  to  x-ray  scatter  and  to  determine  the  extent 
to  which  the  CNR  can  be  restored  by  increasing  dose  and/or 
reducing  spatial  resolution.  As  described  above,  the  contrast 
was  taken  as  the  difference  between  the  ensemble  averages 
of  voxels  in  the  breast-equivalent  insert  and  in  water.  The 
noise  was  taken  as  the  average  of  the  standard  deviations  in 
the  ensembles  (and  was  consistent  with  measurements  of  the 
voxel  noise  in  water  described  in  the  previous  section).  Tak¬ 
ing  the  ratio  of  the  contrast  and  noise,  the  CNR  was  analyzed 
as  a  function  of  SPR  at  three  exposure  levels:  2fiso~1.8 
X1(T4,  2.6X1<T\  and  6.2Xl(T4C/kg  (i.e.,  0.7,  1.0,  and 
2.4  R);  and  three  values  of  z-dimension  resolution  length: 
az=0.5,  1,  and  2  mm,  with  ax  and  ay  fixed  at  0.5  mm. 
Results  were  compared  to  the  analytic  forms  of  Eqs.  (3)  and 
(4),  from  which  we  have: 


ph  ^f^center^res 
kpEJce^dal ' 

(5a) 

Rewriting  the  equation  to  express  the  spatial  resolution  and 
dose  required  to  achieve  a  given  CNR  gives: 
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(5b) 


where  the  left-hand  side  isolates  terms  involving  spatial  reso¬ 
lution  and  dose.  This  expression  was  used  to  analyze  the 
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Position  in  Image  Plane  (mm) 

Fig.  2.  (a)  SPR  at  the  detector  plane  measured  as  a  function  of  cone  angle. 
The  curves  are  linear  fits  to  the  data,  showing  that  the  slope  (i.e.,  change  in 
SPR  per  degree  of  cone  angle)  increases  for  thicker  objects.  All  error  bars 
herein  indicate  ±1  standard  deviation  from  the  mean,  (b)  Scatter  fluence 
profiles  at  the  detector  plane  for  various  settings  of  cone  angle.  For  small 
cone  angles,  the  scatter  distributions  are  similar  to  those  in  slice-based  CT, 
but  increase  significantly  for  larger  cone  angles. 

dose  and/or  spatial  resolution  required  to  restore  CNR  to  the 
value  exhibited  under  scatter-free  conditions.  The  approach 
is  similar  to  that  of  Cohen,35  who  considered  the  iso-noise 
relationship  between  dose  and  slice  thickness  [as  in  Eq.  (4)] 
in  examining  the  contrast-detail  performance  of  slice-based 
CT  scanners,  and  to  Joseph,36  who  examined  the  effect  of 
image  smoothing  on  low-contrast  visualization.  In  examining 
the  effects  of  x-ray  scatter  on  contrast  and  noise  in  FPI- 
CBCT,  we  consider  the  iso-CNR  relationships  in  Eq.  (5b)  as 
a  function  of  SPR  and  compute  the  tradeoffs  in  dose  and 
longitudinal  resolution  length  in  maintaining  a  given  CNR. 
The  parameters  of  transaxial  resolution  length  (ares)  and  re¬ 
construction  filter  (contained  in  7)  were  not  varied  herein,  but 
as  discussed  in  Sec.  Ill,  certainly  represent  alternative 
mechanisms  by  which  the  CNR  can  be  managed. 

III.  RESULTS 

A.  Magnitude  of  x-ray  scatter 

Figure  2(a)  shows  the  SPR  at  the  detector  plane  measured 


Fig.  3.  Transaxial  images  of  a  uniform  water  cylinder  acquired  under  con¬ 
ditions  of  (a)  low-  and  (b)  high-scatter  conditions.  These  and  subsequent 
images  were  acquired  with  the  phantom  surrounded  by  PMMA  of  thickness 
7pmma~30 cm,  with  a  fan  angle  of  0fan~14°,  and  a  cone  angle  of  <£cone 
-0.5°  (“low  scatter”)  or  </w~7°  (“high  scatter”).  All  images  herein  are 
single  transaxial  slices  from  full-resolution  FPI-CBCT  reconstructions,  and 
all  image  pairs  [(a)  and  (b)  throughout]  were  equivalently  windowed  and 
leveled  for  intercomparison. 


as  a  function  of  cone  angle  for  five  thicknesses  of  PMMA:  0 
cm  (“air”),  ~5cm  (“extremity),  -12  cm  (“chest”),  ~18 
cm  (“abdomen”),  and  -30  cm  (“pelvis”),  for  a  fan  angle 
of  <^fan  14° .  These  results  quantify  the  expected  trend  that 
as  the  cone  angle  is  increased  (thereby  allowing  larger  volu¬ 
metric  cone-beam  reconstructions),  the  SPR  at  the  detector 
increases  significantly.  Taking  the  “pelvis”  as  an  example, 
the  SPR  increases  from  -14%  at  <£cone^0.5o  to  a  level  in 
excess  of  120%  for  cone  angles  greater  than  ~7°.  The  data 
are  described  well  by  linear  fits  of  SPR  versus  cone  angle, 
with  slope  (i.e.,  change  in  SPR  per  degree  of  cone  angle) 
increasing  for  thicker  objects.  For  “air”  (i.e.,  TPMMA=0  cm) 
the  slope  of  the  line  is  ~0.52%  per  degree.  For  “extremity,” 
“chest,”  “abdomen,”  and  “pelvis,”  the  slopes  are 
—  1 .76%,  4.17%,  8.65%,  and  17.74%  per  degree,  respec¬ 
tively.  These  values  are  useful  in  estimating  the  SPR  ex- 
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Fig.  4.  (a)  Signal  profiles  through  the  center  of  transverse  images  of  the 
water  phantom,  showing  the  degree  of  CT#  inaccuracy  and  image  nonuni¬ 
formity  at  various  levels  of  SPR.  The  inaccuracy,  A,  defined  as  the  percent 
deviation  in  mean  reconstruction  value  from  the  expected  value,  is  plotted 
versus  SPR  on  the  left-hand  axis  of  (b).  The  nonuniformity,  fcup ,  defined  as 
the  relative  deviation  between  voxel  values  in  the  center  of  the  reconstruc¬ 
tion  compared  to  those  at  the  edge,  is  plotted  on  the  right-hand  axis  of  (b). 


pected  for  a  given  anatomical  site  and  cone  angle  (e.g.,  SPR 
—87%  for  the  abdomen  at  <£cone=  10°).  Measurements  of 
SPR  were  also  performed  for  the  larger  fan  angle,  </>fan 

—  22°,  corresponding  to  a  large  FPI  (at  least  64  cm  in  width) 
in  the  centered  geometry.  For  the  larger  fan  angle  (0fan 

—  22°),  the  SPR  increases  such  that  the  slopes  increase  by  a 
factor  of  —1.33. 

Figure  2(b)  shows  scatter  fluence  profiles  measured  be¬ 
hind  the  water  cylinder  at  various  settings  of  cone  angle 
(and,  therefore,  various  levels  of  SPR).  For  the  smaller  cone 
angles,  the  scatter  profiles  are  lower  in  magnitude  and  ex¬ 
hibit  a  concave-upward  shape  similar  to  that  calculated  by 
Glover15  for  conventional  fan-beam  CT,  where  the  scatter 
distribution  is  reduced  in  the  center  due  to  self-attenuation  of 
scattered  photons.  For  larger  <£cone  (and,  therefore,  SPR),  the 
scatter  profiles  increase  in  magnitude  and  exhibit  an  increas¬ 
ingly  concave-downward  shape  due  to  a  higher  scatter  con¬ 
tribution  from  out-of-plane. 


Fig.  5.  Transaxial  images  of  a  water  cylinder  containing  two  bone  inserts 
acquired  under  conditions  of  (a)  low-  and  (b)  high-scatter  conditions.  The 
former  exhibits  faint  streak  and  photon  starvation  artifacts  between  the  in¬ 
serts.  At  higher  SPR,  the  well-known  streak  artifact  becomes  prominent. 
These  images  and  those  of  Fig.  3  qualitatively  illustrate  the  magnitude  of 
common  x-ray  scatter  artifacts  for  scatter  conditions  expected  in  the  clinical 
setting. 


B.  Shading  artifacts  and  quantitative  accuracy 

FPI-CBCT  images  of  the  uniform  water  cylinder  provided 
qualitative  visualization  and  quantitative  analysis  of  shading 
artifacts  induced  by  x-ray  scatter.  For  example,  Fig.  3  shows 
transaxial  images  of  the  water  cylinder  acquired  under  con¬ 
ditions  of  low  scatter  (i.e.,  <£cone~  0.5°  and  rPMMA= 30  cm, 
giving  SPR  —10%)  and  high  scatter  (i.e.,  <£cone~7°  and 
7pMMA=30cm,  giving  SPR  —120%).  For  the  former,  the 
image  is  uniform  throughout  the  reconstructed  volume, 
whereas  the  latter  exhibits  a  pronounced  nonuniformity  in 
the  form  of  reduced  voxel  values  near  the  center  of  the  image 
(i.e.,  a  cup  artifact l4~ 16,23  common  to  conventional  CT).  The 
magnitude  of  the  cup  artifact  is  shown  in  Fig.  4(a),  where 
diametric  profiles  are  plotted  for  various  values  of  SPR.  For 
conditions  of  low  scatter  (e.g.,  SPR  -2%),  the  signal  profiles 
are  uniform  within  the  cylinder  and  exhibit  reconstruction 
values  close  to  the  expected  value  of  0.020  mm-1.  As  SPR 
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Fig.  6.  Effect  of  x-ray  scatter  on  FPI-CBCT  contrast.  The  contrast  between 
a  breast-equivalent  insert  and  water  decreases  from  —0.0009  mm"1  (i.e., 
—5%  relative  contrast)  at  low  scatter  conditions  to  —0.0004  mm"1  (i.e., 
—2.2%  relative  contrast)  at  SPR  —100%.  The  effect  is  described  well  by  the 
simple  analytical  form  of  Eq.  (3d). 

increases,  two  effects  are  evident:  an  overall  reduction  (i.e., 
inaccuracy)  in  reconstruction  values,  and  an  increased  sever¬ 
ity  (i.e.,  nonuniformity)  of  the  cup  artifact.  These  effects  are 
quantified  in  Fig.  4(b),  which  plots  the  inaccuracy,  A,  and 
nonuniformity,  tcup ,  as  a  function  of  SPR.  For  SPR  in  excess 
of  —  100%,  average  reconstruction  values  are  inaccurate  (i.e., 
underestimated)  by  more  than  30%.  The  relative  degree  of 
nonuniformity  in  the  image  increases  from  tcup~2%  for  SPR 
—  10%  to  nearly  20%  cupping  for  SPR  in  excess  of  —  100%. 

Images  of  the  water  cylinder  containing  two  bone  inserts 
are  shown  in  Fig.  5  for  conditions  of  low  and  high  scatter 
(SPR  —10%  and  —120%,  respectively),  illustrating  the  ad¬ 
ditional  shading  artifact  of  a  dark  streak  between  the 
bones.15,16,23  For  the  lower-scatter  case,  the  streak  artifact  is 
evident  but  fairly  subtle,  accentuated  by  a  photon  starvation 
artifact23  of  smaller  light  and  dark  streaks  between  the  bones. 
For  the  higher-scatter  case,  the  streak  artifact  is  prominent 
and  dominates  the  underlying  cup  artifact.  Moreover,  note 
that  the  magnitude  of  voxel  noise  throughout  the  image  as 
well  as  the  severity  of  the  photon  starvation  artifact  appear  to 
be  reduced  for  the  higher  scatter  case.  This  qualitative  obser¬ 
vation  is  consistent  with  the  expectation  mentioned  above 
that  for  higher  SPR,  the  exposure  to  the  detector  increases, 
and  the  voxel  noise  is  reduced. 

C.  Contrast,  noise,  and  CNR 

The  contrast  of  the  breast-equivalent  insert  in  water 
was  measured  as  a  function  of  SPR,  as  shown  in  Fig.  6. 
For  the  lowest  scatter  conditions,  the  measured  contrast 
is  -0.0009  mm"1  (i.e.,  MH2o=0.0184mm~I  and 

Mbreast^O-OnSmm-1),  corresponding  to  a  relative  contrast 
of  5%.  This  value  corresponds  closely  to  the  value  expected 
based  on  manufacturer  specifications  of  approximate  CT# 
(i.e.,  CTH2q=  1000  and  CTbreast=  953.3,  giving  relative  con- 
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Fig.  7.  Illustration  of  the  effects  of  x-ray  scatter  on  contrast,  noise,  and  CNR 
in  transaxial  images  of  the  water  cylinder  with  breast-equivalent  insert.  At 
low-scatter  conditions  (a)  the  image  exhibits  relative  contrast  of  5%  and 
CNR  of  —1.13,  and  the  breast  insert  is  well  seen.  At  higher-scatter  condi¬ 
tions  (b)  the  relative  contrast  is  degraded  to  2.2%,  the  CNR  is  reduced  to 
—0.63,  and  the  visibility  of  insert  is  compromised.  Barely  visible  in  the 
upper-left  quadrant  of  (a)  is  a  second  insert  of  CT  solid  water  (slightly 
elevated  CT#),  which  is  largely  imperceptible  in  (b). 


trast  of  4.8%).  As  SPR  increases,  however,  the  measured 
contrast  of  the  breast  insert  reduces  significantly.  For  ex¬ 
ample,  at  SPR  —100%  the  contrast  is  reduced  to  —0.0004 
mm'1  (i.e.,  2.2%  relative  contrast).  The  curve  in  Fig.  6  rep¬ 
resents  the  simple  analytical  form  of  Eq.  (3d),  which  corre¬ 
sponds  well  with  the  measured  results.  The  images  in  Fig.  7 
illustrate  the  degradation  in  contrast  with  increased  SPR.  (A 
previous  study1  compared  the  image  quality  of  the  FPI- 
CBCT  system  with  a  conventional  CT  scanner  for  a  low- 
contrast  phantom  containing  the  same  breast  insert  under 
conditions  of  low  x-ray  scatter.) 

Contrast  alone,  however,  does  not  determine  the  visibility 
of  structures  in  tomographic  images;  rather,  the  visibility  of 
large,  low-contrast  objects  is  affected  by  the  contrast  in  pro¬ 
portion  to  the  voxel  noise,  i.e.,  by  the  CNR.  Figure  8  shows 
the  voxel  noise  measured  in  FPI-CBCT  reconstructions  of 
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Fig.  8.  Effect  of  x-ray  scatter  on  voxel  noise,  (a)  Voxel  noise  measured  as  a 
function  of  exposure,  illustrating  agreement  with  the  analytic  form  of  Eq. 
(4).  The  solid  circles  and  curve  correspond  to  full-resolution  reconstructions, 
with  resolution  length  equal  to  0.5  mm.  Reduction  in  spatial  resolution 
reduces  the  noise  as  shown  by  the  lower  curves,  in  which  the  longitudinal 
resolution  length,  az ,  is  increased  to  1  mm  and  2  mm.  (b)  Voxel  noise 
measured  as  a  function  of  SPR  for  three  levels  of  x-ray  tube  output  (1.5,  2.5, 
and  5.0  mAs  per  projection).  In  each  case,  the  voxel  noise  reduces  with  SPR 
due  to  increased  exposure  at  the  detector. 


the  uniform  water  cylinder  as  a  function  of  exposure  and 
SPR.  Figure  8(a)  shows  that  the  voxel  noise  decreases  with 
the  inverse  square  root  of  exposure,  in  agreement  with  the 
analytic  form  of  Eq.  (4)  (solid  curve)  and  consistent  with 
previous  results.1  Since  the  analytical  relation  involves  mea¬ 
sured  input  parameters  such  as  efficiency,  resolution  length, 
and  dose  and  assumes  monoenergetic  x-rays,  the  uncertainty 
in  the  theoretical  curve  is  estimated  to  be  no  better  than 
-10%. 

The  solid  symbols  and  solid  curve  in  Fig.  8(a)  correspond 
to  volume  reconstructions  in  which  the  resolution  length  is 
equal  in  all  dimensions,  i.e.,  ax=ay=a2= 0.5  mm.  Also 
shown  are  empirical  and  theoretical  results  in  which  the  lon¬ 
gitudinal  resolution  length  (i.e.,  the  z-resolution,  or  slice 
thickness)  is  set  to  1  mm  (open  circle  with  dotted  curve)  and 
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Fig.  9.  Effect  of  x-ray  scatter  on  the  CNR  in  FPI-CBCT  images  of  a  breast- 
equivalent  insert  in  water.  The  CNR  was  measured  and  calculated  as  a 
function  of  SPR  for  (a)  various  settings  of  longitudinal  resolution  length 
(i.e.,  slice  thickness),  az ,  and  (b)  various  levels  of  total  scan  exposure.  The 
CNR  improves  with  reduced  spatial  resolution  and  increased  exposure,  since 
each  has  the  effect  of  reducing  the  voxel  noise. 


2  mm  (open  circle  with  dashed  curve),  relating  the  intuitive 
trend  that  reduction  in  spatial  resolution  reduces  the  voxel 
noise.  Due  to  strong  band-limiting  of  the  projection  noise- 
power  spectra  (e.g.,  by  the  x-ray  converter  and  apodization 
filter)  prior  to  back-projection  and  3D  sampling,  the  effects 
of  3D  noise-power  aliasing5’34  are  small  and  are  neglected  in 
the  present  analysis. 

Figure  8(b)  shows  the  voxel  noise  measured  as  a  function 
of  SPR  at  various  levels  of  x-ray  tube  output.  In  each  case, 
the  water  cylinder  is  surrounded  by  PMMA  of  thickness 
^pmma-30  cm,  corresponding  to  the  largest  object  examined 
(  pelvis  ),  and  the  SPR  was  varied  by  adjusting  the  cone 
angle  from  0.5°  to  10.5°.  The  three  curves  correspond  to  tube 
output  levels  of  1.5,  2.5,  and  5.0  mAs  per  projection  (i.e, 
Xi$0~~ 2.3X10  6,  3.9X  10~6,  and  7.7X  10-6  C/kg,  or  -9, 
15,  and  30  mR,  respectively).  In  each  case,  although  the 
nominal  tube  output  is  fixed,  the  exposure  at  the  detector 
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Fig.  10.  Management  of  CNR  degradation  by  increasing  dose  and/or  reduc¬ 
ing  spatial  resolution.  The  factor,  aD ,  by  which  dose  must  be  increased  to 
restore  CNR  to  the  level  achieved  in  the  scatter-free  case  is  plotted  as  a 
function  of  SPR  for  three  settings  of  longitudinal  resolution  length.  The 
curves  represent  lines  of  iso-CNR  in  the  three-dimensional  space  of  dose, 
spatial  resolution,  and  SPR  described  by  Eq.  (5b).  CNR  can  be  restored  by 
increasing  dose,  reducing  spatial  resolution,  or  some  compromise  therein 
(e.g.,  at  SPR=100%,  by  increasing  dose  by  a  factor  of  2  and  decreasing 
longitudinal  spatial  resolution  by  a  factor  of  2).  Alternative  means  of  image 
smoothing  (e.g.,  combined  adjustment  of  slice  thickness,  transaxial  resolu¬ 
tion  length,  and  reconstruction  filter)  can  be  employed  similarly  to  restore 
CNR  without  increase  in  dose. 


increases  with  cone  angle  and  SPR  due  to  x-ray  scatter,  and 
the  voxel  noise  is  reduced  accordingly.  This  is  not  to  say  that 
x-ray  scatter  is  beneficial  to  image  quality;  rather,  it  reflects 
the  fact  that  the  detector  does  not  distinguish  between  pri¬ 
mary  and  scattered  photons,  and  integrates  incident  quanta 
irrespective  of  their  history.  The  effect  is  evident  qualita¬ 
tively  in  Figs.  3,  5,  and  7,  where  the  magnitude  of  voxel 
noise  is  slightly  reduced  in  the  higher  SPR  images. 

Since  for  higher  levels  of  SPR  both  the  contrast  and  voxel 
noise  are  reduced,  the  effect  of  x-ray  scatter  on  the  CNR  is 
something  of  a  race  between  the  degradation  in  contrast  and 
the  reduction  in  noise.  The  net  effect  is  degradation  in  CNR, 
as  qualitatively  shown  in  the  images  of  the  breast  insert  in 
Fig.  7.  The  CNR  was  analyzed  from  such  images  as  a  func¬ 
tion  of  SPR  and  compared  to  expectations  based  on  the  ratio 
of  the  analytical  forms  in  Eqs.  (3d)  and  (4).  The  solid  circles 
and  solid  curve  in  Fig.  9(a)  show  the  degradation  in  CNR 
with  increased  scatter  for  full-resolution  reconstruction  (i.e., 
ax~ay—  az~  0.5  mm),  and  the  CNR  falls  by  a  factor  of  2 
across  the  range  of  SPR  investigated. 

Since  the  voxel  noise  improves  for  increased  exposure 
and/or  reduced  spatial  resolution  [Eq.  (4)],  the  CNR  is  ex¬ 
pected  to  improve  accordingly.  For  example,  Fig.  9(a)  illus¬ 
trates  the  effect  of  reduced  spatial  resolution  on  the  CNR, 
where  the  longitudinal  resolution  length  (az)  was  varied 
from  0.5  to  2  mm.  These  results  indicate  that  the  CNR  at  a 
given  level  of  SPR  can  be  doubled  by  reducing  the  longitu¬ 
dinal  spatial  resolution  by  a  factor  of  4.  Similarly,  Fig.  9(b) 


illustrates  the  effect  of  increasing  exposure  (at  full  spatial 
resolution).  The  solid  circles  and  solid  curve  are  the  same  as 
in  Fig.  9(a),  while  the  open  circles  (dotted  curve)  and  solid 
triangles  (dashed  curve)  correspond  to  increased  total  scan 
exposure.  The  higher  exposure  measurements  were  not  per¬ 
formed  at  SPR  >—30%  due  to  tube  heating  limitations  at 
increased  phantom  thickness,  but  the  overall  trend  is  con¬ 
veyed  by  the  analytical  curves.  As  expected,  CNR  improves 
with  increased  exposure. 

A  question  arises,  therefore,  as  to  how  the  degradation  in 
CNR  incurred  from  elevated  levels  of  SPR  can  be  managed 
through  knowledgeable  selection  of  dose  and  spatial  resolu¬ 
tion.  From  Eq.  (5b),  which  isolates  these  terms  as  a  function 
of  CNR,  it  is  straightforward  to  compute  the  factor,  called 
aD ,  by  which  the  dose  must  be  increased  (for  a  given  spatial 
resolution)  in  order  to  restore  the  CNR  to  a  certain  level. 
Conversely,  one  can  compute  the  spatial  resolution  (for  a 
given  dose)  that  results  in  the  desired  CNR.  Conservatively, 
we  take  the  value  of  the  CNR  in  the  scatter-free  case  as  the 
desired  value,  and  compute  aD  as  a  function  of  SPR  for 
various  settings  of  longitudinal  resolution  length,  az .  Note 
that  these  calculations  are  conservative  moreover  in  that  they 
consider  adjustment  of  spatial  resolution  through  variation  of 
az  only.  However,  variation  of  the  transaxial  resolution 
lengths,  ax  and  ay ,  as  well  as  the  reconstruction  filter  (con¬ 
tained  in  the  bandwidth  integral,  I)  represent  means  of  ad¬ 
justing  spatial  resolution  that  are  at  least  as  viable.  Since 
each  of  these  parameters  is  selectable  at  the  time  of  image 
reconstruction  (within  the  constraints  of  3D  noise-power 
aliasing5),  voxel  noise  can  effectively  be  tuned  through  com¬ 
bined  adjustment  of  the  resolution  lengths  ( ax,ay,az )  and 
reconstruction  filter.  Whatever  the  choice,  the  resulting  spa¬ 
tial  resolution  must  of  course  be  consistent  with  the  imaging 
task. 

Results  are  shown  in  Fig.  10,  where  aD  is  computed  for 
three  settings  of  az,  providing  quantitation  of  the  dose- 
resolution  tradeoffs  in  management  of  x-ray  scatter  and 
CNR.  For  SPR  of  100%,  for  example,  the  top  curve  indicates 
that  CNR  can  be  restored  to  the  level  achieved  in  the  scatter- 
free  case  (at  full  spatial  resolution)  by  increasing  dose  by  a 
factor  of  4.  Alternatively,  the  CNR  can  be  restored  by  in¬ 
creasing  both  the  dose  and  the  longitudinal  resolution  length 
by  a  factor  of  2.  Finally,  CNR  can  be  restored  without  any 
increase  in  dose  by  increasing  the  longitudinal  resolution 
length  by  a  factor  of  4.  The  decision  as  to  which  CNR  res¬ 
toration  strategy  is  best  (e.g.,  increasing  dose  or  reducing 
spatial  resolution)  should,  of  course,  be  based  on  the  clinical 
objective. 


IV.  DISCUSSION  AND  CONCLUSIONS 

The  magnitude  of  x-ray  scatter  with  which  flat-panel 
cone-beam  CT  must  contend  is  high,  even  for  systems  em¬ 
ploying  large  air  gaps  consistent  with  optimal  imaging 
geometry.6  The  analogy  to  projection  imaging  is  obvious: 
just  as  2D  projection  imagers  must  contend  with  higher  lev¬ 
els  of  scatter  than  ID  linear  scanning  detectors,  so  must  3D 
volumetric  imagers  (e.g.,  FPI-CBCT)  contend  with  higher 
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levels  than  conventional  tomographic  imagers  (e.g.,  slice- 
based  CT).  The  benefits  of  volumetric  imaging,  however, 
warrant  investigation  of  how  best  to  reduce  x-ray  scatter  and 
manage  its  deleterious  effects.  Strategies  to  be  considered 
include  the  selection  of  the  imaging  geometry,6  the  use  of  air 
gaps  or  scatter-rejection  grids,24,25  the  incorporation  of  scat¬ 
ter  correction  algorithms,22,23  and  knowledgeable  selection  of 
acquisition  and  reconstruction  parameters  consistent  with  a 
given  clinical  objective. 

Such  considerations  are  relevant  also  in  the  development 
of  helical  CT  scanners,  e.g.,  multi-slice  CT  scanners,37  em¬ 
ploying  cone  angles  somewhat  higher  than  traditional  fan- 
beam  systems.  Although  the  cone  angles  for  multi-slice  CT 
systems  are  typically  much  smaller  than  envisioned  for  FPI- 
CBCT,  even  a  slight  increase  in  SPR  at  the  detector  can  have 
significant  deleterious  effect.  For  example,  Fig.  2(a)  shows 
that  for  a  cone  angle  of  1°,  the  SPR  corresponding  to  imag¬ 
ing  of  large  anatomy  (e.g.,  the  pelvis)  is  ~20%  for  the  de¬ 
scribed  geometry.  As  shown  in  Fig.  9,  this  corresponds  to 
~15%  degradation  in  CNR  compared  to  the  scatter-free 
case. 

The  shading  artifacts  and  quantitative  inaccuracy  in  CT# 
observed  in  FPI-CBCT  are  of  similar  form  to  (but  of  greater 
magnitude  than)  conventional,  slice-based  CT.14  It  must  be 
considered,  however,  that  such  artifacts  and  inaccuracy  are 
only  significant  to  the  extent  that  they  impede  the  clinical 
objective,  and  that  the  goal  in  FPI-CBCT  imaging  is  not 
necessarily  the  same  as  with  conventional  CT.  Specifically, 
the  FPI-CBCT  system  being  developed  for  therapy 
guidance1,13  need  not  replicate  the  image  quality  achieved  by 
diagnostic  imaging  technology;  rather,  it  should  provide  in¬ 
formation  that  is  of  sufficient  quality  and  geometric  accuracy 
to  confidently  guide  a  given  procedure.  To  the  extent  that 
artifacts  and  CT#  inaccuracy  impede  such  a  clinical  objec¬ 
tive,  the  use  of  correction  algorithms  or  modified  acquisition 
methods  may  be  warranted. 

High  levels  of  x-ray  scatter  were  found  to  significantly 
degrade  the  visualization  of  soft-tissue  structures,  causing  a 
loss  in  CNR  consistent  with  analytical  descriptions  of 
contrast14  and  noise.26  This  warrants  careful  consideration  of 
how  the  effects  of  scatter  can  best  be  managed.  First,  it  is 
clear  from  Fig.  2  that  the  cone  angle  should  be  kept  as  small 
as  possible  such  that  the  volume  of  interest  is  still  accommo¬ 
dated.  For  example,  for  FPI-CBCT  imaging  of  the  prostate 
(<8  cm  in  length),  the  cone  angle  should  be  limited  to  <~5° 
in  order  to  minimize  the  SPR  at  the  detector.  Second,  a  quan¬ 
titative  understanding  of  the  relationship  between  CNR, 
dose,  and  spatial  resolution  allows  knowledgeable  manage¬ 
ment  of  x-ray  scatter  effects.  For  example,  as  shown  in  Fig. 
10,  the  dose  and  spatial  resolution  can  be  tuned  within  the 
constraints  of  the  clinical  objective  to  obtain  CNR  equal  to 
that  achieved  under  conditions  of  low  x-ray  scatter.  In  con¬ 
clusion,  the  magnitude  and  effects  of  x-ray  scatter  in  FPI- 
CBCT  are  significant,  but  can  be  managed  through  knowl¬ 
edgeable  selection  of  the  imaging  geometry,  the  image 
acquisition  technique,  and  the  image  reconstruction  param¬ 
eters  as  dictated  by  the  clinical  objective. 
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ABSTRACT 

Application  of  flat-panel  imagers  (FPIs)  in  cone-beam  computed  tomography  (CBCT)  offers  a  promising  new  modality  for 
fully  three-dimensional  (3-D)  x-ray  imaging.  Understanding  the  potential  performance  and  fundamental  limitations  of  such 
technology,  however,  requires  knowledge  of  the  noise  characteristics  of  the  3-D  imaging  system. 

The  noise  performance  of  a  prototype  flat-panel  cone-beam  CT  (FPI-CBCT)  system  is  investigated  empirically  and 
theoretically  in  terms  of  voxel  noise,  noise-power  spectrum  (NPS),  and  detective  quantum  efficiency  (DQE).  Methods  for 
NPS  analysis  common  in  characterizing  2-D  imagers  are  extended  to  the  fully  3-D  case,  and  a  general  framework  for  NPS 
analysis  in  n  dimensions  is  presented,  including  the  important  considerations  of  NPS  convergence  and  normalization  within 
the  constraints  of  system  linearity  and  stationarity.  Factors  affecting  imager  noise  and  NPS  are  numerous,  including 
exposure,  number  of  views,  image  blur,  additive  noise,  reconstruction  filter,  and  sampling  matrix.  The  applicability  of 
existing  theoretical  descriptions  of  CT  voxel  noise  is  examined.  A  theoretical  cascaded  systems  model  that  accurately 
predicts  the  2-D  noise  characteristics  of  the  FPI  is  extended  to  describe  the  signal  and  noise  transfer  characteristics  of  the 
fully  3-D  FPI-CBCT  system  employing  filtered  back-projection.  Analysis  of  the  fully  3-D  NPS  reveals  features  of  the  3-D 
imaging  system  that  might  otherwise  be  missed  and  shows  the  significant  effect  of  3-D  noise  aliasing.  Furthermore,  it 
quantifies  the  performance  of  various  FPI  designs  in  CBCT  (e.g.,  direct  and  indirect  detectors,  and  variations  therein)  and 
provides  a  guide  for  the  development  of  high-performance  FPI-CBCT  systems  suited  to  specific  clinical  objectives. 

1.  INTRODUCTION 

Continuous  advances  in  the  field  of  diagnostic  radiology  in  the  latter  decades  of  the  20th  century  have  provided  the  therapist 
of  the  21s*  century  with  a  wealth  of  image  information  and  an  arsenal  of  imaging  technology.  In  addition  to  characterizing 
disease,  diagnostic  imaging  provides  spatial  information  that  can  be  used  to  guide  the  delivery  of  localized  therapies  - 
ranging  from  neurosurgery  to  radiotherapy.  Unfortunately,  the  value  of  this  spatial  information  degrades  in  moving  the 
patient  between  the  imaging  and  therapy  environments  and  in  treating  the  disease  over  an  extended  period.  Ideally,  the 
therapist  could  acquire  images  during  the  therapy  procedure,  providing  anatomical  reference  to  previously  acquired 
diagnostic  data  as  well  as  on-line  guidance  and  assessment  of  the  procedure.  Imaging  technology  for  therapy  guidance  need 
not  replicate  the  image  quality  achieved  by  diagnostic  imaging  technology,  but  it  should  provide  visualization  of  the  target 
(typically  soft-tissue)  and  be  geometrically  accurate. 

We  are  investigating  the  use  of  flat-panel  imagers  (FPIs)  in  cone-beam  computed  tomography  (CBCT)  for  guiding 
radiotherapy  procedures  -  specifically,  external  beam  radiation  therapy  and  brachytherapy.  Advances  in  FPI  technology  have 
produced  high-performance,  commercially  available  detectors  for  projection  radiography.  Advances  in  CBCT  reconstruction 
techniques  provide  a  means  of  volumetric  reconstruction  from  2-D  projections  in  a  timely  fashion.  The  synthesis  of  these 
technologies  represents  a  promising  solution  for  therapy  guidance.  As  reported  previously,1  an  experimental  FPI-CBCT 
prototype  was  constructed  on  an  optical  bench  to  examine  volumetric  imaging  performance  within  a  precise,  reproducible 
geometry.  The  three  primary  components  of  the  prototype  are:  an  x-ray  tube  (GE  Maxiray-75);  an  object  rotation  stage;  and 
an  FPI  (EG&G  Heimann  Optoelectronics  RID  512-400  A0;  512x512  matrix  of  a-Si:H  photodiodes  and  TFTs  at  400  pm 
pixel  pitch  in  combination  with  a  133  mg/cm2  Gd202S:Tb  x-ray  converter).  The  acquisition,  processing,  and  reconstruction 
steps  in  the  FPI-CBCT  system  are  illustrated  in  Fig.  1.  Initial  results  demonstrate  contrast  resolution  comparable  to  a 
conventional  CT  scanner,  and  isotropic,  sub-millimeter  spatial  resolution.  The  results  in  Fig.  2  illustrate  the  uniform  quality 
of  volumetric  images  obtained  with  the  FPI-CBCT  system. 

The  combination  of  FPI  technology  with  CBCT  methods  promises  a  new  and  highly  adaptable  imaging  modality  for  medical 
applications.  To  exploit  this  technology  to  its  fullest,  however,  the  physical  factors  governing  its  performance  must  be  well 
understood,  and  a  methodology  for  directing  the  design  and  application  of  FPI-CBCT  systems  must  be  developed. 
Quantitative  empirical  and  theoretical  characterization  of  FPI-CBCT  performance  ensures  that  the  fundamental  limitations 
and  full  potential  of  this  technology  is  revealed. 


546 


SPIE  Physics  of  Medical  Imaging  Vol.  3336  (February  2000) 


Figure  1.  Blustration  of  a  simple  circular  orbit 
imaging  geometry  for  flat-panel  cone-beam  CT, 
along  with  the  acquisition,  processing,  and 
reconstruction  steps  in  the  FPI-CBCT  system.  A 
series  of  2-D  projections  are  acquired  at  incremental 
rotations  about  the  object  under  synchronized, 
computer  control.  These  images  are  corrected  by 
means  of  gain  and  offset  calibration  and  filtration  of 
pixel  defects.  Volumetric  reconstruction  is 

performed  using  the  Feldkamp-Davis-Kress  (FDK) 
method,  in  which  the  2-D  projection  data  are  filtered 
and  back-projected  in  a  fully  3-D  reconstmction 
space.  Nominal  conditions  for  FPI-CBCT  acquisition 
include:  120  kVp  beam;  300  projections  acquired  at 
A0=1.2°;  and  reconstruction  at  0.25x0.25x0.25  mm3 
voxel  size. 


2.  BACKGROUND  AND  MOTIVATION 

The  noise  characteristics  of  an  imaging  system  are  fundamental  to  an  objective  description  of  imaging  performance,  and  a 
measure  by  which  these  characteristics  are  quantified  is  the  spatial-frequency-dependent  noise-power  spectrum  (NPS). 
Evaluated  empirically,  the  NPS  is  central  to  the  analysis  of  performance  variables  such  as  detective  quantum  efficiency 
(DQE)  and  noise-equivalent  quanta  (NEQ).  Such  measures  are  valuable  indicators  of  imaging  performance;  however,  they 
absorb  so  many  parameters  -  including  amplification,  blur,  additive  noise,  and  aliasing  -  that  the  discrete  underlying 
processes  affecting  image  formation  may  not  be  transparent.  A  theoretical  evaluation  of  NPS  exposes  these  myriad  processes 
explicitly  and  provides  a  measure  by  which  the  fundamental  limitations  of  the  imaging  system  can  be  quantitatively  probed. 

The  noise  characteristics  of  FPIs  are  fairly  well  understood  and  have  been  evaluated  empirically  and  theoretically  within 
numerous  contexts  of  projection  radiography.  For  example,  the  transfer  characteristics  of  indirect-detection  FPIs  can  be 
described  using  cascaded  systems  analysis2  that  considers  the  propagation  of  the  NPS  through  the  amplification  and  spatial 
spreading  stages3  of  the  imaging  chain.  Despite  a  number  of  simplifying  assumptions  -  e.g.,  linearity,  stationary,  shift- 
invariance,  energy  invariance,  etc.  -  such  theoretical  descriptions  have  shown  reasonable  agreement4  with  measured  NPS  and 
DQE  and  were  a  valuable  tool  in  the  evolution  of  the  first  generation  of  FPIs  for  projection  radiography. 


Figure  2.  Example  images  acquired  with  the  FPI-CBCT  system,  (a)  A  euthanized  rat  -  volume  rendering  of  skeletal  anatomy,  and  soft- 
tissue  in  the  region  of  the  lungs,  (b)  Slices  and  volume-rendered  views  of  a  skull  phantom.  Scale  indicates  1  cm  per  division. 
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ou  Figure  3.  Voxel  noise  and  signal-to-noise  ratio  (SNR)  as  a  function  of 
exposure  as  predicted  by  Eq.  (1)  and  measured  using  the  FPI-CBCT 
50  .2  prototype.  Measurements  employed  an  11  cm  diameter  water  cylinder 
which  was  volume  reconstructed  from  300  projections  at  100  kVp. 

^  Voxel  noise  was  analyzed  from  the  standard  deviation  in  10x10  voxel 

4^  regions  within  a  slice.  The  SNR  improves  from  -10  at  the  lowest 

£  exposure  to  ~50  at  the  highest  (i.e.,  from  a  total  entrance  exposure  of 

30  i  -460  mR  to  -5  R).  Previous  results1  illustrated  the  degree  of  uniformity 

2  in  voxel  noise  in  transaxial  and  sagittal  planes  and  showed  exposure- 

13  dependence  in  comparison  to  that  exhibited  by  a  conventional  CT 

20  scanner.  The  current  analysis  shows  that  the  measured  noise  agrees 
33  remarkably  well  with  Eq.  (1),  although  the  analysis  does  not  explicitly 
IQ  account  for  factors  that  are  known  to  affect  FPI  performance,  such  as 
additive  electronics  noise. 

0 

100  1000  10000 
Exposure  at  Isocenter  (mR) 

In  conventional,  slice-based  computed  tomography  (CT)  employing  filtered  back-projection  reconstruction,  the  noise 
characteristics  of  imaging  systems  have  been  described  in  terms  of  the  individual  voxel  noise  (i.e.,  rms  fluctuations  in  voxel 
values  in  the  reconstructed  image)  as  well  as  the  frequency-dependent  transfer  characteristics.  Barrett  et  al.  examined  the 
limitations  imposed  by  quantum  statistics  on  linear  reconstruction  techniques  and  derived  the  relationship  between  voxel 
noise,  avox,  and  dose,  slice  thickness,  reconstruction  filter,  etc.: 


=  CT# 


EJce 


pnAzT]DQar 


-M2$T}lt(u)du 


(1) 


where  CT#  is  the  reconstruction  value  (e.g.,  1000  for  water,  herein),  Ex  is  x-ray  energy  (taken  as  either  60  keV  or  the 
weighted  mean  of  the  x-ray  spectrum),  fc  is  a  Compton  factor  (equal  to  the  ratio  of  the  energy  absorption  and  linear 
attenuation  coefficients  for  a  single  slice,  and  approaching  unity  for  the  case  of  many  slices),  is  the  linear  attenuation 
coefficient,  d  is  the  diameter  of  the  object,  p  is  density,  4  is  slice  thickness  ,  t?  is  the  efficiency  of  the  detector,  D0  is  the  dose 
at  the  center  of  the  object  (computed  from  the /-factor  and  measured  exposure),  ares  is  the  resolution  distance,  and  the  final 
term  represents  the  integral  of  the  filter  function  (e.g.,  ramp  and  Hamming)  over  the  Nyquist  region  of  the  spatial-frequency 
domain,  «.  This  expression  illustrates  a  number  of  relevant  considerations  (e.g.,  variance  inversely  proportional  to  dose  and 
slice  thickness)  and  shows  the  effect  of  the  filter  (i.e.,  spatial  correlation,  or  blur)  on  voxel  noise.  Figure  3  shows  the  voxel 
noise  predicted  by  Eq.  (1)  in  comparison  to  measurements  performed  using  the  FPI-CBCT  prototype. 

The  noise  properties  of  conventional,  slice-based  CT  systems  have  been  further  quantified  in  terms  of  the  spatial-frequency- 
dependent  transfer  characteristics.67  Hanson6  showed  the  effect  of  the  reconstruction  process  on  the  NPS  and  NEQ  and 
examined  the  detectability  of  large,  low-contrast  structures  in  relation  to  the  low-frequency  noise  characteristics.  Kijewski 
and  Judy7  analyzed  the  NPS  for  filtered  back-projection  CT,  considering  the  effects  of  the  ramp  and  apodization  filters, 
interpolation,  back-projection,  and  2-D  sampling  in  the  reconstructed  slice.  This  analysis  points  out  a  number  of  pertinent 
considerations,  including  the  rotational  asymmetry  of  the  NPS,  and  shows  that  sampling  the  reconstruction  matrix  (i.e., 
aliasing)  increases  the  NPS  at  all  frequencies  below  the  Nyquist  limit.  Even  at  zero-frequency,  the  increase  in  NPS  due  to 
aliasing  is  significant  and  can  degrade  the  detectability  of  large,  low-contrast  objects. 

Below,  we  present  a  synthesis  of  the  noise  characterization  techniques  developed  for  FPI  radiography  and  conventional  CT, 
and  we  extend  the  results  to  describe  the  noise  characteristics  of  a  fully  3-D  FPI-CBCT  imaging  system.  The  process  of 
image  formation  is  represented  as  a  cascade  of  discrete  stages  —  merging  the  general  theoretical  description  of  the  NPS  for  the 
detector  with  a  spatial-frequency-dependent  description  of  the  mathematical  processes  involved  in  CBCT  reconstruction. 
The  analysis  quantifies  the  susceptibility  of  the  reconstruction  NPS  to  the  shape  and  magnitude  of  the  projection  NPS  (e.g.,  to 
the  “white”  or  “band-limited”  NPS  exhibited  by  direct  and  indirect-detection  FPIs,  respectively).  Furthermore,  it  illustrates 
the  effect  of  noise  aliasing  from  3-D  sampling  of  the  reconstruction.  A  complete  description  of  the  processes  of  3-D  image 
formation  will  allow  knowledgeable  selection  of  system  components  (e.g.,  FPI  design  and  reconstruction  filters)  and  will 
serve  as  a  quantitative  guide  for  clinical  implementation  of  FPI-CBCT. 
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3.  METHODS  OF  NOISE-POWER  SPECTRAL  ANALYSIS 

The  NPS  can  be  described  empirically  (e.g.,  by  Fourier  analysis  of  flood-field  image  data)  and/or  theoretically  (e.g.,  by 
cascaded  systems  analysis  of  the  imaging  system).  The  following  sections  summarize  methods  for  NPS  analysis  as  prevalent 
in  projection  radiography  and  illustrate  the  extension  of  such  techniques  to  the  case  of  fully  3-D  computed  tomography. 

3.1.  Empirical  Methods  for  NPS  Analysis  (in  n  dimensions) 

The  NPS  of  image  data  can  be  estimated  by  Fourier  methods,  provided  that  the  imaging  system  is  shift-invariant  and 
stationary.  Since  knowledge  of  the  NPS  is  prerequisite  to  determining  DQE,  there  is  considerable  interest  in  reaching 
consensus  in  the  empirical  methods  by  which  NPS  is  analyzed  -  precisely  the  subject  of  a  recent  AAPM  Task  Group. 
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Dimensionality:  n=3 
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Table  1.  Summary  of  empirical  NPS  analysis  methods  for  1, 2,  and  3-D  data,  illustrating  the  commonality  among  methods  in  n-D. 


Empirical  methods  of  NPS  analysis  by  “direct-digital”  techniques  are  summarized  in  Table  1  for  the  cases  of  1,  2,  and  3-D 
data.  In  each  case,  the  task  is  to  estimate  the  magnitude  and  frequency  content  of  fluctuations  in  a  zero-mean  data  realization. 
(Discussion  of  numerous  issues,  such  as  detrending  and  windowing,  is  beyond  the  scope  of  this  paper.)  Analysis  typically 
proceeds  by  either  of  two  techniques:  1.)  in  which  the  dimensionality  of  the  data  is  reduced  by  one  (e.g.,  the  “synthesized 
slit”  technique  in  projection  radiography);  and  2.)  in  which  the  data  are  directly  analyzed  by  the  n-D  Fourier  transform.  The 
former  technique  integrates  the  realization  along  some  distance,  L,  which  must  be  sufficiently  long  that  the  result  converges 
on  a  reasonable  estimate  of  the  NPS  central  slice  (i.e.,  the  NPS  along  one  of  the  frequency  axes).  Modern  computers  and  fast 
algorithms  for  n-dimensional  FFT  have  made  the  latter  technique  practical,  and  analysis  of  the  full  n-D  NPS  can  reveal  off- 
axis  features  that  might  otherwise  be  missed.8  Normalization  is  straightforward  in  each  case,  determined  by  the  ratio  of  the 
sampling  distance  and  number  of  samples  per  realization  [and  by  the  length  of  the  region  of  integration  for  the  (n-1) 
technique].  Units  of  the  NPS  are  those  of  the  signal-squared,  times  length-to-the-n*  power,  and  the  variance  is  equal  to  the  n- 
dimensional  integral  over  the  NPS.  This  summary  is  presented  so  that  the  extension  to  n=3  (and  beyond)  is  straightforward. 


The  NPS  for  FPI-CBCT  was  determined  from  volumetric  images  (120  kVp;  1.5  mm  A1  +  0.5  mm  Cu  filtration)  in  air,  with 
voxel  values  normalized  to  a  mean  value  of  0  for  air  and  1000  for  water.  Both  (n-1)  and  n-D  techniques  were  used,  with 
results  shown  for  the  former,  which  allows  improved  standard  error  for  a  given  quantity  of  data.  In  all  cases,  the  volumetric 
uniformity  of  crvo*  was  checked  (weak  stationarity),  and  variance  agreed  with  the  integral  NPS  within  1%. 
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3.2  Theoretical  Methods  for  NPS  Analysis  (in  n  dimensions) 


The  characteristics  of  the  projection  NPS  for  FPIs  are  well  described  by  cascaded  systems  analysis.  For  example,  a  seven 
stage  model  has  demonstrated  reasonable  agreement4  with  measured  NPS  and  DQE  for  a  variety  of  indirect-detection  FPI 
designs  and  exposure  conditions.  The  projection  NPS  is  characterized  by  a  serial  cascade  of  amplification  and  spatial 
spreading  stages,2,3  as  summarized  in  Table  2.  The  resulting  NPS,  S7(w,v),  is  a  2-D  function  of:  incident  fluence  (q0)t 
quantum  detection  efficiency  (gi),  optical  gain  (g2)>  Poisson  excess  in  g2  (Sg)>  converter  modulation  transfer  function,  MTF 
(T3),  optical  coupling  efficiency  (g4),  photodiode  presampling  MTF  ( T5 ),  photodiode  aperture  (apd),  sampling  distance  (apix), 
and  the  additive  NPS  of  the  electronics  (SaAdl).  The  expression  for  the  projection  NPS  is  given  in  the  top  of  Fig.  4,  along  with 
a  plot  of  S7(w;v=0)  and  a  grayscale  representation  of  S7(«,v)  within  the  Nyquist  zone.  For  illustration,  the  NPS  for  an  FPI 
exhibiting  negligible  spatial  spreading  in  the  conversion  stage  (e.g.,  as  typically  the  case  for  direct-detection  FPIs)  is  also 
plotted  (dotted  line). 
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Table  2.  Extension  of  cascaded  systems 
analysis  to  3-D  FPI-CBCT.  Stages  0-7 
are  described  in  previous  work  that 
modeled  2-D  FPI  image  formation. 
Stages  8-12  represent  the  deterministic 
mathematical  processes  involved  in 
reconstructing  fully  3-D  data  from 
multiple  projections.  The  parameters 
listed  for  stages  8-12  are  T8  (the  ramp 
filter),  T9  (the  apodization  filter),  T l0  (the 
interpolation  function),  lllu  (vanes  in 
frequency  space),  and  UIj2  (3D  comb- 
function  matrix  for  sampling  of  the  3D 
data). 


This  general  analysis  for  the  spatial-frequency-dependent  transfer  characteristics  of  the  2-D  imager  is  extended  to  describe 
the  transfer  characteristics  of  the  entire  3-D  imaging  chain.  We  characterize  the  cone-beam  reconstruction  process  by  a 
cascade  of  five  stages,  each  corresponding  to  a  deterministic  mathematical  process  in  filtered  back-projection.  This  approach 
is  in  direct  analogy  to  the  work  of  Kijewski  and  Judy,7  but  considers  a  2-D  detector  with  generalized  NPS  (rather  than  a  1-D 
detector  with  white  NPS)  and  describes  reconstruction  of  a  fully  3-D  volume  (rather  than  a  2-D  slice).  The  stages  are 
summarized  in  Table  2,  and  the  transfer  functions  and  NPS  at  each  stage  in  the  reconstruction  process  are  illustrated  in  Fig.  4. 


Taking  Stage  7  as  the  input,  with  S7(n,v)  equal  to  the  projection  NPS  of  the  FPI,  the  reconstruction  process  begins  with 
application  of  a  ramp  filter,  T8(w).  (Deterministic  scaling,  such  as  the  logarithm  and  conversion  to  HU,  is  applied  as 
appropriate  but  is  not  explicit  in  Fig.  4  for  the  sake  of  brevity.)  Note  that  the  standard  FDK  method  applies  the  ramp  filter 
only  along  «,  i.e.,  to  correct  for  1/r  blur  in  transaxial  planes.  Stage  9  represents  application  of  an  apodization  filter,  T9(u), 
selected  to  attenuate  high-frequency  amplification  incurred  in  Stage  8.  The  apodization  filter  is  typically  a  gentle  roll-off 
function  (e.g.,  Hanning,  Hamming,  etc.),  and  identification  of  optimal  filters  is  a  subject  of  considerable  interest.  The  data 
are  interpolated  at  Stage  10  so  that  points  in  the  projection  image  correspond  to  points  selected  for  back-projection,  with  the 
transfer  function,  Ti0(m,v),  dependent  on  the  interpolation  method  (e.g.,  bilinear,  nearest-neighbor,  etc.).  Note  that  the 
interpolation  function  is  applied  in  2-D  and  is  the  only  mechanism  for  reducing  very  high-frequency  components  of  the  NPS. 
Stage  11  represents  the  process  in  which  the  2-D  projection  data  are  back-projected  at  angles,  0,  corresponding  to  the  view 
angles  of  the  M  projections.  In  the  frequency  domain,  this  corresponds  to  superimposing  each  2-D  NPS  in  a  plane  through 
the  origin  in  the  3-D  reconstruction  space  at  angle  6.  Superposition  of  the  M  power  spectra  builds  up  a  discrete  sets  of  planes 
(“vanes”)  in  the  3-D  frequency  domain  (fxfyf d  separated  by  gaps.  Finally,  the  reconstruction  space  is  sampled  at  points  in 
the  3-D  sampling  matrix,  i.e.,  at  the  center  of  each  voxel.  Assuming  cubic  voxels  of  width  avox ,  the  sampling  grid  is  a  3-D 
matrix  of  points  separated  by  1  lavox.  In  perfect  analogy  to  the  2-D  sampling  process  at  Stage  7  of  the  projection  imaging 
chain,  3-D  sampling  results  in  aliasing  of  the  NPS,  which  increases  the  presampling  NPS,  Sn(n,v).  As  noted  by  Kijewski  and 
Judy,7  the  non-zero  value  of  the  NPS  at  zero-frequency  is  directly  attributed  to  aliasing,  and  this  increased  low-frequency 
noise,  in  turn,  may  have  significant  effect  on  the  visibility  of  large,  low-contrast  structures. 
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Figure  4.  Cascaded  systems  representation  of  the  FPI-CBCT  3-D  imaging  process.  Plots  on  the  left  show  transfer  functions, 
Ti,  and  1-D  slices  of  NPS,  S,-.  For  each  NPS  plot,  the  bold  and  dotted  curves  represent  cases  of  “band-limited”  (e.g.,  indirect- 


detection)  and  “white”  (e.g.,  direct-detection)  NPS,  respectively.  Grayscale  images  show  the  NPS  for  the  former  case  up  to 


the  Nyquist  frequency.  The  equations  summarize  the  transfer  characteristics  of  the  volumetric  imaging  chain. 
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4.  THE  NOISE-POWER  SPECTRUM  FOR  FLAT-PANEL  CONE-BEAM  CT 

Theoretical  predictions  of  the  3-D  NPS  were  compared  to  measurements.  As  a  check  on  the  performance  of  the  FPI,  and  to 
start  on  familiar  ground,  the  2-D  projection  NPS,  DQE,  and  NEQ  were  evaluated  as  a  function  of  exposure.  Example  results 
are  in  Fig.  5,  which  shows  the  projection  NPS  in  comparison  to  *S7(w;v=0)  [Fig.  5(a)]  and  as  a  2-D  surface  [Fig.  5(b)], 
Reasonable  agreement  between  measurements  and  theory  was  exhibited  in  all  cases,  with  DQE  -41%  at  low-frequencies 
(descending  to  -15%  near  the  Nyquist  frequency)  and  NEQ  scaling  with  exposure. 


Figure  5.  Projection  NPS  for  the  FPI.  Measurements  were  performed  at  120  kVp  (1.5  mm  A1  +  0.5  mm  Cu  filter),  with  300  flood-field 
projections  analyzed  via  the  direct-digital  2-D  Fourier  transform  (i.e.,  the  “complete”  path  in  the  n=2  column  of  Table  1).  Measured 
projection  NPS,  DQE,  and  NEQ  were  in  reasonable  agreement  with  the  seven-stage  cascaded  systems  model  of  the  FPI,  as  expected. 

The  volumetric  NPS  was  analyzed  from  the  3-D  images  reconstructed  at  (0.25x0.25x0.25)  mm3  voxel  size.  Units  for  the  NPS 
are  those  of  the  signal-squared  (dimensionless  HU)  times  volume.  Results  shown  below  were  obtained  using  the  synthesized 
slice  technique  (i.e.,  the  (n-1)  “reduced”  path  in  the  n- 3  column  of  Table  1).  Convergence  was  achieved  for  L  >  -5  mm  (i.e., 
-20  slices),  and  results  compared  well  to  preliminary  estimates  obtained  using  the  full  3-D  FFT.  As  shown  in  Fig.  6,  the  NPS 
in  the  (fjy)  plane  (i.e.,  the  transaxial  NPS)  exhibits  a  non-monotonic  shape  -  increasing  at  low  spatial-frequencies  (due  to  the 
ramp  filter)  and  descending  near  the  Nyquist  frequency  (due  to  the  low-pass  characteristics  of  the  system).  Theoretical 
results  compare  reasonably  with  the  measured  transaxial  NPS,  decreasing  with  exposure  since  the  mean  signal  value  is  fixed. 


Figure  6.  Transaxial  NPS  for  the  FPI-CBCT  system,  (a)  Comparison  of  empirical  and  theoretical  results  in  the  fx-direction  for  various 
exposure  levels  (per  projection,  at  the  FPI).  (b)  Surface  plot  illustrating  the  non-monotonic  “volcano”  shape  of  the  transaxial  NPS. 
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Figure  7  shows  the  volumetric  NPS  in  the  (fjz)  plane  (i.e.,  the  sagittal  NPS)  measured  as  a  function  of  exposure  and  shown 
in  comparison  to  theoretical  predicitons.  As  in  Fig.  6,  the  NPS  exhibits  spectral  density  that  is  non-monotonic  in  the  fx- 
direction,  peaking  near  -0.5  mm'1  (i.e.,  the  spectrum  is  “green”).  In  the  /z-direction,  however,  the  NPS  exhibits 
monotonically  decreasing  spectral  density  (i.e.,  the  spectrum  is  “red”),  since  the  transfer  characteristics  in  that  dimension 
(i.e.,  the  converter  MTF,  the  pixel  presampling  MTF,  and  the  interpolation  function)  are  all  band-limiting.  Theoretical  results 
compare  well  with  measurements,  and  the  surface  plot  of  Fig.  7(b)  illustrates  the  asymmetry  of  the  volumetric  NPS. 


Figure  7.  Sagittal  NPS  for  the  FPI-CBCT  system,  (a)  Comparison  of  empirical  and  theoretical  results  in  the  ^direction  at  various 
exposure  levels  (per  projection,  at  the  FPI).  (b)  Surface  plot  illustrating  the  asymmetry  of  the  sagittal  NPS. 

Finally,  for  purposes  of  illustration,  the  3-D  NPS  [ Sn(fx/y/z )  ~  the  presampling  volumetric  NPS]  is  shown  in  the  volumetric 
surface  rendering  of  Fig.  8.  The  volume  data  are  digitally  windowed  and  leveled  to  show  regions  of  high  spectral  density 
within  the  sphere  of  the  3-D  Fourier  reconstruction  space,  and  three  cut-planes  are  shown  to  illustrate  the  NPS  within  each 
region.  Grayscale  intensity  levels  within  the  volume  correspond  to  (log)  spectral  density  values,  with  white  representing  high 
spectral  density,  and  black  low. 

Figure  8.  Volumetric  surface  rendering  of  the  3-D 
presampling  NPS,  Sn,  of  the  FPI-CBCT  system.  The 
frequency  domain  over  which  the  presampling  NPS  is 
shown  is  ±5  mm’1  in  each  direction,  corresponding  to  ±2.5 
times  the  Nyquist  limit  (2  mm’1,  for  avox  =  0.25  mm).  In 
the  transaxial  planes,  the  apparent  gaps  between  the  rings 
of  high  spectral  density  correspond  to  regions  of  low 
NPS.  For  the  presampling  NPS,  spectral  density  at  the 
Nyquist  frequency  is  close  to  zero  (but  not  necessarily 
equal  to  zero),  depending  on  the  choice  of  apodization 
function.  At  the  sampling  frequency,  spectral  density  is 
zero  due  to  the  interpolation  filter.  The  tori  above  and 
below  the  ifxJy)  plane  correspond  to  lobes  in  the  NPS 
resulting  from  the  product  of  the  projection  NPS  (S7)  and 
the  interpolation  filter  at  odd  multiples  of  the  projection 
Nyquist  freqeuncy.  (See  Stages  7  and  10  in  Fig.  4.)  The 
axes  in  the  lower-left  comer  show  the  axis  orientation. 


This  figure  illustrates  the  asymmetric  nature  of  the  volumetric  NPS,  showing  the  “volcano”  shape  in  the  transaxial  plane  and 
the  “band-limited”  shape  in  the  sagittal  and  coronal  planes.  The  potential  for  significant  NPS  aliasing  is  clear  when  one 
considers  that  this  volumetric  pattern  is  replicated  in  3-D  space  at  multiples  of  the  sampling  frequency. 
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5.  DISCUSSION  AND  CONCLUSIONS 

Early  results  in  flat-panel  cone-beam  CT  appear  promising.  An  experimental  FPI-CBCT  prototype  designed  to  mimic  the 
geometry  of  a  system  for  image- guidance  in  radiotherapy  has  demonstrated  soft-tissue  visibility  and  sub-millimeter 
volumetric  detail  in  images  of  small  animals  and  anthropomorphic  phantoms.  However,  there  remain  numerous  physical  and 
logistical  issues  that  need  to  be  examined  to  fully  assess  the  suitability  of  this  technology  for  therapy  guidance.  The  purpose 
is  not  to  reproduce  the  image  quality  achieved  by  diagnostic  imaging  technology;  rather,  it  is  to  improve  the  precision  of 
local  therapy  by  providing  image  quality  sufficient  to  accomplish  specific  clinical  objectives. 

As  demonstrated  in  the  evolution  of  FPIs  for  projection  radiography,  empirical  and  theoretical  analysis  of  the  fundamental 
spatial-frequency  noise  characteristics  is  a  valuable  means  of  identifying  the  strengths  and  limitations  of  novel  imaging 
technology.  It  lays  the  groundwork  for  understanding  the  imaging  performance  and  provides  a  quantitative  (and  cost- 
effective)  means  of  evaluating  the  advantages  and  disadvantages  of  various  imager  designs.  Ultimately,  such  analysis  can  be 
used  to  direct  the  development  of  optimized  systems  for  specific  imaging  tasks.  In  FPI-CBCT,  the  case  is  no  different.  For 
example,  the  analysis  presented  above  makes  explicit  the  relationship  between  the  volumetric  noise  characteristics  (i.e,  S12) 
and  the  input  projection  NPS  (i.e.,  S7),  which  is  different  depending  on  FPI  design  (e.g.,  direct  and  indirect  detectors,  and 
variations  therein).  It  quantifies  the  effects  of  filter  selection,  interpolation,  and  3-D  aliasing  and  allows  knowledgeable 
selection  of  reconstruction  parameters  based  on  the  characteristics  of  the  detector  and  the  desired  output. 

The  empirical  methods  for  3-D  NPS  analysis  illustrate  the  continuity  in  noise  characterization  for  n  dimensional  imaging 
systems.  The  theoretical  methods  represent  a  synthesis  and  extension  of  existing  noise  propagation  models  for  projection 
imaging  (specifically  for  FPIs)  and  conventional,  slice-based  CT.  These  empirical  and  theoretical  methods  form  a  basic 
component  of  the  quantitative  evaluation  of  FPI-CBCT  technology  for  therapy  guidance.  Considering  the  therapy  procedure 
-  e.g.,  field  placement  in  external  beam  radiotherapy,  or  seed  placement  in  brachytherapy  -  one  can  cast  the  specific  clinical 
objective  in  terms  of  an  imaging  task  -  e.g.,  discrimination  of  target  and  normal  tissue  boundaries,  or  detection  of  a  seed, 
respectively.  The  spatial-frequency-dependent  imaging  task9  may  in  turn  be  analyzed  in  relation  to  the  performance 
characteristics  (i.e,  the  3-D  MTF,  NPS,  and  NEQ)  of  the  imaging  system.  This  approach  quantitatively  directs  the 
development  of  FPI-CBCT  systems  that  are  best  suited  to  the  specific  clinical  objective. 
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Abstract: 

The  performance  of  cone-beam  CT  (CBCT)  systems  for  image-guided  radiotherapy  using  kilovoltage  and  mega¬ 
voltage  energies  is  examined  in  this  study.  The  inherent  contrast  for  the  different  energy  regimes  and  the  signal- 
to-noise  ratio  (SNR)  versus  dose  are  investigated  analytically  and  experimentally.  The  measurements  are  done 
using  two  CBCT  systems  incorporating  flat-panel  imagers  for  kV  and  MV  energies.  To  predict  the  performance 
of  the  systems  a  theoretical  analysis  is  used,  which  describes  the  voxel  SNR  in  the  reconstructed  image.  Theoreti¬ 
cal  predictions  and  experimental  results  agree  within  one  standard  deviation.  The  comparison  of  kV  and  MV 
CBCT  demonstrates  that  kV  imaging  exhibits  higher  inherent  contrast  and  achieves  far  better  SNR  at  lower  dose. 
The  voxel  SNR  in  a  25  cm  diameter  water  phantom  is  38  times  higher  for  the  kV  system.  The  kV  system  exhibits 
superior  performance  in  resolving  low  contrast  objects  at  a  lower  dose  than  the  MV  system.  The  kV  system 
clearly  resolves  2.8  cm  diameter  objects  with  an  electron  density  contrast  of  2  %  at  a  central  dose  ofl.O  cGy, 
whereas  the  MV  system  can  only  resolve  objects  of  4  %  contrast  at  a  dose  of  about  32  cGy.  The  potential  per¬ 
formance  of  different  MV  detectors  was  examined  using  the  theoretical  analysis.  In  each  case  considered,  kV 
CBCT  still  provides  superior  SNR.  The  results  demonstrate  the  dose  penalty  associated  with  MV  CT  for  equiva¬ 
lent  SNR  performance. 


Key  words:  flat-panel  imager,  signal-to-noise  in  CT,  kilovoltage,  megavoltage 
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I.  Introduction 

With  the  introduction  of  intensity  modulated  radiotherapy  (IMRT)  it  has  become  possible  to  create  highly  con¬ 
formal  dose  distributions  for  dose  escalation  and  normal  tissue  avoidance.  Unfortunately,  the  benefits  of  IMRT 
are  limited  when  large  margins  have  to  be  used  to  accommodate  uncertainties  in  target  and  normal  tissue  position 
at  the  time  of  treatment.  In  sites  where  day-to-day  organ  motion  is  present,  image-guided  therapy  offers  the  possi¬ 
bility  for  reduced  margins  and  dose  escalation.  One  possible  solution  for  image-guided  (IG)  therapy  involves 
acquisition  of  a  3D  image  of  the  patient  in  treatment  position  for  each  fraction.  Based  on  these  images,  delivery 
can  be  adjusted  on  a  daily  basis,  permitting  tighter  conformation  to  the  clinical  target  volume.  Such  IG  systems 
must  meet  certain  requirements,  including:  i.)  operation  in  the  treatment  room;  ii.)  minimal  invasion  for  the  pa¬ 
tient;  iii.)  sufficient  speed  as  not  to  significantly  prolong  treatment  time;  iv.)  free  from  distortions;  and  v.)  the 
ability  to  differentiate  soft  tissue  with  sufficient  spatial  resolution  to  allow  the  desired  margin  reduction.  A  strong 
candidate  for  such  an  IG  system  is  integrated  cone-beam  computed  tomography  (CBCT).  Compared  to  radio- 
graphic  approaches,  CBCT  does  not  rely  on  a  fixed  relation  between  target,  normal  tissue  and  the  imaged  bony 
anatomy.  Compared  to  other  IG  systems,  volumetric  CT  images  are  also  compatible  with  daily  treatment  planning 
or  post-treatment  planning  for  subsequent  fractions.  Other  in-room  imaging  modalities,  such  as  ultra-sound  (US), 
can  currently  not  be  used  directly  for  treatment  planning;  they  are  used  to  match  with  the  planning  CT.  This  reg¬ 
istration  approach  is  limited  in  the  presence  of  deformations.  Several  investigators  have  proposed  two  possible 
methods  for  integration  of  CT  imaging  with  radiotherapy  environment.  One  uses  the  megavoltage  treatment  (MV) 
source  of  the  linear  accelerator  [1-6]  while  the  other  uses  an  auxiliary  kilovoltage  (kV)  source  [7-9]. 

There  are  many  factors  that  affect  the  imaging  performance  of  CBCT  imaging  systems.  In  this  study  the  contrast 
of  soft  tissue  structures  and  the  signal-to-noise  ratio  (SNR)  are  examined  as  a  function  of  x-ray  energy  from  kV  to 
MV.  Other  factors  that  could  have  a  profound  effect  on  imaging  performance  at  various  energies  include  beam 
hardening,  x-ray  scatter,  focal  spot  size,  and  spatial  resolution  of  the  x-ray  detector;  these  are  not  examined  in 
detail  in  this  investigation. 

The  ability  of  an  x-ray  imaging  system  to  differentiate  soft  tissues  is  affected  by  the  difference  in  attenuation  coef¬ 
ficient  at  a  given  energy  between  the  contrasting  objects.  For  kV  CT  imaging  (30  -  140  keV)  the  contrast  changes 
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with  energy,  because  both  the  photoelectric  and  Compton  effects  contribute  significantly  to  attenuation.For  MV 
energies  (1-6  MeV)  and  for  materials  with  low  atomic  number  (Z),  the  Compton  effect  is  by  far  the  dominant 
interaction  process,  in  which  case  the  attenuation  coefficient  is  proportional  to  electron  density  and  is  nearly  inde¬ 
pendent  of  Z.  Object  contrast  is  therefore  constant  over  a  wide  range  of  energies  in  the  MV  regime.  For  higher 
energies  (e.g.  50  MeV)  pair  production  becomes  increasingly  important  and  leads  to  an  increase  in  contrast  [6]. 
Since  most  medical  linear  accelerators  provide  a  maximum  photon  energy  of  18-25  MeV,  these  very  high  ener¬ 
gies  (i.e.  >  25  MeV)  were  not  investigated.  The  theoretical  inherent  contrast  was  computed  analytically  using 
materials  of  interest  for  radiation  therapy  from  kV  to  MV  energies. 

Even  high  contrast  objects  may  not  be  perceptible  if  the  imaging  system  exhibits  poor  SNR  performance.  Such 
performance  can  be  predicted  using  a  model  [2,10,11]  that  describes  the  noise  characteristics  of  x-ray  computed 
tomography.  While  such  theoretical  predictions  generally  consider  that  kV  is  superior  in  terms  of  SNR  per  unit 
dose  for  thicknesses  and  materials  in  the  human  body,  no  investigation  has  been  undertaken  to  compare  these 
theoretical  predictions  with  measured  results  from  realistic  kV  and  MV  x-ray  systems.  This  paper  examines  theo¬ 
retical  and  experimental  SNR  performance  at  kV  and  MV  energies  using  well  characterized  kV  and  MV  flat-panel 
imagers  (FPIs).  The  results  allow  quantitative  comparison  of  the  performance  of  radiotherapy  IG  systems  for  both 
the  kV  and  MV  energy  ranges. 

II.  Material  and  Methods 

A.)  Theoretical  estimation  of  performance: 

1.)  Contrast  versus  energy: 

Contrast,  C,  to  soft  tissue,  as  defined  by  ICRU  44  [12],  was  investigated  for  low  Z  materials,  which  have  a  density 
similar  to  water.  The  materials  considered  were:  water  (mass  density  p=lg/cm3),  soft  tissue  (p=1.06),  eye  lens 
(p=1.07),  breast  (p=0.99),  muscle  (p=l  .05),  and  adipose  tissue  (fat)  (p=0.95).  Brain  (p=1.04)  was  also  investi¬ 
gated  but  is  not  shown  in  any  of  the  graphs,  as  its  contrast  is  almost  the  same  as  for  muscle.  All  attenuation  coef- 
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ficients  and  densities  were  taken  from  [13].  Contrast  was  calculated  relative  to  soft  tissue.  The  following  defini¬ 
tion  of  contrast  was  used  to  reflect  the  role  of  soft-tissue  as  the  reference  material: 


(1) 


_  ft  object  ft  soft 

ft soft-tissue  C^) 


tissue 


(E) 


The  change  in  C  with  energy  depends  on  the  atomic  number  Z  of  the  material.  The  relative  magnitude  of  the  con¬ 
trast  dependence  on  Z  and  electron  density  is  examined  for  tissues  of  interest. 


2.)  Signal-to-noise  ratio: 

The  voxel  SNR  in  the  reconstructed  image  of  a  water  cylinder  can  be  predicted  by  the  following  equation  [2,10]: 


(2) 


SNR  = 


1 


tjs3Az/j0  Dp 


KEftmexp(jt0dl2) 


Where  s  is  the  reconstructed  voxel  size  and  Az  is  the  slice  thickness,  po  and  pe„  are  the  linear  attenuation  and  the 
energy  transfer  coefficients  for  water  [13],  p  is  the  mass  density  of  water,  D  is  the  central  dose  to  the  phantom,  E 
the  energy  of  the  primary  photons,  and  d  is  the  diameter  of  the  cylinder,  q  is  the  quantum  detection  efficiency 
(QDE)  of  the  detector,  calculated  analytically  for  the  kV  FPI  [13],  and  simulated  using  Monte  Carlo  methods  for 
the  MV  FPI  [14].  The  analytical  calculation  is  based  on  the  following  equation:  rj  =  1  —  exp(—pph  *tph),  where 

tph  is  the  thickness  of  the  phosphor  screen  and  Pph  its  attenuation  coefficient.  The  QDE  for  both  FPIs  is  displayed 
in  Fig.  1 .  The  theoretical  prediction  was  also  used  to  calculate  the  SNR  of  a  standard  CT  Xenon  gas  (5  atm,  thick¬ 
ness  t=5  cm)  detector  with  a  QDE  of  1%  [1]  at  2  MeV  and  a  fluoroscopic  Csl  system  with  a  QDE  of  1 8  %  [15]  for 
2  MeV.  Values  for  e  are  0.5  mm  for  the  MV  FPI  and  0.25  mm  for  the  kV  FPI.  These  values  correspond  to  the 
voxel  size  of  the  reconstruction  and  the  iso-center  projected  pixel  size  of  the  detectors.  An  s  value  of  0.5  mm  was 
assumed  for  the  Csl  and  Xe  detectors  in  order  to  compare  SNR  at  equivalent  spatial  resolution.  Although  the  spa¬ 
tial  resolution  of  these  detectors  is  lower  than  0.5  mm  (2.5  mm  and  3mm,  respectively)  and  reconstruction  in  a 
smaller  grid  may  not  be  reasonable. 
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The  factor  K  in  equation  (2)  describes  the  influence  of  different  filters  used  in  the  reconstruction  (K=0.091  for  the 
Hamming  filter)  [1 1].  It  was  computed  using  the  following  equation: 

i 

2M 

(3)  K  =  ez7r2  ]f2\W{f)\  df 

_ i_ 

2Af 

f  being  the  spatial  frequency.  At  is  the  sampling  step  size  as  dictated  by  the  detector  pixel  size  and  was  set  to  equal 
the  voxel  size  e  in  the  reconstruction.  This  is  consistent  with  the  e  in  equation  (2).  W(f)  is  the  window  function 
used  in  the  filtering,  e.g.  a  Hamming  window  herein. 

The  theory  assumes  that  the  signal  within  one  ray  is  uncorrelated  with  neighboring  rays,  i.  e.,  there  is  no  spatial 
correlation  due  to  the  detector.  Blurring  within  the  phosphor  of  the  detector  will  introduce  correlation  between 
rays  and  would  therefore  lower  the  noise  estimate.  The  significance  of  ignoring  the  potential  blur  will  depend  on 
the  pixel  and  voxel  size.  We  assume  that  blurring  has  a  negligible  influence  on  the  noise  as  long  as  the  pixel  ap¬ 
erture  is  the  dominant  component  of  the  detector  MTF.  The  process  of  interpolation  during  the  backprojection  is 
another  source  of  correlation.  Both  effects  were  not  accounted  for  in  the  theory.  Furthermore,  the  theory  does  not 
account  for  any  additional  noise  introduced  by  the  readout  electronics. 

B.)  kV  cone-beam  CT  imaging  system 

The  kV  system  has  been  described  in  detail  previously  [9].  To  summarize,  the  system  is  mounted  on  a  benchtop 
that  mimics  the  accelerator  geometry  with  a  source  to  rotation  axis  distance  of  103.3  cm  and  a  source-detector 
distance  of  165.3  cm  resulting  in  a  magnification  factor  of  1.6.  The  system  consists  of  3  components:  an  x-ray 
tube,  a  rotation  stage,  and  an  FPI.  All  components  operate  under  computer  control.  The  rotation  stage  has  an  an¬ 
gular  precision  of  better  than  0.1°.  The  x-ray  tube  (General  Electric  Maxi-ray  75)  is  a300  kHU  tube  with  a  mini¬ 
mum  filtration  of  1.5  mm  Al  and  an  additional  filtration  of  0.127  mm  Cu.  A  100  kVp  beam  (mean  energy  of  60 
keV)  [16]  was  used  for  all  measurements  reported  here.  It  has  a  nominal  focal  spot  size  of  0.6  mm.  The  field  size 
at  iso-center  was  12.8  x  12.8  cm2.  The  FPI  [17]  (PerkinElmer  Optoelectronics  RID  512-400  A0)  incorporates  a 
512x512  array  of  a-Si:H  photodiodes  and  TFTs  at  a  pixel  pitch  of  400  pm.  The  images  are  digitized  to  1 6  bit.  An 
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x-ray  converter  (Kodak  Lanex  Fast  (Back)  screen)  is  placed  in  direct  contact  with  the  photodiode  array.  The 
imager  was  operated  at  an  integration  time  of  3200  ms,  and  x-ray  exposures  were  synchronized  with  readout.  The 
images  were  reconstructed  in  a  grid  of  0.25  x  0.25  x  0.25  mm3  using  the  FDK  [18]  algorithm  corresponding  to  the 
pixel  size  of  400  pm  and  a  magnification  of  1 .6. 

C.)  MV  cone-beam  CT  (CBCT) 

1. )  The  MV  imaging  system 

A  photograph  of  the  MV  system  is  shown  in  Fig.  2.  The  system  is  based  on  an  Elekta  SL20  medical  linear  accel¬ 
erator  and  an  FPI.  The  SL20  can  deliver  6  MV  and  18  MV  photons  and  field  shaping  is  achieved  by  an  80  leaf 
collimator.  The  FPI  was  attached  to  the  drum  of  the  accelerator.  The  power  supply  and  the  data  cable  of  the  FPI 
were  kept  outside  of  the  drum  for  this  study  but  could  easily  be  integrated  in  the  accelerator.  The  flat-panel  imager 
(PerkinElmer  Optoelectronics  RID  256-L)  incorporates  a  Kodak  Lanex  Fast  Back  Gd202S:Tb  phosphor  (133 
mg/cm2)  and  a  1  mm  copper  plate.  The  phosphor  is  directly  coupled  to  an  active  matrix  array  ofa-Si:H  photodi¬ 
odes  and  TFTs.  The  array  consists  of  256  x  256  square  pixels  with  a  pixel  pitch  of  800  pm.  The  array  can  be  ad¬ 
dressed  at  frame  times  of  79  ms,  100  ms,  200  ms,  400  ms,  800  ms,  1600  ms  and  3200  ms.  Images  are  digitized  by 
an  analog-to-digital  converter  (ADC)  to  12  bits. 

2. )  Imaging  geometry  and  procedure 

The  FPI  was  mounted  to  the  drum  of  the  accelerator  159  cm  from  the  source,  with  a  cylindrical  phantom  placed  at 
iso-center  (i.e.  100  cm  from  the  source).  The  dose  to  the  center  of  the  phantom  was  computed  to  be  0.015  cGy  per 
x-ray  pulse  for  the  12  x  12  cm2  field  used  in  this  study.  This  dose  was  estimated  using  Tissue- Air-Ratio  (TAR) 
tables.  For  each  image  the  gantry  angle  was  recorded  with  a  precision  of  0.04°  by  digitizing  the  gantry  angle 
readout  voltage. 

The  FPI  was  operated  asynchronously  from  the  accelerator;  therefore  the  problem  of  interference  between  radia¬ 
tion  pulses  and  detector  readout  was  solved  in  the  following  way.  A  fixed  pulse  repetition  time  (160  ms,  corre- 
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sponding  to  6  MU/min)  was  chosen  for  the  accelerator,  and  the  integration  times  of  the  detector  were  set  accord¬ 
ingly.  Since  the  integration  times  800  ms  and  1600  ms  are  multiples  of  160  ms,  it  was  assured  that  exactly  5  or  10 
pulses  hit  the  detector.  The  line  pattern  appearing  in  some  rows  in  some  projections  due  to  a  phase  difference 
between  the  addressing  of  the  array  and  the  x-ray  pulses  were  not  corrected.  Using  the  200  ms  integration  time,  1 
pulse  or  2  pulses  could  hit  the  detector;  therefore,  frames  where  two  pulses  hit  the  detector  were  determined  off¬ 
line  and  rejected.  The  rejection  was  based  on  the  analysis  of  the  signal  along  the  central  column.  If  this  line 
showed  an  abrupt  increase  in  signal  the  frame  was  rejected,  because  this  increase  indicates  a  second  pulse.  Figure 
3  shows  the  mean  signal  of  10  central  rows  for  all  374  used  projections.  The  mean  value  is  250  with  a  standard 
deviation  of  2.3  %.  This  verifies  that  all  rows  used  in  the  reconstruction  were  only  hit  by  one  pulse. 

For  all  images  6  MV  photons  were  used;  and  the  gantry  speed  was  set  to  36  MU/3600  for  the  two  shorter  detector 
integration  times  and  72  MU/3  60°  for  the  longest  integration  time.  This  corresponds  to  dose  levels  of  6  cGy,  32 
cGy  and  65  cGy  to  the  center  of  the  phantom.  For  frame  times  of  1600  ms  rotation  was  completed  after  437  pro¬ 
jections,  for  800  ms  after  428  projections  and  for  200  ms  after  1701  projections,  respectively.  For  the  two  longer 
integration  times  all  recorded  frames  were  used  for  the  reconstruction  whereas  for  the  200  ms  integration  time 
frames  were  selected  as  described  in  the  above  section. 

3.)  Correction  for  flex 

The  mechanical  flex  in  the  imaging  system  was  measured  by  placing  an  8  mm  diameter  ball  bearing  (bb)  6  mm 
below  iso-center  and  recording  2000  images  over  360°.  The  centroid  of  the  bb  in  each  image  was  determined 
automatically.  The  path  of  the  bb  is  shown  in  Fig.  4  for  the  transverse  and  longitudinal  directions.  A  more  detailed 
description  of  the  method  is  found  in  Ref.  [19].  The  maximum  displacement  is  about  3.6  pixels  in  transverse  and 
1.5  pixels  in  the  longitudinal  direction.  The  flex  correction  method  relies  on  the  assumption  that  flex  is  reproduci¬ 
ble,  which  was  shown  in  [20]  for  an  Elekta  SL20  linear  accelerator  and  different  kV  and  MV  imagers. 


4.)  Data  processing 
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All  recorded  projections  were  dark  and  gain-corrected  by  subtracting  an  averaged  dark  field  and  then  dividing  the 
image  by  a  measured  gain  field,  which  is  the  average  of  background  corrected  flood  fields  divided  by  the  mean  of 
these  fields.  A  small  number  of  defect  pixels  were  median-filtered.  To  correct  for  variations  in  the  intensity  of  the 
photon  source,  the  signal  of  9  pixels  outside  the  phantom  shadow  was  used  as  a  reference  signal. 

5.)  Reconstruction 

Volumes  were  reconstructed  using  the  FDK  algorithm  [18]  correcting  thebackprojection  ray  for  each  projection 
for  flex  by  using  the  data  from  the  bb  measurement.  No  correction  in  the  filtering  process  was  applied,  as  the  error 
is  small  [21].  Since  the  reconstruction  algorithm  expects  the  angles  for  each  projection  to  be  equally  spaced,  the 
recorded  angles  were  not  used.  The  mean  measured  angular  increment  for  all  3  sets  was  within  1%  of  the  constant 
angular  increment  and  the  standard  deviation  was  always  less  than  0.35  degree.  Images  were  reconstructed  with  a 
voxel  size  of  0.5  x  0.5  x  0.5  mm3,  corresponding  to  the  800  pm  pixel  pitch  of  the  MV  FPI  and  a  magnification  of 
1.6.  The  small  cone  angle  (4.6  °)  employed  in  these  investigations  was  not  expected  to  introduce  any  visible  arti¬ 
facts  [22]. 

D.)  Measurement  of  SNR  and  contrast  phantom 

To  measure  the  SNR  and  contrast  performance,  a  phantom  was  built  from  an  1 1  cm  plastic  cylinder  filled  with 
water  in  the  upper  half  and  with  six  2.8  cm  diameter  cylinders  made  from  tissue  equivalent  materials  in  the  lower 
half.  Figure  5  shows  a  sketch  of  the  phantom  with  the  six  inserts:  liver  (electron  density  relative  to  water: 
pe=1.05),  polyethylene  (pe=0.945),  solid  water  (pe=1.0),  breast  (pe=0.98),  brain  (pe=1.039)  and  resin  (pe=1.02). 
The  mean  and  standard  deviation  in  voxel  values  were  determined  and  the  SNR  calculated  from  slices  recon¬ 
structed  in  the  water-only  portion  of  the  phantom.  This  was  done  along  20  concentric  circles  in  an  annulus  about 
the  center  of  the  image.  For  each  circle  an  SNR  value  was  determined  and  the  standard  deviation  gave  an  estimate 
of  the  error  in  the  SNR  measurement. 

Three  MV  images  sets  of  the  water  were  recorded  at  the  three  dose  levels  described  in  section  II  C.  Six  kV  image 
sets  of  the  water  were  acquired  with  in-air,  on-axis  exposure  levels  of  0.461  R,  0.614  R,  0.998  R,  1.459  R,  2.841 
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R  and  5.376  R.  The  exposures  were  converted  to  dose  at  the  center  of  the  cylindrical  phantom  using  an  f  factor  of 
0.915  cGy/R  for  the  mean  energy  of  60  keV  [23].  Since  backscatter  is  not  taken  into  account  in  the  dose  calcula¬ 
tion  for  equation  (2)  these  doses  were  computed  without  backscatter.  But  backscatter  is  a  significant  factor  at  kV 
energies,  we  estimated  an  backscatter  factor  of  1.3  for  the  geometry  used  [23],  kV  images  of  the  contrast  phantom 
were  acquired  using  a  dose  of  1.0  cGy.  300  projections  were  acquired  for  all  kV  measurements.  Since  more  pro¬ 
jections  were  acquired  in  the  MV  experiments  the  influence  of  number  of  projections  on  SNR  was  investigated  in 
a  companion  study.  This  was  done  by  keeping  the  overall  exposure  constant  and  altering  the  number  of  projec¬ 
tions  from  200  to  1200  in  the  kV  case.  No  significant  change  was  detected  over  the  range  of  projections  exam¬ 
ined,  and  the  influence  of  the  number  of  projections  was  considered  negligible  for  Nprojections  >  200. 

III.  Results 

A.)  Contrast 

The  theoretical  contrast  to  the  ICRU  44  soft  tissue  for  the  representative  materials  is  shown  in  Fig.  6  (a).  The 
contrast  is  constant  within  the  MV  energy  range  and  increases  at  lower  energies  for  all  but  one  of  the  samples. 
Only  the  muscle  equivalent  material  shows  no  significant  change  with  energy,  because  its  composition  is  very 
similar  to  the  ICRU  44  soft-tissue.  The  other  materials  increase  in  contrast  from  2  MeV  to  60  keV  by  a  factor  1 .5 
for  water,  4.8  for  fat,  6.5  for  breast  and  -2 1 .4  for  eye  lens.  A  slight  increase  in  contrast  at  6  MeV  is  caused  by  pair 
production.  Figure  6  (b)  shows  the  contrast  calculated  from  the  mass  attenuation  coefficient  p/p.  This  iso-dense 
contrast  is  diminished  in  the  MV  range  to  a  great  extent  compared  to  the  “full”  contrast  whereas  the  kV  contrast  is 
preserved,  showing  the  influence  of  the  atomic  number  dependence  of  photoelectric  effect  in  that  energy  range. 


B.)  Theoretical  prediction  and  measurement  of  SNR 

Figure  7  shows  the  theoretical  predictions  of  SNR  for  the  kV  and  MV  FPIs  and  for  two  other  MV  detectors.  Two 
dose  levels  (1  and  10  cGy)  are  shown  for  the  kV  and  three  (1,  10  and  100  cGy)  for  the  MV  calculations.  The  cal- 
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culations  were  performed  assuming  1 1  cm,  25  cm  and  40  cm  diameter  water  cylinders,  a  slice  thickness  of  5  mm 
and  a  0.5  x  0.5  mm2  voxel  size.  The  arrows  on  the  lower  axis  indicate  the  mean  energies  of  60  keV  and  2  MeV  for 
the  kV  and  MV  CBCT  systems,  respectively.  Figure  8  contains  the  measured  and  predicted  SNRs  for  the  kV  and 
the  MV  CBCT  systems.  These  results  correspond  to  a  resolution  of  0.5  x  0.5  x  0.5  mm3  voxels  for  the  MV  and 
0.25  x  0.25  x  0.25  mm3  for  the  kV  reconstructions.  This  corresponds  to  the  detector  resolution  of  the  respective 
systems.  The  solid  lines  represent  the  predicted  theoretical  performance  based  on  equation  2.  Excellent  agreement 
between  theory  and  measurement  is  demonstrated  for  both  energies  and  all  dose  levels.  Theory  predicts  an  61 -fold 
increase  in  SNR  for  the  11  cm  phantom,  38-fold  for  the  25  cm  and  23-fold  for  the  40  cm  thick  phantom  when 
changing  from  MV  to  kV  flat-panel  CBCT. 

C.)  Images  of  contrast  phantom 

Measured  kV  and  MV  reconstructions  of  the  contrast  phantom  are  shown  in  Fig.  9,  each  with  a  slice  thickness  of 
5  mm.  In  the  high  dose  MV  images  the  four  highest  contrast  objects  are  visible.  In  the  6  cGy  image,  liver  and 
polyethylene  are  the  only  inserts  which  are  detectable.  Dark  current  variations  in  an  unstable  column  in  the  MV 
FPI  introduce  ring  artifacts  in  the  center  of  the  three  MV  images.  Figure  9  (d)  shows  the  same  phantom  imaged 
with  the  kV  system  at  1.0  cGy,  and  all  inserts  are  visible.  It’s  interesting  to  note  that  the  wall  of  the  plastic  cylin¬ 
der  is  also  only  visible  in  the  kV  image  illustrating  the  presence  of  high  Z  in  the  plastic. 

IV.  Discussion  and  Conclusion 

The  objective  of  this  study  is  to  evaluate  the  performance  of  CBCT  for  IG  in  external  beam  radiotherapy.  SNR 
and  inherent  contrast  are  investigated  for  a  MV  and  a  kV  CBCT  system.  To  extend  the  experimental  results  to 
different  detectors  a  theoretical  prediction  of  SNR  versus  dose  has  been  presented.  The  results  of  measurements 
and  calculations  show  clearly  the  superior  performance  of  kV  CBCT  in  terms  of  SNR  versus  dose.  An  IG  system 
based  on  integrated  MV  CBCT  seems  not  likely  using  currently  available  FPIs  due  the  substantial  dose  require¬ 
ment  for  visualization  of  soft-tissue  structures. 
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Measurements  and  predictions  of  the  SNR  agree  very  well  for  both  the  kV  and  MV  energy  ranges.  The  underes¬ 
timation  of  the  6  cGy  MV  SNR  in  Fig.  8  may  be  caused  by  the  presence  of  additive  noise  in  the  electronics  of  the 
FPI.  For  higher  doses  the  contribution  of  this  source  of  noise  decreases  and  the  theory  seems  to  underestimate  the 
SNR.  Blur  in  the  detector  and  the  interpolation  process  in  the  backprojection  during  the  reconstruction  may  also 
be  contributing  factors.  These  processes  correlate  the  signal  in  pixels  of  the  FPI  and  thereby  lower  the  noise. 
Neither  amplifier  noise  nor  the  correlation  by  blur  and  interpolation  are  accounted  for  in  the  theory.  The  good 
agreement  between  theory  and  measurement  suggests  that  the  combined  impact  of  these  three  effectsbe  of  minor 
significance  for  the  FPIs  and  dose  levels  employed  in  this  study. 

The  inherent  contrast  calculations  show  how  the  Z  dependence  of  photoelectric  effect  increases  the  contrast  for 
kV  CT.  The  iso-dense  contrast  in  Fig.  6  (b)  shows  the  additional  photoelectric  contrast  indicating  a  small  increase 
in  overall  contrast  even  for  soft  tissues.  For  high  Z  materials,  like  bone,  this  increase  will  be  even  larger,  but  the 
density  difference  of  bone  to  water  will  still  provide  substantial  contrast  at  MV  energies.  As  the  inherent  contrast 
calculations  suggest,  kV  CT  numbers  may  not  always  mirror  electron  densities  due  to  the  influence  of  photoelec¬ 
tric  effect.  On  the  other  hand,  the  Compton  effect  is  dominant  for  MV  and  MV  CT  numbers  will  be  a  better  repre¬ 
sentation  of  electron  densities.  One  example  is  the  lens  that  shows  a  negative  contrast  to  water  suggesting  an 
electron  density  lower  than  water.  Whereas  the  electron  density  is  in  fact  higher  than  water,  as  is  indicated  in  the 
MV  contrast.  In  the  reconstructions  this  effect  can  be  seen  for  the  brain  insert,  which  has  a  higher  electron  density 
as  water  but  appears  darker.  But  this  could  be  avoided  by  using  a  harder  kV  spectrum,  as  can  be  seen  in  [9],  Since 
only  a  few  samples  with  electron  densities  close  to  water  are  investigated  this  study  does  not  allow  a  good  com¬ 
parison  of  kV  and  MV  CBCT  concerning  electron  density  reconstruction.  Other  factors  that  have  an  impact  on 
imaging  performance  were  not  examined  here.  Beam  hardening  will  certainly  have  a  larger  significance  on  kV 
imaging  than  on  MV  imaging.  This  influence  can  be  seen  in  Fig.  7  (a-b),  the  shape  of  the  MV  curves  does  not 
change  whereas  the  kV  curves  show  large  differences  in  shape  with  phantom  thickness.  But  beam  hardening  will 
rather  result  in  artifacts  in  the  kV  reconstructions  than  in  a  drastic  change  in  SNR  compared  to  MV.  The  contri¬ 
bution  of  scatter  to  noise  in  CBCT  has  so  far  not  been  investigated,  but  it  is  again  unlikely  that  the  scatter  will 
favor  one  system  decreasing  the  SNR  performance  of  either  the  kV  or  MV  CBCT  system  significantly,  although 
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the  kV  scatter-to-primary  ratio  is  higher  [24],  But  high  scatter  values  in  kV  and  MV  may  prohibit  the  use  of 
CBCT  for  direct  treatment  planning. 

This  study  also  demonstrates  that  the  integration  of  MV  CBCT  with  a  clinical  linear  accelerator  using  FPI  is  fea¬ 
sible  and  the  flex  can  be  corrected.  Although  no  integrated  kV  CBCT  data  were  shown  in  this  study,  this  also 
applies  to  the  integration  of  kV  CBCT,  as  reported  in  [25],  But  due  to  the  high  dose  required  to  achieve  an  SNR 
performance  with  the  same  resolution  in  the  tissue  integrated  MV  CBCT  can  at  the  moment  not  meet  the  IG  re¬ 
quirements  stated  in  the  introduction.  Detectors  with  a  significantly  higher  DQE  would  have  to  be  developed  to 
make  MV  CT  viable. 
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Figure  1:  Quantum  detection  efficiency  of  the  kV  and  MV  flat-panel  imager.  The  QDE  was  analytically  calcu¬ 
lated  for  the  kV  panel  using  attenuation  coefficients  from  [13]  and  simulated  using  Monte  Carlo  methods  for  the 
MV  panel.  Both  panels  incorporate  a  133  mg/cm2  Gd202S:Tb  phosphor,  and  the  MV  FPI  has  an  additional  1  mm 
copper  plate.  The  energy  range  for  both  energies  is  also  indicated  (30  -  100  keV  and  200  keV  -  6  MeV).  The 
large  difference  in  QDE  is  suggestive  of  a  favorable  aspect  of  the  kV  system.  The  QDE  for  the  CsI:Tl  and  Xenon 
kV  CT  detectors  are  also  displayed  at  2  MeV. 
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Figure  2:  Picture  of  the  integrated  MV  CBCT  system  based  on  an  Elekta  SL20  linear  accelerator  and  a  flat-panel 
imager  mounted  to  the  drum  of  the  gantry.  Attached  to  the  table  is  the  test  phantom  used  to  measure  signal-to- 
noise  ratio  and  contrast.  The  phantom  is  placed  at  iso-center  100  cm  from  the  source,  and  the  detector  is  mounted 
at  159  cm  from  the  source.  The  field  of  view  is  12.5  x  12.5  cm2. 

Figure  3:  Mean  signal  in  10  central  rows  of  all  374  used  projections  for  the  200  ms  integration  time  measurement. 
Given  a  x-ray  photon  pulse  repetition  time  of  160  ms  one  or  two  pulses  can  hit  the  detector.  The  mean  shows 
clearly  that  the  detector  was  always  hit  by  one  pulse  in  the  used  projections.  The  mean  signal  is  250  ADU  with  a 
standard  deviation  of  2.3  %. 

Figure  4:  Measured  Flex  for  transverse  and  longitudinal  directions.  The  graph  shows  the  relative  position  of  an  8 
mm  ball  bearing  (placed  at  a  known  position  relative  to  the  iso-center)  caused  by  mechanical  flex  in  the  system 
over  a  360°  rotation  of  the  accelerator  gantry.  Zero  indicates  the  mean  of  each  position.  These  measurements  were 
the  basis  for  flex  correction. 

Figure  5:  Illustration  of  the  Signal-to-Noise  (SNR)  and  contrast  test  phantom.  The  phantom  consists  of  a  plastic 
cylinder  in  which  6  low  contrast  objects  embedded  in  water  occupy  in  the  lower  half,  and  the  upper  half  was 
completely  filled  with  water.  The  phantom  has  a  diameter  of  1 1  cm,  the  contrast  cylinders  have  a  diameter  of  2.8 
cm  and  are  7  cm  high.  The  plastic  cylinder  wall  is  1  mm  thick  (See  Text  for  details).  Numbers  indicate  electron 
density  relative  to  water  of  each  insert. 

Figure  6  (a):  Contrast  of  different  tissue  equivalent  materials  to  soft  tissue  (ICRU  44).  Contrast  was  computed  as 
the  difference  from  the  soft-tissue  value.  The  energy  range  of  the  used  100  kVp  x-ray  tube  is  indicated  (30  keV  to 
100  keV).  The  contrast  decreases  with  increasing  energy  and  is  fairly  constant  in  the  MV  energy  range.  A  slight 
change  in  contrast  at  highest  energies  is  caused  by  pair  production,  (b)  Iso-dense  contrast  to  soft-tissue  computed 
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using  the  mass  attenuation  coefficients  p/p.  By  dividing  the  attenuation  by  the  mass  density  (approximately  equal 
to  the  electron  density)  the  Compton  effect  is  reduced  to  a  minimum  and  only  the  contrast  caused  by  photoelectric 
effect  or  pair  production  for  high  energies  is  shown.  The  lines  are  interpolated  between  the  points  calculated  from 
tabulated  attenuation,  and  the  points  are  indicated  with  the  +  symbol  in  the  eye  (lens)  curve. 

Figure  7:  Signal-to-noise  ratio  versus  energy.  The  arrows  indicate  the  mean  energies  Em  of  the  two  used  polyener- 
getic  spectra  (60  keV  and  2  MeV).  The  SNR  was  computed  for  4  different  detectors:  a  kV  FPI,  an  MV  FPI,  a 
fluoroscopic  CsI:Tl  system  and  a  standard  CT  Xenon  gas  detector.  All  detectors  were  assumed  to  have  the  same 
spatial  resolution  allowing  reasonable  CT  reconstructions  at  0.5  mm  voxel  size  and  5  mm  slice  thickness.  The 
calculations  were  done  assuming  a  phantom  diameter  of  1 1  cm  in  a),  25  cm  in  b),  and  40  cm  in  c).  As  the  phan¬ 
tom  gets  thicker  the  gap  between  kV  and  MV  gets  smaller  because  of  the  higher  attenuation  for  kV.  But  even  for 
the  40  cm  phantom  the  kV  imager  shows  a  clear  advantage  in  terms  of  SNR  vs.  dose.  Both  FPIs  incorporate  a  133 
mg/cm2  Gd202S:Tb  phosphor  screen  but  the  MV  panel  has  an  additional  1  mm  of  copper.  The  CsI:Tb  crystals 
have  a  thickness  t  of  1  cm,  the  Xenon  detector  of  t=5  cm  and  the  gas  is  kept  at  a  pressure  of  5  atm.  kV  doses  have 
to  be  multiplied  by  a  backscatter  factor  of  1.3,  which  is  not  included  in  the  theoretical  prediction. 

Figure  8:  Theoretical  prediction  and  measurements  of  voxel  SNR  in  CBCT  reconstructions.  Squares  represent  the 
kV  results,  circles  the  MV,  and  the  error  bar  is  one  standard  deviation.  Solid  lines  represent  the  theoretical  predic¬ 
tion.  The  kV  reconstruction  consists  of  0.25  mm3  voxels,  and  the  MV  of  0.5  mm3  voxels.  The  overestimation  of 
SNR  for  low  doses  may  be  caused  by  additive  noise  in  the  detector.  For  higher  doses  additive  noise  is  insignifi¬ 
cant  and  blurring  in  the  detector  may  cause  the  slight  underestimation  for  these  doses.  But  these  effects  are  not 
accounted  for  in  the  theory.  The  kV  doses  must  be  multiplied  by  a  backscatter  factor  of  1.3. 

Figure  9:  Reconstructions  of  the  contrast  phantom  for  3  different  MV  and  one  kV  dose  levels.  The  materials  were 
liver  in  the  upper  left  comer  then  going  clockwise  to  polyethylene,  solid  water,  breast,  brain  and  resin.  The  liver, 
polyethylene,  breast  and  resin  inserts  are  clearly  differentiable  in  the  kV  image.  Even  water  is  detectable  by  a 
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small  rind.  The  brain  insert,  which  has  a  higher  electron  density  than  water  appears  darker.  In  the  MV  image  only 
4  inserts  are  detectable  in  the  two  high  dose  images.  Solid  water  and  resin  are  not  visible.  In  the  6  cGy  image  only 
liver  and  polyethylene  are  detectable.  Compared  to  the  kV  image  the  brain  insert  shows  the  expected  higher  con¬ 
trast  to  water.  Due  to  instabilities  in  the  MV  FPI  some  ring  artifacts  appear  in  the  center.  As  the  cylinder  was 
clamped  to  a  metal  post  in  the  MV  system  it  is  not  perfectly  round,  compared  to  the  kV  image,  where  the  cylinder 
was  standing  upright.  The  fact  that  the  1  mm  wall  of  the  plastic  cylinder  is  visible  in  the  kV  image  indicates  a 
high  Z  component  in  the  plastic. 
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Appendix  I:  Flat-panel  Cone-beam  Computed  Tomography  for 
Image-guided  Radiation  Therapy 
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ABSTRACT 

Purpose:  Geometric  uncertainties  in  the  process  of  radiation  planning  and  delivery  constrain  dose  escalation 
and  induce  normal  tissue  complications.  An  imaging  system  has  been  developed  to  generate  high-resolution, 
soft-tissue  images  of  the  patient  at  the  time  of  treatment  for  the  purpose  of  guiding  therapy.  The  performance  of 
the  imaging  system  is  evaluated  and  the  application  to  image-guided  radiation  therapy  is  discussed. 

Materials  and  Methods:  A  kilovoltage  imaging  system  capable  of  radiography,  fluoroscopy,  and  cone-beam 
computed  tomography  has  been  integrated  with  a  medical  linear  accelerator.  Kilovoltage  x-rays  are  generated 
by  a  conventional  x-ray  tube  which  is  mounted  on  a  retractable  arm  at  90°  to  the  treatment  source.  A  4 1x4  lcm2 
flat-panel  x-ray  detector  is  mounted  opposite  the  kV  tube.  The  entire  imaging  system  operates  under  computer- 
control  with  a  single  application  providing  calibration,  image  acquisition,  processing,  and  cone-beam  CT 
reconstruction.  Cone-beam  CT  imaging  involves  acquiring  multiple  (330)  kV  radiographs  as  the  gantry  rotates 
through  360°  of  rotation.  A  filtered  back-projection  algorithm  is  employed  to  reconstruct  the  volumetric 
images.  Geometric  non-idealities  in  the  rotation  of  the  gantry  system  are  measured  and  corrected  during 
reconstruction.  Qualitative  evaluation  of  imaging  performance  is  performed  using  an  anthropomorphic  head 
phantom  and  a  coronal  contrast  phantom.  The  influence  of  geometric  non-idealities  is  examined  by 
deactivating  the  correction  scheme. 

Results:  Images  of  the  head  phantom  were  acquired  with  1.2  R  of  exposure  and  illustrate  the  sub-millimeter 
spatial  resolution  that  is  achieved  with  the  cone-beam  approach.  High  resolution  sagittal  and  coronal  views 
demonstrate  nearly  isotropic  spatial  resolution.  Flex  corrections  on  the  order  of  0.2  cm  were  required  to 
compensate  gravity-induced  flex  in  the  support  arms  of  the  source  and  detector,  as  well  as,  slight  axial 
movements  of  the  entire  gantry  structure.  Images  reconstructed  without  flex  correction  suffered  from  loss  of 
detail,  ghosting,  and  streak  artifacts.  Reconstructions  of  the  contrast  phantom  demonstrate  the  soft-tissue 
imaging  capability  of  the  system.  A  contrast  of  47  Hounsfield  Units  was  easily  detected  in  a  0.1  cm  thick 
reconstruction  for  an  imaging  exposure  of  1 .2  R  (in-air,  in  absence  of  phantom).  The  comparison  with  a 
conventional  CT  scan  of  the  phantom  further  demonstrates  the  spatial  resolution  advantages  of  the  cone-beam 
CT  approach. 

Conclusions:  A  kV  cone-beam  CT  imaging  system  based  on  a  large  area,  flat-panel  detector  has  been 
successfully  adapted  to  a  medical  linear  accelerator.  The  system  is  capable  of  producing  images  of  soft-tissue 
with  excellent  spatial  resolution  at  acceptable  imaging  doses.  Integration  of  this  technology  with  the  medical 
accelerator  will  result  in  an  ideal  platform  for  high-precision,  image-guided  radiation  therapy. 

Keywords:  radiotherapy,  cone -beam  computed  tomography,  linear  accelerator,  image  guidance,  flat-panel 
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INTRODUCTION 

Volumetric  planning  in  radiation  therapy  has  spurred  the  broad  implementation  of  intensity  modulated  radiation 
therapy  (IMRT)  through  it’s  clear  illustration  of  the  improved  dose  distributions  that  can  be  achieved  with  this 
technology.  Similarly,  volumetric  planning  has  pressured  the  community  to  better  understand  the  geometric 
uncertainties  inherent  in  the  delivery  process,  resulting  in  methods  for  the  engineering  of  three-dimensional  (3- 
D)  margins  that  can  accommodate  these  uncertainties.1'6  While  the  use, of  appropriate  margins  is  critical  if 
target  volume  coverage  objectives  are  to  be  satisfied,  it  has  become  very  clear  that  substantial  increases  in 
prescription  dose  could  be  safely  pursued  if  these  margins  could  be  reduced.7,8  Investigations  of  the  geometric 
uncertainties  in  radiation  therapy  illustrate  the  many  challenges  in  reducing  these  uncertainties  beyond  current 
levels.  Investigations  of  internal  organ  motion9'20  have  demonstrated  that,  for  many  sites,  substantial  reductions 
in  geometric  uncertainty  require  the  visualization  of  internal  structures  in  the  reference  frame  of  the  treatment 
unit.  The  development  of  volumetric  imaging  systems  for  on-line  image  guidance  has  been  a  major  focus  of 
research  in  the  past  5  years. 

Many  investigators  have  examined  the  use  of  the  treatment  beam  to  perform  megavoltage  (MV)  computed 
tomography  (CT)  of  the  patient  in  treatment  position.  This  was  first  proposed  in  1983  by  Swindell  et  al.21  and 
has  been  extended  to  a  cone-beam  implementation  by  Mosleh-Sharazi  et  al.22  Other  investigators  have 
employed  various  two-dimensional  (2-D)  detectors  to  perform  MV  cone-beam  CT  on  conventional 
accelerators.23'26  In  1987,  Brahme  et  al.27  proposed  the  development  of  MV  CT  based  on  the  50  MV  scanning 
photon  beam  of  the  racetrack  microtron,  this  approach  offers  elevated  contrast  due  to  the  increasing  pair- 
production  cross-section  at  x-ray  energies  over  1.022  MeV.  More  recently,  Ruchala  et  al.  have  reported  on  the 
development  of  a  helical  MV  CT  scanner  in  conjunction  with  the  Tomotherapy  project.28  While  many 
investigators  have  been  evaluating  MV  CT  for  radiotherapy  verification,  the  only  system  to  reach  routine 
clinical  use  is  that  which  has  been  developed  by  Nakagawa  et  al.29  In  their  procedure,  a  pre-treatment  MV  CT 
slice  is  used  to  verify  the  patient  setup  for  stereotactic  radiosurgery  of  the  lung.  While  utilization  of  the  MV 
source  for  imaging  seems  to  offer  an  elegant  solution  in  terms  of  imaging  and  delivery  with  the  same  source,  it 
faces  the  enormous  challenge  posed  by  the  poor  detection  efficiency  of  x-ray  detectors  in  the  MV  energy 
range.30  The  low  efficiency  results  in  poor  signal-to-noise  performance  for  clinically  acceptable  doses  (<10 
cGy).  Furthermore,  the  increased  radiation  transport  in  the  x-ray  detector  reduces  the  spatial  resolution  that  can 
be  expected  at  these  energies. 

Introducing  existing  imaging  technologies  into  the  therapy  setting  is  another  alternative.  The  clear  value  of 
integrated  imaging  and  delivery  compelled  Uematsu  et  al.  to  install  of  a  conventional  CT  scanner  and  a 
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conventional  simulation  unit  in  the  radiotherapy  suite.31  This  approach  offers  volumetric  imaging  and  real-time 
fluoroscopy  in  the  treatment  room.  Reference  between  the  imaging  and  delivery  systems  is  maintained  through 
a  single,  pivoting  table  that  can  dock  to  each  system.  The  system  has  been  employed  in  a  variety  of  treatment 
sites,  demonstrating  the  many  advantages  of  integrated  imaging  and  delivery.32'34 

It  has  been  our  approach  to  integrate  a  kilovoltage  (kV)  x-ray  source  and  large  area  flat  panel  detector  on  a 
medical  linear  accelerator  for  fluoroscopy,  radiography,  and  cone-beam  volumetric  CT.8,35"38  The  cone -beam 
method  allows  a  volumetric  CT  image  to  be  reconstructed  from  data  collected  during  a  single  rotation  of  the 
gantry.  This  approach  offers  the  combined  functionality  that  has  been  identified  byUematsu  et  al.31  in  a  single 
integrated  imaging  and  delivery  system.  Geometric  cross-calibration  of  the  imaging  and  delivery  systems 
allows  volumetric  images  to  be  collected  in  the  reference  frame  of  the  delivery  system.8,38  In  this  form,  a  highly 
integrated  model  can  be  envisioned  in  which  the  control  system  of  the  treatment  unit  orchestrates  the  interplay 
of  the  imaging  and  delivery  components  on  a  single  machine.  Such  an  approach  offers  the  flexibility  to  employ 
a  treatment  procedure  specific  imaging  strategy  -  whether  real-time  fluoroscopy,  radiography,  cone-beam  CT, 
or  an  appropriate  combination  of  all  three.  Integration  will  allow  image-guided  procedures  to  be  performed 
within  the  tight  time  constraints  found  in  the  radiation  therapy  setting. 

In  previous  publications  the  feasibility  of  cone-beam  CT  based  image-guidance  has  been  explored  using  a  kV 
imaging  system  based  upon  a  phosphor  screen  optically  coupled  to  a  charge-coupled  device  (CCD).  The 
drawbacks  of  the  CCD-based  approach  have  been  identified39  and  a  new  approach  based  upon  large-area  flat- 
panel  detectors  has  been  proposed.40  The  adaptation  of  this  technology  to  a  medical  linear  accelerator  and  an 
evaluation  of  it’s  performance  is  the  subject  of  this  paper. 

MATERIALS  AND  METHODS 


Imaging  System 

A  kilovoltage  imaging  system  capable  of  radiography,  fluoroscopy,  and  cone-beam  computed  tomography  has 
been  integrated  with  a  medical  linear  accelerator  (Elekta,  SL-20,  Elekta  Oncology  Systems,  Atlanta,  GA). 
Kilovoltage  x-rays  are  generated  by  a  conventional  x-ray  tube  (Eureka  Rad-92,  Varian  Sapphire  Housing,  see 
Table  I)  which  has  been  mounted  on  a  retractable  arm  that  extends  from  the  accelerator’s  drum  structure  (see 
Figure  la).  The  tube’s  focal  spot  is  located  at  90°  to  the  MV  source  and  100  cm  (±  0.2  cm)  from  the  rotation 
axis  of  the  accelerator,  sharing  a  common  axis  of  rotation  with  the  MV  treatment  source.  The  x-ray  tube  is 
powered  by  a  45  kW  high-frequency  x-ray  generator  that  operates  under  computer  control.  A  4 1x4  lcm2  flat- 
panel  x-ray  detector  (Figure  lb;  RID  1640,  1024x1024,  Perkin-Elmer  Optoelectronics,  Wiesbaden,  Germany)  is 
mounted  opposite  the  kV  tube  at  a  gantry  position  of  -90°  and  a  nominal  detector  to  focal  spot  distance  of  155 
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cm.  The  detector  has  many  features  that  make  it  ideally  suited  to  cone-beam  CT  including  a  high  x-ray  cross- 
section  and  efficient,  distortion-free  read-out.  Such  detectors  were  initially  developed  for  radiography  and 
fluoroscopy  applications  and  these  areas  continue  to  drive  improvements  in  their  performance.  The 
characteristics  of  the  detector  used  in  this  system  are  listed  in  Table  I.  The  entire  imaging  system  operates 
under  computer-control  with  x-ray  exposure  and  detector  readout  synchronized  via  software  running  under  the 
Windows  NT  operating  system  (Figure  2a).  Calibration,  image  acquisition,  processing,  and  cone-beam  CT 
reconstruction  execute  on  a  personal  computer  equipped  with  a  500  MHz  Pentium Xeon  processor  and  1  Gb  of 
RAM. 

Imaging  Geometry 

Accurate  cone-beam  CT  reconstruction  from  x-ray  radiographs  requires  that  the  projection  geometry  for  each 
radiograph  is  known  at  the  time  of  reconstruction.  For  systems  that  are  well-described  by  a  simple  rotation,  the 
projection  geometry  can  be  calculated  from  the  angular  increment  provided  the  source,  axis-of-rotation,  and 
detector  positions  are  well  known  for  at  least  one  projection.  The  system  under  investigation  here  cannot  be 
described  by  a  simple  rotation.  The  substantial  mass  of  the  x-ray  tube  and  detector  combined  with  their 
distance  from  the  drum  face  (125  cm)  result  in  substantial  flex  of  these  components  during  gantry  rotation.41 
This  flex  is  accommodated  through  a  calibration  procedure  that  maps  all  the  non-idealities  present  during  gantry 
rotation  to  small  in-plane  translations  of  the  detector.  The  calibration  procedure  begins  by  placing  a  small  steel 
bearing  (0.8  cm  diameter)  at  the  nominal  treatment  isocenter  of  the  treatment  gantry.  X-ray  projections  are 
taken  of  the  bearing  as  the  gantry  rotates  clock-wise  through  360°.  The  displacement  of  the  projected  bearing 
location  with  respect  to  the  detector  is  measured  and  the  bearing  location  is  adjusted  to  minimize  these 
displacements.  With  the  displacements  minimized,  a  final  set  of  projections  is  acquired  taking  some  330 
projections  over  360°.  The  centroid  of  the  bearing  in  each  image  is  determined  automatically  via  software  and 
recorded.  From  this  analysis  a  calibration  map  of  centroid  position  versus  gantry  angle  is  established.  The 
method  is  insensitive  to  the  bearing  position  along  the  axis  of  rotation,  therefore,  the  bearing  position  is  not 
adjusted  in  this  dimension  during  the  calibration  procedure. 

Imaging  Procedure 

In  the  current  system,  x-ray  generation  and  image  acquisition  operate  independently  of  gantry  motion.  The 
gantry  rotation  speed  is  selected  to  provide  a  reasonable  angular  increment  between  projections  (1-2°). 
Measurements  of  angular  velocity  performed  during  system  development  demonstrate  that  the  angular  velocity 
of  the  gantry  is  not  constant,  however,  stability  increases  with  average  velocity.  The  angular  velocity  and 
detector  read-out  rate  were  selected  such  that  velocity  was  maximized  while  not  introducing  precise  timing 
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requirements  in  the  control  of  the  detector  read-out  and  x-ray  exposure.  The  timing  diagram  for  the  imaging 
procedure  is  illustrated  in  Fig.  2b.  In  this  approach,  the  image  acquisition  interval  is  set  by  the  frame  rate  of  the 
detector.  The  x-ray  exposure  immediately  follows  image  storage  with  the  gantry  angle  sampled  immediately 
prior  and  following  exposure.  The  average  of  the  two  samples  is  used  to  index  the  previously  acquired 
projection  calibration  files  and  generate  a  geometric  description  of  the  projection.  This  image  acquisition  cycle 
continues  until  the  gantry  has  completed  360°  of  rotation. 

Immediately  prior  to  acquisition,  a  set  of  20  frames  are  read  from  the  defector  in  the  absence  of  x-rays  to 
characterize  the  offset  present  in  the  detector  signal.  An  additional  set  of  dark  frames  is  acquired  in  conjunction 
with  a  set  of  open  field  exposures  at  the  same  technique  as  employed  during  the  cone-beam  CT  acquisition. 
Based  on  these  images,  each  projection  of  the  cone-beam  CT  data  set  is  then  corrected  for  pixel-to-pixel  offset 
and  gain  variations.  Defective  pixels  in  the  sensor  have  been  previously  identified  and  the  pixel  values  at  these 
locations  are  corrected  using  a  3x3  median  filter.  The  open-field  signal  in  each  image  is  normalized  to  remove 
variations  in  x-ray  exposure. 

The  algorithm  employed  to  reconstruct  the  cone-beam  CT  images  from  the  projections  is  based  on  that  reported 
by  Feldkamp  et  al.42  Briefly,  the  projections  are  weighted  and  filtered  in  one-dimension.  The  resulting  images 
are  interpolated  at  four  times  resolution  and  stored  for  sampling  during  back-projection.  The  geometric 
calibration  for  each  image  modifies  the  back-projection  vectors  to  accommodate  flex  in  the  mechanical 
assembly.  The  influence  of  flex  on  the  reconstructed  images  can  be  evaluated  by  comparing  images 
reconstructed  with  and  without  the  flex  correction. 

Phantom  Studies 

Overall  performance  of  the  system  was  evaluated  using  two  phantoms:  (i)  an  anthropomorphic  head  phantom, 
and,  (ii)  a  contrast  phantom  oriented  coronally. 

The  anthropomorphic  phantom  (The  Phantom  Laboratory,  Salem,  NY)  consists  of  the  head  and  torso  of  a 
human  skeleton  embedded  in  plastic.  With  the  head  of  the  phantom  suspended  off  the  end  of  the  treatment 
couch,  three  hundred  and  twenty-one  projections  (120  kVp,  25  mA,  0.025  s)  were  acquired  over  183  seconds  as 
the  gantry  rotated  through  360°.  The  in -air  exposure  (in  the  absence  of  phantom)  delivered  to  the  isocenter  for 
this  technique  is  1 .2  R.  Four  image  sets  were  reconstructed  from  the  projection  data  including  a  cubic  volume 
(341x341x341  at  0.075  cm  voxel  pitch)  and  three  orthogonal  slices  (transverse,  coronal,  sagittal)  at  full 
resolution  (1024x1024  at  0.025  cm  voxel  pitch). 
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The  contrast  phantom  is  shown  schematically  in  Fig.  3a  and  consists  of  twelve,  2.9  cm  diameter  inserts  placed 
in  a  16.7  cm  diameter  water  bath  5  cm  in  depth.  The  inserts  and  their  nominal  CT  numbers  are  listed  in  Fig. 
3a.43  The  phantom  was  placed  at  the  isocenter  of  the  accelerator  gantry  on  a  radio-translucent  support  (Fig.  3b). 
The  x-ray  technique  was  identical  to  that  employed  for  the  head  phantom  (see  above).  Three  hundred  and  thirty 
projections  were  acquired  over  360°  requiring  188  seconds.  Four  adjacent  coronal  slices  were  reconstructed  at 
full  resolution  (1024x1024  at  0.025  cm  voxel  pitch)  and  averaged  together  to  produce  a  0.1  cm  thick  coronal 
slice.  Images  of  the  contrast  phantom  were  also  acquired  on  a  conventional  CT  scanner  (Philips  SR-7000, 
Philips  Medical  Systems,  Atlanta,  GA)  using  a  non-helical  technique  (120  kVp,  200  mA,  1  s,  Standard  Flead 
Filter,  0.1  cm  slice  thickness,  0.1  cm  table  index).  The  technique  delivered  a  4.5  R  exposure  to  isocenter 
(measured  in  the  absence  of  the  phantom).  The  entire  length  of  the  phantom  was  scanned  in  180  seconds, 
generating  180  slices.  A  25  x  25  cm2  field-of-view  (FOV)  was  reconstructed  at  a  resolution  of  0.049  cm 
(512x512). 


RESULTS 


Geometric  Non-idealities 

The  graphs  in  Fig.  4  describe  the  measured  geometric  non-idealities  in  the  present  system.  Figure  4a  presents 
an  analysis  of  the  measured  gantry  angle  during  three  different  cone-beam  CT  acquisitions.  The  angular 
velocity  of  the  gantry  was  found  to  vary  by  a  factor  of  two  over  the  roughly  180  seconds  that  it  takes  to  travel 
through  360°.  Given  that  the  projections  are  sampled  at  a  fixed  time  interval  (0.570  s),a  higher  density  of 
projections  are  acquired  near  0°  than  at  ±180°.  The  angular  increment  varied  from  0.7  to  1 .6°  over  the  course  of 
the  acquisition.  No  weighting  corrections  were  applied  to  accommodate  these  variations. 

In  addition  to  the  variations  in  angular  increment,  the  system  also  suffers  from  instability  in  the  geometric 
relationship  between  the  kV  focal  spot  and  the  flat-panel  detector.  The  graph  in  Fig.  4b  illustrates  the  influence 
of  gantry  angle  on  the  projected  isocenter  at  the  detector  plane.  If  one  assumes  that  the  focal  spot  travels  on  a 
circular  trajectory  that  is  well  described  by  gantry  angle,  then  the  observed  displacement  in  projected  isocenter 
can  be  attributed  to  flex  in  the  detector  arm  or  gross  motion  of  the  gantry  with  respect  to  the  treatment  room. 
The  plot  in  Fig.  5b  suggests  that  both  types  of  motion  are  occurring  in  this  case.  The  deviations  in  the  u- 
coordinate  are  indicative  of  flex  in  the  arm,  while  deviations  in  the  v-coordinate  are  indicative  of  translation  of 
the  gantry  along  it’s  axis  during  rotation  (i.e.  a  cork-screw  motion).  Overall,  the  magnitude  of  this  motion  is 
less  than  0.2  cm  in  both  dimensions.  The  variations  in  angular  increment  and  observed  flex  are  taken  into 
consideration  during  reconstruction  by  adjusting  the  back-projection  to  be  consistent  with  the  geometry  of 
acquisition. 
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Phantom  Studies 

Cone-beam  CT  reconstructions  of  the  anthropomorphic  head  phantom  are  shown  in  Fig.  5.  The  full  FOV 
reconstruction  (Fig.  6a)  was  performed  at  one-third  resolution  (0.075  cm  voxel  pitch)  to  illustrate  the  large  FOV 
achieved  with  a  single  rotation  of  the  gantry  in  the  cone-beam  approach.  The  large  FOV  and  high  spatial 
resolution  of  the  cone-beam  system  are  illustrated  in  Figs.  5b-d.  Each  of  these  images  was  reconstructed  from 
the  same  cone-beam  CT  data  set.  The  transverse  image  (Fig.  5b)  is  the  conventional  presentation  of  CT  data. 
Figures  5c&d  illustrate  the  fully  volumetric  nature  'of  the  cone-beam  CT  data  showing  excellent  spatial 
resolution  in  all  three  dimensions.  Trabecular  bone  structure  is  clearly  visible  in  the  vertebral  column  (Figs. 
5e&f).  Overall,  the  images  are  of  very  high  quality.  A  slight  vertical  streak  artifact  can  be  seen  in  thesagittal 
cut.  The  source  of  this  artifact  is  currently  under  investigation. 

Figure  6  illustrates  the  importance  of  correcting  for  flex  and  gantry  displacement  during  reconstruction.  Cone- 
beam  reconstructions  of  the  anthropomorphic  head  phantom  were  performed  with  the  flex  correction  scheme 
disabled  and  compared  with  those  reconstructed  with  the  flex  correction  active.  The  influence  of  the  small 
corrections  (<0.2  cm)  is  very  clear  when  the  corrected  and  uncorrected  reconstructions  are  compared.  The  non¬ 
rigidity  manifests  itself  in  three  ways:  (1)  an  overall  reduction  in  the  visibility  of  detail  (as  seen  in  the  anterior 
aspect  of  the  hard  palate  in  Figs.  6d&e),  and,  (2)  the  introduction  of  misregistration  artifacts  (as  seen  by  a 
double  bone  edge  along  the  anterior  aspect  of  the  posterior  cranial  fossa,  directly  adjacent  to  the  mastoid  air 
cells  in  Figs.  6a&b),  and,  (3)  through  the  introduction  of  streak  artifacts  (horizontal  streaks  through  the  mastoid 
air  cells  in  Fig.  6b).  The  streak  artifacts  are  expected  to  become  more  pronounced  for  higher  contrast  objects, 
obscuring  surrounding  low  contrast  structures  of  interest.  These  images  illustrate  the  importance  of  minimizing 
geometric  inconsistencies  between  acquisition  and  reconstruction.  Every  effort  should  be  made  to  eliminate 
geometric  non-idealities  or  guarantee  their  reproduciblity. 

The  imaging  results  for  the  coronal  contrast  phantom  are  presented  in  Fig.  7.  The  cone-beam  CT  image  (Fig. 
7a)  was  reconstructed  at  a  voxel  pitch  of  0.025  cm  with  four  adjacent  slices  averaged  to  effect  a  0.1  cm  slice  in 
the  coronal  plane.  Overall,  the  image  contains  significant  spatial  detail  as  well  as  soft-tissue  contrast.  The 
lowest  detectable  contrast  insert  is  breast  at  47  HU.  An  image  of  the  same  phantom  acquired  on  the 
conventional  CT  scanner  is  presented  in  Fig.  7b.  A  direct  comparison  of  spatial  resolution  and  contrast 
detection  is  not  possible  due  to  differences  in  the  voxel  size  (factor  of  4  in  voxel  volume)  and  total  dose  used  to 
form  the  two  images.  However,  it  is  interesting  to  note  that  the  two  scans  were  acquired  in  the  same  amount  of 
time  (180  s)  and  the  conventional  CT  scanner  was  operated  at  it’s  limit  of  spatial  resolution  in  the  axial 
dimension  (slice  thickness  of  0.1  cm).  This  difference  in  axial  resolution  is  clearly  visible  in  Figs.  7c&d.  A 
low-contrast  streak  artifact  in  the  x-dimension  can  be  seen  around  the  higher  contrast  bone  inserts.  In 
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conventional  CT,  this  type  of  artifact  is  seen  in  the  transverse  plane  for  systems  with  a  geometricmiscalibration 
and  results  from  inconsistencies  in  the  back-projection  of  opposing  views.  The  presentation  of  such  artifacts  in 
the  coronal  plane  indicates  an  axial  misregistration  among  projections.  The  artifact  is  most  likely  due  to  subtle 
variations  in  the  axial  displacement  of  the  gantry  between  acquisitions.  Previous  investigations  have 
demonstrated  hysteresis  effects  for  this  motion  (i.e.  the  axial  position  of  the  gantry  depends  on  both  angle  and 
direction  of  rotation).  Further  study  of  the  stability  of  these  corrections  is  required. 

Overall,  the  cone-beam  CT  image  demonstrates  the  system's  capacity  for  high  spatial  resolution  and  soft-tissue 
imaging.  In  addition  to  these  features,  a  comparison  of  cone-beam  and  conventional  CT  highlights  the  lack  of 
any  obvious  geometric  distortions  in  the  cone-beam  CT  image. 

DISCUSSION 

A  kV  cone-beam  CT  system  has  been  adapted  to  the  gantry  of  a  medical  linear  accelerator  for  image-guided 
radiation  therapy.  The  results  demonstrate  that  the  system  is  capable  of  imaging  human  anatomy  with  excellent 
spatial  resolution  and  soft-tissue  sensitivity.  Prior  investigations  have  demonstrated  that  flat-panel  detectors  are 
suitable  for  cone-beam  CT.37,40’44'48  The  results  reported  here  demonstrate  that  they  can  be  applied  under  non¬ 
ideal  geometric  conditions.  The  magnitude  of  the  geometric  non-idealities  observed  in  these  investigations  are 
not  representative  of  what  would  be  observed  on  all  accelerator  gantries.  Furthermore,  in-field  adjustments  can 
easily  be  performed  to  minimize  the  observed  cork-screw  motion  of  the  Elekta  SL-series  gantry.  The  variations 
in  angular  velocity  seem  to  be  well  accommodated  by  the  reconstruction  code,  however,  tighter  integration  of 
the  imaging  and  accelerator  control  system  will  allow  data  sets  to  be  acquired  at  regular  angular  increments. 

One  outstanding  area  of  concern  is  in  the  increased  presence  of  x-ray  scatter  in  the  cone-beam  CT  geometry. 
Scattered  x-rays  reaching  the  detector  can  lead  to  cupping  artifacts  and  to  a  reduction  in  contrast-to-noise 
performance.  Recent  investigations  have  demonstrated  that  there  are  several  ways  of  addressing  these  issues.47 
The  first  approach  is  to  minimize  the  amount  of  x-ray  scatter  reaching  the  detector  while  maintaining  a  high 
detector  efficiency.  Our  results  suggest  that  a  source-to-detector  distance  between  150  and  160  cm  is  optimal 
for  the  system  reported  here  under  conditions  of  high  x-ray  scatter,  such  as  would  be  found  in  imaging  the 
pelvis.  The  lack  of  any  scatter  artifacts  in  the  images  presented  here  supports  this  assertion.  With  the  system 
geometry  optimized,  other  methods  of  managing  x-ray  scatter  can  be  pursued  including  (i)  proper  selection  of 
the  voxel  size  during  reconstruction  and  (ii)  increasing  the  imaging  dose.  These  choices  require  procedure 
specific  information,  such  as,  the  required  spatial  resolution  for  therapy  guidance,  the  dimensions  of  the  imaged 
anatomy,  and  the  clinical  constraints  on  imaging  dose.48 
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It  is  the  overall  objective  of  these  investigations  to  develop  a  system  that  permits  the  radiation  oncologist  to 
confidently  deliver  highly  conformal  radiation  dose  distributions  in  the  human  body  with  a  level  of 
conformation  more  in  keeping  with  radiosurgical  practice  than  conventional  radiation  therapy.  Given  the 
exquisite  detail  visible  in  the  images  presented  here,  it  seems  clear  that  such  a  system  would  begin  to  reduce  the 
distinction  between  these  two  disciplines,  allowing  exciting  questions  with  regard  to  fraction  size  to  emerge.  A 
great  deal  of  work  remains  in  the  development  of  this  technology  into  the  form  necessary  for  high-precision 
image-guided  radiation  therapy,  however,  there  appear  to  be  no  technological  road  blocks  to  this  development. 
Given  the  results  presented  above,  there  are  several  questions  that  should  be  addressed  if  the  overall  objective  is 
to  be  considered  achievable. 

What  is  the  maximum  reconstructed  field-of  -view  with  this  technology?  In  the  system  described  above,  the 
reconstruction  FOV  is  limited  to  a  cylinder  26.5  cm  in  length  and  26.5  cm  in  diameter.  This  limitation  is  a 
result  of  the  requirement  that  the  entire  extent  of  the  imaged  object  remain  in  the  detector’s  FOV  for  all 
projections.  Cho  et  al.49  have  developed  a  method  to  increase  the  reconstruction  FOV  of  small  detectors  by 
offsetting  the  detector  with  respect  to  the  central  axis.  This  approach  requires  the  collection  of  projections  over 
a  full  360°.  An  offset  scheme  with  7.6  cm  of  overlap  at  the  detector  would  provide  a  48  cm  reconstruction  FOV 
-  comparable  to  that  of  a  conventional  CT  scanner.  This  development  is  of  critical  importance  for  sites  below 
the  head  and  neck. 

What  is  the  fastest  acquisition  time?  In  the  current  system,  acquisition  of  a  complete  cone-beam  data  set 
requires  approximately  180  seconds.  Improvements  to  the  synchronization  software  would  allow  these 
acquisition  times  to  be  reduced  by  a  factor  of  two  (i.e.  90  seconds)  with  the  detector  read-out  rate 
(0.285s/frame)  limiting  acquisition.  Faster  frame  rates  (30  frames/sec)  have  been  reported  for  similar 
detectors,50  such  a  frame-rate  would  allow  330  projections  to  be  acquired  in  under  15  seconds.  At  this  rate,  the 
maximum  angular  velocity  of  the  gantry  (1  revolution  per  minute)  becomes  the  limiting  factor.  This  restriction 
is  attributed  to  the  IEC  (International  Electromechanical  Commission,  Geneva,  Switzerland)  recommendations 
with  respect  to  the  motion  of  medical  devices  and  may  need  to  be  reconsidered  considering  the  advantages  of 
faster  image  acquisition  rates. 

How  long  would  the  clinician  have  to  wait  for  the  images  to  reconstruct?  The  clinical  application  of  cone-beam 
CT  for  image-guided  therapy  in  an  on-line  setting  requires  images  to  be  available  within  a  few  moments  of 
acquisition.  The  images  presented  in  this  paper  were  reconstructed  on  a  500  MHz  Pentium  Xeon  processor 
equipped  with  1Gb  of  RAM  requiring  from  a  few  minutes  for  a  single  high-resolution  tranverse  slice  to  21 
hours  for  a  341x341x341  cube.  Very  little  effort  has  been  invested  in  accelerating  these  reconstruction  times 
because  high-speed  reconstruction  are  commercially  available  and  can  be  readily  adapted  for  cone-beam  CT 
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reconstruction  of  the  data  presented  here.51,52  Such  systems  are  capable  of  reconstructing  2563  volumes  from 
300  projections  (1024x1024)  in  under  60  seconds.51  Given  this  level  of  performance,  it  is  possible  that  the 
imaging  data  will  be  available  within  moments  of  the  completion  of  acquisition. 

How  is  integrated  cone-beam  CT  different  from  conventional  CT  in  directing  therapy?  The  significant 
difference  between  conventional  CT  and  cone-beam  CT  in  this  regard  is  that  cone-beam  CT  data  can  be 
referenced  directly  to  the  treament  machine  coordinates  without  the  use  of  skin  marks,  body  frame,  or  calibrated 
couch  movements.  The  use  of  cone-beam  CT  for  guiding  therapy  requires  the  development  of  a  calibration 
scheme  to  cross-calibrate  the  imaging  and  treatment  components  of  the  accelerator.  In  this  approach,  every 
voxel  in  the  reconstructed  image  can  be  located  relative  to  the  MY  source  and  various  field  shaping  devices. 
An  interface  is  envisioned  in  which  the  graphical  representations  of  these  components  can  be  presented  relative 
to  the  recently  acquired  cone-beam  CT  images.  Of  course,  if  this  system  is  capable  of  calculating  dose  it  would 
be  of  great  interest  to  visualize  the  dose  with  respect  to  the  imaged  anatomy.  Thus,  it  is  becoming  clear  that  a 
reasonable  interface  to  the  accelerator  may  contain  many  of  the  features  currently  found  in  a  3-D  treatment 
planning  system.  The  cone-beam  system  also  has  the  significant  advantage  of  high-quality  fluoroscopy  and 
radiography  in  the  treatment  room,  permitting  simplified  radiographic  verification  of  patient  positioning  as  well 
as  fluoroscopic  monitoring  during  the  delivery  process  -  the  later  being  of  particular  importance  with  the 
increased  use  of  small  treatment  fields  as  found  in  step-and-shoot  or  dynamic  IMRT. 

What  must  be  developed  to  make  full  use  of  this  imaging  technology?  An  area  of  critical  importance  for 
clinical  implementation  is  in  the  tight  integration  of  the  imaging  system  within  the  linear  accelerator’s  control 
system.  It  is  clear  that  clumsy  imaging  procedures  will  not  succeed  in  today’s  busy  treatment  centers.  Only 
through  the  development  of  a  highly  integrated  imaging  and  delivery  system  will  this  technology  begin  to  make 
clinical  inroads.  An  unfortunate  case  in  point  can  be  found  in  the  very  slow  acceptance  of  the  portal  imaging 
technology.  While  this  technology  has  been  available  in  one  form  or  another  for  many  years,  it  has  yet  to  be 
adopted  in  the  mainstream.  This  is  a  consequence  of  the  lack  of  appropriate  tools  for  image  interpretation  and 
failure  to  fully  integrate  these  systems  into  a  clinically  acceptable  practice.  It  is  hoped  that  we  can  learn  from 
this  experience  and  not  have  the  technology  developed  here  suffer  a  similar  fate. 

CONCLUSION 

Overall,  the  results  of  these  investigations  support  the  hypothesis  that  cone-beam  CT  based  on  large  area,  flat- 
panel  detectors  is  an  excellent  candidate  for  image-guided  high-precision  radiation  therapy.  Previous 
investigations  of  the  fundamentals  of  flat-panel  performance  and  their  application  to  cone-beam  CT  have 
demonstrated  that  such  an  approach  can  provide  the  performance  necessary  for  soft-tissue  imaging  in  the 
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treatment  geometry.  The  results  reported  here  demonstrate  that  this  technology  can  be  successfully  adapted  to  a 
conventional  medical  linear  accelerator  accommodating  the  presence  of  geometric  non-idealities.  While  it  is 
clear  that  the  technology  is  capable  of  producing  volumetric  images  of  a  patient  in  treatment  position,  it  may  not 
be  immediately  clear  how  these  images  will  be  employed  in  directing  therapy. 

We  propose  the  development  of  a  new  generation  of  radiation  therapy  treatment  machines  capable  of  integrated 
imaging  and  delivery,  providing  a  means  for  seamless  target  identification,  real-time  monitoring  and  efficient 
delivery.  Such  -a  system  is  based  upon  cone-beam  CT  imaging  and  cone-beam  radiation  delivery.  In  this 
approach,  the  advantages  inherent  in  the  clinical  flexibility  of  the  conventional  gantry  structure  are  further 
heightened  through  the  capacity  for  low-dose  soft-tissue  imaging  and  fluoroscopic  monitoring. 
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Figure  Captions 

Figure  1:  (a)  Medical  linear  accelerator  modified  for  kV  cone-beam  computed  tomography  (CT).  A  kV  x-ray 
tube  has  been  mounted  on  a  retractable  arm  at  90  degrees  with  respect  to  the  treatment  source.  A  large-area 
(41x41  cm2)  flat-panel  imager  is  mounted  opposite  the  kV  x-ray  tube  on  a  fixed  mount,  (b)  Photo  of  the  large- 
area  flat-panel  detector  employed  in  this  investigation  (black)  in  comparison  to  a  smaller  detector  employed  in 
previous  investigations30,40'44'47  and  an  anthropomorphic  head  phantom.  Labels  indicate  the  pixel  format  and 
pixel  pitch  of  the  imagers  (i.e.,  1024x1024  pixels  and  512x512  pixels  at  400  pm  pitch,  respectively)  as  well  as 
the  approximate  sensitive  area  (i.e,  -41x41  cm2  and  -21x21  cm2,  respectively). 

Figure  2.  (a)  Screen  capture  representation  of  the  Windows  NT™-based  application  developed  to  acquire, 
process,  reconstruct,  and  store  projection  and  cone-beam  CT  datasets.  Fields  for  patient  information,  treatment 
data,  and  image  datasets  are  integrated  with  the  clinical  database.  Processes  for  image  acquisition  and 
processing  are  similar  to  those  previously  described,40  and  reconstruction  is  performed  using  a  modified  version 
of  the  cone-beam  filtered  backprojection.42  The  host  workstation  used  in  this  work  was  a  500  MHz  Pentium 
Xeon  PC  with  1GB  of  RAM.  (b)  Timing  diagram  illustrating  synchronization  of  imager  readout,  gantry 
rotation,  and  x-ray  exposure.  The  period  between  image  frames  is  constant  throughout  acquisition  (Tframe  =  570 
ms).  Gantry  rotation  initiates  prior  to  the  first  projection  and  is  measured  by  means  of  a  calibrated 
potentiometer  circuit.  Gantry  angle  is  sampled  twice  at  each  projection  -immediately  prior  to  and  immediately 
following  delivery  of  the  x-ray  exposure  -  and  averaged  to  yield  the  angle  of  the  projection  view.  X-ray 
exposures  (120  kVp;  25  mA;  25  ms  in  this  investigation)  were  reproducible  within  —3%,  with  slight  variations 
in  tube  output  normalized  according  to  the  detector  signal  measured  in  a  region  of  the  field  that  wasunoccluded 
in  all  projections.  To  achieve  fast  data  transfer  and  storage,  all  projections  for  a  single  acquisition  (330  images 
nominally)  were  stored  in  host  memory  (660  MB  allocated  for  storage  of  projection  data). 

Figure  3.  Contrast  phantom  used  in  preliminary  evaluation  of  the  accelerator-based  cone -beam  CT  system,  (a) 
Schematic  illustration  of  the  contrast  phantom,  consisting  of  12  electron  density  inserts  (Gammex  RMI, 

Middletown  WI)  in  water.  Electron  density  relative  to  water  (prf )  and  approximate  Hounsield  unit  (HU)  are 
listed  in  the  table  for  each  insert,  (b)  Schematic  illustration  of  the  contrast  phantom  oriented  coronally  with 
respect  to  the  linear  accelerator-based  cone -beam  CT  imaging  system.  Such  orientation  of  the  phantom 
illustrates  the  contrast  performance  of  the  imaging  system  in  thex-z  plane  and  illustrates  the  uniform  volumetric 
spatial  resolution  characteristics  of  the  imaging  system  (i.e.,  spatial  resolution  in  thez-dimension  similar  to  that 
in  the  transaxial  x-y  plane,  unlike  in  conventional  CT,  where  z-resolution  is  limited  by  slice  thickness). 

Figure  4.  Geometric  non-idealities  in  the  accelerator-based  cone-beam  imaging  system,  (a)  Angular  velocity 
measured  as  a  function  of  gantry  angle  at  a  specified  “assisted  set-up”  (ASU)  value  of  20,  which  is  intermediate 
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to  the  fastest  and  slowest  ASU  speeds.  Non-uniform  angular  velocity  -  e.g.,  by  a  factor  of  ~2  between 0=0°  and 
0=±18O°)  -  results  in  non-equiangular  intervals  in  the  projection  data  (acquired  at  fixed  intervals  ofTframe). 
Gantry  rotation  is  fastest  at0=±18O°  (MV  head  at  nadir),  slowest  at  0=0°  (MV  head  at  zenith),  and  described  by 
a  parabolic  curve  (solid  line).  Error  bars  span  two  standard  deviations,  (b)  Projected  location  of  the  center  of 
rotation  of  the  focal  spot  as  a  function  of  gantry  angle.  The  range  of  motion  is  fairly  small  (-0.2  cm),  with 
high-  and  low-frequency  components  found  to  be  highly  reproducible.41 

Figure  5.  Cone-beam  CT  images  of  the  anthropomorphic  head  phantom,  (a)  Surface  rendering  of  the  volume 
data  identifying  axial,  coronal,  and  sagittal  planes  and  illustrating  the  uniform  volumetric  spatial  resolution  of 
the  data.  The  image  in  (a)  was  reconstructed  using  a  (26.5  x  26.5  x  26.5)  cm3  field-of-view  with  0.075  cm 
voxels  (i.e.,  -3  times  the  nominal  voxel  pitch  of  0.025  cm),  (b)  Axial,  (c)  coronal,  and  (d)  sagittal  cuts  through 
the  volume  data  reconstructed  at  full  resolution  (1024x1 024  voxels  at  0.025  cm  voxel  pitch).  The  data  illustrate 
the  uniform  quality  and  quantity  of  image  data  acquired  in  a  cone-beam  CT  acquisition.  The  high  spatial 
resolution  is  illustrated  further  in  by  magnifying  the  bony  anatomy  surrounding  the  brain  stem  (e&f).  The 
potential  for  high-precision  radiotherapy  of  the  spine  becomes  evident. 

Figure  6.  Influence  of  flex-induced  geometric  non-idealities  on  reconstructed  images  of  the  anthropomorphic 
head  phantom.  Images  reconstructed  with  the  flex  correction  [magnified  (a)  axial  and  (d)  sagittal  views]  are 
compared  to  those  reconstructed  without  the  corrections  [(b)  axial  and  (e)  sagittal].  Close  inspection  of  the 
images  reveals  subtle  qualitative  differences,  including  blurring  oftrabecular  detail  and  slightly  increased  streak 
artifacts  for  the  reconstructions  without  flex  correction.  Differences  images  [(c)  axial  and  (f)  sagittal]  highlight 
the  regions  most  influenced  by  the  presence  of  flex  and  indicate  the  overall  pattern  ofmisregistration  introduced 
when  geometric  non-idealities  are  ignored.  Three  manifestations  of  the  flex  have  been  identified  in  the 
difference  images  (1)  loss  of  detail,  (2)  misregistration  of  signal  leading  to  image  shift  or  phantom  signal,  and 
(3)  the  appearance  of  streaks  that  may  obscure  the  visibility  low-contrast  objects. 

Figure  7.  Coronal  images  of  the  contrast  phantom  (i.e.,  images  in  thex-z  plane)  acquired  using  the  accelerator- 
based  cone-beam  CT  system  and  using  a  conventional  CT  scanner,  (a)  Coronal  slice  through  cone-beam  CT 
dataset  (voxel  dimension:  0.025  cm  x  0.1  cm  x  0.025  cm),  with  the  slice  thickness  of  0.1  cm  obtained  by 
averaging  four  adjacent  slices  reconstructed  at  nominal  voxel  size,  (b)  Coronal  slice  through  conventional  CT 
scan  of  the  contrast  phantom  (voxel  dimension:  0.05  cmx  0.1  cm  x  0.  05  cm).  The  image  in  (b)  corresponds  to 
a  cut  through  180  consecutive  transaxial  slices,  whereas  that  in  (a)  is  a  cut  from  the  volume  data  acquired  from 
a  single  rotation  about  the  phantom.  Magnified  views  (c)  and  (d)  illustrate  the  differences  in  spatial  resolution 
in  the  z-dimension.  For  the  cone-beam  CT  data,  resolution  is  comparable  that  in  the  transaxial  plane  (-0.05 
cm).  For  the  conventional  CT  image,  on  the  other  hand,  z-resolution  is  limited  by  the  slice  thickness  (in  this 
case,  0.1  cm). 


Tables 


Table  I.  Characteristics  of  imaging  system  components. 


Linear  Accelerator 

Manufacturer 

Elekta  Oncology  Systems 

Model 

SL-20,  Sli/MLCi 

Mass 

~5  ton 

Range  of  Rotation 

±  185° 

Maximum  Angular  Velocity 

1  rpm 

kV  X-ray  Source 

Manufacturer 

Varian  Associates 

Model 

RAD-92,  Sapphire  Housing 

Mass  (tube,  housing,  collimator) 

44.6  kg 

Anode  Heat  Capacity 

600  kHU 

Target  Angle 

12° 

Focal  Spot  Size 

0.6,  1.2  mm 

Inherent  Filtration 

2  mm  Al. 

Additional  Filtration 

0.127  mmCu 

Generator 

40  kW  High-Frequency 

Flat-Panel  X-ray  Detector 

Manufacturer 

Perkin-Elmer  Optoelectronics 

Model 

RID- 1640  AL1 

Mass 

22  kg 

Detector  Housing  Dimensions 

67.2  x  59.9  x  4.4  cm3 

X-ray  Converter 

133  mg/cm2  Gd202S:Tb 

Detector  Size 

41  x41  cm2 

Pixel  Matrix  Format 

1024  x  1024 

Pixel  Pitch 

400  pm 

Detector  Pixel  Elements 

a-Si:H  Photodiode  and 

Thin-Film  Transistor  (TFT) 

Fill  Factor 

0.80 

Photodiode  Capacitance 

8.4  pF 

Photodiode  Bias  Voltage  (V) 

-6  V 

Photodiode  Charge  Capacity 

~48  pC 

Charge  Transfer  Time 

35  ps 

ASIC  Charge  Capacity 

5  pC 

Maximum  Frame  Rate 

3.5  fps 

Detector  Dynamic  Range 

>83  dB 

Image  Lag 

<3% 

Digitization 

16  bits 

Table  II.  Summary  of  imaging  geometry  and  acquisition  /  reconstruction  parameters. 


kV  Imaging  Geometry 

Focal  SpoMsocenter  Distance  (nominal) 

100  cm 

Focal  Spot  -  Detector  Distance  (nominal) 

155  cm 

Cone  Angle 

15° 

Field  of  View  (at  isocenter) 

(26.5  x  26.5)  cm2 

Location  of  Projected  Isocenter  on  Detector:  (Fig. 4) 

w-Coordinate  (pixel  address) 

517.6  +  1.1 

v-Coordinate  (pixel  address) 

496.3±1.2 

Cone-Beam  CT  Acquisition  Parameters 

Tube  Potential 

120  kVp 

Tube  Current 

25  mA 

Exposure  Time 

25  ms 

Number  of  Exposures  (nominal) 

330 

Total  mAs  for  CBCT  Acquisition 

206  mAs 

Tube  Output  (mR/mAs  in  air  at  isocenter) 

5.7  mR/mAs 

Total  Exposure  (mR  in  air  at  isocenter) 

1.2  R 

Angular  Range  of  Projection  Views 

360° 

Average  Angular  Velocity  of  Gantry 

(2.010.2)  °/sec 

Average  Angular  Increment 

(1.1 10.3)° 

Detector  Readout  Interval  (Frame  Time) 

570  ms 

Time  for  CBCT  Acquisition 

188  sec 

Processing  &  Reconstruction  Parameters 

Flood-Field  Processing 

Gain  /  Offset  Correction 

Pixel  Defect  Filter 

3x3  Median  Filter 

Reconstruction  Filter 

Hamming 

Reconstruction  Field  of  View  (at  isocenter) 

(26.5  x  26.5  x  26.5)  cm3 

Reconstruction  Matrix  (nominal) 

(1024  x  1024  x  1024)  voxels 

Voxel  Dimensions  (nominal) 

(0.025  x  0.025  x  0.025)  cm3 
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ABSTRACT 

The  use  of  flat-panel  imagers  for  cone-beam  CT  signals  the  emergence  of  an  attractive  technology  for  volumetric  imaging. 
Recent  investigations  demonstrate  volume  images  with  high  spatial  resolution  and  soft-tissue  visibility  and  point  to  a  number 
of  logistical  characteristics  (e.g.,  open  geometry,  volume  acquisition  in  a  single  rotation  about  the  patient,  and  separation  of 
the  imaging  and  patient  support  structures)  that  are  attractive  to  a  broad  spectrum  of  applications.  Considering  application  to 
image-guided  (IG)  procedures  -  specifically  IG  therapies  -  this  paper  examines  the  performance  of  flat-panel  cone-beam  CT 
in  relation  to  numerous  constraints  and  requirements,  including  time  (i.e.,  speed  of  image  acquisition),  dose,  and  field-of- 
view.  The  imaging  and  guidance  performance  of  a  prototype  flat-panel  cone-beam  CT  system  is  investigated  through  the 
construction  of  procedure-specific  tasks  that  test  the  influence  of  image  artifacts  (e.g.,  x-ray  scatter  and  beam-hardening)  and 
volumetric  imaging  performance  (e.g.,  3-D  spatial  resolution,  noise,  and  contrast)  -  taking  two  specific  examples  in  IG 
brachytherapy  and  IG  vertebroplasty.  For  IG  brachytherapy,  a  procedure-specific  task  is  constructed  which  tests  the 
performance  of  flat-panel  cone-beam  CT  in  measuring  the  volumetric  distribution  of  Pd-103  permanent  implant  seeds  in 
relation  to  neighboring  bone  and  soft-tissue  structures  in  a  pelvis  phantom.  For  IG  interventional  procedures,  a  procedure- 
specific  task  is  constructed  in  the  context  of  vertebroplasty  performed  on  a  cadaverized  ovine  spine,  demonstrating  the 
volumetric  image  quality  in  pre-,  intra-,  and  post-therapeutic  images  of  the  region  of  interest  and  testing  the  performance  of 
the  system  in  measuring  the  volumetric  distribution  of  bone  cement  (PMMA)  relative  to  surrounding  spinal  anatomy.  Each 
of  these  tasks  highlights  numerous  promising  and  challenging  aspects  of  flat-panel  cone-beam  CT  applied  to  IG  procedures. 


1.  INTRODUCTION 

Modem  diagnostic  medicine  commands  a  vast  and  versatile  arsenal  of  medical  imaging  technologies  that  provide  exquisite 
visualization  and  characterization  of  disease.  Bringing  such  technology  to  bear  on  behalf  of  the  therapist  -  e.g.,  surgeons, 
interventional  radiologists,  and  radiation  oncologists  -  is  a  subject  of  considerable  interest,  evidenced  by  the  widespead 
activity  in  merging  advanced  imaging  tools  (particularly  volumetric  imaging)  with  the  therapy  environment.  For  example, 
the  value  of  computed  tomography  (CT)  in  guiding  neurosurgical  procedures  has  been  recognized  for  nearly  two  decades,1 
and  CT  is  a  fairly  common  component  of  multi-modality  IG  interventional  procedures.  Similarly,  the  value  of  integrated 
imaging  and  therapy  is  recognized  in  efforts  to  bring  CT  into  the  theatre  of  radiation  therapy.2  In  these  and  other 
implementations  for  IG  procedures,  it  is  important  to  understand  that  diagnostic  imaging  technology  need  not  translate 
directly  into  the  therapy  setting  -  i.e.,  it  need  not  reproduce  the  diagnostic  data;  rather,  it  must  perform  at  a  level  sufficient  to 
accomplish  a  given  image-guidance  task.  Furthermore,  there  may  be  even  more  challenging  requirements  defined  by  the 
procedure  -  e.g.,  patient  access,  speed,  and  so  forth  -  that  may  take  precedent  over  image  acquisition. 

The  advent  of  flat-panel  imagers  (FPIs)  applied  to  cone-beam  CT  appears  to  offer  a  promising  technology  for  volumetric 
imaging,  providing  3-D  visualization  of  soft  and  bony  tissues  with  excellent  spatial  resolution  (typically  sub-millimeter). 
This  technology  could  potentially  deliver  a  powerful  and  elegant  solution  for  IG  procedures  by  combining  the  speed  and 
flexibility  of  digital  radiography  /  fluoroscopy  with  the  wealth  and  quality  of  spatial  information  provided  by  volume  CT  -  in 
a  single  device  and  in  an  open  geometry.  Considerable  effort  has  been  devoted  to  investigating  the  fundamental  physical 
characteristics  and  performance  of  flat-panel  cone-beam  CT,  and  early  results  are  promising.  Advancing  this  technology  to 
application  to  IG  therapies,  however,  requires  consideration  of  the  numerous  clinical,  engineering,  and  logistical  constraints 
associated  with  specific  procedures.  Furthermore,  an  understanding  of  how  the  physical  performance  of  the  imaging  system 
relates  to  accomplishing  a  specific  imaging  task  is  essential  to  revealing  the  potential  and  limitations  of  the  technology.  Such 
an  understanding  also  provides  a  guide  for  knowledgeably  adapting  the  imaging  technology  to  various  image-guidance  tasks. 
This  paper  provides  a  brief  examination  of  issues  surrounding  the  application  of  flat-panel  cone-beam  CT  to  IG  procedures, 
highlighting  some  of  the  more  significant  clinical  constraints  within  which  the  technology  must  perform  and  investigating 
performance  with  regard  to  procedure-specific  imaging  tasks. 


2.  FLAT-PANEL  CONE-BEAM  CT 


2.1  Experimental  Platforms  for  Flat-Panel  Cone-Beam  CT 

Early  investigation  of  the  fundamental  performance  of  flat-panel  cone-beam  CT  has  employed  a  number  of 
experimental  platforms,  including  a  benchtop  system,3  a  rotating  CT  gantry,4  a  rotating  medical  linear  accelerator  gantry,5 
and  an  isocentric  C-arm.  Each  of  these  experimental  prototypes  incorporates  a  conventional  x-ray  tube  and  an  FPI,  from 
which  multiple  2-D  projections  acquired  as  a  function  of  position  about  an  object  are  used  to  reconstruct  a  fully  3-D  image  of 
the  object  -  e.g.,  using  various  forms  of  the  FDK  algorithm6  for  cone-beam  filtered  back-projection.  Figure  1(a)  illustrates 
one  such  embodiment  in  which  the  x-ray  source  and  FPI  are  operated  synchronously,  with  the  object  to  be  imaged  placed  on 
a  computer-controlled  rotation  stage.  In  this  case,  the  detector  is  a  41x41  cm2  FPI,  comprising  a  1024x1024  matrix  of  a-Si:H 
photodiodes  and  thin-film  transistors  at  400  pm  pixel  pitch.7  This  experimental  platform  provides  a  geometrically  precise 
test-bed  for  investigation  of  fundamental  physical  performance  issues  in  flat-panel  cone-beam  CT,  including  the  effects  of 
image  lag,8  detector  performance,9  x-ray  scatter,  0  and  imaging  geometry11  on  cone-beam  reconstructions.  Platforms 
involving  a  rotating  gantry  structure  introduce  the  additional  complexity  of  orbit  non-idealities,  including  variability  in 
angular  velocity  and  mechanical  flex;  however,  such  non-idealities  have  been  shown  to  be  manageable  by  means  of  a  simple 
calibration  procedure  and  angle-dependent  shifts  of  the  projection  data.512  While  volumetric  images  of  high-contrast  objects 
(e.g.,  bone  and  contrast-enhanced  vasculature)  have  been  demonstrated  using  a  C-arm  mounted  XRII,13  implementation  of  C- 
arm  mounted  FPIs  offer  the  possibility  of  high-quality  volumetric  imaging  including  visualization  of  soft-tissues.  An  early 
prototype  for  C-arm  based  flat-panel  cone-beam  CT  is  shown  in  Fig.  1(b),  where  a  smaller  (21x21  cm2)  FPI  is  attached  to  a 
portable  isocentric  C-arm.  Such  embodiments  potentially  offer  significant  economic  and  clinical  advantages  for  IG 
procedures,  including  relatively  low  capital  cost,  an  open  geometry  with  excellent  patient  access,  and  multi-mode 
radiographic,  fluoroscopic,  and  volumetric  imaging  from  a  single  imaging  device. 

2.2  Physical  Performance 

Flat-panel  imagers  are  ideally  suited  to  cone-beam  CT  in  several  respects,  providing  a  large-area,  distortionless, 
real-time  detector  that  is  robust  in  a  rotating  geometry  and  immune  to  stray  magnetic  fields.  Still,  there  are  numerous 
performance  requirements,  including  speed,  dynamic  range,  and  efficiency,  that  present  significant  challenges  to  FPI 
technology.  For  example,  analysis  of  the  detective  quantum  efficiency  (DQE)  reveals  that  conditions  corresponding  to 
volumetric  imaging  of  large  anatomy,  such  as  the  pelvis,  places  strict  requirements  on  FPI  electronic  noise  and  efficiency  of 
x-ray  conversion.  Toward  such  ends,  the  FPI  of  Fig.  1(a)  exhibits  low  electronic  noise  that  is  void  of  correlation  and 
approaches  the  theoretical  lower  limit  of  the  pixel  dark  noise,7  thereby  allowing  the  FPI  to  operate  at  low  exposures  without 
significant  degradation  in  DQE.  However,  there  is  still  significant  room  for  improvement  through  incorporation  of  improved 
x-ray  converters.  For  example,  as  shown  in  Fig.  2(a),  the  DQE  is  limited  to  -40%  at  low  spatial-frequencies,  which  can  be 
improved  to  -60%  through  incorporation  of  a  thick  CsI:Tl  layer.14  These  and  other  advances  are  at  the  heart  of  the  on-going 
development  of  FPIs  for  radiography  and  fluoroscopy,  all  to  the  advantage  of  deployment  in  cone-beam  CT. 


Figure  1.  Example  experimental  platforms  for  flat-panel  cone-beam  CT.  (a)  Benchtop  system  developed  to  investigate  physical 
performance  issues  under  a  well-defined  geometry,  (b)  Prototype  for  flat-panel  cone-beam  CT  in  which  an  FPI  is  docked  to  the  front  of  the 
XRII  on  an  isocentric  C-arm  [Siemens  SireMobil,  Erlangen  Germany]  for  research,  and  removed  to  return  the  C-arm  to  clinical  use.  A 
dedicated  prototype  (not  shown)  incorporates  the  larger-area  FPI  mounted  directly  on  a  higher-power  C-arm  [Siemens  PowerMobil]. 


Also  shown  in  Fig.  2  are  flat-panel  cone-beam  CT  images  acquired  with  the  large-area  benchtop  prototype.  The 
surface-rendered  image  of  a  skull  phantom  [Fig.  2(b)]  illustrates  the  uniform  quality  and  quantity  of  volumetric  data 
throughout  a  fairly  large  field-of-view  (FOV)  (25.6  x  25.6  x  25.6  cm3).  Furthermore,  the  excellent  3-D  spatial  resolution  is 
evident  in  the  high  level  of  skeletal  detail  visible  throughout  the  reconstruction.  This  feature  is  illustrated  moreover  in  the 
sagittal  image  of  an  amputated  limb  [Fig.  2(c)]  reconstructed  at  full  resolution  (0.25  mm  voxels).  In  addition  to  the  high  level 
of  detail  in  bony  anatomy  (trabecular  structure  and  joint  spaces),  the  image  also  demonstrates  soft-tissue  visualization  and 
discrimination  between  muscle,  fat,  and  necrotic  flesh  -  in  dimensions  (i.e.,  sagittal  and  coronal  planes)  otherwise  afforded 
only  by  high-resolution  spiral  CT  or  MRI.  For  IG  procedures,  however,  one  must  consider  not  only  the  visibility  of 
anatomical  structures,  but  also  their  visibility  in  the  presence  of  interventional  tools.  In  Fig.  2(d),  a  transaxial  image  is  shown 
of  a  low-contrast  phantom  that  was  used  previously3  to  demonstrate  soft-tissue  visibility  comparable  to  that  achieved  with  a 
conventional  CT  scanner.  In  Fig.  2(d),  however,  a  1.23  mm  diameter  syringe  needle  was  introduced  to  the  phantom,  causing 
some  artifacts  associated  with  beam-hardening,  but  no  significant  loss  in  the  visibility  of  low-contrast  structures. 

2.3  Flat-Panel  Cone-Beam  CT  as  a  Modality  for  Image-Guidance 

In  addition  to  the  physical  performance  and  volumetric  image  quality  demonstrated  in  early  investigations  of  flat- 
panel  cone-beam  CT,  this  technology  appears  to  offer  a  number  of  logistical  features  that  are  particularly  well-suited  to  IG 
procedures.  Since  volumetric  images  can  be  reconstructed  from  projections  acquired  from  a  single  rotation  about  the  patient 
(rather  than  multiple  rotations  in  a  helical  path),  the  mechanical  embodiment  of  flat-panel  cone-beam  CT  can  be  relatively 
simple,  e.g.,  in  comparison  to  a  CT  scanner.  Specifically,  the  volumetric  image  (e.g.,  -26  cm  in  longitudinal  extent)  can  be 
acquired  without  translation  of  the  patient,  thereby  decoupling  the  imaging  system  from  the  patient  support.  Implemented  in 
a  structure  such  as  a  C-arm  or  other  “two-headed”  gantry,  this  allows  for  volumetric  imaging  within  an  open  geometry,  with 
the  associated  advantages  of  improved  patient  access  and  even  portability.  Some  interventional  procedures  have  already 
begun  to  utilize  FPI  technology  in  its  ability  to  provide  high-quality  radiographic  and  fluoroscopic  imaging;  implementation 
of  flat-panel  cone-beam  CT  gives  the  added  potential  of  combined  radiographic,  fluoroscopic,  and  tomographic  imaging  in  a 
single  imaging  device.  Therefore,  although  there  are  numerous  medical  applications  with  a  demand  for  high-quality 
volumetric  imaging  (e.g.,  screening  and  diagnosis),  it  is  application  in  IG  procedures  -  specifically  IG  therapy  —  that  best 
captures  the  advantageous  characteristics  of  flat-panel  cone-beam  CT.  Moreover,  this  technology  is  highly  adaptable  with 
regard  to  specific  IG  tasks,  and  characteristics  such  as  the  imaging  geometry,  dose,  spatial  resolution,  and  handling  of 
artifacts  can  be  tuned  within  logistical  constraints  in  a  manner  that  best  suits  a  particular  clinical  objective. 


Figure  2.  Physical  performance  and  example  images  in  flat-panel  cone-beam  CT.  (a)  DQE  measured  and  predicted15  for  the  FPI  of  Fig. 
1(b),  which  comprises  a  133  mg/cm2  Gd202S:Tb  x-ray  converter,  (b)  Surface  rendering  of  a  skull  phantom  [(341x341x341)  voxels  at  0.75 
mm  voxel  pitch,  (c)  Sagittal  image  of  an  amputated  limb  [(1024x0124)  voxels  at  0.25  mm  voxel  pitch],  (d)  Transaxial  image  of  a  low- 
contrast  phantom  with  a  steel  syringe  needle  inserted  in  the  FOV.  Despite  the  presence  of  slight  streak  and  image  lag  artifacts,  the  presence 
of  the  needle  did  not  seriously  degrade  the  visibility  of  low-contrast  structures  from  that  previously3  demonstrated.  Results  throughout  this 
paper  were  obtained  using  a  120  kVp  beam,  with  -1.5  mm  A1  and  0.127  mm  Cu  added  filtration.  Unless  otherwise  noted,  volumetric 
images  were  reconstructed  from  300  projections  acquired  at  1.2  increments  with  0.15  mAs  per  projection. 


Figure  3.  Flow  diagram  illustrating  the  processes  involved  in  image-guided  therapy,  where  “therapy”  is  considered  in  a  general  sense 
(e.g.,  ranging  from  radiation  therapy  to  neurosurgery).  The  focus  of  these  processes  is  the  “image-guided  therapy  evaluation”  (diamond 
shape)  -  i.e.,  the  continuous  assessment  on  the  part  of  the  therapist  to  adjust  the  current  therapeutic  plan,  deliver  treatment  according  to  the 
current  plan,  or  conclude  the  procedure.  The  shaded  area  designates  “peri-therapeutic  processes”  for  which  timing  is  critical  -  i.e.,  the 
temporal  aspects  of  information  acquisition,  feedback,  analysis,  and  evaluation  are  critical  to  therapeutic  success. 

3.  APPLICATION  TO  IMAGE-GUIDED  PROCEDURES 

While  there  remain  challenging  issues  to  be  investigated  to  ensure  that  the  full  potential  of  flat-panel  cone-beam  CT 
is  revealed,  application  of  the  technology  to  IG  procedures  (specifically  IG  therapy)  broadens  the  onus  from  matters  of 
physical  performance  to  matters  of  ensuring  that  the  system  can  function  within  clinical  and  logistical  constraints,  and  that 
the  resulting  image  information  is  relevant  and  useful  to  therapy  guidance.  The  even  broader  question  of  how  the  image  data 
are  put  to  use  in  therapy  -  e.g.,  integration  with  navigational  reference  frames  -  is  somewhat  beyond  the  scope  of  the  current 
paper  but  is  of  equal  importance.  In  considering  the  constraints  and  requirements  imposed  upon  flat-panel  cone-beam  CT  for 
IG  procedures,  at  least  three  challenging  issues  must  be  addressed  -  time,  dose,  and  field-of-view  -  each  considered  below  in 
the  context  of  peri-therapeutic  imaging. 

3.1  Peri-Therapeutic  Imaging 

Figure  3  presents  a  generalized  model  of  processes  in  IG  therapy,  including  input  from  diagnostic  procedures,  the 
cycle  of  peri-therapeutic  processes,  and  post-therapeutic  assessment.  Depending  on  the  specific  type  of  therapy  (e.g., 
radiation  therapy,  neurosurgery,  interventional  procedures,  etc.),  the  particulars  of  each  process  will  vary  or  could  be  merged, 
but  are  present  to  some  extent.  Although  the  model  illustrates  the  flow  of  information  surrounding  the  “image-guided 
therapy  evaluation  ”  it  does  not  necessarily  convey  the  temporal  relationships  between  processes  -  some  occurring 
instantaneously  and/or  continuously,  and  others  in  a  finite  time  interval.  The  entire  process  begins  with  the  input  of 
diagnostic  data  and  the  formation  of  a  plan  as  to  how  best  to  “treat.”  Vital  to  the  peri-therapeutic  process  is  a  mechanism  for 
integration  of  reference  frames  (e.g.,  registration  /  fusion  of  data  relative  to  the  world  reference  frame)  that  allows  the 
therapist  to  interact  with  (e.g.,  visualize)  the  information.  Pre-therapeutic  imaging  provides  a  measure  of  state  “today”  and 
sets  the  peri-therapeutic  cycle  in  motion,  wherein  the  therapist  continually  evaluates  a  course  of  action  -  adjusting  the  current 
plan,  delivering  treatment,  or  concluding  the  procedure.  Intra-operatively,  the  decisions  of  the  therapist  feed  back  in  the 
cycle  through  her  observations  and  experience,  the  available  navigational  tools  and  therapeutic  instruments,  and  temporally 
proximal  information  provided  by  intra-therapeutic  imaging  -  all  integrated  to  the  world  reference  frame  and  made  available 
to  the  therapist  for  further  evaluation.  When  the  therapy  session  is  finally  judged  to  be  complete,  post-therapeutic  imaging 
provides  information  for  verification  and  assessment  of  the  procedure.  Peri-therapeutic  imaging,  therefore,  refers  to  the  pre-, 
intra-,  and  post-therapeutic  imaging  processes  occurring  in  the  arena  of  therapy.  It  is  this  facet  of  IG  procedures  to  which 
flat-panel  cone-beam  CT  appears  particularly  well  suited. 

3.2  Speed  of  Image  Acquisition 

This  issue  of  time  is  implicit  and  vitally  important  to  the  processes  illustrated  in  Fig.  3,  and  the  questions  of  how  fast 
and  how  often  images  can  be  acquired  must  be  answered  for  any  imaging  technology  entering  the  arena  of  IG  procedures. 
For  flat-panel  cone-beam  CT,  the  issue  of  how  fast  depends  primarily  on  three  parameters  -  the  speeds  of  FPI  readout,  gantry 
motion,  and  image  reconstruction  -  and  in  the  case  that  each  occurs  in  parallel,  the  slowest  represents  the  bottleneck. 


Figure  4.  (a)  Time  required  between  volume  acquisitions  as  a  function  of  x-ray  tube  heat  loading.  The  gray  region  at  left  indicates  the 
sensitive  range  of  the  FPI  in  Fig.  1(a).  (See  discussion  in  text,  below.)  (b)  Absolute  dose  (per  unit  total  mAs)  measured  in  a  cylindrical 
“head”  phantom  at  three  positions  [(A)  periphery,  (B)  half-radius,  and  (C)  center]  as  a  function  of  projection  view  angle.  A  typical  volume 
acquisition  for  the  system  in  Fig.  1(a)  involves  300  views  across  360°  at  0.15  mAs  per  view,  giving  a  total  of  45  mAs  -  i.e.,  -0.5  cGy. 

The  FPI  in  Fig.  1(a)  provides  a  maximum  frame  rate  of  -3  frames  per  second  (fps),  while  panels  developed  for 
fluoroscopy  demonstrate  frame  rates  of  -30  fps.  Therefore,  depending  on  the  number  of  projection  views  (Nview),  acquisition 
of  projection  data  can  occur  in  just  a  few  seconds.  For  example,  for  Nview  =  100  acquisition  requires  -3  s  for  a  fast  FPI  [-33  s 
for  the  FPI  in  Fig.  1(a)].  For  Nview  =  300,  which  has  been  shown  to  provide  soft-tissue  visualization  without  significant  view¬ 
aliasing  artifacts,  acquisition  of  projection  data  requires  -10  s  for  a  fast  FPI  [-100  s  for  that  in  Fig.  1(a)].  Speed  of  gantry 
motion  depends  on  the  mechanical  embodiment.  For  implementation  on  an  accelerator  for  radiation  therapy,  rotation 
through  360°  is  currently  restricted  to  60  s  by  IEC  recommendations.  The  isocentric  C-arm  in  Fig.  1(b)  (SireMobil)  and  the 
prototype  dedicated  to  flat-panel  cone-beam  CT  (PowerMobil)  can  each  rotate  through  -180°  in  -120  s.  Image 
reconstruction  can  be  expedited  through  dedicated  hardware  featuring  parallel  processing  units  for  image  processing  and 
reconstruction.  For  example,  a  32-processor  subsystem  (TeraRecon  XTrillion,  San  Mateo  CA)  can  produce  a  (512  )  volume 
reconstruction  from  -300  (5  122)  projections  in  -80  s.  Therefore,  no  single  parameter  -  speed  of  FPI  readout,  gantry  motion, 
or  reconstruction  -  represents  an  obvious  bottleneck;  furthermore,  considering  the  on-going  developments  in  FPIs  for 
fluoroscopy  and  reconstruction  hardware  for  cone-beam  CT,  it  is  likely  that  the  volume  can  be  made  available  immediately 
on  completion  of  gantry  motion.  Other  considerations,  however,  may  detract  from  such  an  ideal  situation  -  e.g.,  the  use  of 
image  gating  (e.g.,  active  breathing  control16)  to  reduce  motion  artifacts,  or  alternative  geometries  (e.g.,  offset-detector 
geometry17)  and/or  non-circular  trajectories13  that  may  or  may  not  support  simultaneous  acquisition  and  reconstruction. 

The  issue  of  how  often  volume  images  can  be  acquired  depends  on  at  least  two  constraints:  heat  loading  of  the  x-ray 
tube  and  acceptable  radiation  dose  limits.  Taking  as  example  the  anode  heat  capacity  (270  kHU)  and  cooling  rate  (-230 
HU/s)  of  the  C-arm  (PowerMobil)  based  flat-panel  cone-beam  CT  prototype,  Fig.  4(a)  plots  the  time  required  between 
acquisitions  assuming  (as  a  conservative  estimate)  that  the  heat  load  for  a  single  acquisition  is  deposited  instantaneously  and 
that  the  next  acquisition  can  proceed  only  after  cooling  the  anode  completely.  In  that  case,  the  head  load  input  for  an 
acquisition  is  -(1.35)(kVp)(mAs)(ArWew),  where  mAs  is  the  mAs  per  projection  view.  The  time  between  acquisitions, 
therefore,  is  given  by  that  product  divided  by  the  anode  cooling  rate  and  is  plotted  in  Fig.  4(a)  as  a  function  of  mAs.  For 
example,  an  acquisition  with  Nview  =  300  at  0.1  mAs  (giving  -50%  of  detector  saturation)  requires  a  waiting  period  of  -20  s 
before  the  next  acquisition.  It  is  unlikely,  therefore,  that  heat  loading  poses  a  serious  constraint  on  the  frequency  of 
acquisitions  in  most  cases,  which  is  consistent  with  the  commonly  recognized  advantage  that  cone-beam  CT  relaxes  tube 
loading  requirements  through  high  efficiency  of  x-ray  utilization  (e.g.,  compared  to  fan-beam  CT). 

3.3  Radiation  Dose 

Consideration  of  radiation  dose  is  central  to  application  of  flat-panel  cone-beam  CT  in  IG  procedures,  affecting  the 
range  of  procedures  for  which  use  of  this  technology  is  appropriate  as  well  as  the  number  of  times  that  such  devices  can  be 
used  peri-therapeutically  in  a  given  session.  Measurements  of  absolute  dose  were  performed  using  the  system  in  Fig.  1(a) 
with  a  Farmer  chamber  and  polystyrene  phantoms  approximating  “head”  and  “abdomen”  object  size.  Absolute  dose  was 
measured  at  three  locations  within  each  phantom  (at  center,  half-radius,  and  periphery).  For  example,  Fig.  4(b)  shows 
measurements  for  the  case  of  the  head  phantom  at  a  cone  angle  giving  full  coverage  of  the  large-area  FPI  (-15°  cone  angle, 
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Figure  5.  (a)  Illustration  of  FOV  constraints  for  a  centered  geometry,  accommodating  smaller  anatomy  (FC^  shaded  dark  gray),  and  an 
offset  geometry,17  accommodating  larger  anatomy  (FOV2  shaded  light  gray)  but  requiring  360°  orbital  extent,  (b)  Maximum  lateral  FOV 
as  a  function  of  distance  from  source  for  various  anode  target  angles.  Ranges  in  Sad  and  Sdd  are  indicated  in  gray.  A  large  anode  angle  is 
required  for  large  FOV,  although  this  can  be  relaxed  by  tilting  the  tube  (within  focal  spot  size  constraints)  or  cross-mounting  the  tube. 

giving  -26x26  cm2  FOV  at  isocenter).  At  the  center  of  the  phantom,  dose  is  constant  across  all  projection  views  at  -0.01 
cGy  per  total  mAs  (where  total  mAs  equals  Nview  times  the  mAs  per  projection).  For  nominal  acquisition  conditions  (300 
views  at  0.15  mAs  per  projection),  this  corresponds  to  a  total  dose  of  -0.47  cGy.  The  dose  at  the  half-radius  and  periphery  is 
obtained  by  integrating  the  measured  curves  across  the  orbital  range,  giving  a  total  dose  at  these  locations  that  is  similar  to 
that  at  the  center  of  the  phantom  (-0.47  and  -0.49  cGy,  respectively,  at  0.15  mAs  per  projection).  These  values  decrease  at 
smaller  cone  angles  due  to  reduced  x-ray  scatter. 

These  results  are  encouraging  in  several  respects.  First  of  all,  the  dose  is  fairly  low  —  less  than  the  dose  from  a 
conventional  CT  scan  and  comparable  to  less  than  a  minute  of  fluoroscopic  imaging.  Secondly,  the  implementation  of  FPIs 
with  improved  DQE  offers  the  potential  for  further  reduction  in  dose  without  degradation  in  physical  performance.  Finally, 
the  ability  to  image  at  low  dose  opens  a  valuable  degree  of  freedom  in  managing  other  factors  of  physical  performance.  For 
example,  the  higher  levels  of  x-ray  scatter  associated  with  cone-beam  geometry  have  been  shown  to  result  in  loss  of  contrast- 
to-noise  ratio,  which  can  be  recovered  through  knowledgeable  selection  of  parameters  such  as  resolution  and/or  dose. 


3.4  Field-of-View 

Lateral  truncation  of  the  object  in  projection  views  can  cause  significant  reconstruction  artifacts  -  especially  if  high- 
contrast  structures  are  presented  inconsistently  between  views;  therefore,  it  is  highly  desirable  that  the  FOV  encompass  the 
lateral  extent  of  the  object  in  all  views  (e.g.,  -25  and  -40  cm  for  a  typical  “head”  and  “body,”  respectively).  Although, 
advances  in  reconstruction  techniques,  such  as  local  tomography,  will  help  to  relax  this  restriction,  lateral  truncation  brings 
important  considerations  for  imaging  geometry,  FPI  size,  and  design  of  the  x-ray  source.  The  imaging  geometry  depends  on 
the  mechanical  embodiment  (e.g.,  source-to-isocenter  and  source-to-detector  distance  ranging  from  -65  to  100  cm  and  -135 
to  170  cm  for  the  C-arm  and  linear  accelerator  platforms,  respectively);  furthermore,  the  geometry  should  accommodate  the 
patient  and  support  without  impeding  access.  Moreover,  selection  of  imaging  geometry  should  knowledgeably  account  for 
the  effects  on  physical  performance,  including  spatial  resolution  and  scatter  rejection.11  Current  FPI  fabrication  supports  the 
creation  of  monolithic  panels  up  to  -41  cm  in  width,  with  imagers  up  to  -80  cm  in  width  conceivable  through  tiling.  Some 
of  these  issues  are  illustrated  for  the  case  of  a  C-arm  or  similar  structure  in  Fig.  5(a).  For  the  FPI  in  a  centered  geometry  (i.e., 
the  FPI  matrix  nearly  centered  on  the  axis  of  the  x-ray  beam),  the  FOV  is  typically  constrained  to  smaller  anatomy.  The  FOV 
can  be  nearly  doubled  using  an  offset  geometry,17  although  this  technique  requires  acquisition  of  projections  across  360°. 
Considering  the  geometrical  constraints  and  ranges  in  FOV,  however,  it  becomes  clear  that  the  ideal  proportions  of  an  FPI  for 
cone-beam  CT  may  be  less  a  square  (e.g.,  41x41cm2)  and  more  a  rectangle  (e.g.,  -26x64  cm2),  providing  sufficient  lateral 
FOV  for  large  anatomy  while  maintaining  areal  FOV  for  radiographic/fluoroscopic  imaging  and  volume  imaging. 

Figure  5(b)  illustrates  the  constraints  and  requirements  that  large  FOV  places  on  the  design  of  the  x-ray  source, 
considering  the  simple  tangent  rule  relating  anode  angle  and  lateral  FOV.  The  results  indicate  that  a  large  anode  angle  (e.g., 
greater  than  1 1°)  is  required  for  typical  (longitudinally  mounted)  tube  orientations.  Tilting  the  tube  (within  the  constraints  of 
focal  spot  blur)  or  cross-mounting  the  tube  (so  that  anode  angle  limits  only  the  longitudinal  FOV)  mollify  these  restrictions. 


4.  PROCEDURE-SPECIFIC  IMAGING  TASKS 

An  advantage  of  flat-panel  cone-beam  CT  lies  in  its  adaptability  -  e.g.,  through  knowledgeable  selection  of 
parameters  (such  as  speed,  dose,  spatial  resolution,  and  imaging  geometry)  within  clinical  and  logistical  constraints  to  satisfy 
a  specific  image-guidance  task.  Two  such  cases  are  considered  below  to  examine  somewhat  qualitatively  the  performance  of 
flat-panel  cone-beam  CT  in  guiding  procedures  varying  widely  in  terms  of  constraints  and  imaging  task. 

4.1  Procedure-Specific  Imaging  Task  1:  Image-Guided  Brachytherapy 

A  phantom  was  designed  to  test  the  imaging  performance  of  the  flat-panel  cone-beam  CT  system  in  Fig.  1(a)  under 
conditions  corresponding  to  a  procedure-specific  task  in  prostate  brachytherapy  -  specifically,  to  visualize  the  distribution  of 
Pd- 103  seeds  relative  to  the  prostate  capsule  and  surrounding  anatomy  in  the  presence  of  severe  x-ray  scatter  and  beam¬ 
hardening  artifacts.  The  abstract  pelvis  phantom  is  illustrated  in  Fig.  6(a),  designed  according  to  a  statistical  average  of 
image  data  from  our  patient  CT  database,  except  that  (due  to  a  26  cm  FOV  restriction)  the  diameter  (20  cm)  is  significantly 
smaller  than  a  typical  pelvis  (~40  cm).  Figs.  6  (b,  c)  show  images  prior  to  seed  insertion,  where  despite  the  presence  of  x-ray 
scatter  artifacts,  the  prostate  capsule  and  surrounding  tissues  are  fairly  well  seen  -  even  at  full  resolution  (0.25x0.25x0.25 
mm  voxels).  Figs.  6  (d-f)  show  images  with  the  Pd-103  seeds  in  place,  illustrating  the  strong  artifacts  associated  with  the  Pb 
markers  within  each  seed.  Clearly,  x-ray  scatter  and  beam-hardening  correction  algorithms18  should  significantly  improve 
overall  image  quality,  but  it  is  worth  noting  that  even  without  such  and  at  full-resolution,  the  task  of  visualizing  the  seeds 
relative  to  surrounding  soft-tissues  is  largely  satisfied.  = 


Figure  6.  (a)  Illustration  of  the  prostate  brachytherapy  phantom,  labeling  materials  and  electron  density  (relative  to  water),  (b)  Transaxial 
image  showing  a  “pre-therapeutic”  image.  (All  images  in  this  figure  are  full-resolution;  0.25  mm  slice  thickness.)  (c)  Magnified  view, 
showing  that  despite  the  presence  of  artifacts  O,  image  quality  is  sufficient  to  visualize  the  layer  of  fat  ©  from  the  prostate  ©  and  posterior 
soft-tissues  O.  (d)  Transaxial  image  with  Pd-103  seeds  inserted  in  the  region  of  the  prostate,  (e)  Magnified  view,  showing  that  the  Pb 
markers  in  each  seed  produce  significant  beam-hardening  streak  artifacts  ©  that  somewhat  compromise  the  visibility  of  surrounding 
structures,  (f)  Surface  renderings  of  the  seed  distribution  in  relation  to  surrounding  tissues.  The  lower  part  of  the  image  shows  the  seeds  in 
a  3-D  perspective,  and  the  upper  part  zooms  in  on  the  seeds,  windowed  to  show  the  Pb  markers  (and  a  persistent  streak  artifact). 


4.2  Procedure-Specific  Imaging  Task  2:  Image-Guided  Vertebroplasty 

A  second  procedure-specific  task  was  constructed  to  examine  the  peri-therapeutic  value  of  flat-panel  cone-beam  CT 
for  guiding  a  vertebroplasty  procedure.  Results  are  summarized  in  Fig.  7,  showing  pre-operative  (a-c),  intra-operative  (d,e), 
and  post-operative  (f-h)  images  acquired  using  the  flat-panel  cone-beam  CT  prototype  in  Fig.  1(a). 


Pre-Operative  Intra-Operative  Post-Operative 


Figure  7.  Flat-panel  cone-beam  CT  guidance  of  vertebroplasty.  An  idealized  procedure  was  performed  in  which  PMMA  bone  cement  was 
injected  into  a  region  of  an  ovine  spine.  This  test  illustrates  the  quality  of  data  that  would  be  available  to  the  therapist  with  flat-panel  cone- 
beam  CT  if  the  peri-therapeutic  process  included  fast  reconstruction/visualization  tools,  (a-c)  Pre-operative  axial,  coronal,  and  volumetric 
images  of  the  region  of  interest,  (d)  Half-resolution  axial  slice  near  the  needle  tip  as  PMMA  is  injected  into  the  vertebral  body,  (e) 
Example  fluorograph  used  to  guide  needle  placement,  illustrating  multi-mode  R/F/CT  capability.  (f,g)  Post-operative  axial  and  coronal 
images  of  the  region  of  interest,  where  the  PMMA  is  visible  as  an  enhanced  region  within  the  vertebral  body.  In  this  test,  no  barium  was 
added  to  the  PMMA.  These  images  clearly  show  that  the  PMMA  flowed  beyond  the  vertebral  body  and  into  vasculature  and  the  dural 
space  of  the  spinal  canal.  Fast  reconstmction  and  visualization  tools  in  the  peri-therapeutic  process  would  help  avoid  such  problems,  (h) 
Post-operative  volume  image  of  the  PMMA  distribution  within  the  region  of  interest.  Note  the  hole  left  by  the  needle. 


5.  DISCUSSION  AND  CONCLUSIONS 

Considerable  attention  has  been  paid  to  quantifying  the  imaging  performance  of  flat-panel  imagers  in  cone-beam 
CT,  e.g.,  concerning  detector  performance,  noise  and  spatial  resolution,  optimal  geometry,  and  the  effects  of  image  lag  and  x- 
ray  scatter.  As  the  technology  proves  itself  to  be  a  viable  means  of  high-quality  volumetric  imaging,  it  is  natural  to  consider 
the  spectrum  of  applications  to  which  it  can  be  applied.  While  there  are  numerous  fields  of  medicine  that  could  potentially 
benefit  from  such  technology,  it  is  image-guided  procedures  -  specifically  IG  therapy  -  that  best  captures  the  unique 
advantages  of  flat-panel  cone-beam  CT,  including  volumetric  imaging  of  soft  and  bony  tissue,  an  open  geometry,  and 
combined  R/F/CT  modes  of  image  acquisition.  Directing  the  application  of  flat-panel  cone-beam  CT  in  IG  procedures, 
however,  requires  consideration  not  only  of  the  imaging  physics,  but  also  of  numerous  engineering,  clinical,  and  logistical 
challenges,  including:  design  of  suitable  gantry  structures  (e.g.,  C-arms  or  other  open  platforms);  development  of  advanced 
reconstruction  hardware  and  techniques  (particularly  regarding  speed  and  artifact  suppression);  integration  of  navigational 
tools;  and  creation  of  fast,  convenient  methods  of  integrating  and  visualizing  image  data  in  appropriate  reference  frames. 

This  paper  has  briefly  outlined  some  of  the  logistical  issues  regarding  platforms  for  flat-panel  cone-beam  CT  applied 
to  IG  procedures.  Three  of  the  most  notable  concerns  are  time  (i.e.,  speed  and  frequency  of  image  acquisition),  dose  to 
patient,  and  field-of-view.  The  question  of  speed  is  likely  to  be  answered  by  a  combination  of  fast  FPI  readout  electronics 
(e.g.,  30  fps)  and  reconstruction  hardware  featuring  dedicated  parallel  processors.  Patient  dose  in  flat-panel  cone-beam  CT 
appears  low,  comparable  to  less  than  a  minute  of  fluoroscopy,  and  with  the  potential  for  further  reduction  through 
implementation  of  FPIs  with  enhanced  DQE.  The  third  issue,  field-of-view,  is  perhaps  the  most  onerous,  demanding  careful 
consideration  of  imaging  geometry,  source  design  and  orientation,  detector  size,  allowed  orbits,  and  orbital  extent  -  all  in 
relation  to  the  size  of  patient  anatomy  to  be  imaged.  Of  course  there  are  other  concerns  as  well  that  are  subjects  of  on-going 
investigation  -  e.g.,  geometric  accuracy  and  uniformity,  the  issue  of  breathing  motion,  and  the  implementation  of  gated 
image  acquisition  techniques  such  as  ABC.16  In  light  of  these  challenging  issues,  it  becomes  clear  that  while  flat-panel  cone- 
beam  CT  is  a  highly  adaptable  technology,  there  is  not  likely  to  be  a  single  embodiment  that  provides  a  blanket  solution 
across  all  IG  procedures;  rather,  design  of  the  imaging  system  should  account  carefully  for  the  specific  image-guidance  task. 

The  two  procedure-specific  imaging  tasks  discussed  herein  qualitatively  illustrate  some  of  the  challenging  and 
promising  aspects  of  flat-panel  cone-beam  CT  for  IG  therapy.  For  IG  brachytherapy  of  the  prostate,  the  large  FOV  poses  a 
significant  challenge  and  requires  investigation  into  alternative  acquisition  methods  and  orbits  (e.g.,  double-scan  trajectory 
with  offset  detector  geometry)  and/or  improved  methods  of  local  /  limited  view  reconstruction.  Artifacts  resulting  from,  e.g., 
x-ray  scatter  and  beam-hardening  -  although  significant  -  require  attention  only  to  the  extent  that  they  limit  the  imaging  task, 
since  the  goal  is  to  guide  therapy  (and  not  reproduce  the  quality  of  diagnostic  images).  The  IG  vertebroplasty  example 
demonstrates  the  excellent  volumetric  image  quality  that  can  be  achieved  with  flat-panel  cone-beam  CT,  but  highlights  the 
fact  that  fast  reconstruction  and  visualization  are  key  to  a  useful  implementation  of  the  technology.  The  range  of  IG 
procedures  to  which  flat-panel  cone-beam  CT  could  potentially  be  applied  is  almost  as  broad  as  the  spectrum  of  procedures 
in  modem  practice,  including,  for  example:  spinal  fixation  and  screw  placement;  minimally  invasive  intracranial  procedures; 
orthopedics,  particularly  in  extremities;  vascular  procedures;  tumor  ablation;  and  needle  biopsy,  providing  visualization  of 
the  soft-tissue  target  and  the  interventional  device  (e.g.,  needle,  stent,  etc.)  in  a  multi-mode  R/F/CT  capacity. 

With  this  broad  spectrum  of  IG  applications  in  mind,  we  have  begun  development  of  an  image-guided  operating 
room  (IGOR)  laboratory  within  the  Research  Institute  at  William  Beaumont  Hospital,  creating  a  theatre  in  which  new  IG 
technologies  and  surgical  techniques  can  be  brought  together  in  pre-clinical  investigation,  with  flat  -panel  cone-beam  CT 
(e.g.,  using  a  C-arm  gantry)  as  a  central  imaging  resource.  The  past  few  years  have  witnessed  an  important  convergence  of 
technologies  (e.g.,  FPIs,  reconstruction  hardware,  navigational  tools,  etc.)  that  allows  such  investigation,  providing  an 
opportunity  to  explore  not  only  the  performance  of  flat-panel  cone-beam  CT  but  also  the  means  by  which  this  technology  can 
best  be  brought  to  bear  on  clinical  image-guidance  tasks. 
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ABSTRACT 

Cone-beam  computed  tomography  (CBCT)  based  upon  large-area  flat-panel  imager  (FPI)  technology  is  a  flexible  and 
adaptable  technology  that  offers  large  field-of-view  (FOV),  high  spatial  resolution,  and  soft-tissue  imaging.  The  imaging 
performance  of  FPI-based  cone-beam  CT  has  been  evaluated  on  a  computer-controlled  bench-top  system  using  an  early 
prototype  FPI  with  a  small  FOV  (20.5x20.5  cm2).  These  investigations  demonstrate  the  potential  of  this  exciting  technology. 
In  this  report,  imaging  performance  is  evaluated  using  a  production  grade  large-area  FPI  (41x41  cm2)  for  which  the 
manufacturer  has  achieved  a  significant  reduction  in  additive  noise.  This  reduction  in  additive  noise  results  in  a  substantial 
improvement  in  detective  quantum  efficiency  (DQE)  at  low  exposures.  The  spatial  resolution  over  the  increased  FOV  of  the 
cone-beam  CT  system  is  evaluated  by  imaging  a  fine  steel  wire  placed  at  various  locations  within  the  volume  of 
reconstruction.  The  measured  modulation  transfer  function  (MTF)  of  the  system  demonstrates  spatial  frequency  pass  beyond 
1  mm'1  (10%  modulation)  with  a  slight  degradation  at  points  off  the  source  plane.  In  addition  to  investigations  of  imaging 
performance,  progress  has  also  been  made  in  the  integration  of  this  technology  with  a  medical  linear  accelerator  for  on-line 
image-guided  radiation  therapy.  Unlike  the  bench-top  system,  this  implementation  must  contend  with  significant  geometric 
non-idealities  caused  by  gravity- induced  flex  of  the  x-ray  tube  and  FPI  support  assemblies.  A  method  of  characterizing  and 
correcting  these  non-idealities  has  been  developed.  Images  of  an  anthropomorphic  head  phantom  qualitatively  demonstrate 
the  excellent  spatial  resolution  and  large  FOV  achievable  with  the  cone-beam  approach  in  the  clinical  implementation. 

Keywords:  cone-beam  computed  tomography,  amorphous  silicon,  flat-panel  detector,  radiation  therapy 

1.  INTRODUCTION  AND  MOTIVATION 

The  development  of  a  versatile  volumetric  image-guidance  technology  promises  to  improve  the  quality  of  localized 
therapeutic  procedures.  Increases  in  geometric  precision  brought  about  through  intra-therapeutic  guidance  will  both  reduce 
therapy-induced  complications  and  increase  the  probability  of  successful  outcome  -  ultimately  leading  to  new  and  refined 
applications  of  proven  therapies.  Cone-beam  computed  tomography  based  upon  recently  developed  flat-panel  imager 
technology  provides  volumetric  imaging  that  can  be  readily  adapted  to  a  variety  of  therapy  settings.  Investigations  of  FPI- 
based  CBCT  have  begun  to  quantitatively  reveal  the  potential  and  limitations  of  this  exciting  technology.1'9  In  this  report,  the 
performance  improvements  of  our  second  generation  CBCT  system  based  upon  a  large  area  FPI  (4 1x4 lcm2)  are  described. 
The  adaptation  of  this  system  to  a  medical  linear  accelerator  for  on-line  image-guided  radiation  therapy  demonstrates  the 
suitability  of  this  technology  for  intra-therapeutic  guidance. 

2.  LARGE-AREA  FLAT-PANEL  DETECTOR 

A  large  area  FPI  (41x41cm2),  shown  in  Fig.  1(a),  has  replaced  the  smaller  panel  (20.5  x  20.5  cm2)  reported  in 
previous  investigations.9  The  technical  characteristics  of  the  two  panels  are  described  in  Table  I.  Functionally,  the  new 
imager  is  a  larger  version  of  the  former,  with  readout  electronics  more  appropriately  tuned  to  lower-dose  application.  An 
evaluation  of  additive  electronic  noise  has  been  performed  using  previously  published  methods.10  The  various  additive 
electronic  noise  sources  and  their  magnitudes  are  plotted  as  a  function  of  frame  time  in  Fig.  2(a).  The  manufacturer  has  made 
substantial  improvements  in  performance,  reducing  the  total  additive  noise  to  less  than  4000  e  for  frame  rates  of  interest 
(>0.5  frames/sec).  This  compares  favorably  with  the  -22,000  e  of  additive  noise  observed  in  the  smaller  detector.  This 
reduction  is  achieved  through  the  elimination  of  row  and  frame  correlated  noise  and  the  reduction  in  amplifier  noise  by  a 
factor  of  4.  These  are  substantial  improvements  that  will  significantly  improve  detector  performance  at  low  exposures.  The 
influence  of  additive  noise  on  the  zero-frequency  detective  quantum  efficiency  (DQE)  was  studied  using  a  cascaded  systems 
model  that  analyzes  signal  and  noise  propagation  in  the  FPI.11  Figure  2(b)  shows  the  predicted  dependence  of  DQE  on 
exposure  for  the  previous  FPI  (curve  1),  the  current  large-area  FPI  (curve  2),  and  an  equivalent  panel  incorporating  a  250 
mg/cm2  CsI:Tl  x-ray  converter  (curve  3).  For  exposures  below  0.1  mR,  the  large-area  panel  is  expected  to  perform  much 


better  than  the  original  prototype.  Maintaining  DQE  at  these  low  exposures  is  a  paramount  concern  for  application  in  CBCT 
where  the  total  patient  dose  is  distributed  over  multiple  low-dose  projections.  This  new  detector  has  been  integrated  into  the 
bench-top  system  used  in  previous  investigations  as  well  as  a  gantry-based  system  adapted  to  a  medical  linear  accelerator. 

3.  BENCH-TOP  SYSTEM 


3.1  Description 

The  bench  top  system  is  illustrated  in  Figure  1(b).  The  main  components  of  the  system  are  the  x-ray  tube,  the 
rotation  stage,  and  the  large-area  FPI.  These  three  components  are  mounted  rigidly  to  an  optical  bench,  the  operation  of 
which  is  described  elsewhere.9.  Implementation  of  the  large  area  FPI  altered  the  various  geometric  parameters  of  the  system 
-  these  are  described  in  Table  II.  In  addition  to  improvements  in  the  detector,  the  control  system  has  also  been  improved  to 
allow  geometric  calibration,  image  acquisition,  processing  and  reconstruction  in  an  integrated  Windows  NT-based 
application.  The  software  runs  on  a  500  MHz  Pentium  Xeon  processor  equipped  with  1GB  of  RAM.  A  modified  Feldkamp 
cone-beam  CT  reconstruction  algorithm  has  been  implemented  that  permits  reconstruction  from  projections  acquired  on  non¬ 
ideal  circular  trajectories  (see  Table  II).12 


Figure  1.  (a)  Flat-panel  imagers  employed  in  the  investigations  of  kV  cone-beam  CT.  The  large  area  (41x41  cm2)  production  panel  (black) 
replaces  the  smaller  (20.5x20.5  cm2)  prototype  panel  used  in  initial  investigations,  providing  4  times  the  sensitive  area  and  offering  higher 
performance  (see  Table  I).  (b)  Bench-top  apparatus  for  examining  the  performance  of  flat-panel  x-ray  detectors  in  cone-beam  computed 
tomography.  The  x-ray  tube,  rotation  and  translation  tables,  and  FPI  are  mounted  in  a  precisely  determined,  computer-controlled  geometry 
on  an  optical  bench,  (c)  Volumetric  rendering  of  an  anthropomorphic  pelvis  imaged  on  the  bench-top  system.  The  large  field-of-view 
(FOV)  was  achieved  by  acquiring  two  sets  of  cone-beam  projections  with  the  detector  offset,  (d)  Coronal  slice  reconstructed  at  full 
resolution  (1590x1024),  illustrating  the  excellent  axial  resolution  achieved  with  the  cone-beam  approach. 


Flat-Panel  X-ray  Detector 

Previous 

Current 

Manufacturer 

EG&G  Heimann 
Optoelectronics 

PerkinElmer 

Optoelectronics 

Model 

RID-512  400  A0 

RID- 1640  AL1 

Mass 

8  kg 

22  kg 

Detector  Housing  Dimensions 

33  x  32  x  4.6  cm3 

67.2  x  59.9  x  4.4  cm3 

X-ray  Converter 

133  mg/cm2  Gd202S:Tb 

Detector  Size 

20.5  x  20.5  cm2 

41  x  41  cm2 

Pixel  Matrix  Format 

512x512 

1024  x 1024 

Pixel  Pitch 

400  pm 

Detector  Pixel  Elements 

a-Si:H  Photodiode  and 

Thin-Film  Transistor  (TFT) 

Fill  Factor 

0.80 

Photodiode  Capacitance 

8.4  pF 

Photodiode  Bias  Voltage 

-5V 

-6  V 

Photodiode  Charge  Capacity 

~42  pC 

~48  pC 

Charge  Transfer  Time 

35  jxs 

ASIC  Charge  Capacity 

23  pC 

5  pC 

Maximum  Frame  Rate 

5  fps 

3.5  fps 

Detector  Dynamic  Range 

>80  dB 

>83  dB 

Image  Lag 

<3% 

Digitization 

16  bits 

Table  I.  Summary  of  manufacturer  specifications  for  the  20.5  x  20.5cm2  and  41  x  41cm2  flat  panel  imagers. 


3.2  Field-of-View 

The  large  area  of  the  FPI  allows  a  substantial  increase  in  the  field-of-view  (FOV)  of  the  CBCT  system.  For  the  geometry 
employed  on  the  bench,  the  reconstruction  FOV  is  a  25.8  cm  diameter  cylinder,  25.8  cm  in  length.  This  FOV  is  sufficient  for 
imaging  the  head  and  neck  region  of  adults;  however,  it  is  typically  not  sufficient  for  the  thorax  or  pelvis.  The  large  FOV 
demonstrated  in  the  images  of  the  anthropomorphic  pelvis  [Figs,  l(c-d)]  was  achieved  by  acquiring  two  sets  of  projections 
with  the  detector  in  two  positions  (±9.3  cm  offset).  For  each  projection  angle,  a  single  1489x1024  projection  was  created  by 
stitching  two  1024x1024  projections.  A  25  pixel  wide  transition  region  about  the  axis  of  rotation  (AOR)  was  employed  to 
eliminate  discontinuities  in  the  stitched  image.  In  this  region,  the  image  signal  was  calculated  as  a  weighted  sum  of  the  two 
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Figure  2.  Improvements  in  detector  performance,  (a)  Measurements  of  additive  electronic  noise  versus  frame  time  for  the  41  x  41  cm2 
FPI  (black  circles).  Additive  noise  sources  such  as  TFT  thermal  noise  (oTFT.thermaiX  photodiode  shot  noise  {cPD.shot),  digitization  noise 
(aadc),  and  amplifier  noise  (aamplifier)  were  computed  as  described  previously,10  showing  that  the  new  FPI  is  operating  within  a  factor  of  ~2 
of  its  intrinsic  dark  noise  limit,  (b)  Zero-frequency  DQE  calculated  as  a  function  of  exposure  to  the  detector  using  a  cascaded,  linear 
systems  model.11  The  dependence  is  shown  for  three  detectors:  (1)  the  early  prototype  FPI  with  amplifier  noise,  CTampUfier  -12,700  e,  (2)  the 
large-area  production  FPI  with  improved  read-out  electronics  -3,000  e),  and  (3)  a  large-area  production  FPI  incorporating  a  250 

mg/cm2  CsI:Tl  x-ray  converter.  The  dashed  lines  indicate  the  intrinsic  limit  (no  amplifier  noise)  for  the  41x41  cm2  configurations  shown 


here. 


kV  Imaging  Geometry 

Bench  Top 

System 

Gantry-based 

System 

Focal  Spot  -  Isocenter  Distance  (nominal) 

100.2  cm 

100  cm 

Focal  Spot  -  Detector  Distance  (nominal) 

159.4  cm 

155  cm 

Cone  Angle 

14.4° 

14.8° 

Field  of  View  (at  isocenter) 

(25.8  x  25.8  )  cm2  (26.5  x  26.5)  cm2 

Location  of  Projected  Isocenter  on  Detector: 

w-Coordinate  (pixel  address) 

511.5±0.1 

517.6  ±1.1 

v-Coordinate  (pixel  address) 

513.4±0.1 

496.3  ±  1.2 

Cone-Beam  CT  Acquisition  Parameters 

Tube  Potential 

120  kVp 

Total  Filtration 

2.5mm  A1 

2.0  mm  A1 

+  0.129mm  Cu 

+0. 129mm  Cu 

Number  of  Exposures  (nominal) 

300 

330 

Tube  Output  (mR/mAs  in  air  at  isocenter) 

9.3  mR/mAs 

5.7  mR/mAs 

Angular  Range  of  Projection  Views 

360° 

Average  Angular  Velocity 

l.l°/sec 

(2.0±0.2)°/sec 

Average  Angular  Increment 

1.2° 

(1.1  ±0.3)° 

Detector  Readout  Interval  (Frame  Time) 

1.14  sec 

570  ms 

Time  for  CBCT  Acquisition 

342  sec 

188  sec 

Processing  and  Reconstruction  Parameters 

Flood-Field  Processing 

Gain  /  Offset  Correction 

Pixel  Defect  Filter 

3x3  Median  Filter 

Reconstruction  Filter 

Hamming 

Reconstruction  Field  of  View  (at  isocenter) 

(25. 8)3  cm3 

(26.5)3cm3 

Reconstruction  Matrix  (nominal) 

(1024  x  1024  x  1024)  voxels 

Voxel  Dimensions  (nominal) 

(0.25  x  0.25  x  0.25)  mm3 

Table  II:  Geometric,  acquisition,  and  reconstruction  parameters  for  the  bench-top  and  gantry-based  systems. 


projections.  The  projections  were  then  filtered  and  resampled  at  one-third  resolution  (0.12  cm).  A  496x496x341  volume  was 
reconstructed  and  is  shown  in  Fig.  1(c).  A  substantial  cupping  artifact  was  visible  in  the  reconstructed  image  but  was 
removed  through  a  single  three-dimensional  (3-D)  parabolic  shading  correction.  The  weighting  factors  for  the  parabolic 
shading  correction  were  chosen  manually  to  minimize  the  global  shading.  The  influence  of  x-ray  scatter  on  local  signal 
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Figure  3.  Spatial  resolution  of  the  flat-panel  CBCT  system,  (a)  Surface  plot  of  the  system  response  as  approximated  by  measurements  of 
a  thin  (0.127  mm)  steel  wire,  (b)  MTF  of  the  CBCT  system  determined  from  images  of  the  steel  wire.  The  system  MTF  was  obtained  by 
correcting  the  measured  MTF  for  the  in-plane  frequency  content  of  the  wire.  The  MTF  was  measured  at  three  locations  in  the  volumetric 
FOV:  (i)  2  cm  off  the  AOR  on  the  source  plane;  (ii)  8  cm  off  the  AOR  on  the  source  plane;  and  (iii)  8  cm  off  the  AOR  at  10  cm  above  the 
source  plane.  The  system  MTF  on  the  source  plane  did  not  vary  with  position  within  experimental  uncertainty.  The  reduction  in  system 
MTF  with  axial  position  may  be  caused  by  a  small  misalignment  between  the  AOR  and  the  readout  columns  of  the  FPI. 


uniformity  was  not  corrected  with  this  method  and  is  clearly  visible  near  regions  of  sharp  contrast  as  visible  about  the 
perineum.  As  an  alternative  to  stitching  projections,  Cho  et  al.13  have  developed  an  offset-detector  scheme  that  gives 
equivalent  FOV  but  requires  only  one  360°  rotation. 

3.3  Spatial  Resolution 

The  spatial  resolution  of  the  CBCT  system  was  measured  using  a  127  pm  (0.005")  diameter  steel  wire  oriented 
longitudinally  in  a  12  cm  diameter  water  bath  and  imaged  at  three  locations:  1)  on  the  source  plane  at  -2  cm  from  the  axis  of 
rotation  (AOR);  2)  on  the  source  plane  at  -8  cm  from  the  AOR;  and  3)  10  cm  above  the  source  plane  at  8  cm  from  the  AOR. 
Forty  adjacent  slices  containing  the  wire  were  reconstructed  with  0.1mm  in-plane  resolution  and  axial  resolution  of  0.25  mm. 
The  forty  slices  were  averaged  along  the  z-dimension  into  10  groups  of  4  slices  each.  A  surface  plot  of  the  reconstructed 
spread  function  for  location  #1  is  shown  in  Fig.  3(a),  giving  FWHM  of  -0.8  mm.  The  system  MTF  in  the  axial  plane  was 
calculated  by  projecting  the  measured  spread  function  in  one  dimension  (i.e.,  Radon  transform),  computing  the  discrete 
Fourier  transform,  and  dividing  by  the  frequency  content  of  the  wire.  This  calculation  was  performed  for  each  of  the  10 
groups.  The  system  MTF  was  taken  to  be  the  average,  with  error  bars  corresponding  to  the  standard  deviation  among  the  10 
groups.  The  results  are  plotted  in  Fig.  3(b)  for  each  of  the  three  measured  positions.  The  frequency  pass  of  the  system 
exceeds  1  mm'1  in  the  source  plane.  The  MTF  of  the  system  is  significantly  reduced  at  10  cm  above  of  the  source  plane, 
possibly  due  in  part  to  a  small  rotation  between  the  AOR  and  the  readout  columns  of  the  FPI. 

4.  CONE-BEAM  CT  SYSTEM  ON  A  MEDICAL  LINEAR  ACCELERATOR 


4.1  Description 

The  large-area  flat-panel  imager  has  been  adapted  to  an  isocentric  medical  linear  accelerator  equipped  with  a  600 
kHU  x-ray  tube  [Fig.  4(a)].  The  x-ray  tube  is  mounted  to  the  drum  structure  of  the  accelerator  on  a  retractable  arm  that 
extends  -130  cm  from  the  gantry  face,  allowing  the  focal  spot  of  the  tube  to  reach  the  plane  occupied  by  the  MV  treatment 
source.  The  tube  is  driven  by  a  45  kW  high-frequency  x-ray  generator  (Ideal,  Innerscan  Inc.,  Chicago  EL)  and  has  2  mm  of 
Al  (inherent)  and  0.127  mm  of  Cu  (added)  filtration.  The  FPI  is  mounted  opposite  the  x-ray  tube  at  a  source-detector 
distance  of  approximately  155  cm.  The  imager  is  supported  by  a  fixed  mount  comprised  of  three  extruded  Al  struts  holding 
the  FPI  parallel  to  the  rotation  axis  of  the  drum,  approximately  centered  on  the  central  ray  of  the  kV  x-ray  beam.  X-ray 
exposure,  detector  read-out  and  gantry  motion  is  coordinated  using  the  same  Windows-NT  based  software  application  as 
described  in  Section  3.1.  The  software  application  monitors  gantry  angle  through  a  precision  potentiometer,  directs  x-ray 
exposure,  and  collects  the  resulting  projections  in  host  memory. 

In  comparison  to  the  investigations  performed  on  the  bench-top,  the  accelerator-based  system  must  contend  with 
sources  of  geometric  non-ideality:  (i)  variations  in  angular  projection  increment,  and  (ii)  geometric  instability  between  the 
focal  spot  and  imager.  The  variations  in  angular  increment  result  from  mechanical  imbalance  of  the  gantry  structure  due  to 
the  added  weight  of  the  panel  and  support  arm.  Gantry  movement  is  achieved  through  the  ‘assisted  set-up  (ASU)’ 
movements  of  the  accelerator.  Under  this  mode,  the  various  components  of  the  accelerator  are  instructed  to  move  under 
computer  control.  Unfortunately,  the  control  system  for  gantry  rotation  does  not  fully  compensate  for  the  mechanical 
imbalance,  resulting  in  substantial  variations  in  angular  velocity  with  gantry  angle.  The  angular  velocity  was  found  to  vary 
from  1.5°/sec  to  3.0°/sec  through  360°,  excluding  periods  of  acceleration/deceleration  at  the  start  and  stop  of  acquisition. 

The  motion  of  the  FPI  and  x-ray  tube  through  the  gravitational  field  during  gantry  rotation  results  in  deflection  of 
the  support  arms,  which  significantly  alters  the  geometric  relationship  between  the  focal  spot  and  FPI.  A  method  to  measure 
and  accommodate  these  deflections  has  been  developed.  Multiple  radiographs  of  a  0.8  cm  steel  ball-bearing  (BB)  placed 
near  isocenter  are  acquired  as  the  gantry  rotates  through  360°.  Centroid  analysis  of  the  BB  shadow  in  each  projection 
describes  (i)  the  relative  position  of  the  BB  and  isocenter,  (ii),  gravity-induced  motion  between  the  focal  spot  and  panel,  and, 
(iii)  gross  displacements  of  the  gantry  structure  in  the  world  reference  frame.  Displacements  between  the  BB  and  isocenter 
appear  as  nearly  sinusoidal  and  can  be  corrected  by  repositioning  the  BB.  The  non-sinusoidal  motion  is  attributed  to  flex  and 
gross  displacement  of  the  gantry  structure.  These  motions  are  recorded  and  converted  to  a  correction  map  that  adjusts  the 
back-projection  geometry  during  reconstruction.  The  measured  motion  of  the  BB  shadow  on  the  face  of  the  imager  with 
gantry  angle  is  presented  in  Figure  4(b).  The  motion  contains  both  low-frequency  and  high-frequency  motion  with  changing 
gantry  angle.  Movement  of  the  projected  BB  location  in  the  axial  direction  (v,  parallel  to  AOR)  is  also  seen  in  this  analysis 
and  results  from  axial  displacement  of  the  gantry  structure  with  rotation  (corkscrew  motion).  Overall,  the  motion  is  small  (  ±1 
mm  on  the  panel)  considering  the  large  scale  of  the  motion  (2  m  diameter  circle)  and  the  length  of  the  support  arms  (-1.3  m). 
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Figure  4.  Flat-panel  cone-beam  CT  on  a  medical  linear  accelerator,  (a)  The  large-area  FPI  is  mounted  on  the  gantry  structure  of  the 
accelerator  opposite  a  600  kHU  x-ray  tube,  (b)  The  substantial  mass  of  the  components  result  in  gravity-induced  flex  in  the  source  and 
detector  supports  during  gantry  rotation.  Movement  between  the  source  and  detector  is  characterized  using  a  ball  bearing  placed  at  the 
nominal  isocenter  of  the  kV  imaging  system.  The  projected  isocenter  moves  with  respect  to  the  detector  during  gantry  rotation.  These 
measurements  are  employed  during  reconstruction  to  improve  the  accuracy  of  the  back-projections. 


4.2  Imaging  of  Head  Phantom 

System  performance  was  evaluated  qualitatively  using  an  anthropomorphic  head  phantom.  The  phantom  consists  of 
the  head  and  torso  of  a  human  skeleton  embedded  in  plastic  (The  Phantom  Laboratory,  Salem  NY).  With  the  head  of  the 
phantom  suspended  off  the  end  of  the  treatment  couch,  321  projections  (120  kVp,  25  mA,  0.025  s)  were  acquired  over  183 
seconds  as  the  gantry  rotated  through  360°.  The  in-air  exposure  (in  the  absence  of  phantom)  delivered  to  the  isocenter  for 
this  technique  is  1.2  R.  A  low-resolution  volume  (341x341x341  voxels  at  0.75  mm  voxel  pitch)  and  high-resolution  sagittal 
slice  (1024x1024  voxels  at  0.25  mm  voxel  pitch)  were  reconstructed  for  presentation  and  are  shown  in  Fig.  5.  The 
volumetric  surface  rendering  of  the  reconstruction  [Fig.  5(a)]  illustrates  the  large  FOV  achieved  with  a  single  rotation  of  the 
gantry  in  the  cone-beam  approach.  Figures  5(b-d)  illustrate  the  excellent  spatial  resolution  in  the  axial  dimension  and  the 
large  FOV  achieved  in  a  single  acquisition.  Each  of  these  images  was  reconstructed  from  the  same  cone-beam  CT  data  set, 
with  correction  for  geometric  non-idealities  based  on  the  measurements  in  Fig.  4(b).  The  images  presented  at  a  higher 
magnification  [Figs.  5(c-d)]  further  emphasize  the  spatial  detail  of  the  system,  qualitatively  demonstrating  detail  within 
individual  teeth  as  well  as  visualization  of  trabecular  bone  structure  in  the  cervical  spine. 


5.  SUMMARY,  CONCLUSIONS,  AND  FUTURE  WORK 

Investigations  of  flat-panel  cone-beam  CT  performance  on  a  laboratory  system  have  demonstrated  the  potential  of  this 
exciting  new  technology  for  image-guidance  tasks.1,4-9  Several  key  issues  have  been  addressed  in  these  investigations, 
including  flat-panel  imager  performance,  detector  lag  and  lag  artifacts,  optimal  geometric  conditions,  and  the  influence  of  x- 
ray  scatter  on  contrast-to-noise  performance.  The  conclusions  drawn  from  these  investigations  strongly  support  the 
hypothesis  that  flat-panel  cone-beam  CT  is  well  suited  for  applications  in  image-guidance.  Evaluation  of  additive  noise  in 
the  large  area  panel  highlights  the  progress  in  flat-panel  imager  technology,  with  low  additive  noise  dramatically  improving 
detector  DQE  at  low  exposure  levels.  This  is  of  great  importance  in  cone-beam  CT  where  the  entire  object  must  be  included 
in  the  detector  FOV  to  guarantee  a  consistent  data  set.  Overall,  advances  in  FPI  performance  continue  to  make  them 
attractive  detectors  for  cone-beam  CT. 

Our  first  clinical  implementation  of  this  exciting  technology  is  in  image-guided  external  beam  radiation  therapy.  The 
challenges  in  adapting  this  technology  to  a  clinical  system  have  been  integration  with  the  treatment  machine  and 
accommodation  of  geometric  non-idealities.  The  results  reported  here  suggest  that  the  geometric  non-idealities  can  be 
managed  through  a  calibration  procedure  that  records  the  non-idealities,  allowing  corrections  to  be  applied  during 
reconstruction.  Investigations  of  soft-tissue  imaging  performance  on  the  medical  linear  accelerator-based  system  are  required 
to  determine  if  these  corrections  will  satisfy  the  requirements  for  image-guided  radiation  therapy. 
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Figure  5.  Cone-beam  CT  images  acquired  on  the  medical  linear  accelerator,  (a)  Volumetric  rendering  of  an  anthropomorphic  head 
phantom  reconstructed  [389x389x389  voxels  at  (0.75  mm)3]  from  330  projections  acquired  over  360°.  (b)  A  single  sagittal  slice 
[1x1024x1024  at  (0.25mm)3]  illustrates  the  high  spatial  resolution  that  can  be  achieved  in  the  axial  dimension  with  the  cone-beam 
approach.  The  spatial  resolution  of  the  system  is  demonstrated  in  the  magnified  sagittal  views  shown  in  (c)  and  (d).  It  is  important  to 
emphasize  that  the  resolution  demonstrated  here  has  been  achieved  on  the  medical  linear  accelerator-based  system  in  the  presence  of 
geometric  non-idealities. 

The  development  of  a  medical  linear  accelerator  with  integrated  volumetric  imaging  promises  unprecedented  geometric 
precision  in  radiation  delivery.  The  implications  for  radiation  therapy  practice  are  both  exciting  and  challenging  to  predict; 
however,  it  is  clear  that  intra-therapeutic  guidance  will  reduce  the  barriers  leading  to  innovative  applications  of  this  proven 
therapy. 
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